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Introduction
This draft standard is based on national and international discussions. Y our comments on this draft are invited and will assist in
the preparation of the consegquent standard.

For international standards, comments will be reviewed by the relevant UK national committee before sending the consensus
UK vote and comments to the international committee, which will then decide appropriate action. If the international standard is
approved, it is usual for the text to be published as a British Standard.

For national standards, comments will be reviewed by the relevant UK national committee and the resulting standards published
as a British Standard.

UK Vote
Please indicate whether you consider the UK should submit a negative (with supporting technical reasons) or positive vote on
this draft. Pleaseindicate if you are aware of any reason why this draft standard should not be published as a British Standard.

Submission of Comments
Annotated drafts are not acceptable and will beregjected.

Template for comments and secr etariat observations

All comments should be submitted online at https.//standar dsdevelopment.bsigroup.com/. You will need to register in

order to comment.

Date; xx/xx/20xx

Document: 1SO/DIS xxxx

an alternative cannot be supported
as serious problems have been
lencountered in its use in the UK.

1 2 3 4 5 (6) 7
MB | Clause No./ Subclause| Paragraph/Figure/ Type of Commend (justification Proposed change by the MB Secretariat observations on
No./Annex (e.g. 3.1) Table/Note comment for change) by theMB each comment submitted
31 Definition 1 ed Definition is ambiguous and needs [JAmend to read '...so that the mains
clarifying. connector to which no connection...'
6.4 Paragraph 2 te The use of the UV photometer as  ||[Delete reference to UV photometer.
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THIS DOCUMENT IS A DRAFT CIRCULATED
FOR COMMENT AND APPROVAL. IT IS
THEREFORE SUBJECT TO CHANGE AND MAY
NOT BE REFERRED TO AS AN INTERNATIONAL
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BE CONSIDERED IN THE LIGHT OF THEIR
POTENTIAL TO BECOME STANDARDS TO
WHICH REFERENCE MAY BE MADE IN
NATIONAL REGULATIONS.

RECIPIENTS OF THIS DRAFT ARE INVITED
TO SUBMIT, WITH THEIR COMMENTS,
NOTIFICATION OF ANY RELEVANT PATENT
RIGHTS OF WHICH THEY ARE AWARE AND TO
PROVIDE SUPPORTING DOCUMENTATION.

Full document details: 21/30384578 DC

(This document is circulated as received from the committee secretariat. )

Reference number
ISO/DIS 21395-2:2021(E)

Documents

Document Sharing Hub
© IS0 2021


http://www.avadocuments.com/doc/21-30384578-dc
http://www.avadocuments.com/doc/21-30384578-dc

ISO/DIS 21395-2:2021(E)

COPYRIGHT PROTECTED DOCUMENT

© IS0 2021

All rights reserved. Unless otherwise specified, or required in the context of its implementation, no part of this publication may
be reproduced or utilized otherwise in any form or by any means, electronic or mechanical, including photocopying, or posting
on the internet or an intranet, without prior written permission. Permission can be requested from either ISO at the address
below or ISO’s member body in the country of the requester.

ISO copyright office

CP 401 ¢ Ch. de Blandonnet 8
CH-1214 Vernier, Geneva
Phone: +41 22 749 01 11
Email: copyright@iso.org
Website: www.iso.org

Published in Switzerland Documents
.. Document Sharing Hub
11 © ISO 2021 - All rights reserved

Full document details: 21/30384578 DC


http://www.avadocuments.com/doc/21-30384578-dc
http://www.avadocuments.com/doc/21-30384578-dc

ISO/DIS 21395-2:2021(E)

Contents Page
FOT@WONM ... oottt iv
00T 00 X0 ) ot o (0) o VOSSOSO \ 14
1 S0P ... 1
2 Normative references
3 Terms and definitions
4 Principles
5 MeASUIING @QUUEPTIIIEIIE ...t
5.1 LTS3 0 =) o= OO
5.2 Light source
5.3 BANAPASS FIIEET ..ot
5.4 S E et
5.5 Collimator lens......
5.6  V-block prism ...
5.7 Origin-point reference block...
5.8  Telescope.....icin
5.9 | DTS =Y o{ 0] (NN
5.10 Deviation-angle measuring device
5.11 Refractive index matChing HQUI........o s
6 Shapes of origin-point reference block and specimen.
6.1 (T 0TS =1 N
6.2 Apical angle ...
6.3 Contact face With V-DIOCK PIiSIT ...
7 MeasSUremMENt IMETIOM ...ttt
7.1 J\ (ST D) 0o (<) oL u=) T4 0 (0] 0000 =) o | o
7.1.1  Temperature ...
7.1.2  Atmospheric pressure..................
7.2 Y ESF R D<) 0 0 1<) o U o

7.2.1  General
7.2.2  Preparation for measurement

7.2.3  Setting of deviation-angle origin point (0°) ...
7.2.4  Adjustment of V-DIOCK PIiSIM. ...
7.2.5 Measurement of deviation angle :
7.2.6  Calculation of refractive INAEX ...
8 IIMAECATTOM ... 9
9 T@ST TEPOTL ...t 9
Annex A (normative) Refractive-Index Matching LIQUd ... 11
Annex B (informative) Telescope with autocollimation function.................. e 13
Annex C (normative) AIternative MeaASUT@IMIEIIE ...............o.ccorreeieereeeeeeseieeeeeseeeeeees e 14
Annex D (normative) Measurement with reference Specimen................. 23

Bibliography

Documents
Document Sharin%lHub

© IS0 2021 - All rights reserved

Full document details: 21/30384578 DC


http://www.avadocuments.com/doc/21-30384578-dc
http://www.avadocuments.com/doc/21-30384578-dc

ISO/DIS 21395-2:2021(E)

Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards
bodies (ISO member bodies). The work of preparing International Standards is normally carried out
through ISO technical committees. Each member body interested in a subject for which a technical
committee has been established has the right to be represented on that committee. International
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work.
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are
described in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the
different types of ISO documents should be noted. This document was drafted in accordance with the
editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).

Attention is drawn to the possibility that some of the elements of this document may be the subject of
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of
any patent rights identified during the development of the document will be in the Introduction and/or
on the ISO list of patent declarations received (see www.iso.org/patents).

Any trade name used in this document is information given for the convenience of users and does not
constitute an endorsement.

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and
expressions related to conformity assessment, as well as information about ISO's adherence to the
World Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT), see www.iso.org/
iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 172, Optics and photonics, Subcommittee
SC 3, Optical materials and components.

Alist of all parts in the ISO 21395 series can be found on the ISO website.

Any feedback or questions on this document should be directed to the user’s national standards body. A
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

This document specifies the method to determine the refractive index of optical glasses with the
V-block refractometer. The refractive index of optical glasses is the most important characteristic for
the optical elements manufactured from them.

Regarding the standardization of the method of refractive index measuring method of optical glasses,
the minimum deviation method has already been proposed as ISO 21395-1.

The minimum deviation method is most accurate in refractive index measurement, but an advanced
technique is required to prepare a specimen with a precise shape and to measure the refractive index.

On the other hand, the V-block refractometer method is easier and faster when preparing a specimen and
requires less technique for measurement. Therefore, this method is commonly used by people checking
the quality of the optical glass products on a daily basis. That is the reason why the standardization of
the V-block method is necessary like the minimum deviation method.

The proposed standard will help to measure the refractive index of optical glasses accurately and to
improve the communications between raw optical glass suppliers and optical element manufacturers
as well.
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DRAFT INTERNATIONAL STANDARD ISO/DIS 21395-2:2021(E)

Optics and photonics — Test method for refractive index of
optical glasses —

Part 2:
V-block Refractometer Method

1 Scope

This document specifies a method to determine the refractive index of optical glass with the
accuracy within 3 x 10-> at the wavelength range from 365 nm to 2 400 nm by using the V-block
refractometer method.

While this document can be used for non-glass materials, the user is informed that only optical glass
has been considered in the development of this document, and other materials can have issues, which
have not been taken into consideration.

2 Normative references

The following documents are referred to in the text in such a way that some or all of their content
constitutes requirements of this document. For dated references, only the edition cited applies. For
undated references, the latest edition of the referenced document (including any amendments) applies.

ISO 280, Essential oils — Determination of refractive index
IS0 9802, Raw optical glass — Vocabulary

ISO 21395-1, Optics and photonics — Test method for refractive index of optical glasses — Part 1: Minimum
deviation method

ISO 80000-1, Quantities and units — Part 1: General
JIS K 0062, Test methods for refractive index of chemical products

ISO 80000-3, Quantities and units — Part 3: Space and time

3 Terms and definitions

For the purposes of this document, the terms and definitions given in ISO 9802, ISO 80000-1,
[SO 80000-3 and the following apply.

[SO and IEC maintain terminological databases for use in standardization at the following addresses:

— IEC Electropedia: available at https://www.electropedia.org/

— ISO Online browsing platform: available at https://www.iso.org/obp

31
V-block prism
prism manufactured from optical glass material with a known refractive index

3.2
refractive-index matching liquid
transparent liquid having the refractive index close to that of the specimen
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4 Principles

As shown in Figure 1a), when the beam perpendicularly enters into the entrance face of the V-block
prism, it is refracted at the interface between the V-block prism and the specimen and exits from the
exit face paralleled to the entrance face. The relationship among the deviation angle of the emergent
beam to the incident beam(y), the relative refractive index of the V-block prism to the measurement
atmosphere (N) and the relative refractive index of the specimen to the measurement atmosphere (n) is
expressed by the following Formula (1):

_N2xn? = N2 —\3xN? = 2xn?

Y =sin > (@8]
where

n is the relative refractive index of the specimen to the measurement atmosphere;

N is the relative refractive index of the V-block prism to the measurement atmosphere;

y is the deviation angle.
NOTE In general, the symbol of the refractive index is the lowercase n. However, this standard intentionally

uses the capital letter N for the relative refractive index of the V-block prism to make it more distinct from that of
the specimen.

The sign of the deviation angle of the emergent beam shall be positive (+) for upward and negative (-)
for downward respectively, relative to the incident beam.

Therefore, by measuring y, n can be obtained by calculation.

This principle is also applicable when the incident beam angle is controlled so that the emergent
beam is perpendicular to the exit face of the V-block prism. Therefore, as shown in Figure 1b), it is also
possible to calculate the refractive index based on the measurement result of the deviation angle of the
incident beam to the emergent beam.

Clause 7.2.6 provides the formula for the calculation of n.
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a) Deviation angle measurement b) Deviation angle measurement
on exit side on entrance side
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