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Introduction
This draft standard is based on national and international discussions. Your comments on this draft are invited and will assist in
the preparation of the consequent standard.

For international standards, comments will be reviewed by the relevant UK national committee before sending the consensus
UK vote and comments to the international committee, which will then decide appropriate action. If the international standard is
approved, it is usual for the text to be published as a British Standard.

For national standards, comments will be reviewed by the relevant UK national committee and the resulting standards published
as a British Standard.

UK Vote
Please indicate whether you consider the UK should submit a negative (with supporting technical reasons) or positive vote on
this draft. Please indicate if you are aware of any reason why this draft standard should not be published as a British Standard.

Submission of Comments
- Annotated drafts are not acceptable and will be rejected.

- All comments should be submitted online at https://standardsdevelopment.bsigroup.com/. You will need to register in
order to comment.

Template for comments and secretariat observations Date: xx/xx/20xx Document: ISO/DIS xxxx

1 2 (3) 4 5 (6) 7

MB Clause No./ Subclause
No./Annex (e.g. 3.1)

Paragraph/Figure/
Table/Note

Type of
comment

Commend (justification
for change) by the MB

Proposed change by the MB Secretariat observations on
each comment submitted

3.1 Definition 1 ed Definition is ambiguous and needs
clarifying.

Amend to read '...so that the mains
connector to which no connection...'

6.4 Paragraph 2 te The use of the UV photometer as
an alternative cannot be supported
as serious problems have been
encountered in its use in the UK.

Delete reference to UV photometer.
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European foreword 

This document (prEN 14154-4:2021) has been prepared by Technical Committee CEN/TC 92 “Water 
meters”, the secretariat of which is held by SNV. 

This document is currently submitted to the CEN Enquiry. 

This document will supersede EN 14154-4:2014. 

This document has been prepared under a Standardization Request given to CEN by the European 
Commission and the European Free Trade Association. 
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Introduction 

This European Standard has been defined as part of the work being undertaken by the European 
Standards Organizations (CEN/CENELEC/ETSI) under the Commission Mandate M/441. This document 
utilizes the six functionalities agreed by the Smart Meters Coordination Group (SM-CG) (see Annex B) as 
the basis for its additional functionalities. It is not required for the Additional Functionality Device (AFD) 
to incorporate all functions defined in this document. 

Communications for water meters are outside the scope of this document and are covered by the 
appropriate parts of EN 13757-1, EN 13757-2, EN 13757-3, EN 13757-4, EN 13757-5 and EN 13757-6 
which provide a number of protocols and transport layers for meter communications for Gas, Water and 
Heat meters. The additional functionality for water meters can be provided by a number of methods; 
these are illustrated below, see Figure 1 (4.1), and described in detail within this document. The AFD can 
be integrated in the meter, attached to the meter or remote from the meter. 
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1 Scope 

This document specifies definitions, requirements and testing of additional functionalities for water 
meters, without metrological impact, in combination with Additional Functionality Devices (AFD) and in 
response to EU/EFTA Mandate M/441 EN. These AFDs are considered as “ancillary devices” as defined 
in EN ISO 4064-1:2017 and EN ISO 4064-4:2014. 

This document does not cover the changing of metrological software within the meter or the 
upload/download of metrological software. 
NOTE  A manufacturer can claim compliance only for additional functionalities described in this document. It 
is not mandatory that an AFD complies with all additional functionalities described herein. 

2 Normative references 

The following documents are referred to in the text in such a way that some or all of their content 
constitutes requirements of this document. For dated references, only the edition cited applies. For 
undated references, the latest edition of the referenced document (including any amendments) applies. 

EN ISO 4064-1:2017, Water meters for cold potable water and hot water - Part 1: Metrological and 
technical requirements (ISO 4064-1:2014) 

EN ISO 4064-2:2017, Water meters for cold potable water and hot water - Part 2: Test methods (ISO 4064-
2:2014) 

EN ISO 4064-4:2014, Water meters for cold potable water and hot water - Part 4: Non-metrological 
requirements not covered in ISO 4064-1 (ISO 4064-4:2014) 

EN ISO 4064-5:2017, Water meters for cold potable water and hot water - Part 5: Installation requirements 
(ISO 4064-5:2014) 

EN 60529:1991, Degrees of protection provided by enclosures (IP Code) (IEC 60529:1989) 

3 Terms and definitions 

For the purposes of this document, the terms, definitions and symbols given in EN ISO 4064-1:2017, 
EN ISO 4064-2:2017, EN ISO 4064-4:2014 and EN ISO 4064-5:2017, and the following apply. 
NOTE The following terms and definitions are only related to additional functionalities. 

3.1 
functionality 
process which constantly or at defined intervals, automatically or on demand, performs specific activities 
such as sampling data, reading a data set, verifying or changing a status, or activating a switch 

3.2 
additional functionality 
functionality that a smart meter provides, over and above the metrological functionality covered by the 
Measuring Instruments Directive 

3.3 
additional functionality device 
device providing any additional functionality 
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3.4 
additional functionality device type 1 
AFD1 
additional functionality device integrated into the meter 

3.5 
additional functionality device type 2 
AFD2 
additional functionality device directly attached to the meter 

3.6 
additional functionality device type 3 
AFD3 
additional functionality device remotely connected to the meter 

3.7 
automatic meter reading 
technology for obtaining metering data from an on-site meter by communication from a remote access 
point 

3.8 
universal time coordinated 
UTC 
world time, without daylight savings 

3.9 
reading 
primary indication of the total volume passed through the meter 

3.10 
metrological software 
software identified during the type testing examination, which is part of the meter and is critical to its 
metrological characteristics 

3.11 
register 
Indication of the specific section in the memory of the control and metering unit that records data as 
determined by the programme in the unit 

3.12 
event 
condition requiring action or to log an action 

3.13 
event log 
temporary or mid-term memorized listing of events, containing their occurrence, actions taken and their 
reset 

3.14 
interface 
point or means of interaction between two systems 
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