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Introduction
This draft standard is based on national and international discussions. Your comments on this draft are invited and will assist in
the preparation of the consequent standard.

For international standards, comments will be reviewed by the relevant UK national committee before sending the consensus
UK vote and comments to the international committee, which will then decide appropriate action. If the international standard is
approved, it is usual for the text to be published as a British Standard.

For national standards, comments will be reviewed by the relevant UK national committee and the resulting standards published
as a British Standard.

UK Vote
Please indicate whether you consider the UK should submit a negative (with supporting technical reasons) or positive vote on
this draft. Please indicate if you are aware of any reason why this draft standard should not be published as a British Standard.

Submission of Comments
- Annotated drafts are not acceptable and will be rejected.

- All comments should be submitted online at https://standardsdevelopment.bsigroup.com/. You will need to register in
order to comment.

Template for comments and secretariat observations Date: xx/xx/20xx Document: ISO/DIS xxxx

1 2 (3) 4 5 (6) 7

MB Clause No./ Subclause
No./Annex (e.g. 3.1)

Paragraph/
Figure/Table/Note

Type of
comment

Commend (justification
for change) by the MB

Proposed change by the MB Secretariat observations on
each comment submitted

3.1 Definition 1 ed Definition is ambiguous and needs
clarifying.

Amend to read '...so that the mains
connector to which no connection...'

6.4 Paragraph 2 te The use of the UV photometer as
an alternative cannot be supported
as serious problems have been
encountered in its use in the UK.

Delete reference to UV photometer.
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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out 
through ISO technical committees. Each member body interested in a subject for which a technical 
committee has been established has the right to be represented on that committee. International 
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. 
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of 
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are 
described in the ISO/IEC Directives, Part 1. In particular the different approval criteria needed for the 
different types of ISO documents should be noted. This document was drafted in accordance with the 
editorial rules of the ISO/IEC Directives, Part 2.  www.iso.org/directives

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of 
any patent rights identified during the development of the document will be in the Introduction and/or 
on the ISO list of patent declarations received.  www.iso.org/patents

Any trade name used in this document is information given for the convenience of users and does not 
constitute an endorsement.

For an explanation on the meaning of ISO specific terms and expressions related to conformity 
assessment, as well as information about ISO's adherence to the WTO principles in the Technical 
Barriers to Trade (TBT) see the following URL: Foreword - Supplementary information

This document was prepared by Technical Committee ISO/TC  69, Subcommittee SC  6, Measurement 
Methods and Results.

This second edition of ISO 5725-1 cancels and replaces the first edition (ISO 5725-1:1994), which has 
been technically revised.

The main changes compared to the previous edition are as follows:

—	 Normative references have been revisited

—	 Some definitions have been deleted (observed value, cell in a precision experiment, collaborative 
assessment experiment) and others one have been added (repeatability critical difference, 
reproducibility critical difference, intermediate precision conditions, intermediate precision 
standard deviation, intermediate precision critical difference, intermediate precision limit)

—	 the number of laboratories required for a precision study and Annex  B presenting charts of 
uncertainties for precision measures have been moved in ISO 5725-2

—	 Guidance on the practical use of trueness and precision to evaluate uncertainty and the use of 
ISO 21748

A list of all parts in the ISO 5725 series can be found on the ISO website.

Any feedback or questions on this document should be directed to the user’s national standards body. A 
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

0.1   The general term accuracy is used in ISO 5725 to refer to both trueness and precision.

The term accuracy was at one time used to cover only the one component now named trueness, but it 
became clear that to many persons it should imply the total displacement of a result from a reference 
value, due to random as well as systematic effects.

The term bias has been in use for statistical matters for a very long time, but because it caused certain 
philosophical objections among members of some professions (such as medical and legal practitioners), 
the positive aspect has been emphasized by the invention of the term trueness

0.2     ISO 5725 uses two terms "trueness" and "precision" to describe the accuracy of a measurement 
method. "Trueness" refers to the closeness of agreement between the arithmetic mean of a large number 
of test results and the true or accepted reference value. "Precision" refers to the closeness of agreement 
between test results obtained under stipulated conditions.

0.3      The need to consider "precision" arises because tests or measures performed on presumably 
identical items in presumably identical circumstances do not, in general, yield identical results. This 
is attributed to unavoidable random errors inherent in every measurement procedure; the factors 
that influence the outcome of a measurement cannot all be completely controlled. In the practical 
interpretation of measurement data, this variability has to be taken into account. For instance, the 
difference between a test result and some specified value may be within the scope of unavoidable 
random errors, in which case a real deviation from such a specified value has not been established. 
Similarly, comparing test results from two batches of product will not indicate a fundamental quality 
difference if the difference between them can be attributed to the inherent variation in the measurement 
procedure.

0.4      The general term for variability between replicate measurements is precision. Two conditions 
of precision, termed repeatability and reproducibility conditions have been found necessary and, 
for many practical cases, useful for describing the variability of a measurement method. Under 
repeatability conditions, all factors that influence the measurement are considered constant and do not 
contribute to the variability, while under reproducibility conditions some or all influential factors vary 
and do contribute to the variability of the test results. Thus repeatability and reproducibility are the 
two extremes of precision, the first describing the minimum and the second the maximum variability 
in results. Other intermediate conditions between these two extreme conditions also occur when one 
or more of the factors that influence the measurement are allowed to vary, and are used in certain 
specified circumstances. Precision is normally expressed in terms of standard deviations.

The purpose of ISO 5725 is as follows:

a)	 to outline the general principles to be understood when assessing accuracy (trueness and precision) 
of measurement methods and results, and in applications, and to establish practical estimations of 
the various measures by experiment (ISO 5725-1);

b)	 to provide basic methods for estimating the two extreme measures of the precision of measurement 
methods by experiment, giving the circumstances in which they apply (ISO 5725-2);

c)	 to provide designs for obtaining intermediate measures of precision, giving the circumstances in 
which they apply and methods for estimating them (ISO 5725-3);

d)	 to provide basic methods for the determination of the trueness of a measurement method 
(ISO 5725-4);

e)	 to provide some alternatives to the basic methods, given in ISO  5725-2 and ISO  5725-4, for 
determining the precision and trueness of measurement methods for use under certain 
circumstances (ISO 5725-5);

f)	 to present some practical applications and use of these measures of trueness and precision 
(ISO 5725-6).
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DRAFT INTERNATIONAL STANDARD ISO/DIS 5725-1:2022(E)

Accuracy (trueness and precision) of measurement 
methods and results —

Part 1: 
General principles and definitions

1	 Scope

1.1	 This document

—	 introduces conditions, constraints and resources necessary to evaluate a measurement method or 
a result;

—	 defines an organizational scheme for acquisition of trueness and precision data by study;

—	 provides the necessary definitions, statistical model and principles for the ISO 5725 series.

—	 is not applicable to proficiency testing or production of reference item that have their own standards 
(ISO 13528, respectively and ISO Guide 35).

1.2	 This document is concerned exclusively with measurement methods which yield results on a 
continuous scale and give a single value as the test result, although this single value may be the outcome 
of a calculation from a set of observations.

It defines values which describe, in quantitative terms, the ability of a measurement method to give a 
true result (trueness) or to replicate a given result (precision). Thus there is an implication that exactly 
the same thing is being measured, in exactly the same way, and that the measurement process is under 
control.

This document may be applied to a very wide range of items, including gas, liquids, powders and 
solid objects, manufactured or naturally occurring, provided that due consideration is given to any 
heterogeneity of the item.

This document does not include methods of calculation that are described in the others parts.

2	 Normative references

The following documents are referred to in the text in such a way that some or all of their content 
constitutes requirements of this document.  For undated references, the latest edition of the referenced 
document (including any amendments) applies.

ISO 3534-1, Statistics — Vocabulary and symbols — Part 1: General statistical terms and terms used in 
probability

ISO 3534-2, Statistics — Vocabulary and symbols — Part 2: Applied statistics

ISO/IEC  Guide  99, International vocabulary of metrology — Basic and general concepts and associated 
terms (VIM)
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