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Introduction
This draft standard is based on national and international discussions. Y our comments on this draft are invited and will assist in
the preparation of the consegquent standard.

For international standards, comments will be reviewed by the relevant UK national committee before sending the consensus
UK vote and comments to the international committee, which will then decide appropriate action. If the international standard is
approved, it is usual for the text to be published as a British Standard.

For national standards, comments will be reviewed by the relevant UK national committee and the resulting standards published
as a British Standard.

UK Vote
Please indicate whether you consider the UK should submit a negative (with supporting technical reasons) or positive vote on
this draft. Pleaseindicate if you are aware of any reason why this draft standard should not be published as a British Standard.

Submission of Comments
Annotated drafts are not acceptable and will beregjected.

Template for comments and secr etariat observations

All comments should be submitted online at https.//standar dsdevelopment.bsigroup.com/. You will need to register in

order to comment.

Date; xx/xx/20xx

Document: 1SO/DIS xxxx

an alternative cannot be supported
as serious problems have been
lencountered in its use in the UK.

1 2 3 4 5 (6) 7
MB | Clause No./ Subclause| Paragraph/Figure/ Type of Commend (justification Proposed change by the MB Secretariat observations on
No./Annex (e.g. 3.1) Table/Note comment for change) by theMB each comment submitted
31 Definition 1 ed Definition is ambiguous and needs [JAmend to read '...so that the mains
clarifying. connector to which no connection...'
6.4 Paragraph 2 te The use of the UV photometer as  ||[Delete reference to UV photometer.
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European foreword

This document (prEN 17216:2023) has been prepared by Technical Committee CEN/TC 351
“Construction products: Assessment of release of dangerous substances”, the secretariat of which is held
by NEN.

The document is currently submitted to the CEN Enquiry.

The document will supersede CEN/TS 17216:2018.

This document has been prepared under a mandate given to CEN by the European Commission and the
European Free Trade Association.

The main changes compared to the previous edition are as follows:
— Transfer of technical specification into European Standard;

— Addition of validation data from interlaboratory validation on repeatability and reproducibility (see
Clause 1, Clause 9 and Annex F); [to be completed for 2nd CEN Enquiry]

— Updating of normative and informative cross-references.
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Introduction

This document is a European Standard developed under Mandate M/366 issued by the European
Commission in the framework of the “Construction Products Directive” 89/106/EEC. This document
addresses the part of Mandate M/366 which provides for the preparation of horizontal
measurement/test methods for the determination of the activity of the radionuclides radium-226,
thorium-232 and potassium-40 in construction products using gamma-ray spectrometry.
Mandate M/366 is a complement to the product mandates issued by the European Commission to CEN
under the Construction Products Directive (CPD). The harmonized product standards (hEN) developed
in CEN under mandates (and ETAs developed in EOTA for products or Kkits) specify construction
product(s) as placed on the market and address their intended conditions of use.

The information produced by applying this document can be used for purposes of CE marking and
evaluation/attestation of conformity. Product specification, standardization of representative sampling
and procedures for any product-specific laboratory sample preparation are the responsibility of product
TCs and are not covered in this document.

This document supports existing regulations and standardized practices and is based on methods
described in standards such as ENISO 10703, EN ISO 18589-2, EN ISO 18589-3 and NEN 5697. In
summary, this document describes the following:

— sampling, sub-sampling and test specimen preparation;

— measurement by gamma-ray spectrometry;

— background subtraction, energy and efficiency calibration, spectrum analysis;

— calculation of activities with associated uncertainties;

— reporting of results.

Determination of the activities is done by gamma-ray spectrometry. Procedures for all stages of the
analytical process are provided in this document. Although the tested sample rarely reflects a product’s
form under its intended conditions of use, the measured activity concentration is an intrinsic property of
the product. It does not vary with the construction product’s form. Consequently, the test results reflect
the radiological content of the product under its intended use. The document is intended to be non-

product-specific in scope. However, there are some limited elements related to the sample preparation
that are product-specific.
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1 Scope

This document describes a test method for the determination of the activity of the radionuclides radium-
226, thorium-232 and potassium-40 in construction products using semiconductor gamma-ray
spectrometry.

This document describes sampling from a laboratory sample, sample preparation, and the sample
measurement by semiconductor gamma-ray spectrometry. It includes background subtraction, energy
and efficiency calibration, spectrum analysis, activity calculation with the associated uncertainties or the
decision threshold and detection limit calculation, and the reporting of results.

The scope of this document is not product-specific. However, there are a limited number of product-
specific components, such as the preparation of the laboratory sample and drying of the test portion. The
method is applicable to samples from products consisting of single or multiple constituents.

2 Normative references

The following documents are referred to in the text in such a way that some or all of their content
constitutes requirements of this document. For dated references, only the edition cited applies. For
undated references, the latest edition of the referenced document (including any amendments) applies.

EN ISO 20042:2021, Measurement of radioactivity - Gamma-ray emitting radionuclides - Generic test
method using gamma-ray spectrometry (1S0O 20042:2019)

3 Terms and definitions

For the purposes of this document, the following terms and definitions apply.
[SO and IEC maintain terminology databases for use in standardization at the following addresses:

e |[EC Electropedia: available at https://www.electropedia.org/

e ISO Online browsing platform: available at https: //www.iso.org/obp

3.1

blank

test result obtained by carrying out the test procedure with an equivalent volume of demineralised or
distilled water instead of the test portion

[SOURCE: EN 16687:20231,3.3.4.1]

3.2

calibration source

sample with known radioactivity concentration and material properties that corresponds to the volume
and geometry of the test specimen

[SOURCE: EN 16687:20231, 3.3.4.2]

3.3
crushed material
sample material prepared by crushing (a part) of the laboratory sample

[SOURCE: EN 16687:20231, 3.3.4.4]

1 Under preparation. Stage at the time of publication: FprEN 16687:2023.
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3.4
dead time
time during spectrum acquisition (real time) during which pulses are not recorded or processed

Note 1 to entry: Dead time is given by real time minus live time.
Note 2 to entry: The time is given in seconds.
[SOURCE: EN ISO 20042:2021, 3.5]

3.5
laboratory sample
sample or sub-sample(s) sent to or received by the laboratory

[SOURCE: EN 16687:20231, 3.2.2.1 - modified, Notes to entry removed]

3.6
live time
time during which pulses are processed during an acquisition (real) time

Note 1 to entry: The time is given in seconds.

Note 2 to entry: Live time is the counting time corrected for the dead time.
[SOURCE: EN ISO 20042:2021, 3.12]

3.7

test portion

amount of the test sample taken for testing/analysis purposes, usually of known dimension, mass or
volume

[SOURCE: EN 16687:20231, 3.2.2.3 - modified, Examples removed]

3.8

test sample

sample, prepared from the laboratory sample, from which test portions are removed for testing or for
analysis

[SOURCE: EN 16687:20231, 3.2.2.2]

Note 1 to entry: From the test sample a test portion is removed for determining the correction factor for dry mass,
and one or multiple test specimen(s) are removed for radiation testing.

3.9

test specimen

test portion specially prepared for testing in a test facility in order to determine the radiation behaviour
of the product under intended conditions of use

[SOURCE: EN 16687:20231, 3.2.2.4 - modified to read ‘determine’ instead of ‘simulate’; Examples
removed]
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3.10

test specimen container
holder shaped like a beaker or a vessel that can be sealed and that is used to make determinations on the

test specimen

[SOURCE: EN 16687:20231, 3.3.4.5]

4 Symbols and abbreviations

For the purposes of this document, the following symbols, names of quantities and units apply

Symbol Name of quantity Unit

Aij activity of the standardized calibration source j at energy E; Bq

ai massic activity of radionuclide i Bq/kg

ai; massic activity of radionuclide 7 in the test specimen / Bq/kg

al#ﬂ detection limit of radionuclide i of test specimen / Bq/kg

azl decision threshold of radionuclide i of test specimen [ Bq/kg

E; energy used for determining radionuclide i keV

fi attenuation correction factor -

f2 true-summing correction factor -

f3 dead-time correction factor -

fa decay correction factor -

fs sample versus reference source positioning/height correction -

fi is the mass fraction of the constituent j; -

ijl ordinals to indicate radionuclides, materials and samples -

k uncertainty coverage factor -

ki-« uncertainty coverage factor with a default value of 1,65 at a = 0,05 -

ki-p uncertainty coverage factor with a default value of 1,65 at = 0,05 -

mq dry mass of the test portion kg

m;j mass of the material constituent j per m3 of the construction product kg

Mj;mat mass of matrix material j kg

MjJ;stand mass of sub sample I of standardized material j kg

m; mass of the test specimen / kg

My fresh mass of the test portion kg

N corrected number of pulses in the photopeak -

Ny number of pulses collected in channel g -

ﬁb average number of pulses per channel before the peak -
Documents
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Symbol Name of quantity Unit

average number of pulses per channel after the peak -

N net number of pulses in the photopeak that corresponds to energy E; of|-
standardized calibration source j

Neongl number of pulses that is collected in the continuum under the photopeak when
counting the test specimen /

Ncontigimat number of pulses that is collected in the continuum under the photopeak with|-
energy E; of matrix material j

Neont;igjik:stand number of pulses that is collected in the continuum under the photopeak with|-
energy E; of sub sample k of standardized material j

Niotisjmat total number of pulses that is collected in the channels belonging to the|-
photopeak with energy E; of matrix material j

Niotiyjzk;stand total number of pulses that is collected in the channels belonging to the|-
photopeak with energy E; of sub sample k of standardized material j

Niogt total number of pulses that is collected in the channels belonging to the|-
photopeak when counting the test specimen I

n number of test specimens -

P; gamma-ray-emission probability at energy E; -

P1, b2, P3 free parameters used in an e-power formula -

Rcont;0 counting rate of the blank that is determined from the number of pulses that is|s-!
collected in the continuum under the photopeak

Reong counting rate of the test specimen ! that is determined from the number of|s-1
pulses that is collected in the continuum under the photopeak

Recor0 corrected counting rate of the blank st

Reorsijispesmar |corTected specific counting rate of matrix material j at energy E; (skg)!

Reorsijispecistand  |average specific corrected counting rate of all subsamples k of (s-kg)?

standardized material j at energy E;

Recorsijiispecstand  |cOTTECted specific counting rate of sub sample I of standardized material jat |(s-kg)!

energy E;

Reor;i corrected counting rate of the test specimen [ that is determined for the s-1
photopeak

Recorjiv corrected counting rate in spectrum v of the tested container j st

Riot0 total counting rate of the blank that is determined from the total number of |s-1
pulses that is collected in the channels belonging to the photopeak

Rioti total counting rate of the test specimen [ that is determined from the total s-1
number of pulses that is collected in the channels belonging to the photopeak

S total radon production in the building material Bq/s

t live time S

to live time of the blank S
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Symbol Name of quantity Unit

t live time of the calibration source j s

tj:mat live time of matrix material j S

tjstand live time of sub sample / of standardized material j S

t live time of the test specimen [ S

t. live time when measuring the radon leakage of the beaker S

tw live time of the gas sample in spectrum w S

Up1 uncertainty in the free parameter p; of the radon leakage test s-1

Ujcext external uncertainty of the mass activity of radionuclide i Bq/kg

Ujsint internal uncertainty of the mass activity of radionuclide i Bq/kg

UiR uncertainty of the massic activity of radionuclide i from counting of the test|Bq/kg
specimen /

Uir uncertainty of the massic activity of radionuclide i from counting of the test|Bq/kg
specimen(s)

Ujtot total uncertainty of the massic activity of radionuclide i Bq/kg

% sample volume m3

v spectrum number, ascending from 1 to 10 -

Wi calibration factor for energy E; for the conditions used in testing the test|Bq-s/kg
specimen /

a probability of a first order error with a default value of 0,05 -

B probability of a second order error with a default value of 0,05 -

Eij radionuclide-specific counting efficiency for energy E; and the standardized |(Bq-s)-!
calibration source j

il radionuclide-specific counting efficiency for energy E; and a counting (Bg-s)?
sample with mass m

n correction factor for dry mass of the test specimen -

AL radon leakage rate (of the test specimen container) s-1

ARn decay constant of radon-222 st
NOTE Arn=2,1x 10651,

Vijeext relative external uncertainty of the corrected specific counting rate of -
standardized material j at energy E;

Vijint relative internal uncertainty of the corrected specific counting rate of -
standardized material j at energy E;

VL relative uncertainty due to radon-222 leakage from the test specimen|-
container

Viw relative uncertainty of the activity of radionuclide i associated with the term w|-

Vie relative uncertainty in the counting efficiency of radionuclide i -
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5 Principles of the test method

The activity of the gamma-ray emitting radionuclides in construction products are determined using
gamma-ray spectrometry. Activity content is a material property independent from the physical form of
a construction product.

The activity of gamma-ray emitting radionuclides present in the test specimen is based on the analysis of
the energies and the peak areas obtained from the full-energy peaks of the gamma-ray lines in the
spectrum.

The test method requires accurate energy and efficiency calibration. Calibration methods presently used
in the laboratories can be applied, these shall be accompanied with a determination of the uncertainty.
Selected gamma-ray lines are specified to determine the relevant radionuclides.

The activity is determined by measuring a sample held in a container with a known geometry. This
determination, requiring as it does a test specimen of granular material, will only rarely reflect a
product's form under its intended conditions of use. Nevertheless, as the massic activity is an intrinsic
material property, it will reflect the massic activity under its intended conditions of use.

For radium-226 and thorium-232 the activity is determined using a progeny nuclide, while for potassium-
40 the activity is determined directly. In case the activity is determined using a progeny nuclide, a secular
equilibrium between the progeny nuclide and its originating nuclide shall be established. To reach
equilibrium between radium-226 and its progenies, the test specimen is stored in a radon-tight container
for a period of at least three weeks.

Despite the required waiting time of three weeks a disequilibrium in the thorium-232 decay chain can be
present. Such disequilibrium is caused by different dissolution ratios between thorium and radium, in
combination with its particular hydrogeological history or industrial processing. In case of such
disequilibrium the thorium-232 activity is approximated by the activity of radium-228 or thorium-228.

NOTE1  Thorium-232 with a half-life of 1,41 x 1010 years is the parent nuclide of the thorium decay chain.
Thorium-232 emits a 63,81 keV gamma ray with an emission probability of 0,263 %. It overlaps with the 63,28 keV
gamma ray emitted by thorium-234 with an emission probability of 4,1 %. Thus thorium-232 cannot be determined
directly by gamma-ray spectrometry. Determination through its progeny radionuclides actinium-228, lead-212 and
thallium-208 can be performed correctly only if these radionuclides are in radioactive equilibrium with thorium-
232.

NOTE2  Where the activity of thorium-228 and radium-228 is significantly different, alternative measurement
techniques or procedures to determine the thorium-232 activity more accurately are available but are outside the
scope of this document.

6 Sampling and sample preparation
6.1 Sampling scheme

A flowchart of the sampling is presented in Figure 1 in support of the relevant definitions given in
Clause 3.
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Figure 1 — Diagram of the sample scheme

6.2 Sampling and sub-sampling

6.2.1 General

The method starts with a laboratory sample received by the laboratory. For the preparation of the
laboratory sample the following considerations should be taken into account:

a) For general guidance on sampling and sampling procedures for the making of a laboratory sample

reference should be made to CEN/TR 16220;

b) For construction products consisting of multiple constituents, a laboratory sample containing all of
the material constituents can be put forward for testing. Alternatively, each of the constituents can
be sent for testing individually. In that case the massic activity in the construction product shall be
calculated using the procedures described in Annex C (normative);

c) For construction products where blending of the various material constituents results in a change of
material composition or loss of weight, the calculation of the massic activity should consider the
composition of the construction product in its final state;

d) Where a cement-based concrete laboratory sample i
should be made to the sampling procedures in

N 12350-

s prepared from a fresh, wet concrete, reference
and the production of hardened

specimens in EN 12390-2. These procedures are additional to the sampling procedures described in

CEN/TR 16220.
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