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Introduction
This draft standard is based on national and international discussions. Your comments on this draft are invited and will assist in
the preparation of the consequent standard.

For international standards, comments will be reviewed by the relevant UK national committee before sending the consensus
UK vote and comments to the international committee, which will then decide appropriate action. If the international standard is
approved, it is usual for the text to be published as a British Standard.

For national standards, comments will be reviewed by the relevant UK national committee and the resulting standards published
as a British Standard.

UK Vote
Please indicate whether you consider the UK should submit a negative (with supporting technical reasons) or positive vote on
this draft. Please indicate if you are aware of any reason why this draft standard should not be published as a British Standard.

Submission of Comments
- Annotated drafts are not acceptable and will be rejected.

- All comments should be submitted online at https://standardsdevelopment.bsigroup.com/. You will need to register in
order to comment.

Template for comments and secretariat observations Date: xx/xx/20xx Document: ISO/DIS xxxx

1 2 (3) 4 5 (6) 7

MB Clause No./ Subclause
No./Annex (e.g. 3.1)

Paragraph/
Figure/Table/Note

Type of
comment

Commend (justification
for change) by the MB

Proposed change by the MB Secretariat observations on
each comment submitted

3.1 Definition 1 ed Definition is ambiguous and needs
clarifying.

Amend to read '...so that the mains
connector to which no connection...'

6.4 Paragraph 2 te The use of the UV photometer as
an alternative cannot be supported
as serious problems have been
encountered in its use in the UK.

Delete reference to UV photometer.
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Foreword

ISO  (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out through 
ISO  technical committees. Each member body interested in a subject for which a technical committee 
has been established has the right to be represented on that committee. International organizations, 
governmental and non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely 
with the International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are described 
in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the different types 
of ISO documents should be noted. This document was drafted in accordance with the editorial rules of the 
ISO/IEC Directives, Part 2 (see www.iso.org/directives).

ISO draws attention to the possibility that the implementation of this document may involve the use of (a) 
patent(s). ISO  takes no position concerning the evidence, validity or applicability of any claimed patent 
rights in respect thereof. As of the date of publication of this document, ISO had not received notice of (a) 
patent(s) which may be required to implement this document. However, implementers are cautioned that 
this may not represent the latest information, which may be obtained from the patent database available at 
www.iso.org/patents. ISO shall not be held responsible for identifying any or all such patent rights.

Any trade name used in this document is information given for the convenience of users and does not 
constitute an endorsement.

For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and expressions 
related to conformity assessment, as well as information about ISO's adherence to the World Trade 
Organization (WTO) principles in the Technical Barriers to Trade (TBT), see www.iso.org/iso/foreword.html.

This document was prepared by Technical Committee ISO/TC 85, Nuclear energy, nuclear technologies, and 
radiological protection, Subcommittee SC 5, Nuclear installations, processes and technologies.

A list of all parts in the ISO8939 series can be found on the ISO website.

Any feedback or questions on this document should be directed to the user’s national standards body. A 
complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

Many types of accelerators have been installed and operated in the last several decades primarily for nuclear 
research and radioisotope production worldwide.

A cyclotron is a type of particle accelerator invented by Ernest O. Lawrence in 1934 in which charged 
particles are accelerated outwards from the centre along a spiral path. Cyclotrons have been the best 
sources of high–energy beams for nuclear physics experiments for the last several decades. Additionally, 
cyclotrons can be used in particle therapy to treat various types of cancers. Ion beams from cyclotrons can 
be used to penetrate the body and eliminate tumours by radiation treatment, such as in proton therapy. 
Cyclotron beams can be used to bombard other atoms to produce various radioisotopes for diagnostic 
imaging in positron emission tomography (PET) and single photon emission computed tomography (SPECT) 
and therapeutic applications in brachytherapy and alpha particle therapy. According to IAEA, there are over 
1500 cyclotron facilities in at least 95 countries.

Some cyclotron facilities have been dismantled and decommissioned because they have reached their 
design life or because of ageing, accidents or other reasons. Decommissioning occurs due to ageing or 
changes in the purpose of use, location, etc. Even though any standardized technical or administrative 
procedures for decommissioning of medical cyclotron facilities have not been established yet, however, a 
safe decommissioning process is needed, as there are no technical or administrative procedures. Therefore, 
it is necessary to analyse the major considerations such as activation and radioactive waste management 
during the decommissioning of various kinds of cyclotron facilities.

Decommissioning actions typically involve different radiation protection strategies, such as radiological 
surveys and monitoring; decontamination; dismantling and removal of structures, systems and components 
and management of the radioactive waste generated during decommissioning. These actions are carried 
out to achieve a progressive and systematic reduction in radiological hazards during decommissioning and 
are conducted on a basis of planning and assessment to ensure the safety and protection of the workers, the 
public and the environment and to ensure that the facility meets the planned decommissioning end state.

Provisions to minimize confusion due to a lack of decommissioning procedures and to minimize costs 
are required from the beginning to the disposal of a cyclotron. This document aims to develop proper 
decommissioning procedures and methods for medical cyclotron facilities, that accelerate protons or 
deuterons for PET radiotracers (C-11, N-13, O-15, F-18) through the following:

—	 Development of procedural guidelines for the decommissioning of medical cyclotron facility

—	 Establishment of activation evaluation techniques for the end of operation of each cyclotron type

—	 Consideration of the management of radioactive waste during the decommissioning of cyclotron facility
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