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Introduction

This draft standard is based on national and international discussions. Y our comments on this draft are invited and will assist in
the preparation of the consegquent standard.

For international standards, comments will be reviewed by the relevant UK national committee before sending the consensus
UK vote and comments to the international committee, which will then decide appropriate action. If the international standard is
approved, it is usual for the text to be published as a British Standard.

For national standards, comments will be reviewed by the relevant UK national committee and the resulting standards published

as a British Standard.

UK Vote

Please indicate whether you consider the UK should submit a negative (with supporting technical reasons) or positive vote on
this draft. Pleaseindicate if you are aware of any reason why this draft standard should not be published as a British Standard.

Submission of Comments
- Annotated drafts are not acceptable and will beregjected.

- All comments should be submitted online at https.//standar dsdevelopment.bsigroup.com/. You will need to register in

order to comment.

Template for comments and secr etariat observations

Date; xx/xx/20xx

Document: 1SO/DIS xxxx

lan alternative cannot be supported
as serious problems have been
lencountered in its use in the UK.

1 2 ©) 4 5 (6) 7
MB | Clause No./ Subclause Paragraph/ Type of Commend (justification Proposed change by the MB Secretariat observations on
No./Annex (e.g. 3.1) Figure/Table/Note comment for change) by the MB each comment submitted
31 Definition 1 ed Definition is ambiguous and needs |Amend to read '...so that the mains
clarifying. connector to which no connection...’
6.4 Paragraph 2 te The use of the UV photometer as  [Delete reference to UV photometer.
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63 Foreword

64  ISO (the International Organization for Standardization) is a worldwide federation of national standards
65  bodies (ISO member bodies). The work of preparing International Standards is normally carried out
66  through ISO technical committees. Each member body interested in a subject for which a technical
67  committee has been established has the right to be represented on that committee. International
68  organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. ISO
69  collaborates closely with the International Electrotechnical Commission (IEC) on all matters of
70  electrotechnical standardization.

71  The procedures used to develop this document and those intended for its further maintenance are
72  described in the ISO/IEC Directives, Part 1. In particular, the different approval criteria needed for the
73  different types of ISO documents should be noted. This document was drafted in accordance with the
74  editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).

75  Attention is drawn to the possibility that some of the elements of this document may be the subject of
76  patentrights. ISO shall not be held responsible for identifying any or all such patent rights. Details of any
77  patent rights identified during the development of the document will be in the Introduction and/or on
78  the ISO list of patent declarations received (see www.iso.org/patents).

79  Any trade name used in this document is information given for the convenience of users and does not
80  constitute an endorsement.

81  For an explanation of the voluntary nature of standards, the meaning of ISO specific terms and
82 expressions related to conformity assessment, as well as information about ISO's adherence to the World
83  Trade Organization (WTO) principles in the Technical Barriers to Trade (TBT), see
84  www.iso.org/iso/foreword.html.

85  This document was prepared by Technical Committee ISO/TC 121 Anaesthetic and respiratory

86  equipment Subcommittee SC 6, Medical gas supply systems in collaboration with the European

87  Committee for Standardization (CEN) Technical Committee CEN/TC 215, Respiratory and anaesthetic
88  equipment, in accordance with the Agreement on technical cooperation between ISO and CEN (Vienna
89  Agreement).

90  This first edition together with ISO 18777-2 cancels and replaces ISO 18777:2005 which has been
91  technically revised.

92  The main changes are as follows:

93 — the standard has been split into two parts:

94 e Part1 Common requirements and particular requirements for base units; and

95 e Part 2 Particular requirements for Portable units.

96 — part 1 includes requirements that are common to both base units and portable units. Part 2 cross
97 references these common requirements as appropriate;

98 — the format of the document has been changed from the IEC to the ISO format; and

99 — requirements for the transfilling device have been included.

100  Alist of all parts in the ISO 18777 series can be found on the ISO website.

101  Any feedback or questions on this document should be directed to the user’s national standards body. A
102  complete listing of these bodies can be found at www.iso.org/members.html.
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Introduction

Transportable liquid oxygen systems comprise a base unit and a portable unit for use primarily in home-
care applications and without professional supervision. This document specifies requirements that
are common to both base units and portable units and requirements that are specific to base units.
Base units can be used solely to store the liquid oxygen for refilling the portable unit or can, if fitted
with a flow outlet and flow control, also be used to provide a controlled flow of oxygen for inhalation
by the patient.

Base units comprise:

a double-walled vacuum-insulated cryogenic container for storing liquid oxygen (LOX) at
approximately -180 °C;

a content level indicator;

a heat exchanger to convert liquid oxygen to gaseous oxygen and warming it to ambient
temperature;

a transfilling device; and can also include a separate filling connector.

Annex A contains rationale for some of the requirements. It is included to provide additional insight into
the committee’s reasoning that led to a particular requirement to address the identified hazards.

vi
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119 Transportable liquid oxygen systems for medical use —
120 Part 1: common requirements and particular requirements for
121 base units

122 1 Scope

123 This document specifies common requirements for transportable liquid oxygen systems and
124  specific requirements for base units. Base units are used as a store for liquid oxygen for refilling
125  portable units. They can also, if fitted with a flow outlet and flow control, be used as a source for
126  the supply of oxygen direct to the patient.

127  Stationary liquid oxygen systems used for oxygen pipeline supply systems are excluded
128  from this document.

129 NOTE 1: Throughout this document the term “units” is used where the requirement applies to both
130  base units and portable units.

131 NOTE 2: 1SO 18777 Part 2 specifies those requirements specific to portable units.

132 2 Normative references

133 The following documents are referred to in the text in such a way that some or all of their content
134  constitutes requirements of this document. For dated references, only the edition cited applies.
135  For undated references, the latest edition of the referenced document (including any
136 amendments) applies.

137 IS0 14971, Medical devices — Application of risk management to medical devices
138 IS0 15001:2010, Anaesthetic and respiratory equipment — Compatibility with oxygen

139 IS0 17256:202X?, Anaesthetic and respiratory equipment — Respiratory therapy tubing and
140  connectors

141 IS0 18562-1, Biocompatibility evaluation of breathing gas pathways in healthcare applications
142  Part 1: Evaluation and testing within a risk management process

143 IS0 20417, Medical devices — Information to be supplied by the manufacturer

144  1SO 21029-1:2018+A1:2019, Cryogenic vessels — Transportable vacuum insulated vessels of
145  not more than 1 000 litres volume — Part 1: Design, fabrication, inspection and tests

146 IS0 21029-2, Cryogenic vessels — Transportable vacuum insulated vessels of not more than 1
147 000 litres volume — Part 2: Operational requirements

148 S0 23208, Cryogenic vessels — Cleanliness for cryogenic service

149  IEC 60601-1:2005+AMD1:2012+AMD?2:2020, Medical electrical equipment — Part 1:
150  General requirements for basic safety and essential performance

151  ISO 80601-2-67, Medical electrical equipment — Part 2-67: Particular requirements for basic
152 safety and essential performance of oxygen conserving equipment

153 EN 837-1:1998, Pressure gauges. Bourdon tube pressure gauges. Dimensions, metrology,
154  requirements, and testing
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3 Terms and definitions
For the purposes of this document, the following terms and definitions apply.

ISO and IEC maintain terminology databases for use in standardization at the following
addresses:

— IS0 Online browsing platform: available at https://www.iso.org/obp
— IEC Electropedia: available at https://www.electropedia.org/

NOTE: the terms defined in clause 3 are delineated throughout this document by italic font.
3.1
base unit

transportable vacuum insulated cryogenic vessel for storing liquid oxygen, used for refilling the
portable unit and can also be used as the supply source for administering oxygen to the patient

3.2
conserving device

device that reduces the amount of oxygen consumed by delivering gas intermittently and
synchronized with the patient's inspiratory cycle

Note 1 to entry: Conserving devices can be electrically or pneumatically powered.
[SOURCE: ISO 80601-2-67:202 (201.3.201) modified by replacing equipment/ME equipment

with device and conserving with amount of oxygen consumed]

3.3
flow control

means for setting and indicating the flow

3.4

maximum allowable working pressure
MAWP

Ps

maximum effective gauge pressure permissible at the top of the vessel in its normal operating
position including the highest effective pressure during filling and discharge

[SOURCE ISO -21029-1:3.17 modified: note 1 to entry deleted)

3.5

portable unit

refillable, vacuum insulated cryogenic vessel for administering a controlled flow of gaseous
oxygen to the patient whilst mobile

3.6
transfilling device
device for transferring liquid oxygen from a base unit to a portable unit

NOTE to entry: transfilling devices can also be used as the means to fill base units from large liquid
oXygen sources.
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