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Introduction

This draft standard is based on national and international discussions. Y our comments on this draft are invited and will assist in
the preparation of the consegquent standard.

For international standards, comments will be reviewed by the relevant UK national committee before sending the consensus
UK vote and comments to the international committee, which will then decide appropriate action. If the international standard is
approved, it is usual for the text to be published as a British Standard.

For national standards, comments will be reviewed by the relevant UK national committee and the resulting standards published

as a British Standard.

UK Vote

Please indicate whether you consider the UK should submit a negative (with supporting technical reasons) or positive vote on
this draft. Pleaseindicate if you are aware of any reason why this draft standard should not be published as a British Standard.

Submission of Comments
- Annotated drafts are not acceptable and will beregjected.

- All comments should be submitted online at https.//standar dsdevelopment.bsigroup.com/. You will need to register in

order to comment.

Template for comments and secr etariat observations

Date; xx/xx/20xx

Document: 1SO/DIS xxxx

lan alternative cannot be supported
as serious problems have been
lencountered in its use in the UK.

1 2 ©) 4 5 (6) 7
MB | Clause No./ Subclause Paragraph/ Type of Commend (justification Proposed change by the MB Secretariat observations on
No./Annex (e.g. 3.1) Figure/Table/Note comment for change) by the MB each comment submitted
31 Definition 1 ed Definition is ambiguous and needs |Amend to read '...so that the mains
clarifying. connector to which no connection...’
6.4 Paragraph 2 te The use of the UV photometer as  [Delete reference to UV photometer.

Full document details: 24/30487367 DC

Documents

Document Sharing Hub


http://www.avadocuments.com/doc/24-30487367-dc
http://www.avadocuments.com/doc/24-30487367-dc

EUROPEAN STANDARD DRAFT
NORME EUROPEENNE prEN 14476
EUROPAISCHE NORM

June 2024

ICS 11.080.20 Will supersede EN 14476:2013+A2:2019

English Version

Chemical disinfectants and antiseptics - Quantitative
suspension test for the evaluation of virucidal activity in
the medical area - Test method and requirements (Phase

2/Step 1)

Antiseptiques et désinfectants chimiques - Essai Chemische Desinfektionsmittel und Antiseptika -
quantitatif de suspension pour 'évaluation de I'activité Quantitativer Suspensionsversuch zur Bestimmung der
virucide dans le domaine médical - Méthode d'essai et viruziden Wirkung im humanmedizinischen Bereich -
prescriptions (Phase 2/Etape 1) Priifverfahren und Anforderungen (Phase 2, Stufe 1)

This draft European Standard is submitted to CEN members for enquiry. It has been drawn up by the Technical Committee
CEN/TC 216.

If this draft becomes a European Standard, CEN members are bound to comply with the CEN/CENELEC Internal Regulations
which stipulate the conditions for giving this European Standard the status of a national standard without any alteration.

This draft European Standard was established by CEN in three official versions (English, French, German). A version in any other
language made by translation under the responsibility of a CEN member into its own language and notified to the CEN-CENELEC
Management Centre has the same status as the official versions.

CEN members are the national standards bodies of Austria, Belgium, Bulgaria, Croatia, Cyprus, Czech Republic, Denmark, Estonia,
Finland, France, Germany, Greece, Hungary, Iceland, Ireland, Italy, Latvia, Lithuania, Luxembourg, Malta, Netherlands, Norway,
Poland, Portugal, Republic of North Macedonia, Romania, Serbia, Slovakia, Slovenia, Spain, Sweden, Switzerland, Ttirkiye and
United Kingdom.

Recipients of this draft are invited to submit, with their comments, notification of any relevant patent rights of which they are
aware and to provide supporting documentation.

Warning : This document is not a European Standard. It is distributed for review and comments. It is subject to change without
notice and shall not be referred to as a European Standard.

. — |

EUROPEAN COMMITTEE FOR STANDARDIZATION
COMITE EUROPEEN DE NORMALISATION
EUROPAISCHES KOMITEE FUR NORMUNG

CEN-CENELEC Management Centre: Rue de la Science 23, B-1040 Brussels

© 2024 CEN  All rights of exploitation in any form and by any means reserved Ref. No. prEN 14476:2024 E
worldwide for CEN national Members.

Documents

Document Sharing Hub

Full document details: 24/30487367 DC


http://www.avadocuments.com/doc/24-30487367-dc
http://www.avadocuments.com/doc/24-30487367-dc

prEN 14476:2024 (E)

Contents Page
D100 Q00 0T ) 00 00 ) o 4
00U 0 6 L U 00 ) ¢ 5
1 ) 5 6
2 A0 0 0B U T ) ) 4 L . 6
3 Terms and defiNItiONS ... 6
4 L0 LT =) 11T 4 7
5 B T 10T 4 0T 9
5.1 50 1 0 ) 9
5.2 Materials and reagents, including cell CUItUTeS ........cccicinsssnnnnss s 10
L0200 S T o ) o1 (] 10
5.2.2 Culture media, reagents and cell CUITUTES ... ———— 11
5.3 ApPPAratus and GlaSSWAT ... ..o e e e e R R AR AR s 14
5.4 Preparation of test organism suspensions and product test solutions.........ccucuosusrscsssesesesenens 15
5.4.1 Testorganisms suspensions (test Virus SUSPeNnSioN) ... 15
5.4.2 Product teSt SOIULIONS ....cccciiimmsmsrsnsssssssssesssssssssssssssss s s s asanns 16
5.5 Procedure for assessing the virucidal activity of the product.........counnnnssinsscsnsssnnn: 17
LSS T I 7 1 L) 1 17
LTSI T o) 0 =T L o 18
5.5.3 Modified method for ready-t0-USe ProAUCES.....cccuimimiminismmsmsmsssssssssssssssssssssssssssssssssssssssssssssssssasasass 19
5.5.4 Cytotoxicity caused by product test SOIULIONS. ... ——————— 19
5.5.5 Interference control - control of cell Susceptibility ... ————— 20
5.5.6 Control of efficiency of suppression of product’s activity ... 20
5.5.7 Reference test for virus inactivation ......us——————" 21
5.5.8 Titration of the VIrus CONIOl.... s es 22
5.5.9 Titration of teSt SAMPIES ......ccinmsmrmsmnmini s —————————————_—_——_—————— 22
5.6 Experimental data and calculation.......cssisssssssssssssss s 23
5.6.1 ProtoCOl Of FESUILS...iiiiiiccssn s e e E R s 23
5.6.2 Calculation of infectivity titre (TCID5g Or PFU).....cciinnnssssnssnsssssssssssssssssssssssssssssssssns 23
5.6.3 Calculating the reduction and its 95 % confidence interval .........cmnn———— 29
5.6.4 Calculating the average reduction [R(y,;)] and its 95 % confidence interval. ......cccceuruuuenee. 30
5.7 Verification of the methodology ... —————————— 31
5.8 EXPresSsSion Of TESUILS ... s s e 31
LS. 20 I - 1 1) i 1 31
5.8.2 Calculation of the virucidal activity of products........cmmm———————————— 32
5.9 BT 1B =] 0] 32
Annex A (informative) Examples of viruses sorted according to their presence in the human

body in case of VIrus infeCtion ... ———————————— 34
Annex B (informative) Detoxification of test mixtures by molecular sieving.........couscsne 36
B.1  Molecular sieving with SephadexT™ LH 20.......cccoummmmsmmsmssmssmsssssssssssssssssssssssssssssssssssssssssses 36
3300 100 S o 10 Lot 1 ) U, 36
B.1.2 SephadeX SUSPENSION ...ccuiiisisismsmsmsmsmsssssissssssssssssssssssssssssssssssssssssssssasasassssssssssssssssssssssssasasasss s sssssssnssssssssns 36

Documents

2 Document Sharing Hub

Full document details: 24/30487367 DC


http://www.avadocuments.com/doc/24-30487367-dc
http://www.avadocuments.com/doc/24-30487367-dc

prEN 14476:2024 (E)

3200 0 T o 0T o L . 36
B.2 Molecular sieving using MicroSpinTM S 400 HR ........nnnssnsssssssssssssssssssssssssss 38
Annex C (informative) Presentation of data results of one active concentration...........cuscsssssnans 39

Annex D (informative) Quantitative determination of formaldehyde and PAA concentrations ....41

D.1 Quantitative determination of formaldehyde..........ccummmm e ———————— 41

D.2 Determination of PAA cONCENIIration ......ciimmsmsmsmsmmmsmsssssssssssssssssssssssssssssssssssssasasssssssssssssssssssses 42

133 10) F 0 ) 1] 1/, 44
Documents

Document Sharir*:g Hub

Full document details: 24/30487367 DC


http://www.avadocuments.com/doc/24-30487367-dc
http://www.avadocuments.com/doc/24-30487367-dc

prEN 14476:2024 (E)

European foreword

This document (prEN 14476:2024) has been prepared by Technical Committee CEN/TC 216 “Chemical
disinfectants and antiseptics”, the secretariat of which is held by AFNOR.

This document is currently submitted to the CEN-Enquiry.

This document will supersede EN 14476:2013+A2:2019.

This document was revised to adapt it to the latest state of science, to correct errors and ambiguities, to
harmonize the structure and wording with other existing tests of CEN/TC 216 or in preparation and to

improve its readability and thereby make it more understandable.

prEN 14476:2024 includes the following significant technical changes with respect to
EN 14476:2013+A2:2019:

— the scope was expanded for the following fields of application within the medical area, i.e. products
for textile disinfection (including Peracetic Acid as reference);

— for the hygienic handrub and handwash claims, a test for virucidal activity against enveloped viruses
with vaccinia virus was added with specific log reduction requirement for handwash products;

— the calculation was shifted to the main text (harmonized with EN 13727);

— the LVP method was shifted to the main text;

— it was clarified that given cell line numbers are only examples;

— spelling errors and incorrect references were corrected.

The changes of this revision have no impact on the test results obtained with reference to the version
EN 14476:2013+A2:2019. Those results are still valid with the exception of test reports using gel

filtration detoxification, which do not provide a parallel titration of the non-detoxified test mixture.

Other methods to evaluate the efficacy of chemical disinfectants and antiseptics for different applications
in the medical area are in preparation.
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Introduction

This document specifies a suspension test for establishing whether a chemical disinfectant or an
antiseptic has a virucidal activity in the area and fields described in the scope.

This laboratory test takes into account practical conditions of application of the product including contact
time, temperature, test organisms and interfering substances, i.e. conditions which can influence its
action in practical situations. Each utilization concentration of the chemical disinfectant or antiseptic
found by this test corresponds to the chosen experimental conditions.
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1 Scope

This document specifies a test method and the minimum requirements for virucidal activity of chemical
disinfectant and antiseptic products that form a homogeneous physically stable preparation when diluted
with hard water - or in the case of ready-to-use products, i.e, products that are not diluted when applied,
- with water. Ready-to-use-products can only be tested at a concentration up to 80 % (97 %, with a
modified method for special cases) as some dilution is always produced by adding the test organisms and
interfering substance.

This document applies to products that are used in the medical area in the fields of hygienic handrub,
hygienic handwash, instrument disinfection by immersion, surface disinfection by wiping, spraying,
flooding or other means and textile disinfection.

This document applies to areas and situations where disinfection is medically indicated. Such indications
occur in patient care, for example:

— in hospitals, in community medical facilities, and in dental institutions;
— in clinics of schools, of kindergartens, and of nursing homes;
and can occur in the workplace and in the home. It can also include services such as laundries and

kitchens supplying products directly for the patient.

NOTE1 The method described is intended to determine the activity of commercial formulations or active
substances under the conditions in which they are used.

NOTE 2  This method corresponds to a phase 2, step 1 test.

NOTE 3  EN 14885 specifies in detail the relationship of the various tests to one another and to “use
recommendations”.

2 Normative references

The following documents are referred to in the text in such a way that some or all of their content
constitutes requirements of this document. For dated references, only the edition cited applies. For
undated references, the latest edition of the referenced document (including any amendments) applies.

EN 12353, Chemical disinfectants and antiseptics - Preservation of test organisms used for the
determination of bactericidal (including Legionella), mycobactericidal, sporicidal, fungicidal and virucidal
(including bacteriophages) activity

EN 14885, Chemical disinfectants and antiseptics - Application of European Standards for chemical
disinfectants and antiseptics

3 Terms and definitions

For the purposes of this document, the terms and definitions given in EN 14885 and the following apply.
[SO and IEC maintain terminology databases for use in standardization at the following addresses:

— IEC Electropedia: available at https://www.electropedia.org/

— ISO Online browsing platform: available at https://www.iso.org/obp

3.1
cytotoxicity
morphological alteration of cells and/or their destruction caused by the product
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3.2

plaque forming units

PFU

number of infectious virus particles per unit volume (ml)

3.3

reference test for virus inactivation

test with a defined product (e.g. formaldehyde) in parallel with a product under test for the internal
control of the test

3.4
TCID5,

50 % infecting dose of a virus suspension or that dilution of the virus suspension that induce a CPE (3.5)
in 50 % of cell culture units

3.5

viral cytopathic effect

CPE

morphological alteration of cells and/or their destruction as a consequence of virus multiplication

3.6

viral plaque

area of lysis formed in a cell monolayer under semisolid medium due to infection by and multiplication
of a single infectious virus particle

3.7

virus titre
amount of infectious virus per unit volume present in a cell culture lysate or in a solution

4 Requirements

The product shall demonstrate at least a decimal log (lg) reduction of 4 in virus titre (for hygienic
handwash at least a 2 Ig reduction) when tested in accordance with Table 1 and Clause 5.
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Table 1 — Minimum and additional test conditions

vaccinia virus

vaccinia virus

(Pre-cleaning
products with a
combined cleaner/
disinfectant)

vaccinia virus

Test Hygienic Hygienic Instrument Surface Textile
Conditions handrub handwash disinfection disinfection Disinfection
Minimum Virucidal Virucidal activity Virucidal Virucidal
spectrum of activity for medical activity activity
test organisms poliovirus aplications for medical for medical
. Vi aplications aplications
adenovirus 4 poliovirus loui .
] ) ; poliovirus murine
murine norovirus adenovirus _ parvovirus
murine norovirus adenovirus
when murine norovirus
temperature is
40 °C or higher:
only murine
parvovirus
Limited spectrum Limited spectrum
virucidal activity? virucidal activity?
adenovirus d adenovirus
murine norovirus murine norovirus
Virucidal Virucidal Virucidal activity Virucidal Virucidal
activity against | activity against | againstenveloped | activity against | activity against
enveloped enveloped viruses b enveloped enveloped
viruses P viruses P viruses P viruses P

vaccinia virus

vaccinia virus

but between

but between

but no longer than

additional Any relevant test organism
Test according to the manufacturer’s recommendation, but at / between
temperature
20°C 20°C 20°Cand 70 °C 4°Cand 30 °C 30°Cand 70 °C
(alcohol dis. with

adenovirus at

25°C+1°C)d
Contact time according to the manufacturer’s recommendation

but no longer

but between

8

Full document details: 24/30487367 DC

30sand 120 s 30sand 120 s 60 min than 10 min and
5 min or 20 min
60 min €
Interfering substance
clean conditions 0,3 g/l bovine - 0,3 g/l bovine 0,3 g/l bovine 0,3 g/l bovine
albumin solution albumin solution | albumin solution | albumin solution
(hygienic and/or and/or (for pre-washed
handrub) ¢ process)
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Test Hygienic Hygienic Instrument Surface Textile

Conditions handrub handwash disinfection disinfection Disinfection

dirty conditions - 3,0 g/l bovine 3,0 g/l bovine 3,0 g/l bovine 3,0 g/l bovine
albumin solution | albumin solution | albumin solution | albumin solution

plus 3,0 ml/I plus 3,0 ml/I plus 3,0 ml/1 plus 3,0 ml/1

erythrocytes erythrocytes erythrocytes erythrocytes

(hygienic (for non-pre-
handwash) © washed process)

Additional dirty clean any relevant any relevant any relevant

conditions any relevant any relevant substance substance substance
substance substance

a The test for “limited spectrum virucidal activity” will cover all enveloped viruses (Annex A) and norovirus, rotavirus
and adenovirus.

b The test for “virucidal activity against enveloped viruses” will cover all enveloped viruses only (Annex A).

¢ The contact times for surface disinfectants stated in this table are chosen on the basis of the practical conditions of the
product. The recommended contact time for the use of the product is within the responsibility of the manufacturer.
Products intended to disinfect surfaces that are likely to come into contact with the patient and / or the medical staff
and surfaces, which are frequently touched by different people, leading to the transmission of microorganisms to the
patient, shall be tested with a contact time of maximum 5 min. The same applies where the contact time of the product
shall be limited for practical reasons. Products for other surfaces than stated above may be tested with a contact time
of maximum 60 min.

d For hand rubs, adenovirus shall be tested at (25 £1) °C. It has long been known that adenoviruses, unlike other non-
enveloped viruses (polio + entero viruses), exhibit a temperature effect in alcoholic formulations [16]. This is most
likely due to the special structure with antenna-like fibre proteins, which could cause precipitation of the virus, which
then dissolves again at (37 * 1) °C. The viruses are then released into the solution. Thus, the hand disinfectant appears
to be false-negative ineffective, although only a few degrees difference makes the virus s capable of inactivation again
in this artificial suspension test. 25 °C is still in the range of the hand skin temperature. [16]

5 Test methods
5.1 Principle

5.1.1 A sample of the product as delivered and/or diluted with hard water (or water for ready to use
products) is added to a test virus suspension in a solution of an interfering substance. The mixture is
maintained at one of the temperatures and the contact times specified in Clause 4 and 5.5.1.1. At the end
of this contact time, an aliquot is taken; the virucidal action in this portion is immediately suppressed by
a validated method (dilution of the sample in ice-cold cell maintenance medium). The dilutions are
transferred into cell culture units i.e. wells of microtitre plates either using monolayer or cell suspension.
Infectivity tests are done either by plaque test or quantal tests. After incubation, the titres of infectivity
are calculated according to Spearman and Karber (quantal tests,5.6.2.2), by plaque counting (plaque test,
5.6.2.3) or large-volume-plating (LVP) method (5.6.2.4) and evaluated. Reduction of virus infectivity is
calculated from differences of 1g virus titres before (virus control) and after treatment with the product.

NOTE Handwash products are always prediluted with hard water (5.2.2.7). The resulting solution is regarded
as a ready-to-use product (5.4.2).

5.1.2 The testis performed using the test organisms as specified in Clause 4, Table 1.
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5.1.3 Other contact times and temperatures within the limits specified in Clause 4, Table 1 may be used.
Additional interfering substances and test organisms may be used.

5.2 Materials and reagents, including cell cultures
5.2.1 Testviruses

The virucidal activity shall be evaluated using the following strains as test organisms selected according
to Clause 4, Table 11. Virus strains shall be obtained from a national or international culture collection:

a) non-enveloped RNA virus2:
1) poliovirus type 1, LSc 2ab (Picornavirus);

Regarding poliovirus only virus material that passed the requirements for the production of
oral polio vaccine of the competent authority shall be used (Other stocks derived from LSc-2ab
cannot be used any longer).

NOTE See the list of vaccines of the World Health Organisation (WHO).
2) murine norovirus, strain S99 Berlin;
b) non-enveloped DNA virus:
1) adenovirus type 5, strain Adenoid 75, ATCC VR-5%;
2) murine parvovirus, minute virus of mice, strain Crawford, ATCC VR-1346;
c¢) enveloped DNA virus:

1) modified vaccinia virus Ankara (MVA), ATCC VR-1508, or vaccinia virus strain Elstree, ATCC VR-
1549,

The required incubation temperature for these test organisms is (36 + 1) °C or (37 £ 1) °C (5.3.1.3). The
same temperature (either 36 °C or 37 °C) shall be used for all incubations performed during a test and its
control and validation.

If additional test organisms are used, they shall be kept and used under optimum growth conditions
(temperature, time, atmosphere, media, susceptible cell line) noted in the test report. If these additional
test organisms (viruses and cell line) are not classified at a reference centre, their identification
characteristics shall be stated. In addition, they shall be held by the testing laboratory or national culture
collection under a reference for five years.

1 The ATCC numbers are the collection numbers of strains supplied by these culture collections. This information is given for the convenience
of users of this document and does not constitute an endorsement by CEN.

2 1.Sc-2ab can be obtained from NIBSC (www.nibsc.ac.uk). Murine norovirus and poliovirus can be obtained from Friedrich-Loeffler-
Federal Research Institute for Animal Health, Hauptsitz Insel Riems Siidufer 10, 17493 Greifswald-Insel Riems; phone: +49 38351 7-0;
fax: +49 38351 7-121. http://www.fli.de/. This information is given for the convenience of users of this document and does not
constitute an endorsement by CEN.
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5.2.2 Culture media, reagents and cell cultures

5.2.2.1 General

All weights of chemical substances given in this document refer to the anhydrous salts. Hydrated forms
may be used as an alternative, but the weights required shall be adjusted to allow for consequent
molecular weight differences.

The reagents shall be of analytical grade and/or appropriate for microbiological purposes. They shall be
free from substances that are toxic or inhibitory to the test organisms.

To improve reproducibility, it is recommended that commercially available material is used for the
preparation of culture media. The manufacturer's instructions relating to the preparation of these
products should be rigorously followed.

For each culture medium and reagent, a time limitation for use should be fixed.

All specified pH values are measured at (20 £ 1) °C.

5.2.2.2 Water

The water shall be freshly glass-distilled water or demineralized water, which meets the requirements of

ASTM D 1193 (Type I or II). If distilled water of adequate quality is not available, water for injections (see
bibliographic reference [1]) may be used.

Sterilize in the autoclave [5.3.1.1 a)]. Sterilization is not necessary if the water is used e.g. for preparation
of culture media and subsequently sterilized. Alternatively, cell culture grade water is suitable for
preparation of cell culture media and other solutions used in cell culture.

Table 2 — Consolidated classification of water qualities:

Unit Typel Type Il
(Ultrapure (purified
Water) water)
Resistance (M/cm)Q >18 >1
Conductivity uS/cm <0,056 <1
Silicates(SiOy4) ppb or pg/L 3 3
TOC ppb or ug/1 50 50
Bacteria CFU/ml <1 <100
Endotoxin EU/ml < 0,001 0,03
Type I Required for critical laboratory applications (e.g. for
HPLC, GC; MS etc.). Also for the production of buffers for
cell culture, as well as for applications in molecular
biology.
Type 11 Used for buffers and microbiological culture media.
Used as system water for laboratory automats and for
dissolving controls and reagents

See 5.2.2.7 for the procedure to prepare hard water.
5.2.2.3 Phosphate buffered saline (PBS)

Sodium chloride (NaCl)

Full document details: 24/30487367 DC
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Potassium chloride (KCI) 0,20g
Disodium hydrogen phosphate, 12-hydrate (Na2ZHP04 x 12H20) 2,89g
Potassium phosphate, monobasic (KH2P04) 0,20g
Water (5.2.2.2) to1000,0 ml

5.2.2.4 Neutral Red (1:1000 solution)

Prepare neutral red (Sigma N7005) stock solution at 0,1 mg/ml in water (5.2.2.2). Filter through a
0,40 um pore size filter and store at 4 °C in the dark.

5.2.2.5 Foetal calf serum (FCS)

FCS shall be certified free of viruses and mycoplasma. Extraneous viruses and mycoplasma may interfere
with cell and virus growth resulting in false results.

For RAW 264.7 cells, special FCS shall be used due to the cells’ high sensitivity to endotoxins.
5.2.2.6 Trichloroacetic acid (10 % solution) (TCA)

Dissolve 10 g of TCA crystals in 80 ml of water (5.2.2.2), then adjust the volume to 100 ml with water. Stir
to complete solution.

5.2.2.7 Hard water for dilution of products

For the preparation of 11 of hard water, the procedure is as follows:

— prepare solution A: dissolve 19,84 g magnesium chloride (MgCl,) and 46,24 g calcium chloride
(CaCly) in water (5.2.2.2) and dilute to 1 000 ml. Sterilize by membrane filtration (5.3.1.7) or in the

autoclave [5.3.1.1 a)]. Autoclaving - if used - may cause a loss of liquid. In this case make up to
1 000 ml with water (5.2.2.2) under aseptic conditions. Store the solution in the refrigerator (5.3.1.8)
for no longer than one month;

— prepare solution B: dissolve 35,02 g sodium bicarbonate (NaHCO3) in water (5.2.2.2) and dilute to

1000 ml. Sterilize by membrane filtration (5.3.1.7). Store the solution in the refrigerator (5.3.1.8) for
no longer than one week;

— place 600 ml to 700 ml of water (5.2.2.2) in a 1 000 ml volumetric flask (5.3.1.12) and add 6,0 ml
(5.3.1.9) of solution A, then 8,0 ml of solution B. Mix and dilute to 1 000 ml with water (5.2.2.2). The
pH (5.3.1.4) of the hard water shall be 7,0 = 0,2. (5.3.1.4). If necessary, adjust the pH by using a
solution of approximately 40 g/1 (about 1 mol/1) of sodium hydroxide (NaOH) or approximately
36,5 g/1 (about 1 mol/1) of hydrochloric acid (HCI).

The hard water shall be freshly prepared under aseptic conditions and used within 12 h.

NOTE When preparing the product test solutions (5.4.2), the addition of the product to the hard water
produces different final water hardness in each test tube. In any case, the final hardness in the test tube expressed
as calcium carbonate (CaCOj3) is lower than 375 mg/I.

5.2.2.8 Interfering substance

5.2.2.8.1 General

The interfering substance shall be chosen according to the conditions of use laid down for the product.

The interfering substance shall be sterile and prepared at 10 times its final concentration in the test (50
times in the case of the modified method, 5.2.2.8.4).

Documents
12 Document Sharing Hub

Full document details: 24/30487367 DC


http://www.avadocuments.com/doc/24-30487367-dc
http://www.avadocuments.com/doc/24-30487367-dc

prEN 14476:2024 (E)

The ionic composition (e.g. pH, calcium and/or magnesium hardness) and chemical composition (e.g.
mineral substances, protein, carbohydrates, lipids and detergents) shall be defined.

“Diluent” is generally used in the other European Standards in the medical area to prepare the interfering
substance. Since there is no experience in virucidal testing with diluent, water (5.2.2.2) is used instead.

NOTE The term “interfering substance” is used even if it contains more than one substance.
5.2.2.8.2 Clean conditions (bovine albumin solution - low concentration)

Dissolve 0,30 g of bovine albumin fraction V (suitable for microbiological purposes) in 100 ml of water
(5.2.2.2).

Sterilize by membrane filtration (5.3.1.7), keep in a refrigerator (5.3.1.8) and use within one month.
The final concentration of the bovine albumin in the test procedure (5.5) shall be 0,3 g/I;
5.2.2.8.3 Dirty conditions (Mixture of bovine albumin solution - high concentration with sheep

erythrocytes)

Dissolve 3,00 g of bovine albumin fraction V (suitable for microbiological purposes) in 97 ml of water
(5.2.2.2).

Sterilize by membrane filtration (5.3.1.7).

Prepare at least 8,0 ml fresh defibrinated sheep blood (5.2.2.9). Centrifuge the erythrocytes at 800 gy for

10 min (5.3.1.13). After discarding the supernatant, resuspend erythrocytes in PBS (5.2.2.3). Repeat this
procedure at least 3 times, until the supernatant is colourless.

Resuspend 3 ml of the packed sheep erythrocytes in the 97 ml of sterilized bovine albumin solution (see
above). To avoid later contamination this mixture should be split in portions probably needed per day.
Keep the mixture in separate containers for a maximum of 7 d in a refrigerator (5.3.1.8).

The final concentration of bovine albumin and sheep erythrocytes in the test procedure (5.5) shall be
3 g/l and 3 ml/l respectively.

5.2.2.8.4 Clean and dirty conditions for the modified method for ready-to-use products (5.5. 3)
Follow the procedures for preparation according to 5.2.2.8.2 and 5.2.2.8.3, but prepare the interfering

substance in fivefold higher concentrations, for the dirty conditions maximum 50 ml to avoid problems
with the filtration.

a) Clean conditions (5.2.2.8.2) - dissolve 1,50 g bovine albumin (instead of 0,3 g) in 100 ml of water
(5.2.2.2);

b) dirty conditions (5.2.2.8.3) - dissolve 7,5 g bovine albumin (instead of 1,5 g) in 42,5 ml (instead of
48,5 ml) of water (5.2.2.2). Prepare at least 20 ml (instead of 4,0 ml) sheep blood. Resuspend 7,5 ml
(instead of 1,5 ml) of the packed sheep erythrocytes in 42,5 ml of sterilized bovine albumin solution
to obtain 50 ml.

5.2.2.9 Defibrinated sheep blood

The defibrinated sheep blood shall be sterile (aseptic blood-letting and preparation). The defibrinated
sheep blood can be pooled from more than one sheep and can be acquired from a commercial supplier.

5.2.2.10 Medium for cell cultures

Eagle’s minimal essential medium (MEM) or equivalent, supplemented with FCS (5.2.2.5), antibiotics, and
other growth factors as needed shall be used.
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