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presence of motion artifact   
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Abstract:  This report is intended  to provide information  on  the sources and  effects of artifact noise in  non-
invasive blood  pressure measurement.  The report also includes an  overview of potential  
evaluation  methods for the qual ification  and  classification  of device performance when varying  
levels of artifact noise are present during  an  NIBP cycle.    
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AAMI Technical  Information Report 

A technical  information  report (TIR) is a publ ication  of the Association  for the Advancement of Medical  
Instrumentation  (AAMI) Standards Board  that addresses a particular aspect of medical  technology.  

Although  the material  presented  in  a TIR may need  further evaluation  by experts,  releasing  the information  is 
valuable because the industry and  the professions have an  immediate need  for i t.  

A TIR differs markedly from a standard  or recommended  practice,  and  readers should  understand  the d ifferences 
between these documents.  

Standards and  recommended  practices are subject to a formal  process of committee approval,  publ ic review,  and  
resolution  of al l  comments.  This process of consensus is supervised  by the AAMI  Standards Board  and,  in  the case 
of American  National  Standards,  by the American  National  Standards Institute.  

A TIR is not subject to the same formal  approval  process as a standard.  However,  a TIR is approved for d istribution  
by a technical  committee and  the AAMI  Standards Board.   

Another d ifference is that,  although  both  standards and  TIRs are periodical ly reviewed,  a standard  must be acted  
on—reaffirmed,  revised,  or withdrawn—and the action  formal ly approved  usual ly every five years but at least every 
1 0 years.  For a TIR,  AAMI  consults with  a technical  committee about five years after the publ ication  date (and  
periodical ly thereafter) for guidance on  whether the document is  sti l l  useful—that is,  to check that the information  is  
relevant or of h istorical  value.  I f the information  is not useful,  the TIR is removed from circulation.  

A TIR may be developed  because i t is  more responsive to underlying  safety or performance issues than  a standard  
or recommended practice,  or because achieving  consensus is extremely d ifficult or unl ikely.  Unl ike a standard,  a TIR 
permits the inclusion  of d iffering  viewpoints on  technical  issues.  

CAUTION NOTICE: This AAMI  TIR may be revised  or withdrawn at any time.  Because i t addresses a rapidly 
evolving  field  or technology,  readers are cautioned  to ensure that they have also considered  information  that may be 
more recent than  this document.  

Al l  standards,  recommended  practices,  technical  information  reports,  and  other types of technical  documents 
developed  by AAMI  are voluntary,  and  their appl ication  is solely within  the d iscretion  and  professional  judgment of 
the user of the document.  Occasional ly,  voluntary technical  documents are adopted  by government regulatory 
agencies or procurement authorities,  in  which  case the adopting  agency is responsible for enforcement of i ts rules 
and  regulations.  

Comments on  this technical  information  report are invited  and  should  be sent to AAMI ,  Attn:  Standards Department,  
4301  N.  Fairfax Drive,  Suite 301 ,  Arl ington,  VA 22203-1 633.  
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Glossary of equivalent standards 

International  Standards adopted  in  the United  States may include normative references to other International  
Standards.  AAMI  maintains a current l ist of each  International  Standard  that has been  adopted  by AAMI  (and  ANSI).  
Avai lable on  the AAMI  website at the address below,  this l ist g ives the corresponding U.S.  designation  and  level  of 
equivalency to the International  Standard.   

www.aami.org/publ ications/standards/glossary.pdf  
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Foreword 

This technical  information  report (TIR) was developed  by the NIBP Motion  Artifact Task Group under the auspices of 

the AAMI  Sphygmomanometer Committee.  

I t is  widely recognized  that NIBP devices are used  in  environments where there are frequent occurrences of artifact 

noise during  measurement.  Existing  standards provide methodology to evaluate the accuracy and  performance of 

NIBP devices in  a cl inical  environment without artifact noise.  This gap between common device evaluation  

methodology and  common use case was identified  by the AAMI  Sphygmomanometer Committee as an  important 

issue to purchasers and  users of NIBP devices.    

The objective of this TIR is to provide an  overview of the work done by the AAMI  NIBP Motion  Artifact Task Group to 

date and  to serve as supporting  information  for the development of future US and/or international  standards in  the 

area of NIBP with  regard  to motion  tolerance.   

The concepts incorporated  herein  are not inflexible or static.  They are reviewed periodical ly to assimilate new data 

and  advances in  technology.  

As used  within  the context of this document,  “should” indicates that among several  possibi l i ties,  one is 

recommended  as particularly suitable,  without mentioning  or excluding  others,  or that a certain  course of action  is 

preferred  but not necessari ly required,  or that (in  the negative form) a certain  possibi l i ty or course of action  should  be 

avoided  but is not prohibited.  “May” is used  to indicate that a course of action  is permissible within  the l imits of the 

recommended  practice.  “Can” is used  as a statement of possibi l i ty and  capabi l i ty.  Final ly,  “must” is  used  only to 

describe “unavoidable” situations,  including  those mandated  by government regulation.  

Suggestions for improving  this TIR are invited.   Comments and  suggested  revisions should  be sent to Technical  

Programs,  AAMI,  4301  N.  Fairfax Drive,  Suite 301 ,  Arl ington,  VA 22203-1 633.  
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Introduction 

 
Healthcare is  del ivered  in  a wide variety of environments and  cl inical  situations.  Medical  devices,  in  general ,  are 
required  to perform safely and  effectively in  al l  of the environments in  which  they are intended  for use.  Some use 
environments are inherently favorable to medical  device longevity and  performance;  others provide situations in  
which  devices are chal lenged  to perform effectively.  One such  chal lenge for the measurement of many physiological  
parameters is artifact that is either present along  with  the signal  to be measured  or induced  by the patient,  cl inician,  
or healthcare environment directly to the device.  Patient movement,  either voluntary or involuntary,  can  mask a 
physiological  signal  to a degree that inhibits a medical  device from providing  an  accurate reflection  of the true 
physiologic parameter.   
 
This technical  information  report provides information  on  the potential  sources of motion  artifact noise in  manual  and  
automated  sphygmomanometers in  common professional  healthcare environments.  Whi le i t is not possible to 
anticipate al l  potential  sources of artifact in  these environments,  this report wi l l  identify general  categories and  types 
of artifact noise that are known to interfere with  the physiologic signals normal ly interrogated  to estimate blood  
pressure non-invasively.   
 
The report also provides potential  device evaluation  strategies that can indicate a sphygmomanometer’s 
performance when such  common types of artifact noise are present.  I t is  the desire of the AAMI  
Sphygmomanometer Committee that this work wi l l  eventual ly lead  to standardized  evaluation  methods.  These 
methods would  provide cl inicians with  device performance information  that is relevant to the particular environments 
in  which  they del iver healthcare and  al low them to choose a device that has effective and  acceptable levels of 
accuracy and  performance in  those environments.  I t is  a chal lenge to devise standardized  test methods for NIBP 
devices because of the complexities of an  accurate reference determination  for a given  subject and  the varying  types 
of proprietary technology employed  by d ifferent manufacturers of sphygmomanometer devices.   
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