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Abstract: Provides guidance on the application of human factors engineering principles to instructions
provided by manufacturers for cleaning medical devices.
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AAMI Technical Information Report

A technical information report (TIR) is a publication of the Association for the Advancement of Medical
Instrumentation (AAMI) Standards Board that addresses a particular aspect of medical technology.

Although the material presented in a TIR may need further evaluation by experts, releasing the information is
valuable because the industry and the professions have an immediate need for it.

A TIR differs markedly from a standard or recommended practice, and readers should understand the differences
between these documents.

Standards and recommended practices are subject to a formal process of committee approval, public review, and
resolution of all comments. This process of consensus is supervised by the AAMI Standards Board and, in the case
of American National Standards, by the American National Standards Institute.

A TIR is not subject to the same formal approval process as a standard. However, a TIR is approved for distribution
by a technical committee and the AAMI Standards Board.

Another difference is that although both standards and TIRs are periodically reviewed, a standard must be acted
on—reaffirmed, revised, or withdrawn—and the action formally approved usually every 5 years but at least every 10
years. For a TIR, AAMI consults with a technical committee about five years after the publication date (and
periodically thereafter) for guidance on whether the document is still useful—that is, to check that the information is
relevant or of historical value. If the information is not useful, the TIR is removed from circulation.

A TIR may be developed because it is more responsive to underlying safety or performance issues than a standard
or recommended practice, or because achieving consensus is extremely difficult or unlikely. Unlike a standard, a TIR
permits the inclusion of differing viewpoints on technical issues.

CAUTION NOTICE: This AAMI TIR may be revised or withdrawn at any time. Because it addresses a rapidly
evolving field of technology, readers are cautioned to ensure that they have also considered information that may be
more recent than this document.

All standards, recommended practices, technical information reports, and other types of technical documents
developed by AAMI are voluntary, and their application is solely within the discretion and professional judgment of
the user of the document. Occasionally, voluntary technical documents are adopted by government regulatory
agencies or procurement authorities, in which case the adopting agency is responsible for enforcement of its rules
and regulations.

Comments on this technical information report are invited and should be sent to AAMI, Attn: Standards Department,
4301 N. Fairfax Dr., Suite 301, Arlington, VA 22203-1633.
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Glossary of equivalent standards

International Standards adopted in the United States may include normative references to other International
Standards. AAMI maintains a current list of each International Standard that has been adopted by AAMI (and ANSI).
Available on the AAMI website at the address below, this list gives the corresponding U.S. designation and level of
equivalency to the International Standard.

www.aami.org/standards/glossary.pdf
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Committee representation

Association for the Advancement of Medical Instrumentation
Human Factors for Device Reprocessing Working Group

This standard was developed by the AAMI Human Factors for Device Reprocessing Working Group under the
auspices of the AAMI Sterilization Standards Committee. Approval of the standard does not necessarily mean that
all working group members voted for its approval. At the time this standard was published, the AAMI Human
Factors for Device Reprocessing Working Group had the following members:

Chairs: Linda Condon, Johns Hopkins Hospital
David M. Zinkus, Baxter Healthcare Corporation

Members: Mohamed Ali, Medline Industries Inc
Jahan Azizi, CBET, University of Michigan Health System
Ralph J. Basile, MBA, Healthmark Industries Company Inc
Eric D. Bergman, PhD, Fresenius Medical Care
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Marcia Ann Frieze, Case Medical Inc
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Shelley Green, WuXi AppTec Inc
Seth Hendee, Fletcher Allen Health Care
Emily A. Hildebrand, Phoenix VA Health Care System
Rachel Hill, CareFusion
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Margaret Konja, Mount Clemens Regional Medical Center
Mary Kneece Lane, BS MHA CSPDS CSPDM
Jo Ann Barbara Maltais, PhD, Maltais Consulting
Theresa A. Matthews, RN CNOR CSPDM, Community Medical Center @ Toms River
Marsha McArthur, Integrated Medical Systems
Cindy A. Miller, PhD, GE Healthcare
Emily Mitzel, MS, Nelson Laboratories Inc
Frank Myers, USPHS Indian Health Service
Karen Nauss, CRCST, Mount Auburn Hospital
Gerry A. O'Dell, MS, Gerry O'Dell Consulting
Richard William Schule, MBA CST FCS, Steris Corporation
Rose E. Seavey, RN MBA CNOR CRCST, Seavey Healthcare Consulting, LLC
Adam R. Shames, Core Human Factors Inc
Kanwarjit Singh, Johnson & Johnson
Frank Smith, RN CNOR CRCST, Department of Veteran Affairs
Joan M. Spear, MBA RM CMPR, B Braun of America Inc
Karen Swanson, Connecticut Childrens Medical Center
Grace A. Thornhill, PhD, 3M Healthcare
Sharon Van Wicklin, MSN RN CNOR/CRNFA, Association of Perioperative Registered Nurses
James Sidney Wiggs, BSN CRCST, Legacy Health System
Don T. Williams, CRCST CIS CHL, Overlake Hospital Medical Center
Cheryl Work, Becton Dickinson & Company
Ann Young, Fletcher Allen Health Care
Eileen C. Young, RN CNOR, Olympus America Inc
Martha L. Young, Martha L Young, LLC

Alternates: Greg Baumgardner, Zimmer Inc
William Brodbeck, Steris Corporation
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NOTE—Participation by federal agency representatives in the development of this recommended practice does not
constitute endorsement by the federal government or any of its agencies.
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