Technical
Information
Report

AAMI TIR59:
2017

Integrating human factors
into design controls

Advancing Safety in Healthcare Technology

AA


http://www.avadocuments.com/doc/aami-tir59-2017
http://www.avadocuments.com/doc/aami-tir59-2017

Documents

Document Sharing Hub

Full document details: AAMI TIR59-2017


http://www.avadocuments.com/doc/aami-tir59-2017
http://www.avadocuments.com/doc/aami-tir59-2017

AAMI Technical Information Report AAMI TIR59:2017

Integrating human factors into design controls

Approved 4 August 2017 by

AAMI

Abstract: This document provides information regarding human factors engineering/usability engineering
activities and their corresponding applicability to design controls in accordance with 21 CFR
820.30.

Keywords: human factors, 21 CFR 820, usability, quality systems

Documents

Document Sharing Hub

Full document details: AAMI TIR59-2017


http://www.avadocuments.com/doc/aami-tir59-2017
http://www.avadocuments.com/doc/aami-tir59-2017

AAMI Technical Information Report

A technical information report (TIR) is a publication of the Association for the Advancement of Medical
Instrumentation (AAMI) Standards Board that addresses a particular aspect of medical technology.

Although the material presented in a TIR may need further evaluation by experts, releasing the information is
valuable because the industry and the professions have an immediate need for it.

A TIR differs markedly from a standard or recommended practice, and readers should understand the differences
between these documents.

Standards and recommended practices are subject to a formal process of committee approval, public review, and
resolution of all comments. This process of consensus is supervised by the AAMI Standards Board and, in the case
of American National Standards, the American National Standards Institute.

A TIR is not subject to the same formal approval process as a standard. However, a TIR is approved for distribution
by a technical committee and the AAMI Standards Board.

Another difference is that, although both standards and TIRs are periodically reviewed, a standard must be acted
on—reaffirmed, revised, or withdrawn—and the action formally approved usually every 5 years but at least every 10
years. For a TIR, AAMI consults with a technical committee about 5 years after the publication date (and periodically
thereafter) for guidance on whether the document is still useful—that is, to check that the information is relevant or of
historical value. If the information is not useful, the TIR is removed from circulation.

A TIR may be developed because it is more responsive to underlying safety or performance issues than a standard
or recommended practice or because achieving consensus is extremely difficult or unlikely. Unlike a standard, a TIR
permits the inclusion of differing viewpoints on technical issues.

CAUTION NOTICE: This AAMI TIR may be revised or withdrawn at any time. Because it addresses a rapidly
evolving field or technology, readers are cautioned to ensure that they have also considered information that may be
more recent than this document.

All standards, recommended practices, technical information reports, and other types of technical documents
developed by AAMI are voluntary, and their application is solely within the discretion and professional judgment of the
user of the document. Occasionally, voluntary technical documents are adopted by government regulatory agencies
or procurement authorities, in which case the adopting agency is responsible for enforcement of its rules and
regulations.

Comments on this technical information report are invited and should be sent to AAMI, Attn: Standards Department,
4301 N. Fairfax Drive, Suite 301, Arlington, VA 22203-1633.
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Glossary of equivalent standards

International Standards adopted in the United States may include normative references to other International
Standards. For each International Standard that has been adopted by AAMI (and ANSI), the table below gives the
corresponding U.S. designation and level of equivalency to the International Standard. NOTE: Documents are sorted
by international designation. The code in the US column, “(R)20xx” indicates the year the document was officially
reaffirmed by AAMI. E.g., ANSI/AAMI/ISO 10993-4:2002/(R)2009 indicates that 10993-4, originally approved and
published in 2002, was reaffirmed without change in 2009.

Other normatively referenced International Standards may be under consideration for U.S. adoption by AAMI;
therefore, this list should not be considered exhaustive.

www.aami.org/standards/glossary.pdf
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Foreword

This technical information report (TIR) developed by the Human Factors Engineering Committee provides guidance
on integrating HUMAN FACTORS ENGINEERING /USABILITY ENGINEERING (HFE/UE) into the DESIGN CONTROLS process.

Defined terms used throughout this document are capitalized.

Suggestions for improving this recommended practice are invited. Comments and suggested revisions should be sent
to Technical Programs, AAMI, 4301 N. Fairfax Drive, Suite 301, Arlington, VA 22203-1633.

NOTE—This foreword does not contain provisions of the AAMI TIR59, Integrating human factors into design controls
(AAMI TIR59:2017), but it does provide important information about the development and intended use of the document.
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Introduction

There is a recognized need for more guidance on how to integrate HUMAN FACTORS ENGINEERING/USABILITY ENGINEERING
(HFE/UE) into a MANUFACTURER'S DESIGN CONTROLS process and QUALITY SYSTEM that has been developed in
accordance with the FDA's QUALITY SYSTEM Regulation, Code of Federal Regulations (CFR) Title 21 Section 820.30,
Design Controls. Therefore, this TIR has been developed to highlight the importance of consistency and alignment of
processes throughout a MANUFACTURER'S product development process to ensure recognition of and compliance with
industry best practice, applicable FDA regulations, and recognized standards.

It is important to note that HFE/UE activities do not need to be a separate, parallel, or additional process but can be
integrated into existing processes.

For the purposes of this TIR, the terms HUMAN FACTORS ENGINEERING and USABILITY ENGINEERING are considered to be
equivalent and interchangeable.

While the focus of this TIR is on applicability of HFE/UE within DESIGN CONTROLS, RISK MANAGEMENT and the emphasis of

use-related Risk identification are inherent and strongly emphasized as being central to a MANUFACTURER'S product
development process. As such, RISK MANAGEMENT implications are included at the conclusion of each clause.
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AAMI TIR59:2017

Integrating human factors into design controls

1 Scope

This TIR was developed to provide background and information regarding HFE/UE activities and their corresponding
applicability to DESIGN CONTROLS in accordance with 21 CFR 820.30. The scope of this TIR applies to all developers
and MANUFACTURERS of medical devices and combination products that contain a device constituent part. The TIR is
for those MANUFACTURERS intending to commercialize products in the United States and therefore does not address all
requirements for commercializing products outside the U.S.

While this TIR presents specific recommendations for aligning HFE/UE processes to DESIGN CONTROLS, it is recognized
that MANUFACTURERS may develop their own methodologies, processes, and customized QUALITY SYSTEMS in order to
ensure compliance with 21 CFR 820.30 and other regulations. MANUFACTURERS should consider evaluating the
recommendations in this TIR and the resultant impact to their existing QUALITY SYSTEMS and processes, including
compliance with ANSI/AAMI/ISO 13485 and ANSI/AAMI/ISO 14971, as applicable.

This TIR presents specific DESIGN CONTROLS activities as specified in 21 CFR 820.30; however, it does not cover all
elements within 21 CFR 820 or 21 CFR 820.30. The focus of this TIR is DESIGN CONTROLS activities that overlap
functionality with HFE/UE processes, leading to robust HFE/UE documentation in support of a MANUFACTURER'S DESIGN
HISTORY FILE [21 CFR 820.30 (j)] and HFe/UE FILE [ANSI/AAMI/IEC 62366-1:2015]. In addition, MANUFACTURERS
establish QUALITY sYsTEMS to be compliant with 21 CFR, as well as ANSI/AAMI/IEC 62366-1:2015 (referred to as
“ANSI/AAMI/IEC 62366-1" throughout this document), and the scope of these systems is dependent on multiple
variables, such as overall MANUFACTURER size and device complexity. As such, this TIR is intended to provide general
overviews, recommendations, and deliverables with respect to DESIGN CONTROLS and HFE/UE for MANUFACTURERS to
utilize and customize according to their own QUALITY SYSTEMS and procedures.

Figure 1 below provides a detailed mapping of HFE/UE integration as part of DESIGN CONTROLS where activities
performed produce HFe/UE deliverables. Some of these deliverables are considered “live” and are required to be
updated when new information is produced. For instance, “Updated RISK ANALYSIS” is a HFE/UE deliverable due to
activities produced in DESIGN OUTPUT, VERIFICATION, VALIDATION, Submission, and In Market after the initial Risk
ANALYSIS deliverable performed in DESIGN INPUTS.
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Stage

Activities

Deliverables

Pre-Design Control

Design & Dev
Planning

Design Inputs

Design Outputs

Verification

Validation

Market Release

Identify User
Needs**

of Human
Factors Effort

|Deﬁgn

Review |

| Design Review |

|Deﬁgn

Review |

Reassess Scale of Human Factors Effort as Needed

Generate Ul
Requirements & Other
Product Requirements

Develop, Optimize, Imp

lement & Inspect Ul Design

(1)

e Human F

Design Transfer

1) User Needs
Summary

2) Preliminary Use
Specification

3) Preliminary Risk
Analysis

1) HF { UE Plan

3) Risk
Management
Plan*

2) Use Specification®
3) Preliminary Task Analysis*
3) Use Related Risk Analysis*
4) Ul Requirements®
5) Ul Design Concept

3) Task Analysis

3) Update Use Related
Risk Analysis*

5) Ul Design
Specification®

5) Prototype/Concept

3) Update Use Related
Risk Analysis*

5) Final Ul Design
Specification®

5) Prototype/Concept

3) Update Use Related
Risk Analysis*

3) Risk Management
Report*

7) Summative Evaluation Plan

7) Summative Evaluation
Report*

8) HFEfUE Report (FDA)

8) Usability Engineering Fila
(IEC 62366-1)

3) Update Use
Related
Risk Analysis*
3) Post Market
Risk
Monitoring /
Control

* Items go into the Usability Engineering File per IEC 62366-1 ** These activities are an input to the Design Control process

Figure 1. DESIGN CONTROLS and HFE/UE activity mapping
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