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ADA Standard No. 163 — 2018

AMERICAN NATIONAL STANDARD/AMERICAN DENTAL ASSOCIATION
STANDARD NO. 163 FOR DENTAL FURNACE, PART 1: TEST METHOD FOR
TEMPERATURE MEASUREMENT WITH SEPARATE THERMOCOUPLE

The ADA Standards Committee on Dental Products (SCDP) has approved ANSI/ADA
Standard No. 163 for Dental Furnace, Part 1: Test Method for Temperature
Measurement with Separate Thermocouple. This and other standards for dental
materials, instruments and equipment are being formulated by working groups of the
ADA SCDP. The Committee has representation from all interests in the United States
in the standardization of materials, instruments and equipment in dentistry. The
Committee has adopted the standards, showing professional recognition of their
usefulness in dentistry, and has forwarded them to the American National Standards
Institute with a recommendation that the standards be approved as American
National Standards. The American National Standards Institute granted approval of
ADA Standard No. 163 as an American National Standard on May 18, 2018.

The ADA Standards Committee on Dental Products thanks the members of Working
Group 2.20 on Porcelain and Metal-Ceramic Systems, and the organizations with
which they were affiliated at the time the standard was developed:

Russell Giordano (chairman), Boston University, MA;

Joel Anderson, U.S. Food and Drug Administration, Battle Ground, WA,

Christopher Chu, Dentsply Ceramco, York, PA,;

Claudia Cotca, Washington Institute for Dentistry & Laser Surgery, Chevy Chase, MD;
Lawrence Gettleman, University of Louisville, KY;

J. Robert Kelly, University of Connecticut, Farmington;

Spiro Megremis, American Dental Association, Chicago, IL; and

Jeffrey Platt, Indiana University, Indianapolis.
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2 ANSI/ADA Standard No. 163 - 2018

AMERICAN NATIONAL STANDARD/AMERICAN DENTAL ASSOCIATION STANDARD NO. 163 FOR
DENTAL FURNACE, PART 1: TEST METHOD FOR TEMPERATURE MEASUREMENT WITH
SEPARATE THERMOCOUPLE

FOREWORD
(This Foreword does not form a part of ANSI/ADA Standard No. 163 for Dental Furnace, Part 1: Test
Method for Temperature Measurement with Separate Thermocouple).

This standard is an identical adoption of ISO 13078:2013, Dentistry — Dental Furnace - Test method for
temperature measurement with separate thermocouple. ADA SCDP Working Group No. 2.20 on
Porcelain and Metal-Ceramic Systems examined the international standard and found it acceptable for
identical adoption as ANSI/ADA Standard No. 163.
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