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ANSI/ADA Specification No. 88—2000 

AMERICAN NATIONAL STANDARD/AMERICAN DENTAL ASSOCIATION 
SPECIFICATION NO. 88 FOR DENTAL BRAZING ALLOYS 

American Dental Association Specification No. 88 for Dental Brazing Alloys has been 
approved by the Council on Scientific Affairs of the American Dental Association. This and 
other specifications for dental materials, instruments and equipment are being formulated 
by working groups of the ADA Standards Committee on Dental Products (formerly Accredited 
Standards Committee MD 156 for Dental Materials, Instruments and Equipment. The 
Committee has representation from all interests in the United States in the standardization of 
materials, instruments and equipment in dentistry. The Council has adopted the specifications, 
showing professional recognition of their usefulness in dentistry, and has forwarded them 
to the American National Standards Institute with a recommendation that the specifications 
be approved as American National Standards. Approval of ADA specification No. 88 as an 
American National Standard was granted by the American National Standards Institute on 
March 23, 2000. This standard becomes effective March 23, 2001. 

The Council thanks the working group members and the organizations with which they 
were affiliated at the time the specification was developed: Clyde Ingersoll (Co-Chairman), 
Ivoclar/Ardent, Tonawanda, NY; Ronald Dudek (Co-Chairman), Austenal, Inc., Chicago, IL; 
Thomas Cameron, Degussa-Ney Dental, Bloomfield, CT; Lawrence Gettleman, University of 
Louisville, KY; Abdul Khan, CMP Industries, Albany, NY; Herbert Mueller, Paffenbarger 
Research Center, NIST, Gaithersburg, MD; Arun Prasad, Jeneric Pentron, Inc., Wallingford, CT; 
Monty Reiger, Houston, TX; and Nikhil Sarkar, Louisiana State University, New Orleans, LA. 
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2 ANSI/ADA Specification No. 88—2000 

AMERICAN NATIONAL STANDARD/AMERICAN DENTAL ASSOCIATION 

SPECIFICATION NO. 88 FOR DENTAL BRAZING ALLOYS


FOREWORD 
(This foreword does not form a part of ANSI/ADA Specification No. 88 for Dental Brazing Alloys.) 

The ASC MD156 Working Group on Casting and Brazing Alloys reviewed ISO 9333-1990 for possible adoption. 
The consensus was that ISO 9333 was not acceptable in total as an ANSI/ADA standard, but with certain changes 
could be made acceptable. 

Rationale 
The consensus was that many of the changes were only editorial, but significant changes were needed in 
paragraphs and figures describing the production and preparation of test specimens. 

Clause 6.7 Flow temperature, needed revision to be more in keeping with today’s technology. In addition, 
the paragraphs on tarnish/corrosion were changed to conform to proposed ISO10271 (Proposed ANSI/ADA 
Specification No. 97). 

INTRODUCTION 
Specific qualitative and quantitative requirements for freedom from biological hazard are not included in this 
standard, but it is recommended that in assessing possible biological or toxicological hazards, reference should 
be made to ANSI/ADA document No. 41, Biological Evaluation of Dental Materials. 

Requirements for corrosion resistance have not been established. Such necessary tests and limits will be added as 
they become available. Reference may be made to ANSI/ADA Specification No. 97 for Dental Metallic Materials— 
Corrosion Testing (ISO 10271). 
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