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Objectives and uses of AAMI standards and

recommended practices

It is most important that the objectives and potential uses of an
AAMI product standard or recommended practice are clearly
understood. The objectives of AAMI's technical development
program derive from AAMI's overall mission: the advancement of
medical instrumentation. Essential to such advancement are (1) a
continued increase in the safe and effective application of current
technologies to patient care, and (2) the encouragement of new
technologies. It is AAMI's view that standards and recommended
practices can contribute significantly to the advancement of
medical instrumentation, provided that they are drafted with
attention to these objectives and provided that arbitrary and
restrictive uses are avoided.

A voluntary standard for a medical device recommends to the
manufacturer the information that should be provided with or on
the product, basic safety and performance criteria that should be
considered in qualifying the device for clinical use, and the
measurement techniques that can be used to determine whether the
device conforms with the safety and performance criteria and/or to
compare the performance characteristics of different products.
Some standards emphasize the information that should be provided
with the device, including performance characteristics, instructions
for use, warnings and precautions, and other data considered
important in ensuring the safe and effective use of the device in the
clinical environment. Recommending the disclosure of
performance characteristics often necessitates the development of
specialized test methods to facilitate uniformity in reporting;
reaching consensus on these tests can represent a considerable part
of committee work. When a drafting committee determines that
clinical concerns warrant the establishment of minimum safety and
performance criteria, referee tests must be provided and the reasons
for establishing the criteria must be documented in the rationale.

A recommended practice provides guidelines for the use, care,
and/or processing of a medical device or system. A recommended
practice does not address device performance per se, but rather
procedures and practices that will help ensure that a device is used
safely and effectively and that its performance will be maintained.

Although a device standard is primarily directed to the
manufacturer, it may also be of value to the potential purchaser or
user of the device as a frame of reference for device evaluation.
Similarly, even though a recommended practice is usually oriented
towards healthcare professionals, it may be useful to the
manufacturer in better understanding the environment in which a
medical device will be used. Also, some recommended practices,
while not addressing device performance criteria, provide
guidelines to industrial personnel on such subjects as sterilization
processing, methods of collecting data to establish safety and
efficacy, human engineering, and other processing or evaluation
techniques; such guidelines may be useful to health care
professionals in understanding industrial practices.

In determining whether an AAMI standard or recommended
practice is relevant to the specific needs of a potential user of the
document, several important concepts must be recognized:

All AAMI standards and recommended practices are voluntary
(unless, of course, they are adopted by government regulatory or
procurement authorities). The application of a standard or
recommended practice is solely within the discretion and
professional judgment of the user of the document.
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Each AAMI standard or recommended practice reflects the
collective expertise of a committee of health care professionals and
industrial representatives, whose work has been reviewed
nationally (and sometimes internationally). As such, the consensus
recommendations embodied in a standard or recommended practice
are intended to respond to clinical needs and, ultimately, to help
ensure patient safety. A standard or recommended practice is
limited, however, in the sense that it responds generally to
perceived risks and conditions that may not always be relevant to
specific situations. A standard or recommended practice is an
important reference in responsible decision-making, but it should
never replace responsible decision-making.

Despite periodic review and revision (at least once every five
years), a standard or recommended practice is necessarily a static
document applied to a dynamic technology. Therefore, a standards
user must carefully review the reasons why the document was
initially developed and the specific rationale for each of its
provisions. This review will reveal whether the document remains
relevant to the specific needs of the user.

Particular care should be taken in applying a product standard
to existing devices and equipment, and in applying a recommended
practice to current procedures and practices. While observed or
potential risks with existing equipment typically form the basis for
the safety and performance criteria defined in a standard,
professional judgment must be used in applying these criteria to
existing equipment. No single source of information will serve to
identify a particular product as "unsafe". A voluntary standard can
be used as one resource, but the ultimate decision as to product
safety and efficacy must take into account the specifics of its
utilization and, of course, cost-benefit considerations. Similarly, a
recommended practice should be analyzed in the context of the
specific needs and resources of the individual institution or firm.
Again, the rationale accompanying each AAMI standard and
recommended practice is an excellent guide to the reasoning and
data underlying its provision.

In summary, a standard or recommended practice is truly
useful only when it is used in conjunction with other sources of
information and policy guidance and in the context of professional
experience and judgment.

INTERPRETATIONS OF AAMI STANDARDS
AND RECOMMENDED PRACTICES

Requests for interpretations of AAMI standards and recommended
practices must be made in writing, to the AAMI Vice President,
Standards Policy and Programs. An official interpretation must be
approved by letter ballot of the originating committee and
subsequently reviewed and approved by the AAMI Standards
Board. The interpretation will become official and representation of
the Association only upon exhaustion of any appeals and upon
publication of notice of interpretation in the "Standards Monitor"
section of the AAMI News. The Association for the Advancement
of Medical Instrumentation disclaims responsibility for any
characterization or explanation of a standard or recommended
practice which has not been developed and communicated in
accordance with this procedure and which is not published, by
appropriate notice, as an official interpretation in the AAMI News.
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Recommended practice for a medical equipment
management program
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Approved 13 March 2013 by
American National Standards Institute, Inc.

Abstract: This recommended practice specifies minimum criteria for a management program
designed to minimize certain risks associated with equipment that is used during the
routine care of patients in a health care organization. The recommended practice
addresses the structure of the program, documentation requirements, staffing, and
resources allocated to those responsible for maintaining medical equipment.
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AAMI Recommended Practice

This Association for the Advancement of Medical Instrumentation (AAMI) recommended practice implies a
consensus of those substantially concerned with its scope and provisions. The existence of an AAMI recommended
practice does not in any respect preclude anyone, whether they have approved the recommended practice or not,
from manufacturing, marketing, purchasing, or using products, processes, or procedures not conforming to the
recommended practice. AAMI recommended practices are subject to periodic review, and users are cautioned to
obtain the latest editions.

CAUTION NOTICE: This AAMI recommended practice may be revised or withdrawn at any time. AAMI procedures
require that action be taken to reaffirm, revise, or withdraw this recommended practice no later than 5 years from the
date of publication. Interested parties may obtain current information on all AAMI standards and recommended
practices by calling or writing AAMI.

All AAMI standards, recommended practices, technical information reports, and other types of technical documents
developed by AAMI are voluntary, and their application is solely within the discretion and professional judgment of
the user of the document. Occasionally, voluntary technical documents are adopted by government regulatory
agencies or procurement authorities, in which case the adopting agency is responsible for enforcement of its rules
and regulations.
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this document (whether internally or externally) without the prior written permission of the Association for the
Advancement of Medical Instrumentation. Violators risk legal action, including civil and criminal penalties, and
damages of $100,000 per offense. For permission regarding the use of all or any part of this document, complete the
reprint request form at www.aami.org or contact AAMI at 4301 N. Fairfax Drive, Suite 301, Arlington, VA 22203-1633.
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Glossary of equivalent standards

International Standards adopted in the United States may include normative references to other International
Standards. AAMI maintains a current list of each International Standard that has been adopted by AAMI (and ANSI).
Available on the AAMI website at the address below, this list gives the corresponding U.S. designation and level of
equivalency to the International Standard.

www.aami.org/standards/glossary.pdf
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Committee representation

Association for the Advancement of Medical Instrumentation
Medical Equipment Management Committee

This recommended practice was developed by the AAMI Medical Equipment Management Committee. Approval of
the recommended practice does not necessarily mean that all committee members voted for its approval.

At the time this recommended practice was published, the AAMI Medical Equipment Management Committee had
the following members:

Chairs: Jeffrey L. Eggleston, MS PE, Covidien
Paul W. Kelley, CBET, Washington Hospital
Members: Stuart Albert, MBA CBET-E CHSP

Chester Arnold, Harris County Hospital District

Kendall Ashe, CS Medical LLC

Bruce H. Barkalow, CCE PhD PE, BH Barkalow P.C.

Britton E. Berek, CCE MBA, Sodexo Healthcare

Robert W. Borushko, GE Clinical Services Inc.-Oakwood Healthcare Systems
John M. Brown, Steris Corporation

John T. Collins, MSEE, American Society for Healthcare Engineering

Robert M. Dondelinger, CBET-E MS, US Military Entrance Processing Command
Jeffrey L. Eggleston, MS PE, Covidien

Dr. Hudson Garrett, Jr., Nice-Pak Products Inc.

Stephen L. Grimes, FACCE FHIMSS FAIMBE, ABM Health

Ethan Hertz, PE CCE MAS MS, Duke University Health System, Duke University Hospital
Julio A. Huerta, EE MPH, ARAMARK, Inc.

Paul W. Kelley, CBET, Washington Hospital, Fremont, CA

Barbara Maguire, ISS Solutions

Asaad Saadallah Mathbout, Aste

Lane McCarthy, CCHT, Hortense & Louis Rubin Dialysis Center

Kenneth Aaron McMahon, American Renal Associates

George Mills, MBA FASHE CEM CHF, Joint Commission

Nancy A. Pressly, FDA/CDRH

Ray P. Silkaitis, PhD, Hospira Worldwide Inc.

James W. Smith, EQ2 Inc.

Robert H. Stiefel, MS CCE, RHS Biomedical Engineering Consulting LLC
Lynne A. Thomas, Integrated Medical Systems

Steven C. Vanderzee, CBET AA, Advocate Health Care

Karen F. Waninger, CBET, Community Health Network

Rex H.L. Young, CBET, St Patrick Hospital & Health Sciences Center

Daidi Zhong, PhD, Chongqing University

NOTE—Participation by federal agency representatives in the development of this recommended practice does not
constitute endorsement by the federal government or any of its agencies.
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Foreword

This recommended practice was developed by the AAMI Medical Equipment Management Committee. This
recommended practice specifies the minimum required characteristics for a management program designed to
minimize certain risks associated with equipment that is used during routine care of patients in a health care
organization. The document addresses the structure of the program, the documentation that should be produced by
the program, and the staffing and resources allocated to those responsible for maintaining the medical equipment.

This recommended practice should be considered flexible and dynamic. As technology advances and new data are
brought forward, the recommended practice will be reviewed and, if necessary, revised. AAMI and ANSI procedures
require that standards be reviewed every five years and, if necessary, revised to reflect technological advances that
may have occurred since publication.

Within the context of this recommended practice, “shall” indicates requirements strictly to be followed in order to
conform to the recommended practice; “should” indicates that among several possibilities one is recommended as
particularly suitable, without mentioning or excluding others, or that a certain course of action is preferred but not
necessarily required, or that (in the negative form) a certain possibility or course of action should be avoided but is
not prohibited; “may” is used to indicate that a course of action is permissible within the limits of the recommended
practice; and “can” is used as a statement of possibility and capability. “Must” is used only to describe “unavoidable”
situations, including those mandated by government regulation.

Suggestions for improving this recommended practice are invited. Comments and suggested revisions should be
sent to Technical Programs, AAMI, 4301 N. Fairfax Dr., Ste. 301, Arlington, VA 22203-1633.

NOTE—This foreword does not contain provisions of ANSI/AAMI EQ56:2013, Recommended practice for a medical
equipment management program, but it does provide important information about the development and intended use of
the document.
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Introduction

This recommended practice has been developed by experts in the field of health care technology management:
clinical engineers, biomedical engineers, biomedical equipment technicians, and medical equipment manufacturing
engineers. This recommended practice defines the minimum components of an equipment management program.
Many existing programs exceed these standards by very wide margins. It is hoped that this recommended practice
will help provide a clear understanding of the minimum expectations for an equipment management program and the
resources necessary to achieve those expectations. This second edition of AAMI EQ56 includes new guidance on
leadership and staffing, equipment acquisition, and benchmarking, as well as a crosswalk showing key points of
different regulatory and accreditation agencies' requirements.
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American National Standard ANSI/AAMI EQ56:2013

Recommended practice for a medical equipment
management program

1 Scope

1.1 General

This AAMI Recommended Practice applies to any entity responsible for the management of medical equipment used
as part of the routine care of patients, including health care organizations as a whole; divisions and departments
within health care organizations; and outside vendors such as medical equipment manufacturers, shared service
providers, and independent service organizations.

Medical equipment is an essential part of health care. Appropriate management of equipment maintenance is vital
for ensuring that medical equipment remains safe and effective for its intended use, that equipment life is
maximized, and that total lifetime costs are minimized. In addition, an equipment management program is required
by accrediting and licensing agencies. Accrediting agencies include the Joint Commission, DNV Healthcare, and the
American Osteopathic Association. Licensing agencies include the Centers for Medicare and Medicaid Services, as
well as state departments of health and other licensing bodies.

1.2 Inclusions

This AAMI Recommended Practice specifies required characteristics for a management program designed to
minimize certain risks associated with equipment that is used in a health care organization during routine care of
patients. The document addresses the structure of such a program, the documentation that must be produced by the
program, program staffing, and resources that should be allocated to those responsible for maintaining medical
equipment. Definitions of terms and normative references are also included, as are notes and rationale that expand
the provisions of the document.
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2 Normative reference

The following document contains provisions that, through reference in the text, constitute provisions of this
recommended practice. At the time of publication, the edition indicated was valid.

Safe Medical Devices Act of 1990 (SMDA), implementing regulations

Medical Device User Facility and Manufacturer Reporting, Certification and Registration; Delegations of Authority;
Medical Device Reporting Procedures: Final Rules; Department of Health and Human Services, Food and Drug
Administration, 21 CFR Parts 803 and 807, as published in the Federal Register: December 11, 1995 (Volume 60,
Number 237), pages 63577-63606."

! At the time of the publication of this American National Standard, the pamphlet, Medical Device Reporting for User Facilities, was
available from the FDA's website at http://www.fda.gov.
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3 Definitions

For the purpose of this recommended practice, the following definitions apply:

3.1 acceptance date: Date on which a piece of medical equipment is placed into service for its intended use by the
health care organization.

3.2 acceptance testing: Interaction with medical equipment designed to determine whether or not newly received
equipment is in good operating condition prior to being placed into service for its intended use.

3.3 benchmarking: The measurement of any aspect of performance against a known metric, such as a budget,
technical specification, regulatory standard, or the performance level of peers.

3.4 health care organization: Organization that provides medical, dental, psychiatric, nursing, obstetrical, or
surgical care.

NOTE—Health care organizations include, but are not limited to, hospitals, nursing homes, limited care facilities, clinics, medical
and dental offices, and ambulatory care centers, whether permanent or movable.

3.5 inspection: Interaction with medical equipment designed to detect unsuspected equipment problems, or to
perform planned maintenance.

3.6 maintenance: Interaction with medical equipment designed to identify and correct suspected equipment
problems, or to perform activities designed to prevent the future occurrence of problems (planned maintenance).

NOTE—Maintenance may be initiated on either an unscheduled basis (usually repairs) or on a scheduled basis (usually planned
maintenance).

3.7 medical equipment: Medical devices that have been cleared by the FDA that are intended to be used for
diagnostic, therapeutic, or monitoring care provided to a patient by a health care organization.

NOTE 1—Medical equipment includes devices such as monitoring equipment, life support equipment, imaging equipment,
laboratory equipment, mechanical equipment, transport equipment, as well as any other equipment supporting the care of a patient,
whether or not it is in the immediate vicinity of a patient. In addition, this category includes other devices, such as computers, that
support the care of a patient when in a health care organization, but are generally not specifically manufactured for use in a health
care organization. As used in this recommended practice, the term “equipment” refers to medical equipment.

NOTE 2—Embedded software is covered by the medical device manufacturer; standalone software is covered by ANSI/AAMI/IEC
80001-1:2010, Application of risk management for IT networks incorporating medical devices—Part 1: Roles, responsibilities, and
activities.

3.8 non-hospital owned equipment: Any medical equipment used in, but not owned by, the facility, including
physician or contractor owned, leased, rented, demonstration, loaned, and patient-owned equipment.

3.9 normal use: Use of medical equipment in a manner consistent with the operating instructions provided by the
manufacturer of the equipment.

3.10 service agent: Individual providing inspection and/or other maintenance services on medical equipment on
behalf of a service provider.

3.11 service provider: Group with the responsibility for inspection and/or other maintenance services on medical
equipment within a health care organization.

NOTE—A service provider may be a department within the health care organization, an equipment manufacturer, an independent
service organization operated by a third party, a shared service, or other similar organizations. For this document, a service
provider is not a vendor who is called in to perform maintenance intermittently by the above defined service provider.

3.12 training: Interaction with medical equipment designed to provide instruction to an equipment user or a service
agent about the proper method for operating or maintaining the equipment.

3.13 use: Operation of the medical equipment in conjunction with the medical treatment provided to a patient.

NOTE—Use does not include operation of the medical equipment during acceptance testing, inspection, maintenance, or training
activities.
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4 Leadership

4.1 Policies and procedures

Leadership is responsible for creating and maintaining a medical equipment management plan that describes the
functions and activities of the medical equipment management program. All major activities of the program shall
have written policies and procedures. At a minimum, policies and procedures shall include medical equipment
inventory, medical equipment safety, medical equipment inspection and planned maintenance, and medical
equipment repairs.

4.2 Communications and reporting

421 General considerations

NOTE 1—Requirements in this subclause concern the relationship among a service provider, its employees, and the health care
organization. As such, it applies to those employees of the service provider who can be expected to perform work on behalf of the
health care organization on a regular basis (at least once per calendar quarter). It is not intended to be a requirement for
communication between the service provider and all of its employees.

The service provider shall communicate with its employees who provide service in the health care organization about

the following:
a) service provider operations, especially changes in those operations; and
b) health care organization operations, especially changes that can be expected to have an impact

on the service provider.

These service provider employees shall communicate with the service provider management about any changes in
the health care organizations in which they work that impact on the service provider.

The service provider should hold meetings as needed with these employees to exchange the information described
in 4.2.1 a) and b).

NOTE 2—The format of this meeting (gathering in a central location, telephone conference call, video conference, etc.) may be
selected by the service provider to best meet its needs. This meeting need not be a meeting of the service provider’s entire staff;
however, the meeting must be structured in a way that encourages two-way communication between the service provider and such
employees.

Rationale: The actual services furnished by a service provider are performed by its service agents. Adequate
communication between the service provider and its employees helps guarantee that the service provider is capable
of delivering the services expected in an environment that is subject to frequent change.

Service agents should be knowledgeable about the service provider that employs them, particularly concerning any
changes taking place within the service provider. Also, as service agents work on behalf of a health care
organization, they should be knowledgeable about changes in the operation of that health care organization,
especially those changes that may affect their own service provider.

Because service agents are in frequent contact with the health care organizations in which they are working, they will
often receive information that could have an impact on their service provider. These service agents have an
obligation to pass that information to the management of the service provider so that it can respond effectively and
appropriately to those changes.

At least one formal mechanism should exist to promote the information exchange described in 4.2.1 a) and b). A
monthly staff meeting is considered to be the minimum necessary to ensure that appropriate communication will take
place.

Compliance with existing confidentiality requirements offers special challenges with these systems. Facilities and
equipment need to be safeguarded against protected health information (PHI) loss.

4.2.2 Communication between the service provider and the health care organization

The health care organization’s administration shall provide to the service provider timely information on an ongoing
basis that can affect the equipment management program.

The service provider shall provide timely information on an ongoing basis regarding:

a) the inspection status of the health care organization’s equipment; and
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