
ANSI/AAMI/
ISO 8637-2: 
2018
Extracorporeal systems for 
blood purification— 
Part 2: Extracorporeal blood 
circuit for haemodialysers, 
haemodiafilters and 
haemofilters 

American 
National 
Standard

Advancing Safety in Health Technology

Full document details: ANSI AAMI ISO 8637-2-2018

http://www.avadocuments.com/doc/ansi-aami-iso-8637-2-2018
http://www.avadocuments.com/doc/ansi-aami-iso-8637-2-2018


Full document details: ANSI AAMI ISO 8637-2-2018

http://www.avadocuments.com/doc/ansi-aami-iso-8637-2-2018
http://www.avadocuments.com/doc/ansi-aami-iso-8637-2-2018


American National Standard  ANSI/AAMI/ISO 8637-2:2018  
 (Revision of ANSI/AAMI/ISO 8638:2010/(R)2015) 

  

Extracorporeal systems for blood purification—Part 2: 
Extracorporeal blood circuit for haemodialysers, 

haemodiafilters and haemofilters  

Approved 1 July 2020 by 
AAMI 
 
 
Approved 21 July 2020 by 
American National Standards Institute, Inc. 
 
 
Abstract: Specifies safety and performance requirements for the extracorporeal blood circuit for 

haemodialysers, haemodiafilters, and haemofilters 
 
Keywords: biological, labelling, mechanical, non-pyrogenicity, sterility, test 

Full document details: ANSI AAMI ISO 8637-2-2018

http://www.avadocuments.com/doc/ansi-aami-iso-8637-2-2018
http://www.avadocuments.com/doc/ansi-aami-iso-8637-2-2018


 
 

AAMI Standard  

This  Association  for  the  Advancement  of  Medical  Instrumentation  (AAMI)  standard  implies  a  consensus  of  
those  substantially  concerned  with  its  scope  and  provisions.  The  existence  of  an  AAMI  standard  does  not  in  
any  respect  preclude  anyone,  whether  they  have  approved  the  standard  or  not,  from  manufacturing,  
marketing,  purchasing,  or  using  products,  processes,  or  procedures  not  conforming  to  the  standard.  AAMI  
standards  are  subject  to  periodic  review, and users are cautioned to obtain the latest editions. 

CAUTION  NOTICE:  This  AAMI  standard  may  be  revised  or  withdrawn  at  any  time.  AAMI  procedures  
require  that  action  be  taken  to  reaffirm,  revise,  or  withdraw  this  standard  no  later  than  five  years  from  the  
date  of  publication.  Interested parties may obtain current information on all AAMI standards by calling or writing 
AAMI. 

All  AAMI  standards,  recommended  practices,  technical  information  reports,  and  other  types  of  technical  
documents  developed by AAMI are voluntary, and their application is solely within the discretion and professional 
judgment of the user of the document. Occasionally, voluntary technical documents are adopted by government 
regulatory agencies or  procurement  authorities,  in  which  case  the  adopting  agency  is  responsible  for  
enforcement  of  its  rules  and  regulations. 
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Committee representation 

Association for the Advancement of Medical Instrumentation 

Renal Disease and Detoxification Committee 

This standard was developed by the AAMI Renal Disease and Detoxification Committee. Committee approval of the 
standard does not necessarily imply that all committee members voted for its approval. 

At the time this document was published, the AAMI Renal Disease and Detoxification Committee had the following 
members: 

Cochairs: Jo-Ann Maltais, PhD  
 Denny Treu, BSME  
 
Members: Tom Allocco, US Renal Care 
 Matthew J. Arduino, DrPH, U.S. Centers for Disease Control and Prevention 

Christian Bluchel, Singapore  
Aaron Brown, Baxter Healthcare 
Karla Byrne, Rockwell Medical 
Christopher A. Cloonan, CBNT, CDWS, UVA Augusta Dialysis  
Danilo B. Concepcion, CBNT, CCHT-A, FNKF, St. Joseph Health System 
Deborah Cote, MSN, RN, CNN, National Renal Administrators Association 
Conor Curtin, Boston, MA 
Jack Dillon, Medical Solutions International 
Pamela Elliott, MHA, BSN, McLeod Regional Medical Center 
Gema Gonzalez, U.S. Food and Drug Administration/CDRH/ODE 
Kalub Hahne, PhD, Cook Research Inc. 
Joe Haney, AmeriWater 
Peter F. Haywood, AWAK Technologies 
Steven Hoffman, CBET, Children’s Hospital of Pittsburgh 
Robert Hootkins, MD, PhD, FASN, ESRD Consulting 
Byron Jacobs, CBET, GE Healthcare 
Richard J. Kaestner, Jr., Absolute Water Technologies 
Ted A. Kasparek, Davita 
Kristi Keller, Iredell Health System 
Kendall Larson, Mar Cor Purification 
Robert Levin, Renal Research Institute 
Jo-Ann Maltais, PhD, Maltais Consulting 
Duane Martz, AAEE/MBA, B Braun of America 
John Matthis, MS, MBA, Calgon Carbon Corporation 
Klemens Meyer, MD, Tufts Medical Center 
Thomas Meyer, Medtronic 
Emily Michalak, AAS, BS, Satellite Healthcare 
Paul E. Miller, MD, Dialysis Clinic/Kidney Consultants of Louisiana 
Arulkamar Natarajan, Sidra Medical & Research Center, Qatar 
Glenda Payne, RN, MS, CNN, American Nephrology Nurses Association 
Toshiya Roberts, American Renal Associates 
Joseph Sala, BSc Ed, Mount Sinai Medical Center 
David Schmidt, Mayo Clinic 
Chris Skarzynski, RN, McLeod Regional Medical Center 
Vern S. Taaffe, Reprocessing Products Corporation 
Amanda Tilles, Design Science Consulting  
Denny Treu, BSME, Fresenius Medical Care - NxStage 
Ashish Upadhyay, Boston University – School of Medicine 
Richard A. Ward, PhD, Kidney Disease Program University of Louisville 

 
Alternates: Emily Borst, Design Science Consulting 

Jenalle Brewer, Calgon Carbon Corporation 
 Logan Cabral, AmeriWater 

Martin Crnkovich BSEE, Fresenius Medical Care 
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 Bruce Fife, Reprocessing Products Corporation 
 Anthony Messana, National Renal Administrators Association 
 Mark Pasmore, PhD, Baxter Healthcare 
 Martin Roberts, PhD, AWAK Technologies 
 Ronald Trammell, American Renal Associates 
 Michael Verguldi, Mar Cor Purification 
 Richard Williams, U.S. Food and Drug Administration/CDRH 
  

NOTE—Participation by federal agency representatives in the development of this standard does not constitute 
endorsement by the federal government or any of its agencies. 
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Background of AAMI adoption of ISO 8637-2:2018 

The International Organization for Standardization (ISO) published ISO 8637-2:2018, Extracorporeal systems for 
blood purification—Part 2: Extracorporeal blood circuit for haemodialysers, haemodiafilters and haemofilters as a 
revision of ISO 8638:2010.  The  United  States  is  one  of  the  ISO  members  that  took  an  active  role  in  the  
development  of  this  standard,  which   was   developed   by   ISO   Technical   Committee   150,   Subcommittee   
2,   Cardiovascular   implants   and   extracorporeal systems, to fill a need for safety and performance requirements 
for the extracorporal blood circuit manufactured for single use for haemodialysers, haemodiafilters, and haemofilters. 
The dimensions of the connectors intended for connecting the extracorporeal blood circuit to a haemodialyser, 
haemodiafilter or haemofilter have been revised and specified to ensure compatibility with these devices, as specified 
in ISO 8637-1. The design and dimensions have been selected in order to minimize the risk of leakage of blood and 
ingress of air. Connectors with either fixed or loose locking shells are permitted.  

U.S.  participation in this ISO TC is organized through the U.S. Technical Advisory Group for ISO/TC  150/SC  2, 
administered by the Association for the Advancement of Medical Instrumentation (AAMI). The U.S. TAG for ISO/TC 
150/SC 2 supports the guidance provided in this document.  
 
NOTE  Users of this standard are advised that this document is an AAMI identical adoption of an ISO document and 
that the following international conventions have been carried over to the AAMI publication: 

 British English spelling (e.g. colour instead of color) 
 Use of SI units (e.g. metres instead of feet, Celsius instead of Fahrenheit, etc.) 
 Decimal comma instead of a decimal point (e.g. 1 000,15 instead of 1,000.15) 

 
 
The concepts incorporated in this standard should not be considered inflexible or static. This standard, like any other, 
must be reviewed and updated periodically to assimilate progressive technological developments.  To remain 
relevant, it must be modified as technological advances are made and as new data come to light. 
 
Suggestions for improving this standard are invited. Comments and suggested revisions should be sent to Standards 
Department, AAMI, 901 N. Glebe Road, Suite 300, Arlington, VA 22203. 
 

NOTE Beginning with the ISO foreword on page vii, this American National Standard is identical to ISO 8637-2:2018. 
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