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Special Notes

API publications necessarily address problems of a general nature. With respect to particular circumstances, local, 
state, and federal laws and regulations should be reviewed.

Neither API nor any of API's employees, subcontractors, consultants, committees, or other assignees make any 
warranty or representation, either express or implied, with respect to the accuracy, completeness, or usefulness of the 
information contained herein, or assume any liability or responsibility for any use, or the results of such use, of any 
information or process disclosed in this publication. Neither API nor any of API's employees, subcontractors, 
consultants, or other assignees represent that use of this publication would not infringe upon privately owned rights.

API publications may be used by anyone desiring to do so.  Every effort has been made by the Institute to assure the 
accuracy and reliability of the data contained in them; however, the Institute makes no representation, warranty, or 
guarantee in connection with this publication and hereby expressly disclaims any liability or responsibility for loss or 
damage resulting from its use or for the violation of any authorities having jurisdiction with which this publication may 
conflict.

API publications are published to facilitate the broad availability of proven, sound engineering and operating 
practices. These publications are not intended to obviate the need for applying sound engineering judgment 
regarding when and where these publications should be utilized. The formulation and publication of API publications 
is not intended in any way to inhibit anyone from using any other practices.

Any manufacturer marking equipment or materials in conformance with the marking requirements of an API standard 
is solely responsible for complying with all the applicable requirements of that standard. API does not represent, 
warrant, or guarantee that such products do in fact conform to the applicable API standard.

All rights reserved. No part of this work may be reproduced, translated, stored in a retrieval system, or transmitted by any means, 
electronic, mechanical, photocopying, recording, or otherwise, without prior written permission from the publisher. Contact the 

Publisher, API Publishing Services, 1220 L Street, NW, Washington, DC 20005.

Copyright © 2010 American Petroleum Institute
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Foreword

This multi-part publication consolidates and standardizes calibration procedures for displacement and volumetric tank 
provers used in the metering of petroleum liquids. It provides essential information on the operations involved in 
obtaining a valid, accurate and acceptable prover volume by different calibration methods. Units of measure in this 
publication are in the International System (SI) and United States Customary (USC) units consistent with North 
American industry practices. This section consists of the following four parts:

— Part 1—Introduction to the Determination of the Volume of Displacement and Tank Provers;

— Part 2—Determination of the Volume of Displacement and Tank Provers by the Waterdraw Method of 
Calibration;

— Part 3—Determination of the Volume of Displacement Provers by the Master Meter Method of Calibration;

— Part 4—Determination of the Volume of Displacement and Tank Provers by the Gravimetric Method of 
Calibration.

Throughout this document issues of traceability are addressed by references to the National Institute of Standards 
and Technology (NIST). However, other appropriate national metrology institutes (NMIs) can be referenced.

Nothing contained in any API publication is to be construed as granting any right, by implication or otherwise, for the 
manufacture, sale, or use of any method, apparatus, or product covered by letters patent. Neither should anything 
contained in the publication be construed as insuring anyone against liability for infringement of letters patent.

This document was produced under API standardization procedures that ensure appropriate notification and 
participation in the developmental process and is designated as an API standard. Questions concerning the 
interpretation of the content of this publication or comments and questions concerning the procedures under which 
this publication was developed should be directed in writing to the Director of Standards, American Petroleum 
Institute, 1220 L Street, NW, Washington, DC 20005. Requests for permission to reproduce or translate all or any part 
of the material published herein should also be addressed to the director.

Generally, API standards are reviewed and revised, reaffirmed, or withdrawn at least every five years. A one-time 
extension of up to two years may be added to this review cycle. Status of the publication can be ascertained from the 
API Standards Department, telephone (202) 682-8000. A catalog of API publications and materials is published 
annually by API, 1220 L Street, NW, Washington, DC 20005.

Suggested revisions are invited and should be submitted to the Standards Department, API, 1220 L Street, NW, 
Washington, DC 20005, standards@api.org.
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Chapter 4—Proving Systems
Section 9—Methods of Calibration for Displacement and Volumetric Tank Provers

Part 3—Determination of the Volume of Displacement Provers by the Master Meter 
Method of Calibration

1 Scope
This standard covers the procedures required to determine the field data necessary to calculate a Base Prover 
Volume (BPV) of a field displacement prover by the master meter method of calibration.

2 Normative References

The following referenced documents are indispensable for the application of this document. For dated references, 
only the edition cited applies. For undated references, the latest edition of the referenced document (including any 
amendments) applies. 

API Manual of Petroleum Measurement Standards (MPMS) Chapter 4.2, Displacement Provers

API MPMS Chapter 4.4, Tank Provers

API MPMS Chapter 4.6, Pulse Interpolation

API MPMS Chapter 4.8, Operation of Proving Systems

API MPMS Chapter 4.9.1-2005, Methods of Calibration for Displacement and Volumetric Tank Provers, Part 1— 
Introduction to the Determination of the Volume of Displacement and Tank Provers

API MPMS Chapter 4.9.2-2005, Methods of Calibration for Displacement and Volumetric Tank Provers, Part 2— 
Determination of the Volume of Displacement and Tank Provers by the Waterdraw Method of Calibration

API MPMS Chapter 12.2.3-1998, Calculation of Petroleum Quantities Using Dynamic Measurement Methods and 
Volumetric Correction Factors, Part 3—Proving Reports

API MPMS Chapter 12.2.5-2001, Calculation of Petroleum Quantities Using Dynamic Measurement Methods and 
Volumetric Correction Factors, Part 5—Base Prover Volume Using Master Meter Methods

NOTE   For readability, references to API Manual of Petroleum Measurement Standards are abbreviated as API MPMS. 
Reference to parts of chapters will follow the convention of “Chapter.Section.Part.Subpart”. For example, this standard, American 
Petroleum Institute Manual of Petroleum Measurement Standards, Chapter 4, Section 9, Part 3, would be called API MPMS
Chapter 4.9.3.

3 Terms and Applications

3.1 Terms

No definitions are unique to this document. Unfamiliar terms not explained in adjoining text are found in the 
publications listed in Section 2 and the Bibliography, chiefly API MPMS Ch. 1, API MPMS Ch. 4.9.1, and API MPMS
Ch. 12.2.
1
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3.2 Applications

3.2.1 General

API MPMS Ch. 4.9.1 is the introduction and discusses the provers, master meters, related equipment and general 
troubleshooting applicable to all the different methods of prover calibration. Information contained in API MPMS Ch. 
4.9.1 is not repeated in this standard. Detailed calculation procedures are not included in this standard. The reader is 
referred to the latest edition of the API MPMS Ch. 12.2.5 for the complete calculation details applicable to this 
standard. Accordingly, API MPMS Ch. 4.9.1, API MPMS Ch. 4.9.3, and API MPMS Ch. 12.2.5 together are needed to 
conduct a calibration of a displacement prover by the master meter method.

The technique used to calibrate the master meter introduces various levels of uncertainty into the petroleum 
measurement hierarchy. While this does not necessarily mean the master meter method is less accurate than other 
methods, the calibration chain is longer than that of a direct method.

A prover calibration is initially performed at the manufacturing plant after the field prover is built and often again after it 
has been installed at the operating facility. From this time forward, periodic calibrations occur. See API MPMS Ch. 4.8 
and API MPMS Ch. 4.9.1 for more discussion on the necessity for and frequency of subsequent field prover 
calibrations.

3.2.2 Applicable Liquids

Performing a prover calibration requires a liquid as a medium. This standard applies to liquids that for all practical 
purposes are considered to be clean, single-phase, homogeneous, and Newtonian at metering conditions. The 
application of this standard is limited to liquids for which API MPMS Ch. 11.1 is applicable and water. To accomplish 
this, the density of a liquid shall be determined by the appropriate technical standard, by use of the proper density 
correlation or by use of the correct equations of state.

3.2.3 Base Conditions

Historically the measurement of some liquids for custody transfer and process control has been stated in volume units 
at base conditions. The base conditions for the measurement of liquids such as crude petroleum and its liquid 
products having a vapor pressure equal to or less than atmospheric at base temperature are indicated in Table 1. 

For fluids, such as liquid hydrocarbons, having a vapor pressure greater than atmospheric pressure at base 
temperature, the base pressure shall be the equilibrium vapor pressure at base temperature. For liquid applications, 
base conditions may change from one country to the next due to governmental regulations. Therefore, it is necessary 
that the base conditions be identified and specified for standardized volumetric flow measurement.

3.2.4 Applicable Provers

The field prover shall be a displacement prover; this standard shall not apply to a field tank prover. The master prover 
may be a displacement or tank prover. Volume of the master prover shall be established in accordance with any 
approved API MPMS direct method. Volume of the master prover shall not be established by the Master Meter 
Method because the calibration chain is longer using the Master Meter Method.

Table 1—Base Conditions

Pressure Temperature

USC units 14.696 psia 60 °F 

SI units 101.325 kPa 15 °C
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