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This Australian Standard was prepared by Committee CH-001, Laboratory 
Glassware and Related Apparatus. It was approved on behalf of the Council of 
Standards Australia on 29 November 2002 and published on 14 February 2003. 
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Keeping Standards up-to-date 

Standards are living documents which reflect progress in science, technology and 
systems. To maintain their currency, all Standards are periodically reviewed, and 
new editions are published. Between editions, amendments may be issued. 
Standards may also be withdrawn. It is important that readers assure themselves 
they are using a current Standard, which should include any amendments which 
may have been published since the Standard was purchased. 

Detailed information about Standards can be found by visiting the Standards 
Australia web site at www.standards.com.au and looking up the relevant Standard 
in the on-line catalogue. 

Alternatively, the printed Catalogue provides information current at 1 January each 
year, and the monthly magazine, The Australian Standard, has a full listing of 
revisions and amendments published each month. 

We also welcome suggestions for improvement in our Standards, and especially 
encourage readers to notify us immediately of any apparent inaccuracies or 
ambiguities. Contact us via email at mail@standards.com.au, or write to the Chief 
Executive, Standards Australia International Ltd, GPO Box 5420, Sydney, NSW 
2001. 

 

This Standard was issued in draft form for comment as DR 01225.
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PREFACE 

This Standard was prepared by the Standards Australia Committee CH-001, Laboratory 

Glassware and Related Apparatus to supersede AS 2164—1995, Laboratory glassware—

One-mark volumetric flasks. This edition is based on ISO 1042:1998, Laboratory 

glassware—One-mark volumetric flasks. This Standard differs from ISO 1042 in that it 

refers to AS 2162 for information on verification and use, and requires markings 

appropriate to the type of glass used. 

The objective of this Standard is to provide a specification for one-mark volumetric flasks 

required for general use in laboratories 

This Standard varies from the previous edition in that the dimensions of the complete range 

of flasks now conform with those of ISO 1042:1998. This edition includes the addition of 

flasks with capacities of 1, 2, 20 and 5000 mL. It also includes flasks with conical body 

shape and flasks with a wider neck. 

 

A
cc

es
se

d 
by

 M
O

N
A

S
H

 U
N

IV
E

R
S

IT
Y

 L
IB

R
A

R
Y

 o
n 

16
 J

un
 2

01
5 

(D
oc

um
en

t c
ur

re
nc

y 
no

t g
ua

ra
nt

ee
d 

w
he

n 
pr

in
te

d)

Full document details: AS 2164-2003

http://www.avadocuments.com/doc/as-2164-2003
http://www.avadocuments.com/doc/as-2164-2003


 3 AS 2164—2003 

 

 

CONTENTS 

   Page 

FOREWORD ..............................................................................................................................4 

 1 SCOPE ........................................................................................................................5 

 2 REFERENCED DOCUMENTS ..................................................................................5 

 3 DEFINITIONS ............................................................................................................5 

 4 CLASSES OF ACCURACY .......................................................................................5 

 5 SERIES OF CAPACITIES ..........................................................................................5 

 6 MENISCUS.................................................................................................................6 

 7 ACCURACY...............................................................................................................6 

 8 CONSTRUCTION ......................................................................................................6 

 9 GRADUATION LINE.................................................................................................9 

 10 MARKING..................................................................................................................9 

 11 VISIBILITY OF GRADUATION LINE, FIGURES AND INSCRIPTIONS.............10 

 

A
cc

es
se

d 
by

 M
O

N
A

S
H

 U
N

IV
E

R
S

IT
Y

 L
IB

R
A

R
Y

 o
n 

16
 J

un
 2

01
5 

(D
oc

um
en

t c
ur

re
nc

y 
no

t g
ua

ra
nt

ee
d 

w
he

n 
pr

in
te

d)

Full document details: AS 2164-2003

http://www.avadocuments.com/doc/as-2164-2003
http://www.avadocuments.com/doc/as-2164-2003


AS 2164—2003 4 

 

FOREWORD 

Volumetric flasks together with analytical balances are the fundamental tools for the 

preparation of volumetric standard solutions – the basis of chemical analysis. The design of 

narrow-necked class A volumetric flasks has been optimized to achieve the fewest possible 

permitted errors. 

With the increasing popularity of piston-operated pipettors, there is market pressure for the 

manufacture of volumetric flasks with wider necks so that pipettor tips may be inserted to 

remove solution directly. Wide-necked flasks will of necessity be of lower accuracy than 

the corresponding capacities of narrow-necked flasks and the insertion of any extraneous 

device may introduce other errors. 

It is therefore recommended that narrow-necked class A volumetric flasks are used for the 

production of standard solutions and where necessary, a suitable quantity should be poured 

into an intermediate vessel into which the pipettor tip may be introduced. 

In accordance with good laboratory practice, only narrow-necked class A volumetric flasks 

conforming to this Standard should be used for precise analytical purposes. 
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