
Microbiology of food, animal feed and water 
— Preparation, production, storage and 
performance testing of culture media (ISO 
11133:2014, MOD)

AS 5140:2022

Full document details: AS 5140-2022

http://www.avadocuments.com/doc/as-5140-2022
http://www.avadocuments.com/doc/as-5140-2022


AS 5140:2022

ISBN 978 1 76113 988 8

This Australian Standard ® was prepared by FT-035, Food Microbiology. It was approved 
on behalf of the Council of Standards Australia on 22 November 2022.
This Standard was published on 2 December 2022.

The following are represented on Committee FT-035:
ACT Health Directorate
Australian Society for Microbiology
CSIRO
Dairy Industry Association of Australia
Department of Agriculture, Fisheries and Forestry
Department of Health (TAS)
Meat and Livestock Australia
National Association of Testing Authorities Australia
National Measurement Institute
PathWest Laboratory Medicine WA
Queensland Health Forensic and Scientific Services
The University of Melbourne
Victorian Department of Health

Additional Interests
Australian Water Association
Chemistry Australia
NSW Health
Queensland University of Technology
Victorian Water Industry Association
Water NSW
Water Services Association of Australia

This Standard was issued in draft form for comment as DR AS 5140:2022.

Keeping Standards up-to-date
Ensure you have the latest versions of our publications and keep up-to-date about 
Amendments, Rulings, Withdrawals, and new projects by visiting:  
www.standards.org.au

Full document details: AS 5140-2022

http://www.standards.org.au
http://www.avadocuments.com/doc/as-5140-2022
http://www.avadocuments.com/doc/as-5140-2022


Microbiology of food, animal 
feed and water — Preparation, 
production, storage and 
performance testing of culture 
media (ISO 11133:2014, MOD)

AS 5140:2022

COPYRIGHT
© ISO 2022 — All rights reserved 
© Standards Australia Limited 2022
All rights are reserved. No part of this work may be reproduced or copied in any 
form or by any means, electronic or mechanical, including photocopying, without the 
written permission of the publisher, unless otherwise permitted under the Copyright 
Act 1968 (Cth).

Originated as AS 5140:2017.
Second edition 2022.

Full document details: AS 5140-2022

http://www.avadocuments.com/doc/as-5140-2022
http://www.avadocuments.com/doc/as-5140-2022


ii

Preface

This Standard was prepared by the Standards Australia Committees FT-035, Food Microbiology, and 
FT-020 Water Microbiology, to supersede AS 5140:2017, Microbiology of food, animal feed and water — 
Preparation, production, storage and performance testing of culture media (ISO 11133:2014, MOD).

The objective of this document is to define terms related to quality assurance of culture media and to 
specify the requirements for the preparation of culture media intended for the microbiological analysis 
of food, animal feed, and samples from the food or feed production environment as well as all kinds of 
water intended for consumption or used in food production.

These requirements are applicable to all categories of culture media prepared for use in laboratories 
performing microbiological analyses.

This document also sets out criteria and describes methods for the performance testing of culture 
media. This document is applicable to end users of ready-to-use media and to producers such as —

(a)	 commercial bodies producing and/or distributing ready-to-use or semi-finished reconstituted or 
dehydrated media;

(b)	 non-commercial bodies supplying media to third parties; and

(c)	 microbiological laboratories preparing culture media for their own use.

This document is an adoption with national modifications, and has been reproduced from, 
ISO  11133:2014, Microbiology of food, animal feed and water — Preparation, production, storage and 
performance testing of culture media, and its Amendment No.1 (2018) and Amendment No.2 (2020), 
which have been added at the end of the source text.

Appendix ZZ lists the variations to ISO 11133:2014 for the application of this document in Australia.

As this document has been reproduced from an International Standard, the following applies:

(i)	 In the source text “this International Standard” should read “this document”.

(ii)	 A full point substitutes for a comma when referring to a decimal marker.

Australian or Australian/New Zealand Standards that are identical adoptions of international 
normative references may be used interchangeably. Refer to the online catalogue for information on 
specific Standards.

The terms “normative” and “informative” are used in Standards to define the application of the 
appendices or annexes to which they apply. A “normative” appendix or annex is an integral part of a 
Standard, whereas an “informative” appendix or annex is only for information and guidance.
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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out 
through ISO technical committees. Each member body interested in a subject for which a technical 
committee has been established has the right to be represented on that committee. International 
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. 
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of 
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are 
described in the ISO/IEC Directives, Part 1.In particular the different approval criteria needed for the 
different types of ISO documents should be noted.This document was drafted in accordance with the 
editorial rules of the ISO/IEC Directives, Part 2​.www​.iso​.org/​directives

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. ISO shall not be held responsible for identifying any or all such patent rights.Details of 
any patent rights identified during the development of the document will be in the Introduction and/or 
on the ISO list of patent declarations received​.www​.iso​.org/​patents

Any trade name used in this document is information given for the convenience of users and does not 
constitute an endorsement.

For an explanation on the meaning of ISO specific terms and expressions related to conformity 
assessment, as well as information about ISO's adherence to the WTO principles in the Technical 
Barriers to Trade (TBT) see the following URL:  Foreword - Supplementary information

The committee responsible for this document is ISO/TC  34, Food products, Subcommittee SC  9, 
Microbiology, in collaboration with Technical Committee ISO/TC 147 Water quality, Subcommittee SC 4, 
Microbiological methods.

This first edition of ISO 11133 replaces the second edition of ISO/TS 11133-1 (ISO/TS 11133-1:2009) 
and the first edition ofISO/TS 11133-2:2003, which have been technically revised. It also incorporates 
the Amendment ISO/TS  11133-2:2003/Amd.1:2011. In particular, it also includes requirements for 
microbiology media for water testing. It supersedes ISO 9998:1991.

This corrected version of ISO 11133:2014 incorporates the following corrections:

—	 In Annex E

Selective media for enumeration of microorganisms

—	 DG18 column Incubation: d was replaced with days;

—	 EC column control strain: £ was deleted after Pseudomonas;

—	 mCCDA: d was deleted after both species of Campylobacter; b was added after 000156;

—	 mCCDA: the criteria "Total or partial inhibition (0-1)" was added to the control stain E. coli 
and "Total inhibition (0)" was added to S. aureus;

—	 TSC: the row with Pseudomonas aeruginosa and the WDCM number 00025 was deleted.

Selective enrichment media 

—	 Bolton productivity: the cocktails of control strains were split into 2 separate cells;

—	 EE: d was added before i, after both stains of Salmonella;

—	 ITC: a new cocktail of strains was introduced for Productivity;

—	 PBS selectivity: b was added after 00025;
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—	 RVS Productivity: added d to E. coli. 

Non-selective liquid media

—	 mCCDA: d was deleted after both species of Campylobacter; b was added after 000156;

—	 mCCDA column Characteristic reactions: "colonies" was added after "moist";

—	 PEMBA lane productivity: i was deleted after "good growth (2)"; 

—	 Media TCBS was added after TBX;

—	 VRBG: one Salmonella Typhimurium was replaced by Salmonella Enteritidis WDCM 00030 
and d,i was added to both Salmonella;

Non-selective isolation media

—	 Nutrient agar: the WDCM numbers were inverted between S.  Typhimurium and S. 
Enteritidis;

—	 TSYEA: name and WDCM were corrected to Listeria monocytogenes 4b WDCM 00021b;

Multipurpose media

—	 Pre-enrichment for Enterobacteriaceae: added d to both Salmonella and deleted "or" 
between the 2 WDCM numbers.

Reference media for enumeration of microorganisms

—	 TSA: deleted "Escherichiacoli O157:H7 WDCM 00014 (non-toxigenic)";

—	 SDA: added WDCM number 00053b to Aspergillus;

—	 In Annex F

Selective media for enumeration of microorganisms by comparing with a non-selective reference 
medium

—	 Colilert was replaced by Colilert-18 and the WDCM number 00207 was replaced by 00024.

Selective media for enumeration of microorganisms by comparing with a previously accepted batch 
(for use in special cases)

—	 Colilert was replaced by Colilert-18 and the WDCM number 00207 was replaced by 00024;

—	 Lactose TTC: a line was added between Enterococcus faecalis and Pseudomonas aeruginosa 
and the WDCM number corresponding.

Selective enrichment media 

—	 Bolton/Preston Productivity: cocktails of control strains were split in 2 separate cells;

Non-selective liquid media 

—	 "Saline salt" was replaced by "Saline solution", and a b was added after 00034; 

—	 mCCDA: d was deleted after both species of Campylobacter; b was added after 000156.
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Introduction

In laboratories carrying out microbiological examinations, the main objectives are to maintain, 
resuscitate, grow, detect and/or enumerate a wide variety of microorganisms. Culture media are used 
in all traditional microbiological culture techniques and also for many alternative techniques. Many 
formulae of culture media are commercially available and many more, designed for specific growth 
purposes, are described in the literature.

Many tests and procedures depend upon culture media being capable of providing consistent and 
reproducible results. The requirements for media may be specific to both the sample and the organisms 
to be detected. Culture media meeting established performance criteria are therefore a pre-requisite 
for any reliable microbiological work. Sufficient testing should be carried out to demonstrate

a)	 the acceptability of each batch of medium,

b)	 that the medium is "fit for purpose", and

c)	 that the medium can produce consistent results.

These three criteria are an essential part of internal quality control procedures and, with appropriate 
documentation, will permit effective monitoring of culture media and contribute to the production of 
both accurate and reliable data. For reliable microbiological analysis it is essential to use culture media 
of proven quality. For all media described in standard methods it is essential to define the minimum 
acceptance criteria required to ensure their reliability. It is recommended that in the determination 
of the performance characteristics of a culture medium tests are carried out that conform with this 
International Standard.

The establishment of widely accepted minimum performance criteria for media should lead to products 
with more consistent quality and thus reduce the extent of testing necessary in the user’s laboratory.

In addition the acceptance criteria measured by the methods defined in this International Standard 
can be used by all microbiological laboratories to evaluate the productive, selective and/or elective 
properties of a culture medium.

In the microbiological analysis of food, animal feed and water, the requirements of this International 
Standard have precedence in the assessment of culture media quality.
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Australian Standard®

Microbiology of food, animal feed and water — Preparation, 
production, storage and performance testing of culture media (ISO 
11133:2014, MOD)

1 Scope

This International Standard defines terms related to quality assurance of culture media and specifies 
the requirements for the preparation of culture media intended for the microbiological analysis of food, 
animal feed, and samples from the food or feed production environment as well as all kinds of water 
intended for consumption or used in food production.

These requirements are applicable to all categories of culture media prepared for use in laboratories 
performing microbiological analyses.

This International Standard also sets criteria and describes methods for the performance testing of 
culture media. This International Standard applies to producers such as:

—	 commercial bodies producing and/or distributing ready-to-use or semi-finished reconstituted or 
dehydrated media;

—	 non-commercial bodies supplying media to third parties;

—	 microbiological laboratories preparing culture media for their own use.

2 Normative references

The following documents, in whole or in part, are normatively referenced in this document and are 
indispensable for its application. For dated references, only the edition cited applies. For undated 
references, the latest edition of the referenced document (including any amendments) applies.

ISO 6887-1, Microbiology of food and animal feed — Preparation of test samples, initial suspension and 
decimal dilutions for microbiological examination — Part 1: General rules for the preparation of the initial 
suspension and decimal dilutions

ISO 6887-2, Microbiology of food and animal feed — Preparation of test samples, initial suspension and 
decimal dilutions for microbiological examination — Part 2: Specific rules for the preparation of meat and 
meat products

ISO 6887-3, Microbiology of food and animal feed — Preparation of test samples, initial suspension and 
decimal dilutions for microbiological examination — Part 3: Specific rules for the preparation of fish and 
fishery products

ISO  6887-4, Microbiology of food and animal feed  — Preparation of test samples, initial suspension 
and decimal dilutions for microbiological examination  — Part  4: Specific rules for the preparation of 
miscellaneous products

ISO 6887-5, Microbiology of food and animal feeding stuffs — Preparation of test samples, initial suspension 
and decimal dilutions for microbiological examination — Part 5: Specific rules for the preparation of milk 
and milk products

ISO 6887-6, Microbiology of food and animal feed — Preparation of test samples, initial suspension and 
decimal dilutions for microbiological examination — Part 6: Specific rules for the preparation of samples 
taken at the primary production stage

ISO 7704, Water quality — Evaluation of membrane filters used for microbiological analyses

ISO  7218, Microbiology of food and animal feeding stuffs  — General requirements and guidance for 
microbiological examinations
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ISO 8199, Water quality — General guidance on the enumeration of micro-organisms by culture

3 Terms and definitions

For the purposes of this document, the following terms and definitions apply.

NOTE 1 This clause gives the general definitions relating to quality assurance of culture media and provides 
terminology relating to performance testing, culture media and test microorganisms.

NOTE 2 Tables E.2 and F.2 give explanations of media name abbreviated terms.

3.1 General terms and definitions

3.1.1
quality control
part of quality management focused on fulfilling quality requirements

Note 1 to entry: See Reference [1].

3.1.2
batch of culture medium
lot of culture medium
homogeneous and fully traceable unit of a medium referring to a defined amount of bulk, semi-finished 
product or end product, which is consistent in type and quality and which has been produced within 
one defined production period, having been assigned the same batch (or lot) number

3.1.3
chromogenic substrate
fluorogenic substrate
substrate containing a chromophore/fluorophore group and a substrate utilizable by bacteria or fungi

Note 1 to entry: After splitting the chromogenic/fluorogenic substrate, the chromophore/fluorophore is released 
and a coloured/fluorescent end product becomes visible/can be detected using an ultraviolet (UV) lamp.

3.2 Terminology of performance testing

3.2.1
performance of culture medium
response of a culture medium to challenge by test organisms under defined conditions

3.2.2
target microorganism
microorganism or group of microorganisms to be detected or enumerated

3.2.3
non-target microorganism
microorganism that is suppressed by the medium and/or conditions of incubation or does not show 
expected characteristics of the target microorganism

3.2.4
productivity of culture medium
level of recovery of a target microorganism from the culture medium under defined conditions

3.2.5
selectivity of culture medium
degree of inhibition of a non-target microorganism on or in a selective culture medium under defined 
conditions

AS 5140:2022
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3.2.6
electivity of culture medium
specificity of culture medium
demonstration, under defined conditions, that non-target microorganisms do not show the same visual 
characteristics as target microorganisms

3.3 Terminology of culture media

3.3.1
culture medium
formulation of substances, in liquid, semi-solid or solid form, which contain natural and/or 
synthetic constituents intended to support the multiplication, (with or without inhibition of certain 
microorganisms), identification or preservation of viability of microorganisms

Note 1 to entry: When used in connection with compound words, this term is often shortened to read "medium" 
(e.g. enrichment medium).

3.3.2 Culture media classified by composition

3.3.2.1
chemically defined medium
culture medium consisting only of chemically defined constituents of known molecular structure and 
degree of purity

3.3.2.2
chemically undefined or partially undefined medium
culture medium consisting entirely or partly of natural materials, processed or otherwise, the chemical 
composition of which is not completely defined

Note 1 to entry: Harmonized designations for various chemically undefined components used in culture media 
are specified in Annex A.

3.3.2.3
chromogenic culture medium
fluorogenic culture medium
culture medium containing one or more chromogenic/fluorogenic substrates

Note  1  to  entry:  Chromogenic culture media facilitate the identification of bacteria or fungi by means of 
defined colour and morphological characteristics (culture medium typical growth). Fluorogenic media require 
visualization using a UV lamp. The biochemical reaction products, which are necessary for the efficiency of 
chromogenic/fluorogenic culture media, are normally the result of the enzymatic activity of certain organisms, 
which in turn depends greatly on the precise maintenance of specific conditions (e.g. temperature, pH value, 
concentrations of substrate).

3.3.3 Culture media classified by physical consistency

3.3.3.1
liquid medium
culture medium consisting of an aqueous solution of one or more constituents, such as peptone water 
and nutrient broth

Note  1  to entry:  In some cases, solid particles are added to the liquid culture medium, such as cooked meat 
medium.

Note 2 to entry: Liquid media in tubes, flasks or bottles are commonly called “broths”.
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3.3.3.2
solid medium
semi-solid medium
liquid medium containing solidifying substances (e.g. agar-agar, gelatin) in different concentrations

Note 1 to entry: Due to the worldwide use of media solidified with agar-agar, the shortened term “agar” is often 
used synonymously for solid media and therefore in connection with nouns, e.g. “Plate Count agar”.

Note 2 to entry: Solid media poured into Petri dishes are commonly called “plates”. Solid media poured into tubes 
or small bottles that are kept in slanted positions while the media are solidifying are often called “slants” or 
“slopes”. If the medium is dispensed to fill the bottom of the container, this forms a “butt”.

3.3.4 Culture media classified according to their use

3.3.4.1
transport medium
medium designed to preserve and maintain the viability of microorganisms whilst minimising 
numerical change in the time period between sample collection and laboratory processing of the sample

EXAMPLE	 Stuart or Amies transport medium

3.3.4.2
preservation medium
medium designed to preserve and maintain the viability of microorganisms over an extended period, 
to protect them against the adverse influences which may occur during long-term storage and to allow 
recovery after this period

EXAMPLE	 Dorset egg medium, nutrient agar slopes

3.3.4.3
diluent medium
suspension medium
medium designed to separate microorganisms from a solid test product into a liquid phase and/or to 
reduce their concentration by dilution without multiplication or inhibition during the time of contact

EXAMPLE	 Peptone salt solution

3.3.4.4
resuscitation medium
medium enabling stressed and damaged microorganisms to repair and recover their capacity for 
normal growth without necessarily promoting their multiplication

EXAMPLE	 Buffered peptone water

Note 1 to entry: A resuscitation medium may also be used as a pre-enrichment medium, e.g. buffered peptone 
water.

3.3.4.5
pre-enrichment medium
enrichment medium
generally liquid medium which, due to its composition, provides particularly favourable conditions for 
multiplication of microorganisms

EXAMPLE	 Tryptone soya broth

3.3.4.5.1
selective enrichment medium
enrichment medium that allows the multiplication of specific microorganisms whilst partially or totally 
inhibiting the growth of other microorganisms

EXAMPLE	 Rappaport-Vassiliadis soya peptone medium(RVS)
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3.3.4.5.2
non-selective enrichment medium
enrichment medium that allows the growth of a wide variety of microorganisms

EXAMPLE	 Brain heart infusion broth

3.3.4.6
isolation medium
solid or semi-solid medium that allows the growth of microorganisms

3.3.4.6.1
selective isolation medium
isolation medium that allows growth of specific target microorganisms, while inhibiting, totally or 
partially, other microorganisms

EXAMPLE	 Modified charcoal cefoperazone deoxycholate agar (mCCD agar)

3.3.4.6.2
non-selective isolation medium
isolation medium that is not intended to selectively inhibit microorganisms

EXAMPLE	 Nutrient agar

3.3.4.6.3
chromogenic selective culture medium
fluorogenic selective culture medium
chromogenic/fluorogenic culture medium that also contains selective compounds which inhibit, totally 
or partially, accompanying flora occurring in test materials and thus support the precise detection of 
target microorganisms

EXAMPLE	 TBX agar, MUG/EC medium

3.3.4.7
differential medium
characterization medium
medium that permits the testing of one or more physiological/biochemical characteristics of the 
microorganisms for their identification

EXAMPLE	 TBX agar, Lactose agar with tergitol 7 and TTC

Note 1 to entry: Differential media that can be used as isolation media are referred to as isolation/differential 
media, e.g. Xylose lysine deoxycholate (XLD) agar, lactose TTC agar.

3.3.4.8
identification medium
medium designed to produce a specific identification reaction which usually does not require any 
additional confirmatory test

EXAMPLE	 Bile aesculin azide agar

3.3.4.9
enumeration medium
selective or non-selective culture medium that enables a quantification of the microorganisms

EXAMPLE	 Baird-Parker agar, Yeast extract agar

Note  1  to  entry:  An enumeration medium may include the properties of a resuscitation and/or enrichment 
medium.

3.3.4.10
confirmation medium
medium that contributes to the identification or characterization of the microorganism following a 
preliminary resuscitation and/or enrichment and/or isolation step
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EXAMPLE	 Kligler iron agar

3.3.4.11
medium containing neutralisers
transport medium, dilution medium or culture medium containing neutralizing ingredients to 
inactivate detergents/disinfectants or other biocidal agents

3.3.4.12
medium having multiple uses
medium assigned to several categories

EXAMPLE	 Blood agar is a resuscitation medium according to 3.3.4.4, an isolation medium according to 
3.4.4.6 and a differential medium according to 3.3.4.7 used for detection of haemolysis. Buffered peptone water is 
a diluent according to 3.3.4.3 and a pre-enrichment medium according to 3.3.4.5.

3.3.4.13
reference medium
medium, usually non-selective, for comparative evaluation of performance independent of the medium 
under test and demonstrated to be suitable for control use

EXAMPLE	 Tryptone soya agar (TSA)

3.3.5 Culture media classified according to preparation method

3.3.5.1
ready-to-use medium
liquid, solid or semi-solid medium that is supplied in plates, bottles, tubes or other containers, in ready-
to-use form or ready-to-use after remelting or ready-to-use after remelting and supplementing

3.3.5.1.1
finished culture medium
medium in a form that is ready for inoculation

3.3.5.1.2
ready-to-use medium after remelting
medium to be remelted, for instance for use in the pour-plate technique or to be poured into Petri dishes

3.3.5.1.3
ready-to-use medium after remelting and supplementing
medium to be remelted, supplemented and dispensed before use (incomplete ready-to-use medium)

EXAMPLE	 Tryptose sulphite cycloserine (TSC) agar, Baird- Parker or Rabbit Plasma Fibrinogen (RPF) agar

3.3.5.2
medium prepared from commercially dehydrated formulations
medium in dry form which requires rehydration and processing before use, resulting in one of two 
kinds of media: 

—	 a complete medium;

—	 an incomplete medium to which supplements are added before use

EXAMPLE	 Powders, compacted granules, lyophilized products

3.3.5.3
medium prepared from individual components
medium produced by a microbiology laboratory entirely from its individual ingredients
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3.4 Terminology for test microorganisms

3.4.1
test organism
microorganism generally used for performance testing of culture media

Note 1 to entry: Test organisms are further defined according to their source (see 3.4.2 to 3.4.7).

3.4.2
reference strain
microorganism obtained directly from a reference culture collection, i.e. a culture collection, which is 
a member of the World Federation of Culture Collections (WFCC) or the European Culture Collections' 
Organisation (ECCO), and defined to at least the genus and species level, catalogued and described 
according to its characteristics and preferably originating from food, animal feed, the food or feed 
production environment or water as applicable

3.4.3
reference stock
set of separate identical cultures obtained by a single subculture from the reference strain either in the 
laboratory or from a supplier

3.4.4
stock culture
primary subculture from a reference stock

3.4.5
working culture
subculture from a reference stock or stock culture or a reference material, certified or not

3.4.6
reference material
RM
material containing a quantity of revivable microorganisms, sufficiently homogenous and stable with 
respect to quantity of revivable microorganisms, which has been established to be fit for its intended 
use in a measurement process

Note 1 to entry: See Reference [3].

3.4.7
certified reference material
CRM
reference material characterized by a metrologically valid procedure for the quantity of revivable 
microorganisms, accompanied by a certificate that provides the value of the specified quantity of 
revivable microorganisms, its associated uncertainty and a statement of metrological traceability

Note 1 to entry: See Reference [3].

4 Quality assurance management

4.1 Documentation

4.1.1 Documentation from manufacturer or producer

The following information shall be available from the manufacturer or producer (commercial or non-
commercial bodies supplying media to third parties):

—	 name of the medium, individual components and any supplements and, if possible, their product 
codes;

—	 technical data sheet, e.g. formulation, intended use, filling quantity if applicable, references;
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—	 safety and/or hazard data where needed;

—	 batch number;

—	 target pH of the complete medium;

—	 storage information and expiry date;

—	 assigned shelf-life;

—	 quality control certificate showing test organisms used and results of performance testing with 
criteria of acceptance.

4.1.2 Delivery acceptance of products

For each batch of product (ingredient or culture medium), check the following:

—	 identification of the product;

—	 integrity of packaging;

—	 expiry date of the product;

—	 documentation supplied;

—	 number of units received.

Record the date of receipt.

4.2 Storage

4.2.1 General

In all cases, follow the manufacturer’s instructions.

4.2.2 Quality management and product control of dehydrated media and supplements

Media are delivered as dehydrated powders or in compacted granular form in sealed containers. 
Supplements of different selective or diagnostic substances are supplied in either the lyophilized, 
powder or liquid state. Purchases should be planned to encourage a regular turnover of stock (i.e. first 
in, first out). When a new container is opened

—	 check the seal,

—	 record date of first opening, and

—	 visually assess the contents of opened containers.

After opening a new container, the quality of the medium will depend on the storage environment. Loss 
of quality of dehydrated media is shown by change in flow characteristics of the product, homogeneity, 
caking, colour changes etc. Any dehydrated medium that has absorbed moisture or shows obvious 
changes in physical appearance shall be discarded.

When a bottle of dehydrated medium is opened, date the container and indicate a maximum storage 
time.
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4.3 Laboratory preparation of media

4.3.1 General

The accurate preparation of culture media is one of the fundamental steps to ensure the integrity of 
microbiological examination and it shall be given special care.

Respect good laboratory practice and the manufacturer’s instructions regarding the handling of 
dehydrated media and other components, particularly those containing hazardous materials i.e. bile 
salts, sodium azide, antibiotics or other selective agents.

When media are prepared from dehydrated commercial formulations, follow the manufacturer’s 
instructions precisely. Document all relevant data, e.g. code, lot number, mass/volume, pH, date of 
preparation, sterilization conditions, operator.

For media prepared from individual components, follow the formulation precisely. Record all details 
as before and, in addition, the full identity (i.e. code, lot number and expiry date if available) of all the 
components used.

Annex D gives an example of a record card for this information.

4.3.2 Quality of basic medium components

Formulation of basic media components is described in the specific International Standards (see the 
Bibliography). When available, the molecular mass and the CAS1) number of a chemical substance 
should be stated in the formulation.

It is sometimes the case that a particular ingredient (for example those listed below) specified in the 
formulation has to be modified to achieve constant and consistent performance of the medium.

—	 peptones and meat or yeast extracts variable in their nutritive properties;

—	 agar variable in its gelling properties;

—	 buffering substances;

—	 bile salts, bile extract and deoxycholate, antibacterial dyes, depending on their selective properties;

—	 indicator dyes;

—	 antibiotics, depending on their activity and interactions with other ingredients.

NOTE On an industrial scale, manufacturers usually state that the formulation will be optimized to meet the 
required performance criteria. It is common practice to first select the ingredient, then adjust the concentration 
between lots to achieve the same performance and to minimize batch-to-batch variations.

4.3.3 Water

For the preparation of culture media, use only purified water, i.e. distilled, demineralized, deionized or 
produced by reverse osmosis, or of equivalent quality free from substances likely to inhibit or influence 
the growth of the microorganisms under the test conditions e.g. traces of chlorine, traces of ammonia 
and traces of metal ions.

The purified water shall be stored in tightly closed containers made from an inert material (neutral 
glass, polyethylene, etc.) which shall be free from all inhibitory substances. It is however recommended 
that the water is used as soon as produced.

1)	  CAS Number/CAS Registry Number: a unique numerical identifier of the Chemical Abstracts Service (CAS) for 
chemical elements, compounds, polymers, biological sequences, mixtures and alloys.
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Microbial contamination should not exceed 103 colony forming units (cfu) /ml and preferably be 
below  102  cfu /ml. Microbial contamination should be regularly monitored according to ISO  6222[4] 
with an incubation at 22 °C ± 1 °C for 68 h ± 4 h or using an equivalent method.

NOTE Water which has been passed through an ion exchanger (demineralized) can have a very high 
microorganism content; it is therefore advised not to use this process without checking the microbial content of 
the water. Consult the manufacturer in order to find out the best means of minimising microbial contamination. 
Highly contaminated demineralized water, even sterilized by filtration, can still contain substances that are 
inhibitory for the growth of certain microorganisms.

The conductivity of water used in the laboratory shall be no more than 25  µScm−1 (equivalent to a 
resistivity  ≥  0,04 MΩ  cm) and preferably below 5  µScm−1 (grade 3 water, see ISO  3696[5]) at 25  °C, 
unless otherwise required by design. The conductivity of the water should be checked before use.

4.3.4 Weighing and rehydration

Following the appropriate safety precautions, carefully weigh the required amount of dehydrated 
medium or individual ingredients and progressively mix with the required amount of water to avoid 
formation of lumps. Use a balance of sufficient discrimination; the maximum permissible errors should 
be 1 % or better, as given in ISO 7218 and ISO 8199. Unless otherwise stated, the ingredients are added 
to the volume of water specified, rather than making up to that volume.

4.3.5 Dissolution and dispersion

Dehydrated media need rapid dispersion by instant and repeated or continuous stirring followed by 
heating, if necessary, to dissolve. Media containing agar should be allowed to soak for several minutes 
before heating with mixing to dissolve and then dispensing if necessary before autoclaving. Avoid over-
heating the medium.

4.3.6 Measurement and adjustment of pH

Measure the pH using a pH meter and adjust before sterilization if necessary, so that after sterilizing 
and cooling to 25  °C the medium is at the required pH  ±  0,2  pH units, unless otherwise stated. The 
adjustment is normally carried out using a sodium hydroxide solution of approximately  40  g/l 
[c  (NaOH) = 1 mol/l] or dilute hydrochloric acid of approximately 36,5 g/l [c  (HCl) about 1 mol/l]. If 
adjustment is performed after sterilization, use a sterilized solution. Additional information on pH 
measurement is given in ISO 7218 and ISO 8199.

NOTE Commercially manufactured media can show significant changes in pH before and after autoclaving. 
However, provided good quality distilled or deionized water is used, pH adjustments before autoclaving are 
usually not necessary.

4.3.7 Dispensing

Dispense the medium into appropriate containers ensuring that sufficient headspace is left to avoid 
boiling over during the cooling process after heat treatment by autoclaving or remelting, or overflowing 
after addition of supplements.

NOTE This headspace might not be necessary if the pressure in the autoclave is maintained during the cooling 
process.

4.3.8 Sterilization

4.3.8.1 General

Sterilize the prepared culture media on the day of preparation.

The sterilization of culture media and of reagents is generally carried out by moist heat (4.3.8.2) or by 
filtration (4.3.8.3).

AS 5140:2022

© Standards Australia Limited 2022

Full document details: AS 5140-2022

http://www.avadocuments.com/doc/as-5140-2022
http://www.avadocuments.com/doc/as-5140-2022


11

Certain media do not need autoclaving but can be used following boiling. For example media 
for Enterobacteriaceae containing brilliant green are particularly sensitive to heat and light and 
should be rapidly cooled after boiling and protected from strong light. Some reagents can be used 
without sterilization. In all cases, make reference to appropriate the International Standard or the 
manufacturer’s instructions.

4.3.8.2 Sterilization by moist heat

Sterilization by moist heat is performed in an autoclave or media preparator.

For containers with volumes of media greater than  1  000  ml, adapt the sterilization cycle of the 
autoclave as necessary to ensure adequate heat treatment. In all cases, follow the instructions given in 
the appropriate International Standard or the manufacturer's instructions.

NOTE Overheating can occur when large volumes of media (>1 000 ml) are processed in an autoclave.

After heating, it is essential that media are cooled in a manner to prevent boiling over. This is particularly 
important for media in large volumes and for media containing heat sensitive ingredients, e.g. media 
containing brilliant green.

Additional information on sterilization by moist heat is given in ISO 7218 and in Reference [11].

Sterilization by heat should be evaluated using F0 values, taking into account the heat treatment during 
heating and cooling. The heat treatment should be defined for the particular load to be treated to ensure 
suitable treatment for containers irrespective of placement in the autoclave.

4.3.8.3 Sterilization by filtration

Sterilization by filtration can be performed under vacuum or pressurized conditions. Use sterile 
equipment and membranes with a pore diameter of 0,2  μm. Sterilize the filtration apparatus in 
accordance with ISO 7218 or ISO 8199, or use pre-sterilized equipment.

Some filter membranes might retain proteins or other substances (such as antibiotics). In order to 
obtain the correct concentration, the user should choose a suitable membrane type, e.g. low protein-
binding membrane, and pre-wet the filter.

4.3.9 Preparation of supplements

CAUTION — Supplements containing toxic agents, particularly antibiotics, shall be handled 
with care avoiding dispersion of powder, which may give rise to allergic or other reactions in 
laboratory personnel. Take appropriate safety precautions and follow the manufacturer's 
instructions when preparing solutions.

Do not use beyond their stated shelf-life which, for antibiotic working solutions, is generally the same 
day. Under certain circumstances, antibiotic solutions may be stored frozen in suitable aliquots but 
should not be re-frozen after thawing. The potential loss of activity due to freezing shall be established 
with the manufacturer or tested by the user.

4.4 Storage and shelf-life of prepared media

4.4.1 Commercially supplied media

Follow the manufacturer’s instructions regarding storage conditions, expiry date and use.

4.4.2 Laboratory prepared media

4.4.2.1 General

Identify all media in a way that ensures traceability.
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The shelf-life of different media varies. Specific International Standards or national standards might 
stipulate specific conditions and shelf-life, but these shall be verified by the laboratory. The frequency 
of verification shall be specified by the laboratory.

Store the media under conditions which prevent any modification of their composition, namely 
protected from light and desiccation. If not used immediately or specified otherwise in the specific 
standard, store in a refrigerator at 5 °C ± 3 °C.

If refrigerated, it is generally recommended not to exceed two to four weeks of storage for plates 
and three to six months for sealed bottles and tubes, unless otherwise specified in specific standards or 
results of the laboratory shelf-life evaluation indicate a longer shelf-life. Additional information about 
maximum storage times for prepared media is given in ISO 8199, Reference [17] and Reference [21].

It is recommended that media to which labile supplements have been added should be used on the 
day of preparation, unless otherwise specified in specific standards or results of laboratory shelf-life 
evaluation indicate a longer shelf-life is suitable (4.4.2.2). Solid media containing chemically reactive 
and/or labile substances should not be stored in bulk for remelting.

Prior to use or before further heating, it is recommended that the culture media be equilibrated to 
ambient temperature.

4.4.2.2 Shelf-life evaluation

The expiry date for stored media shall be established by checking media after defined storage times 
for their physical, chemical and microbiological performance characteristics as described in this 
International Standard. The frequency of verification shall be specified by the laboratory.

Check for any colour change, sign of evaporation/dehydration, change in pH or unacceptable productivity 
or selectivity and specificity where applicable. The expiry date shall be based on the storage time for 
which all the performance characteristics described above remain acceptable.

NOTE These checks are also suitable for use when commissioning commercially supplied media.

4.4.2.3 Storage of media in Petri dishes

Use the solidified medium immediately or store inverted under conditions which prevent deterioration 
and dehydration, i.e. in the dark and/or in the refrigerator at 5 °C ± 3 °C. Label the plates on the base 
or side with date of preparation and/or expiry date and identity. Alternative coding systems meeting 
these requirements may be used.

The shelf-life of poured plates will be prolonged by storage in sealed plastic or cellophane bags. In order 
to minimize condensation, the plates shall be cool before being placed into bags. Do not dry the surface 
of agar plates before chill storage.

4.5 Preparation for use

4.5.1 Melting of agar culture media

Melt culture media by placing in a boiling water bath or by any other process which gives identical results 
(e.g. a steam flow-through autoclave, as specified in ISO 7218, ISO 8199). Media that have previously 
been autoclaved should be reheated for a minimum time to maintain media quality. Avoid over-heating 
and remove when they have melted. Stand on a heat-resistant surface at room temperature for a short 
time, e.g. 2 min, before putting in a water bath to cool to avoid glass breakage. Caps of containers should 
be loosened before heating and tightened after removal from heat.

Cool the molten medium to 47 °C to 50 °C in a thermostatically controlled water bath. The time needed 
to reach 47 °C to 50 °C depends on the type of medium, the volume and the number of units in the water 
bath. Molten medium should be used as soon as possible, but it is recommended that it should not be 
retained for more than 4 h. In the case of particularly sensitive media, the holding time of molten media 
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shall be shortened, and this will be specified in the relevant International Standard. Unused medium 
shall not be re-solidified and reused.

Establish and document an agar tempering regime by using a thermometer in agar in a separate 
container similar to that used for the test medium. This will depend on the number and size of 
containers in the water bath.

NOTE Media used in pour plate methods, which are added to the sample, are tempered to 44 °C to 47 °C, or as 
specified in the International Standard. Use a water bath set at 44 °C to 47 °C. Additional information on the use 
and verification of water baths is given in ISO 7218.

4.5.2 De-aeration of culture media

If necessary to provide the correct air/oxygen content, heat the culture medium just prior to use in 
boiling water or under a flow of steam for 15 min, with lids or caps loose; after heating, tighten the caps 
and cool down rapidly to the operating temperature.

4.5.3 Addition of supplements

Heat-labile supplements should be added to the medium after it has been cooled to below 50  °C. If 
the medium contains agar allow the sterile supplement to equilibrate to at least room temperature 
before adding it to the agar medium. Addition of cold liquid supplements may cause agar to gel or form 
transparent flakes and prevent proper dispersion. Follow the manufacturer’s instructions. Mix all 
supplements into the medium gently and thoroughly, then distribute into the final containers as quickly 
as possible.

4.5.4 Preparation of solid media in Petri dishes

Pour the molten agar culture medium into Petri dishes so as to obtain a thickness of at least  3  mm 
(e.g. for 90 mm diameter dishes, 18 ml to 20 ml of agar are normally required) or as specified in the 
appropriate International Standard. If plates are stored or if incubation is extended beyond 72  h, or 
incubation temperature is above 40 °C, more culture medium may be required. Allow the agar to cool 
and solidify by placing the plates with lids in place on a cool, horizontal surface. 

Commercially prepared ready-to-use agar plates should be stored and used according to the 
manufacturer's instructions.

4.5.5 Preparation of plated media for inoculation

For surface inoculation of solid culture media, dry the plates shortly before use until the droplets have 
disappeared from the surface of the medium. Do not over-dry the plates.

For the drying of the plates, the following points are of importance.

—	 The degree of humidity in culture media is important because optimum growth of bacteria will 
depend on the humidity conditions in and on the medium. Extensive moisture loss can lead, for 
example, to an increase in the concentrations of inhibitors in selective culture media and a reduction 
in the water activity at the surface of the medium.

—	 When bacteria that do not spread rapidly are cultured, and the plates look dry after acclimatization, 
the circumstances are such that drying is not always necessary. In that case, drying may be omitted, 
as it only increases the likelihood of contamination and unnecessary moisture loss.

—	 Select the temperature and drying time so that the likelihood of contamination is kept as low as 
possible and heating will not negatively affect the quality of the culture medium. The drying time 
will depend on the degree to which condensation is present in the Petri dish, but shall be kept as 
short as possible.

—	 In order to avoid contamination, and if the plates are not dried in a laminar-flow cabinet, plates shall 
always be dried with the surface of the culture medium to be inoculated turned downwards.
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In practice, the plates can be dried by placing them with the agar surfaces downwards and with half-
open lids in a cabinet set at a temperature of between 25 °C and 50 °C. Dry the plates until the droplets 
have disappeared from the surface of the lids. Do not dry any further. The agar plates can also be dried 
with the agar surface facing upwards in a laminar-flow safety cabinet (at room temperature) for 30 min 
to 60 min, or overnight at room temperature with the lids in place.

4.6 Incubation of solid media in Petri dishes

During incubation, agar media will lose moisture. This can affect the growth of microorganisms in 
some circumstances. Factors influencing water loss are medium composition, amount of medium in the 
plates, the type of incubator i.e. fan-assisted or otherwise, humidity of the atmosphere in the incubator, 
the position and number of the plates in the incubator and the incubation temperature. Water loss can 
be reduced by putting the plates, in piles of up to six, in open-topped plastic bags (to avoid excessive 
condensation). Alternatively, the humidity of air in incubators may be increased by placing an open 
container of water in the bottom. The water should be changed and containers disinfected frequently 
to avoid fungal contamination.

4.7 Disposal of media

Both contaminated and unused media shall be disposed of in a manner that is safe and meets any local 
or national regulations.

5 Test organisms for performance testing

5.1 General

New or revised standards shall specify performance testing of culture media, including the specification 
of control strains and acceptance criteria, according to the requirements of Annex J.

5.2 Selection of test organisms

A set of test organisms should contain microorganisms with stable characteristics representative of 
their species and which have been shown to be reliable for the demonstration of optimal performance 
of a particular prepared medium. The test organisms should primarily comprise strains that are widely 
available in reference culture collections, but well-characterized strains isolated by the laboratory may 
also be included. It is preferable to use strains which have originated from foods or water, although not 
all culture collections provide such information on strain origin.

The relevant culture characteristics of the reference stock shall be examined and recorded by the 
laboratory. If strain variability is encountered, investigate the possible effects of the culture medium by 
obtaining the same medium from a different manufacturer, and obtain an additional reference culture 
from the culture collection in which it was originally deposited.

IMPORTANT — Users are requested to feed relevant information on strain variability and 
performance back to WG  5, Culture media, of ISO/TC  34/SC  9 through the secretariat of 
ISO/TC 34/SC 9.

The test microorganisms for each medium may include:

—	 robust positive strains with typical characteristics of the target organism;

—	 weakly positive strains;

—	 negative strains not showing expected characteristics of the target organism (negative 
characteristics);

—	 partly or completely inhibited strains.
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Annex  E gives the test microorganisms to be used in specified food microbiology International 
Standards, and Annex  F gives the test microorganisms to be used in specified water microbiology 
International Standards.

NOTE Some national restrictions and directions require the use of different serovars to those specified in these 
tables.Make reference to national requirements relating to the choice of Salmonella serovars.

5.3 Preservation and maintenance of test organisms

5.3.1 General

There are several methods available for the successful preservation and maintenance of all 
microorganisms relevant to food and water microbiology, e.g. lyophilization, storage on beads at –70 °C, 
or using liquid nitrogen. One method might not be appropriate for all strains. Additional methods for 
preservation of microorganisms are given.[14][15][36][37][38]

The number of transfers of test organisms should be documented to prevent excessive subculturing 
that increases the risk of phenotypic alteration. One passage is defined as the transfer from a viable 
culture to a fresh medium with growth of the microorganisms. Any form of subculturing is considered 
to be a form of transfer/passage. Further information is available.[27][28][35][38]

See the flowcharts (Figures B.1 and B.2) and additional information for maintenance and preparation 
given in Annex B.

5.3.2 Test microorganisms from commercial sources

If test microorganisms are obtained from reference collections or commercial suppliers 
holding  ISO  9001[2] certification or other appropriate certification and maintained in their original 
containers, the manufacturer’s directions for their cultivation and use shall be followed.

The laboratory should ascertain whether the strain supplied is a reference strain or reference stock and 
how many passages have taken place before receipt and document the information.

The laboratory should also check that the expected characteristics are present.

5.3.3 Laboratory prepared reference stocks

Reference stock cultures prepared from reference strains (see Figure  B.1) for performance testing 
purposes shall be maintained and handled in a manner that minimizes the opportunity for cross-
contamination, mutation or alteration of typical characteristics. Reference stocks should be stored in 
multiple portions, usually either deep-frozen, e.g. below –70 °C, or lyophilized. At a higher temperature, 
duration of viability might be reduced and genetic modification might occur.

Their growth characteristics should be fully documented for each medium on/in which they will be 
utilized as test microorganisms.

Reference stocks shall not be used to prepare reference strains.

5.3.4 Stock cultures

Stock cultures are usually prepared from lyophilized or deep-frozen reference stocks (see Figure B.2). 
Aliquots shall be handled in a manner that avoids possible cross-contamination of the reference stock 
and/or its deterioration. Stock cultures should be prepared by re-suspending a portion of the reference 
stock in or on a non-selective growth medium; incubate to yield a stationary phase culture.

See 5.3.3 for storage and documentation requirements.

For commercially available preservation systems, the manufacturer's instructions shall be rigorously 
followed.
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Stock cultures shall not be used to prepare reference strains or reference stocks.

5.3.5 Working cultures

Working cultures are prepared from stock cultures or reference stocks and used to prepare inocula for 
the tests.

Working cultures shall not be used to prepare reference strains, reference stocks or stock cultures, or 
to make further working cultures.

5.4 Microorganisms for performance testing

5.4.1 General

Suitable microorganisms for routine performance testing are listed in Annexes E and F.

The volumes of inocula and numbers of organisms used are critical; see 5.4.2.4 and 5.4.2.5.

The following guidance is given as an example of procedures suitable for producing standardized 
inocula for quality control of media. These procedures apply in the general case but some organisms can 
require special conditions for preparation, e.g. anaerobes, moulds, halophilic, osmophilic or xerophilic 
organisms, and those with special growth or nutritional requirements.

5.4.2 Preparation

5.4.2.1 Preparation of stock cultures

When required inoculate a solid medium e.g. Tryptone Soya agar (TSA) or Blood TSA, from reference 
stock in a way to achieve single colonies. Incubate under appropriate conditions, e.g. for most aerobic 
bacteria 18 h to 24 h at 37 °C.

Inspect this solid stock culture for purity and use it for a specified time (e.g. for 14 days at an appropriate 
temperature to prevent significant change according to the organism).

5.4.2.2 Preparation of working cultures

Working cultures shall be prepared from the reference stock (or when required the stock culture) as 
a pure stationary phase culture in a non-selective broth. For most aerobic bacteria this is normally 
achieved by incubation for 18 h to 24 h.

The working culture can be prepared from a commercial reference material, RM or CRM, or be prepared 
by the laboratory. The concentration of the prepared suspension shall be stable and homogeneous 
during its period of use.[7][10][11][21][29][30]

Different techniques may be used, but shall guarantee the purity of the inoculum, as well as its 
standardization, which allows it to be used at a later stage.

Depending on the size of the colonies, take one to two colonies from the stock culture medium with an 
inoculation loop. The use of a 1 µl loop is recommended in order to avoid too heavy an inoculum.

Transfer the inoculum to a non-selective liquid medium, e.g. Tryptone Soya broth (TSB), and mix 
carefully using a vortex mixer.

Incubate under appropriate conditions and for an appropriate time (e.g. for most aerobic bacteria 18 h 
to 24 h at 37 °C).

Use this working culture for a specified time (e.g. for maximum three days at an appropriate temperature 
to prevent significant change according to the organism).
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For preparation and storage of bacterial and fungal spores as working cultures, see References.[10][11]
[24][25][30]

5.4.2.3 Preparation of suspensions (inocula) for the test

Prepare serial dilutions in a suitable diluent (e.g. quarter-strength Ringer’s solution, peptone salt 
solution) and use the most suitable dilution step for the desired number of organisms (cfu) in a specified 
volume.

The suitable dilution to use as a test inoculum should be determined from previous tests conducted 
under strictly standardized conditions for all steps.

Use the suspensions (inocula) within a specified time (e.g. up to 2 h at room temperature or within 24 h 
if stored at 5 °C ± 3 °C; longer storage periods may be acceptable if validated[10][21]).

Frozen inocula may be used if it can be shown that the microorganism can survive for the chosen period.

5.4.2.4 Volumes of inocula

Volumes of inocula used for quantitative performance testing shall reflect those used under test 
conditions for the relevant media.

For diluents and liquid media used for quantitative testing, the volume of the inoculum shall be in the 
same ratio as used in the relevant International Standard, usually 10 % of the medium under test.

5.4.2.5 Inoculum level

5.4.2.5.1 Inoculum level for productivity testing

5.4.2.5.1.1 Quantitative testing

For the quantitative enumeration test, a level of around 102 cfu is necessary to achieve sufficient 
precision (see Table 1). This may necessitate the use of more than one plate replicate.

A practicable range of 80 cfu to 120 cfu per plate with a minimum number of 50 cfu per plate should be 
used. For filters, the same number of cfu are needed using one or more filters. Table 1 shows the 95 % 
confidence intervals associated with colony counts.

For quantitative tests of diluents and liquid transport media, an inoculum level of 103 to 104 cfu is 
needed to achieve an inoculum of around 100 cfu in the volume spread on the plates.

Table 1 — Approximate 95 % confidence intervals for numbers of colonies assuming agreement 
with Poisson distribution[21][26]

Number of colonies 
counted

Limiting precision
(to nearest percentage) 

%
Approximate 95 % confidence limits

500 ±9 455 to 545
400 ±10 360 to 440
320 ±11 284 to 356
200 ±14 172 to 228
100 ±20 80 to 120
80 ±22 62 to 98
50 ±28 36 to 64
30 ±37 19 to 41
20 ±47 11 to 29
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Number of colonies 
counted

Limiting precision
(to nearest percentage) 

%
Approximate 95 % confidence limits

16 ±50 8 to 24
10 ±60 4 to 16
6 ±83 1 to 11

5.4.2.5.1.2 Qualitative testing

The volume used for testing should contain

—	 103 to 104 cfu for qualitative tests of plate media,

—	 ≤ 100 cfu for productivity tests of pre-enrichment and enrichment media,

—	 104 to 106 cfu for qualitative tests of solid transport media.

5.4.2.5.2 Inoculum level for selectivity testing

For selectivity testing of culture media, a suspension of the non-target microorganism containing 
104 to 106 cfu is inoculated on to the plate or into the tube of medium.

5.4.2.5.3 Inoculum level for specificity testing

For qualitative tests of plate media, for specificity an inoculum level of 103 to 104 cfu is needed.

5.4.2.6 Incubation

Incubate the inoculated culture media in accordance with the conditions described in the relevant 
International Standard. Annex E gives the incubation conditions to be used in specified International 
Standards for food microbiology and Annex F gives the incubation conditions to be used in specified 
International Standards for water microbiology.

To avoid loss of moisture in agar media during incubation, see 4.6.

The shortest permissible incubation time in the International Standard should be used for the 
target organism(s), while the longest permissible incubation time should be used when determining 
selectivity.[10]

6 Quality control and performance testing of culture media

6.1 General requirements

The following subclauses describe requirements for all culture media. They are applicable whatever the 
size of the batch.

In practice, samples may contain stressed microorganisms. The suitability of the medium with respect 
to the recovery of stressed cells should be taken into account.[21][31][32][33]

The quality of culture media depends on the quality of the basic ingredients, correct formulation, 
quality of preparation procedures, elimination of microbial contamination and appropriate packaging 
and storage conditions.

The quality control of the culture media shall be adapted to the use for which the media are intended 
(e.g. qualitative or quantitative). Before use, the performance of each batch of culture medium shall be 
tested according to the media categories described in 6.4. If testing before use is not possible due to the 
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lability of the medium or supplement, parallel performance testing alongside the sample testing shall 
be performed.

6.2 Physical and chemical quality control

Finished culture media shall comply with the physico-chemical characteristics as specified in the 
corresponding standards. Furthermore, quality assessment by visual inspection shall ensure that each 
culture medium conforms to stated recommendations, e.g.

—	 fill volume and/or thickness,

—	 appearance, colour and homogeneity,

—	 gel consistency, and

—	 moisture content, 

In addition, pH value shall be determined.

The individual components and any nutritive or selective supplements shall also undergo suitable 
quality assessment procedures.

6.3 Microbiological quality control

6.3.1 General

The microbiological performance tests shall be carried out on a sample which is representative of a 
batch of end product.[6][8][9][21]

6.3.2 Reference medium

In order to ensure the reliability of results of performance testing, the reference medium used shall be 
of consistent high quality.

Examples of aspects to be considered by the user are the following:

—	 use of a quantitative RM (see 3.4.6) containing a well-defined number of organisms when evaluating 
a reference medium;

—	 use of a defined production process including remelting, if applicable;

—	 use of the same manufacturer/source for provision of the medium/ingredients;

—	 use of a larger range of test organisms when commissioning (to cover the range of organisms 
sought);

—	 the choice of “reference medium” for evaluation purposes;

—	 appropriate procedures for assuring the quality when in use as a reference medium.

It might not be necessary to include all of the above aspects when evaluating the suitability of the 
reference medium. The laboratory shall justify its choice of procedure.

Suitable test organisms, method of control and acceptance criteria for the reference medium Tryptone 
Soya agar (TSA) are described in Annexes E and F. Other non-selective reference media may be used if 
the above criteria are satisfied.

6.3.3 Microbial contamination

An appropriate quantity, depending on the size of the batch of culture medium, shall be tested for 
absence of microbial contamination (sterility) by incubation under appropriate conditions.
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The samples to be tested shall be at least one plate or tube for small batches (<100 units). For larger 
batches, producers shall draw up specifications, e.g. based on media components, process parameters 
and limits and type of packaging using appropriate acceptable quality limits. Additional information is 
given in ISO 2859-1,[6] other national standards and other sources.[9][21]

Acceptance criteria shall be established and justified for each medium.

6.4 General requirements for microbiological performance testing

6.4.1 General

To evaluate a batch of complete culture medium, nutrient components or supplements, growth shall be 
appropriately assessed by either quantitative or qualitative methods as described in this International 
Standard.

Solid, semi-solid or liquid culture media shall be inoculated with an appropriate volume (5.4.2.4) of the 
working culture of each of the defined test microorganisms using an appropriate device and following 
the inoculation technique described in relevant International Standards; see Annexes E and F.

Examples of quantitative and qualitative testing methods for solid culture media and liquid media 
are described in this International Standard. Any of the methods described may be chosen and not all 
methods need to be used.

When culture media are intended for enumeration purposes, quantitative testing methods shall be 
performed.

When a new medium or a new manufacturer is being evaluated, quantitative testing methods are 
recommended to provide additional information to support the change.

In liquid media, the interactions leading to the successful growth of microorganisms are more complex, 
hence defining performance testing methods is less straightforward than for solid media.

For testing combinations of solid media with membrane filters, use ISO 7704.

Familiarity with general microbiological techniques is assumed and therefore the methods are not 
given in exhaustive detail.

Suitable test microorganisms, methods of control and acceptance criteria are listed in Annexes E and F.

The testing frequency shall be justified by the end user, taking into account the extent of preparation in 
the end user’s laboratory and the level of quality assurance in place.

6.4.2 Ready-to-use media

Manufacturers of commercially available ready-to-use media, especially if according to ISO 9001, will 
have a quality programme in place and might issue a quality certificate with the media they supply. 
Under those conditions, the user might not need to carry out extensive testing on such media, but shall 
ensure that storage conditions are maintained as recommended by the manufacturers.

For ready-to-use finished media to which supplements have been added, and which have been 
controlled by the manufacturer in accordance with this International Standard, at least a qualitative 
test is recommended.

The user shall ensure that manufacturers of commercially available ready-to-use media have a 
quality programme in place for this range of products and issue quality control certificates meeting 
the requirements of this International Standard, specifying the expected and obtained results. The 
user laboratory shall also check documentary evidence to ensure that the manufacturers’ acceptance 
criteria for performance testing satisfy their own internal requirements.

Periodic checks shall be carried out in order to demonstrate that the quality of media has been 
maintained during transport.

AS 5140:2022

© Standards Australia Limited 2022

Full document details: AS 5140-2022

http://www.avadocuments.com/doc/as-5140-2022
http://www.avadocuments.com/doc/as-5140-2022


21

Checks shall also be performed following storage and further handling in the user’s laboratory, e.g. 
melting of solid media. The frequency shall be justified.

For incomplete media to which supplements are added by the user laboratory (see 3.3.5.1), an additional 
check should be carried out either by checking the production records or by performing a qualitative 
test to ensure that the correct supplement has been added.

6.4.3 Media prepared from commercially available dehydrated formulations

For enumeration media, quantitative testing shall be performed. For other media, qualitative testing 
may be sufficient. Quantitative tests will give greater assurance of media quality.

For those media not described in Annexes E and F, quality control should be specified according to the 
following recommendations.

For those media which contain no indicators or selective agents, a restricted number of strains may 
be used. For those media which do contain indicators or selective agents, strains which demonstrate 
the function of the indicator(s) and selectivity should be utilized. For complex media, i.e. with added 
supplements, each batch should be verified with strains with characteristics listed in 5.2.

6.4.4 Media prepared from basic individual components

In addition to the requirements stated in 6.4.3, quantitative testing shall be performed in order to 
monitor trends in quality of basic materials, productivity of the medium and in-house laboratory 
production protocols.

6.5 Performance evaluation and interpretation of results

A batch of culture medium performs satisfactorily if all the test microorganisms used perform 
according to the given specifications. It shall be accepted if both general and microbiological quality 
criteria are met.

If satisfactory performance is not achieved, see Annex H for possible reasons.

6.6 Confirmation media and reagents

6.6.1 Confirmation media

The performance of culture media used for confirmation tests shall be verified before use. Appropriate 
positive and negative test organisms shall be used for verification in a similar way to that described in 
the specific International Standard.[9][16]

6.6.2 Confirmation reagents

Performance of Gram stain solutions, reagents, such as Kovacs, VP, nitrite, oxidase, catalase and other 
reagents used to demonstrate a biochemical characteristic, shall be verified before use. Appropriate 
positive and negative strains shall be used for verification and a shelf-life should be established. It is 
recommended that analytical grade reagents be used for confirmatory tests. If commercially prepared 
reagents are used, follow the manufacturer’s instructions for storage and use.[18][19]

7 Methods for performance testing of solid culture media

7.1 General

This clause describes quantitative and qualitative performance testing for solid culture media specified 
in food and water standards. These are general methods suitable for most culture media. They might 
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not be suitable for testing some types of media for recovery of moulds. Flow chart summaries of each 
method can be found in Annex C.

7.2 Methods for quantitative tests

7.2.1 Methods for quantitative tests — Definitions

7.2.1.1 Productivity

Productivity shall reach a defined minimum limit (see corresponding specific International Standard or 
Annexes E and F).

See Annex G for the use of control charts in monitoring the performance of solid culture media by the 
procedure described below.

For quantitative methods, the productivity ratio, PR[21] is determined using Formula (1):

P
N
NR

S

O

= 	 (1)

where

Ns is the total count of colonies obtained on or in the culture medium under test, e.g. colony 
count on plates;

No is the total count of colonies obtained on or in the defined reference culture medium, 
obtained from one or more plates, and shall be around 100 cfu; see 5.4.2.5.1.

For interpretation of results, see 7.2.2.1.2.

7.2.1.2 Selectivity

Selective culture media and a non-selective reference medium are inoculated with different dilutions of 
non-target organism(s).

The selectivity factor, SF,[22] is calculated as given by Formula (2):

S D D
F O S
= − 	 (2)

where

DO is the highest dilution showing growth on the non-selective reference medium;

DS is the highest dilution showing comparable growth on the selective test medium;

SF, DO and DS are expressed in log10 units.

NOTE For example if Do 10−4 = log10 4,0 and DS 10−3 = log10 3,0 then the selectivity factor SF = 1,0.

For interpretation of results, see 7.2.2.1.2.

7.2.2 Quantitative method for solid culture media

7.2.2.1 General

This protocol requires the use of a quantified bacterial suspension (which may be a quantitative 
reference material/test suspension) with an appropriate concentration of a target strain. The recovery 
from the new batch of culture medium will be compared to the recovery from a non-selective culture 
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medium (reference medium) or, in special cases, a previously accepted batch of the same media 
composition.

7.2.2.1.1 Procedure

a)	 Use working cultures and inocula of known appropriate concentration of a target strain and where 
appropriate also of non-target strain as described in 5.3.2, or suitable RM.

b)	 One or more plates per organism should be used. The number used will depend on the size of the 
batch, the confidence in the quality assurance production procedure and the reliability and level of 
the organism in the test suspension. The user laboratory shall justify the number used.

c)	 Ensure that the surfaces of the plates are adequately dried; see 4.5.5.

d)	 Inoculate by spreading the inoculum on the media or by the membrane filtration method to give 
counts that fall within the recommended limits given in 5.4.2.5.1 for quantitative testing.

The modified Miles-Misra surface drop method, other dropping systems or a spiral plater may also be 
used to give countable colonies on the plates.

—	 The pour plate method shall be used for culture media normally used for enumeration in this way.

—	 Inoculate reference medium or plates from a previously accepted batch in the same way.

—	 Incubate the plates under the conditions defined in the individual International Standards.

—	 Count the colonies present on each plate. Assess the size and appearance of the colonies on or in the 
medium under test by comparison with the recovery on a non-selective culture medium (reference 
medium) or a previously accepted batch of the same media composition.

7.2.2.1.2 Calculation and interpretation of results

For the quantitative enumeration test, a level of around 100 cfu is necessary to achieve sufficient 
precision (see Table 1). This may necessitate the use of more than one plate per replicate.

The results will be accepted as valid if the following conditions are satisfied:

—	 each replicate shall give a positive quantitative result (target bacterial growth);

—	 each single reported result is included in the standard range of analysis (up to 100 colonies for 
filtration methods and up to 150 colonies for surface methods).

To interpret the results, calculate the productivity ratio, PR (see 7.2.1.1), and where appropriate, the 
selectivity factor, SF (see 7.2.1.2).

a)	 The PR shall be  ≥  0,50 for comparison of a selective medium with the non-selective reference 
medium specified in Annexes  E and F. The PR shall be  ≥  0,70 for comparison of a non-selective 
medium with a non-selective reference medium or as specified in the standard or Annexes E and F. 
This also applies to special cases where comparison is made with the previous batch.

b)	 If the PR exceeds 1,4 identify the reason.

c)	 The SF of non-target microorganisms is at least 2.

For special cases, see Annexes E, F and J. These criteria might not be applicable to media which are not 
specified in Annexes E and F, e.g. those described in local standards.

7.2.2.2 Using recovery from reference materials

This protocol uses reference materials (RMs), CRMs or internally produced RMs to provide a stable 
bacterial suspension containing a known number of colony forming units of the target or unwanted 
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strain. The recovery from the new batch of culture medium will be compared to the expected number 
of cfu from the RM, CRM or internally produced RM.

Critical difference may be used for the calculation of tolerance limits (see ISO 5725-6[34]). See Table 1.

For preparation and assessment of internal RMs, see References [21] and [29].

The quality of the RM shall be verified on the reference medium.

7.3 Testing of culture media used for membrane filtration

The quality of the membrane filters used shall be previously evaluated to demonstrate their suitability 
for use; use ISO 7704.

To test the performance of a culture medium for use in membrane filtration, use working cultures and 
inocula as described in 5.4.2. Inoculate the suspension medium e.g. dilution fluid, sterile water, with a 
suitable inoculum level given in 5.4.2.5.

Filter the liquid according to the requirements of the specific International Standard. Place the 
membrane on the surface of the agar under test. Inoculate sufficient membranes/plates to obtain a total 
of approximately 100 cfu for productivity testing. Repeat with a new membrane and place the second 
membrane on the surface of the reference medium, using dilutions if required for selectivity testing. 
Incubate the plates according to the specific standard.

Repeat the process each time the batch of membranes changes as well as each new batch of medium.

If necessary, to evaluate the influence of the membrane on the result also spread the test inoculum on 
to the test medium and reference medium without the membranes.

7.4 Methods for qualitative tests

7.4.1 Qualitative streaking method

7.4.1.1 Procedure

Use working cultures and inocula as described in 5.4.2.

For productivity and specificity, use a plate of test medium and streak each test microorganism in a 
way to obtain discrete colonies.

For selectivity, use one plate of test medium and streak each test microorganism as a single straight line 
using a 1 μl loop on the surface of the test medium. Several test microorganisms can be streaked on the 
same plate as parallel lines without crossing; streaks should be distinguishable to allow observation of 
typical morphology. Other standardized streaking methods can be used.

Incubate the plates under the conditions defined in the specific International Standard.

7.4.1.2 Interpretation of results

The amount of growth on the plates after incubation is assessed as follows:

—	 0 corresponds to no growth;

—	 1 corresponds to weak growth (either reduction in amount of growth or colony size);

—	 2 corresponds to good growth.

Target microorganisms shall score 2 and have typical appearance, size and colony morphology. For 
selectivity tests, the degree of inhibition depends on the type of medium. The growth of non-target 
microorganisms shall be partly or completely inhibited.
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7.4.2 Determination of specificity

A definition of specificity is given in 3.2.6. The specificity of the culture medium is given by essential 
indicative physiological characteristics to differentiate related organisms by the presence, absence 
and/or grade of expression of biochemical responses and colony sizes and morphology. For working 
culture and inocula requirements, see 5.4.2.

7.4.3 Other qualitative methods for solid media

Other qualitative methods may be used.[9][21]

8 Methods for performance testing of liquid culture media

8.1 General

This clause describes quantitative and qualitative methods for performance testing of liquid culture 
media. Flow chart summaries of each method can be found in Annex C.

8.2 Quantitative tube method for performance testing of liquid enrichment media 
(dilution to extinction method)

8.2.1 General

This method is a general method that may be used for non-selective or selective liquid media. It is also 
suitable for performance testing of liquid media used for enumeration, e.g. in most probable number 
methods.

8.2.2 Preparation of the dilution series

—	 Select a representative number of tubes; see 6.3.1.

—	 Prepare a suitable dilution series from the working culture of the target or non-target organism in 
a suitable diluent as described in ISO 6887-1 and ISO 8199 so as to achieve absence of organisms in 
the highest dilution (extinction), e.g. from 10−1 to 10−10. A decimal dilution series is most commonly 
used, but 1/5 or 1/2 dilution steps are also suitable.

—	 Use the dilution series within a specified time; see 5.4.2.3.

—	 At the time of use, transfer a known volume, e.g. 0,1 ml of each dilution to the surface of a non-
selective agar plate and spread.

—	 Incubate under appropriate conditions for the organism concerned.

—	 Count the number of colonies on the agar plates at the lowest dilution containing up to 150 colonies 
and the number of colonies on higher dilutions than this and record.

8.2.3 Procedure for testing the liquid medium

—	 Select the same number of tubes of medium under test to correspond to the number of tubes in the 
dilution series.

—	 Using the dilutions prepared according to 8.2.2 and starting with the highest dilution, inoculate a 
known volume of the test organism suspension, e.g. 0.1 ml into the corresponding tube of medium.

—	 Incubate the tubes under the conditions described in the relevant International Standard; see 
5.4.2.6.
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—	 After incubation, use a separate 10 µl loop for each tube of incubated medium to subculture to a 
non-selective agar medium.

—	 Incubate the inoculated plates under conditions appropriate for the organism.

—	 After incubation, examine each plate for the presence or absence of growth.

NOTE For the target organism, it is usually sufficient to use the 10−5 to 10−8 dilutions. For non-target organisms, 
it is usually sufficient to use the 10−1 to 10−4 dilutions.

8.2.4 Calculation and interpretation of results

Productivity of the liquid enrichment medium is satisfactory if good growth (at least 10 cfu from a 10 µl 
loopful) of the target microorganism is obtained from the dilution producing fewer than 100 cfu (in 
0.1 ml) on the plate.

For selective liquid media, determine the selectivity factor, SF, from the highest dilution of the working 
culture showing good growth (at least 10 cfu) on the agar plate and the highest dilution of the inoculated 
selective liquid medium showing no growth (or less than 10 cfu) of the non-target microorganism on 
the non-selective agar plate. The SF should be at least 2.

NOTE Additional methods for quantitative testing of liquid media for use in the evaluation of media under 
development or in comparative studies are described in Annex I.

8.3 Qualitative tube method for performance testing of selective liquid media

8.3.1 General

This method uses target, non-target, or a mixture of target and non-target organisms in the same tube.

8.3.2 Procedure

—	 Select a number of tubes each containing 10 ml of medium or 10 ml portions from each batch to be 
tested (see 3.1.2 and 6.3.1). Proceed as described below according to the requirements specified in 
Annexes E and F.

—	 Preparation of inocula: see 5.4.2.3.

—	 Inoculation of target organisms: Inoculate one tube of test broth with an inoculum 
containing ≤ 100 cfu of target microorganism and mix.

—	 Inoculation of non-target microorganisms: Inoculate one tube of test broth per microorganism 
with an inoculum containing a higher number (>1 000 cfu) and mix.

—	 Inoculation of target and non-target organisms in the same tube when required in Annexes E 
or F or when a new medium or new manufacturer is being evaluated. Inoculate one tube of test 
broth with ≤ 100 cells of target microorganism and the same tube with a higher number of non-
target microorganisms (≥1 000 cells for every tube) and mix.

—	 Incubate the tubes under the conditions defined in the individual International Standards; see 
5.4.2.6.

—	 Remove one loopful (10 µl) from the tube containing the target organism and streak on a plate of a 
non-selective medium (e.g. TSA).

—	 If a mixed culture of target and non-target organisms has been used, remove one loopful (10 µl) and 
streak on a plate of the specific medium for the target microorganism.

—	 Remove one loop (10 µl) from the culture of non-target microorganism and streak on a plate of a 
selective medium (e.g. XLD).
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—	 Incubate the plates under the conditions defined in the individual International Standards.

If a larger volume of medium is used the user may choose whether to adjust the inoculum size 
proportionately in order to achieve equivalent results.

8.3.3 Calculation and interpretation of results

Productivity of the liquid test broth is satisfactory if good growth (at least 10 cfu or a line of confluent 
growth) of the target microorganism is obtained on the specific medium for that organism.

Selectivity of the liquid test broth is satisfactory if no growth (or less than 10 cfu) of non-target 
microorganisms occurs on the non-selective agar plate.

8.4 Qualitative single tube method (turbidity) for performance testing of liquid media

8.4.1 General

The method is suitable for performance testing of non-selective liquid culture media and selective 
media used for confirmation testing, e.g. Brilliant green bile lactose (BGBLB) broth.[41] The method is 
only qualitative and scores are therefore only indicative. Inherently turbid media can only be tested by 
this method if subcultured to a solid medium to demonstrate growth.

For clear media, the following notation is used:

—	 0 equals no turbidity;

—	 1 equals slight turbidity;

—	 2 equals good turbidity.

8.4.2 Procedure

8.4.2.1 Pre-enrichment media

—	 Select a number of tubes each containing 10 ml of medium or 10 ml portions from each batch to be 
tested (see 3.1.2 and 6.3.1).

—	 For performance testing of pre-enrichment media, e.g. buffered peptone water (BPW), inoculate the 
medium with an appropriate inoculum volume (see specific International Standard) containing ≤ 100 
cfu directly into the medium under test.

—	 Preparation of inocula: see 5.4.2.3.

—	 Incubate the tube under the conditions defined in the specific International Standard; see 5.4.2.6.

—	 Examine the medium for growth.

8.4.2.2 Confirmation media

—	 For performance testing of liquid confirmation media inoculate the medium under test with the 
working culture suspension (containing > 106 cfu/ml) using a 1 µl loop.

—	 Incubate the tube under the conditions defined in the individual International Standards; see 5.4.2.6.

—	 If the uninoculated medium is inherently turbid subculture to a solid medium, incubate the plates 
under the conditions defined in the individual standards and examine for growth.

8.4.3 Interpretation of results
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—	 Qualitative evaluation shall be carried out visually by looking for good turbidity (i.e. 2) representing 
good growth; see 8.4.1. Qualitative evaluation of opaque media when produced is indicated by the 
presence of growth on the solid medium.

NOTE 1 Sometimes the growth of microorganisms can only be observed as a cell aggregation/deposit at the 
base of the tube or bottle. In this case, careful shaking can improve assessment and interpretation.

NOTE 2 Other characteristics, such as gas formation and colour change, can also be assessed by this method.

9 Methods for performance testing of diluents and transport media

9.1 General

Microbiological performance tests shall be carried out on a sample which is representative of the batch 
of end product; see 6.3.1.

9.2 Method for testing diluents

9.2.1 Method for quantitative testing of diluents

9.2.1.1 General

The method determines the ability of the diluent to support the survival of microorganisms without 
undue multiplication or reduction during the period of contact before plating on to agar or inoculation 
into liquid media.

9.2.1.2 Procedure

Inoculate a test portion (e.g. 9  ml) of the diluent with 1  ml of the test microorganism suspension 
containing around 104 cfu/ml and mix; for preparation of the inoculum see 5.4.2. Immediately 
remove  0,1  ml of inoculated diluent and spread over the surface of a non-selective agar (reference 
medium) such as TSA (t0).

Hold the inoculated diluent at ambient temperature for the time lapse specified in the appropriate part 
of ISO 6887 (all parts) or ISO 8199 between the end of preparation of the initial suspension and the 
moment when the inoculum comes into contact with the culture medium (usually 45 min). Mix and then 
remove the same volume (0,1 ml) and plate again on the reference medium (t1).

Incubate the reference medium at an appropriate temperature and time e.g. 30 °C/72 h.

9.2.1.3 Reading and interpretation of results

After incubation count the colonies on the plates t0 and t1.

The number of microorganisms, t1, after incubation of the diluent shall be within ± 30 % of the initial 
count (t0).

9.3 Method for testing transport media

9.3.1 General

The method determines the ability of the transport medium to sustain the viability of the microorganism 
inoculated into it during the period of transport without undue multiplication or reduction of the level 
inoculated.
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If transport systems are fitted with a sampling device, this shall be used for the inoculation of the 
transport medium. Otherwise, the inoculation shall be carried out under conditions which correspond 
to those occurring in practice.

Incubate the inoculated transport medium at an appropriate temperature and time according to usage 
in practice or given in the specified International Standard.[12][13]

EXAMPLE	 Transport systems for sample transport under cooled conditions are tested at a temperature 
of 5 °C ± 3 °C for the normal transport duration, e.g. for 24 h before repeating the plating out.

9.3.2 Method for quantitative testing of liquid transport media

9.3.2.1 Procedure

Inoculate a test portion (e.g. 10  ml) of the liquid transport medium with the appropriate test 
microorganism for which it will be used. Use an inoculum level of 103 to 104 cells into each 10 ml tube; 
for preparation of the inoculum (see 5.4.2). Immediately withdraw 0,1 ml of inoculated medium and 
spread over the surface of a non-selective agar medium (reference medium), such as TSA (t0).

For the inoculation of transport systems with sampling devices, place the sampling device in an 
appropriate volume (e.g. 0,1  ml for swabs) of the dilution of working culture (containing 103 to 104 
cells) for around 10 s and then inoculate the transport medium with the sampling device. Immediately 
withdraw 0,1 ml of inoculated liquid transport medium and spread over the surface of a non-selective 
agar medium (reference medium), such as TSA (t0).

Incubate the inoculated transport medium and the reference medium at an appropriate temperature 
and time according to usage in practice or given in the specified International Standard, e.g. 25 °C/5 d 
for the transport medium and 30 °C/3 d for the reference medium, then repeat the plating out on the 
reference medium (t1).

9.3.2.2 Reading and interpretation of results

After incubation count the colonies on the plates t0 and t1.

The number of microorganisms, t1, after incubation of the transport medium shall be within ± 30 % of 
the initial count (t0).

9.3.3 Method for qualitative testing of solid transport media

9.3.3.1 Procedure

Inoculate a test portion of the solid transport medium with the appropriate test microorganism for 
which it will be used. Use an inoculum level of 104 to 106 cells; for preparation of the inoculum (see 
5.4.2).

For the inoculation of transport systems with sampling devices, place the sampling device in an 
appropriate volume (e.g. 100  µl for swabs) of the dilution of working culture (containing 104 to 106 
cells) for around 10 s and then inoculate the transport medium with the sampling device.

Incubate the inoculated transport medium at an appropriate temperature and time according to usage 
in practice or given in the specified International Standard. Subculture on to a non-selective agar 
medium (reference medium), such as TSA and incubate according to usage in practice or given in the 
specified standard.

9.3.3.2 Reading and interpretation of results

After incubation, examine for the presence of growth on the non-selective agar.

There shall be visible growth of the microorganisms after incubation.
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10 Documentation of test results

10.1 Information provided by the manufacturer

The manufacturer or supplier of the culture media shall provide, on request, the specific microbiological 
growth characteristics and general information relating to the specific batch of culture medium.

10.2 Traceability

All the data from routine performance testing should be documented in an appropriate way and kept 
for a sufficient period of time according to the quality system in use. The use of control sheets for 
documenting and evaluating the results of the tests is recommended (see Annex D).
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Annex A 
(informative)  

 
Designation of the components of culture media in International 
Standards on microbiological analysis of food, animal feed and 

water

A.1 General

In order to harmonize the description of the various components of culture media in microbiological 
International Standard methods, ISO/TC 34/SC 9 have agreed the following designations.

A.2 Peptones

—	 Enzymatic digest of casein;

NOTE 1 This includes pancreatic or peptic digest of casein, tryptic digest of casein and tryptone.

—	 enzymatic digest of soy or soybean meal;

—	 enzymatic digest of animal tissues;

NOTE 2 This includes meat peptone, peptic digest of meat, pancreatic digest of meat.

—	 enzymatic digest of heart;

—	 enzymatic digest of gelatin(e);

—	 enzymatic digest of animal and plant tissue;

NOTE 3 This includes tryptose.

—	 acid hydrolysis of casein.

A.3 Extracts and infusions

—	 Meat extract and meat infusion;

—	 brain-heart extract and brain-heart infusion;

—	 yeast extract.

A.4 Agar

Bacteriological agar.

A.5 Other

—	 Egg yolk emulsion;

—	 skimmed milk powder;
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—	 whole, defibrinated or lysed blood, blood powder, plasma, fibrinogen, haemin, from specified 
animals;

—	 ox bile for bacteriology;

—	 bile salts.

NOTE This includes bile salts no. 3.
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Annex B 
(normative)  

 
Preparation of reference stock and working culture

B.1 Preparation of reference stock from a reference strain

a In general, resuspension in a nutrient broth and holding time for resuscitation.
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b Verify morphology of colonies and Gram staining or identify using biochemical tests.

c For example a cryoprotective medium, such as TSB supplemented with 10 % to 15 %glycerol 
volume fraction.

d Cryotubes may contain beads.

e Freezing at a temperature below −70 °C enables extended storage. Storage life at a higher 
temperature is limited.[36]

f May also be used directly as a working culture.

Figure B.1 — Flow chart of preparation of reference stock from reference strain
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B.2 Preparation of working culture from reference stock

a Verify and archive documents, including check on traceability to reference strain and relevant 
characteristics, if reference stock is obtained from outside source.

b This procedure is preferable.

c This procedure may be necessary for some strains, e.g. for quantitative tests. Document all stages.

d For example inoculate a slant of TSA or sheep blood TSA or other suitable medium, incubate 
for 24 h and store at a suitable temperature (18 °C to 25 °C or 2 °C to 8 °C depending on the 
microorganisms) for up to four weeks.[36]
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e For example a cryoprotective medium, such as TSB supplemented with 10 % to 15 % volume 
fraction glycerol. Freezing at a temperature below −70 °C enables extended storage. Storage life at 
a higher temperature is limited.[36]

Figure B.2 — Flow chart of preparation of working culture from reference stock
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Annex C 
(normative)  

 
Flow charts of methods for performance testing

C.1 General

See Clause 7.

C.2 Quantitative method for solid culture media: productivity and selectivity 
(see 7.2.2 and Figure C.1)

Key
PR productivity ratio
SF selectivity factor
The productivity ratio, PR, may be used to compare:
a) a non-selective medium with a non-selective reference medium;
b) a selective medium with a non-selective reference medium;
c) a selective medium with a selective reference medium.
For incubation (third level/box of this figure), see 5.4.2.6.

Figure C.1 — Flow chart for quantitative testing of solid culture media
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