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Keeping Standards up-to-date

Standards are living documents which reflect progress in science, technology and
systems. To maintain their currency, all Standards are periodically reviewed, and
new editions are published. Between editions, amendments may be issued.
Standards may also be withdrawn. It is important that readers assure themselves
they are using a current Standard, which should include any amendments which
may have been published since the Standard was purchased.

Detailed information about Standards can be found by visiting the Standards
Australia web site at www.standards.com.au and looking up the relevant Standard
in the on-line catalogue.

Alternatively, the printed Catalogue provides information current at 1 January each
year, and the monthly magazine, The Australian Standard, has a full listing of
revisions and amendments published each month.

We also welcome suggestions for improvement in our Standards, and especially
encourage readers to notify us immediately of any apparent inaccuracies or
ambiguities. Contact us via email at mail@standards.com.au, or write to the Chief
Executive, Standards Australia International Ltd, GPO Box 5420, Sydney, NSW
2001.

This Standard was issued in draft form for comment as DR 02171.
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PREFACE

This Standard has been developed to assist in the process of implementation of the
Australian Medical Device legislation.

After consultation with stakeholders in both countries, Standards Australia and Standards
New Zealand decided to develop this Standard as an Australian, rather than an
Australian/New Zealand Standard, through the Joint Standards Australia/Standards
New Zealand Committee HE-023 on Processing of medical and surgical instruments.

This Standard i1s identical with and has been reproduced from EN 1174-2:1996, Sterilization
of medical devices — Estimation of the population of micro-organisms on produci —
Part 2: Guidance.

The objective of this Standard is to provide guidance on the implementation of requirements for
the estimation of the population of viable micro-organisms on a medical device or on a
component, raw material or package.

As this Standard is reproduced from a European Standard, the following applies:

(a)  Its number does not appear on each page of text and its identity is shown only on the
cover and title page.

(b} In the source text ‘this European Standard’ should read ‘this Australian Standard’.

(c} A full point substitutes for a comma when referring to a decimal marker.
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INTRODUCTION

Requirements for the estimation of the population of micro-organisms on product (this
population is commonly known as the bioburden) during the manufacture of medical devices
are specified in EN 1174-1. This Part of EN 1174 contains guidance on the implementation
of EN 1174-1. Methods other than those given in the guidance can be used but these
alternative methods should be demonstrated as being effective in achieving compliance with
the requirements of EN 1174-1.
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AUSTRALIAN STANDARD

Sterilization of medical devices — Estimation of the
population of micro-organisms on product

Part 2: Guidance

1 Scope

This Part of this European Standard provides guidance on the implementation of the
requirements specified in EN 1174-1. It is aimed at providing a better understanding of
EN 1174-1 as well as assisting in implementing its requirements. The guidance given is not
intended to be exhaustive, but to highlight important aspects to which attention should be
given. .

NOTE: This Part of EN 1174-1 is informative and does not contain requirements.

This Part of this European standard is not intended as a checklist for assessing compliance
with EN 1174-1.

2 Normative reference

This European Standard incorporates, by dated or undated reference, provisions from other
publications. These normative references are cited at the appropriate places in the text and
the publications are listed hereafter. For dated references, subsequent amendments to or
revisions of any of these publications apply to this European Standard only when
incorporated in it by amendment or revision. For undated references the latest edition of the
publication referred to applies.

EN 1174-1: 1996 Sterilization of medical devices - Estimation of the population of
: ‘ micro-organisms on product - Part 1: Requirements
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3 Definitions

For the purposes of this Part of EN 1174, the definitions given in EN 1174-1 : 1996 apply.

4 General
4.1 Operation of the laboratory

In order that the data obtained from performing bioburden? estimations will be reliable and
reproducible, it is important that the estimations are performed under controlled conditions.
The laboratory facilities used for the estimations, whether on the site of the manufacturer of
the medical device or located at a remote location, should therefore be managed and operated
in accordance with a documented quality system. '

If bioburden estimations are performed in a laboratory under the direct management of the
manufacturer of the medical device, the operation of the laboratory should be within the
manufacturer’s quality system. If an external laboratory is used, it is recommended that such
a laboratory should be formally certified against EN 45001.

Any laboratory should be committed to providing a quality service and this commitment
should be documented as a quality policy. The lines of authority and responsibility within the
laboratory organization should be formally established and documented. An individual should
be nominated to be responsible for the establishment of the laboratory quality system and
have sufficient authority to ensure that the system is implemented.

The operation of the laboratory should be subject to regular internal audits. The results of
the audit shouid be documented and reviewed by the laboratory management.

Further information on quality management is available in EN 29004. EN 45001 outlines
requirements for a laboratory quality system and particular requirements for quality systems
for medical device manufacture are specified in EN 46001 and EN 46002.

Y See Introduction.
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4.2 Equipment and materials
4.2.1 Electronic data processing
Computers may be used in laboratories for both direct and indirect collection, processing
and/or storage of data. Both the hardware and software used for such applications should be
controlled.
The computer system in use should be identified, both in terms of hardware and software,
and any changes in either of these aspects should be documented and subject to appropriate
approval.
For software, there should be documentation describing:

a) the applications software run on the computer system;

b) operations software;

¢) data packages in use.

All software should be acceptance tested before being put into service (see, for example
1SO 9000-3).

When commercial software packages are purchascd, these packages should have been
prepared under a quality system as described in ISO 9000-3.

When computer software is developed in-house, suitable procedures should be developed to
ensure that:

1) documentation on development, including the source code, is retained;
2) records of acceptance testing are retained;
3) modifications to programs are documented;

4) changes in equipment are documented and formally tested before being put
into use.

These controls should also be applied to any modification or customizing of commercial
software packag_es.

There should be procedures to either detect or prevent unauthorized program changes.
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Software programs which organize, tabulate, subject data to statistical or other mathematical
procedures, or which otherwise manipulate or analyze the electronically stored data, should
permit retrieval of original data entries. Special procedures for archiving computer data will
probably be required and these procedures should be documented.

4.2.2 Laboratory equipment

There should be a system for identifying the maintenance requirements for each piece of
laboratory equipment.

Equipment that does not require calibration should be clearly identified.

Any equipment, or parts thereof, that comes into contact with product, eluent, media, etc.
during testing should be sterile.

4.3 Microbiological media

All microbiological media, and eluents used to remove micro-organisms from product, should
be prepared in a manner that ensures their sterility.

The ability of microbiological medium to support growth of micro-organisms should be
established. This is commonly achieved by performing a growth promotion test on each batch
of medium using an inoculum of low numbers (between 10 and 100 colony-forming units)
of selected micro-organisms. Growth support tests are described in Pharmacopoeial
monographs and these monographs detail which micro-organisms may be suitable.
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5 Selection of technique
5.1 General

The sequence of key stages of the technique for the estimation of microbial contamination
is illustrated as follows:

SAMPLE SELECTION
!

|
COLLECTION OF ITEMS FOR TEST
1

1
TRANSFER TO TEST LABORATORY
I
I
TREATMENT (if required)

t
|
TRANSFER TO CULTURE MEDIUM
|

|
INCUBATION
I
H
ENUMERATION AND
CHARACTERIZATION (if appropriate)
|

;
INTERPRETATION OF DATA

The individual responsible for the conduct of such estimations should use knowledge of the
raw materials, components, manufacturing environment, production process and the nature
of the product to select appropriate methods for each of these stages.

As indicated in the introduction to EN 1174-1, bioburden estimations may be employed in
a variety of situations. The responsible individual should take account of the particular
situation in deciding the sampling rate, range of culture media and incubation conditions,
together with the extent of method development and validation. Documenting these
considerations, and the rationales for decisions taken, assists in subsequent review of
procedures.

If the bioburden estimate is to be used to established directly the extent of exposure to
sterilizing conditions, consideration should be given to including packaging materials within
the programme for estimation of bioburden.
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Ideally, bioburden should be estimated for each product on a regular basis. However, given
the wide variety of products manufactured, often in small batches, this is not always
practicable and, in such circumstances, products may be grouped on the basis of product type
and equivalence of manufacturing environment and processes, and raw materials used. The
rationale for amalgamating products into such groups should be documented and should
ensure that the data are representative of all products in the group.

5.2 Elements of bioburden estimation

5.2.1 General

Methods of taking and handling samples should be chosen and performed to avoid the
introduction of inadvertent contamination and significant alterations to the numbers and
nature of micro-organisms in the sample. Sampling systems should be consistent to allow
comparisons to be made over a period of time.

Generally, micro-organisms are transferred from the item being tested, or a representative
portion thereof, to a culture medium by immersing, rinsing or dissolving in an eluent. The
eluent may then be passed through a membrane filter which is itself placed on a culture
medium or directly plated onto culture medium. Large indivisible items may be tested by
methods used for surface sampling (see 5.2.4.7, 5.2.4.8 and 5.2.4.9).

Recovery of micro-organisms from product surfaces may be enhanced by the presence of
surface active agents in the eluent and by subjecting the product to a physical treatment
whiist in the liquid. Commonly used ejuents are discussed in 5.2.5.

5.2.2 Sample selection

5.2.2.1 In choosing the sample of product for pre-sterilization counts there are two
possibilities:

a) take product at random prior to sterilization;

b) take product that is not suitable for sale which may be a scrap or otherwise rejected
product.

The choice for such a sample may depend on many factors but the first prerequisite is that
the sampie should reflect as closely as possible the product as it is presented for steritization.
If the decision is made to utilize rejected product, it should be taken so that the product has
undergone all essential stages of production, including possible cleaning and packaging
processes. Product selected as indicated in a) above represents the more desirable sample.
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