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Keeping Standards up-to-date

Standards are living documents which reflect progress in science, technology and
systems. To maintain their currency, all Standards are periodically reviewed, and
new editions are published. Between editions, amendments may be issued.
Standards may also be withdrawn. It is important that readers assure themselves
they are using a current Standard, which should include any amendments which
may have been published since the Standard was purchased.

Detailed information about Standards can be found by visiting the Standards
Australia web site at www.standards.com.au and looking up the relevant Standard
in the on-line catalogue.

Alternatively, the printed Catalogue provides information current at 1 January each
year, and the monthly magazine, The Global Standard, has a full listing of revisions
and amendments published each month.

We also welcome suggestions for improvement in our Standards, and especially
encourage readers to notify us immediately of any apparent inaccuracies or
ambiguities. Contact us via email at mail@standards.com.au, or write to the Chief
Executive, Standards Australia International Ltd, GPO Box 5420, Sydney, NSW
2001.

This Standard was issued in draft form for comment as DR 02543.
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PREFACE

This Standard was prepared by the Australian members of the Joint Standards Australia/Standards
New Zealand Committee AV-003, Acoustics Human Effects. After consultation with stakeholders in
both countries, Standards Australia and Standards New Zealand decided to develop this Standard as
an Australian, rather than an Australian/New Zealand Standard.

This Standard is identical with and has been reproduced from ISO 389-7:1996, Acoustics—Reference
zero for the calibration of audiometric equipment— Part 7: Reference threshold of hearing under free-
field and diffuse-field listening conditions.

The objective of this Standard is to specify a reference threshold of hearing for the calibration of
audiometric equipment used under certain conditions.

As this Standard is reproduced from an International Standard, the following applies:

(a) Its number does not appear on each page of text and its identity is shown only on the cover and
title page.

(b) In the source text ‘this part of ISO 389’ should read ‘this Australian Standard’.
(c) A full point substitutes for a comma when referring to a decimal marker.

This Standard provides for the use of the following Australian Standard as in place of the particular
International Standard referenced herein:

Reference to International Standard Australian Standard
ISO AS
266 Acoustics—Preferred frequencies 2533 Acoustics—Preferred frequencies and

band centre frequencies
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INTRODUCTION

Each part of ISO 389 specifies a specific reference zero for the calibration
of audiometric equipment. 1SO 389:1991 (to be re-issued as ISO 389-1)
and 1SO 389-2 are applicable to audiometric equipment for the
transmission of pure tones by means of supra-aural or insert earphones,
respectively. Corresponding audiometric test methods are specified in
ISO 8253-1.

In some audiological applications it may, however, be desirable to deliver
the test signals by means of loudspeakers, either in a free sound field or in
a diffuse sound field. Corresponding audiometric test methods are specified
in 1ISO 8253-2. This part of ISO 389 specifies the reference zero for the
calibration of audiometric equipment used for sound field audiometry.

In common with other subjective phenomena, the threshold of hearing
varies in detail from person to person but, for a group of otologically normal
persons within a restricted age range, values for the central tendency can
be determined to characterize the group. This and other parts of ISO 389
specify threshold data applicable to otologically normal persons in the age
range from 18 to 25 years. Compared with ISO 226, a more stringent age
criterion has been applied in order to define a population as homogeneous
as practicable with respect to the relationship between the threshold of
hearing and age.

The data specified in this part of ISO 389 relate to

a) pure tones heard under conditions of binaural listening in free
progressive plane waves with the subject directly facing the source of
sound (frontal incidence), and with the sound pressure level measured
in the free progressive wave at the centre position of the listener’s head
with the listener absent;

b) one-third-octave bands of (white or pink) noise heard under conditions
of binaural listening in a diffuse sound field with the sound pressure
level measured in the sound field at the centre position of the listener’s
head with the listener absent.

For frequencies up to 8 kHz, each set of data may be equally applied to any
other bands of (white or pink) noise for which the bandwidth is less than the
critical bandwidth.

The data are based on an assessment of technical information provided by
laboratories in different countries representing the most reliable data
available at the time. For information, a note on the derivation of the
reference values and the origin of the data is given in annex A and a
bibliography is given in annex B.
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