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PREFACE 

This Standard was prepared by the Joint Standards Australia/Standards New Zealand Committee 
HT/23 on Medical Diagnostic Imaging Equipment and issued as a Joint Standard under the terms of 
the Active Cooperation Agreement between Standards Australia and Standards New Zealand. 

This Standard is identical with and has been reproduced from IEC 1223-2-3:1993, Evaluation and 
routine testing in medical imaging departments, Part 2-3: Constancy tests-Darkroom safelight 
conditions. 

Under arrangements made between Standards Australia/Standards New Zealand and ISO/IEC, as 
well as certain other Standards organizations, users of this Standard are advised that the number of 
this Standard is not reproduced on each page; its identity is shown only on the cover and title page. 

For the purpose of this Standard, the IEC text should be modified as follows: 

(a) 

(b) 

(c) 

Terminology The words ‘this Australian/New Zealand Standard’ should replace the word 
‘this International Standard’ wherever they appear. 

Decimal marker Substitute a full point for a comma where it appears as a decimal marker. 

References The references to international Standards should be replaced by references to the 
following Australian or Joint Australian/New Zealand Standards: 

Reference to International Standard 
or other publication 

Joint AustralianlNew Zealand Standard 

IEC AS/NZS 

1223 Evaluation and routine testing in 4184 Evaluation and routine testing in 

1223.1 Part 1: General aspects 4184.1 Part 1: General aspects 
1223-2-1 Part 2-1: Constancy tests-Film 4184.2.3 Part 2.3: Constancy tests-Film 

788 Medical radiology -Terminology - 

medical imaging departments medical imaging departments 

processors processors 

IS0 
8374 Photography-Determination of - 

The Annexes to this Standard, A, B, C, D and E, are for information purposes only. 

IS0 safelight conditions 

@ Copyright .- STANDARDS AUSTRALIA/STANDARDS NEW ZEALAND 
Users of Standards are reminded that copyright subsists in all Standards Australia and Standards New Zealand publications and software. 
Except where the Copyright Act allows and except where provided for below no publications or software produced by 
Standards Australia or Standards New Zealand may be reproduced, stored in a retrieval system in any form or transmitted by any means 
without prior permission in writing from Standards Australia or Standards New Zealand. Permission may be conditional on an 
appropriate royalty payment. Australian requests for permission and information on commercial software royalties should be directed to 
the head office of Standards Australia. New Zealand requests should be directed to Standards New Zealand. 

Up to 10 percent of the technical content pages of a Standard may be copied for use exclusively in-house by purchasers of the 
Standard without payment of a royalty or advice to Standards Australia or Standards New a l a n d .  
Inclusion of copyright material in computer software programs is also permitted without royalty payment provided such programs 
are used exclusively in-house by the creators of the programs. 

Care should be taken to ensure that material used is from the current edition of the Standard and that it is updated whenever the Standard 
is amended or revised. The number and date of the Standard should therefore be clearly identified. 
The use of material in print form or in computer software programs to be used commercially, with or without payment, or in commercial 
contracts is subject to the payment of a royalty. This policy may be varied by Standards Australia or Standards New Zealand at any time. 
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I 

STANDARDS AUSTRALIA/ STAN DARDS NEW ZEALAND 

Australian/New Zealand Standard 
Evaluation and routine testing in medical imaging departments 

Part 2.3: Constancy tests-Darkroom safelight conditions 

1 Scope and object 

1.1 Scope 

This technical report applies to darkrooms in X-ray facilities where any of the following 
unprocessed radiographic or photographic materials sensitive to light are handled: 

- all types Of SCREEN FILM; 

- NON-SCREEN FILM; 

- photographic film for INDIRECT RADIOGRAPHY, as used for recording: 

OUTPUT IMAGES Of X-RAY IMAGE INTENSIFIERS; 

other RADIOLOGICAL IMAGES after TRANSFER; 

- photographic material for copying RADIOGRAMS; 

- photographic material for making permanent images of information recorded by 
electronic means, and presented on display tubes; for example: using hard copy 
cameras, or printed by other electronic means, for example: laser; or used in diagnostic 
equipment, such as for general RECONSTRUCTIVE TOMOGRAPHY; digital imaging; ultra- 
sound; magnetic resonance techniques; in NUCLEAR MEDICINE. 

This technical report is a part of a series of Particular Publications (standards and 
technical reports) which will describe test methods for the constancy of properties of 
various subsystems of diagnostic X-RAY EQUIPMENT. as described in IEC 1223-1. 

1.2 Object 

This technical report is intended to ensure the adequacy of darkroom conditions. 

This technical report describes a method for testing the adequacy of the darkroom safe- 
light conditions, and the freedom from extraneous actinic light. 

2 References to other publicatlons 

The following IEC/ISO publications are quoted in this technical report: 

IEC 788: 1984, Medical radiology - Terminology 

IEC 1223-1 : 1993, Evaluation and routine testing in medical imaging depaflments - Part 7 :  
General aspects 
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