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Preface

This Standard was prepared by the Joint Standards Australia/Standards New Zealand Committee
HE-003, Medical Electrical Equipment, to supersede AS/NZS 4543.3:2000, Protective devices against
diagnostic medical X-radiation, Part 3: Protective clothing and protective devices for gonads.

The objective of this document is to specify requirements for protective devices, such as protective
clothing and eyewear for the protection of persons against X-radiation up to 150 kV, during radiological
examinations and interventional procedures.

NOTE Protective devices are not intended by themselves to provide complete protection of persons but are
used to reduce the dose to persons where other methods of protection against X-radiation are insufficient or
not applicable.

This document deals with the following:

(@) General requirements on the accompanying documents, on design, and on materials used.

(b) Sizing, particular design features, minimum attenuation properties of materials, marking and
standardized forms of statements of compliance with this standard.

It covers protective clothing mainly for the protection of the operator, including the following:
(i) Protective aprons.

(ii) Thyroid collars.

(iii) Protective gloves.

(iv) Protective mittens.

(v) Protective eyewear.

The document also covers protective devices for the protection of the patient, including the following:
(A) Protective gonad aprons.

(B) Scrotum shields.

(C) Ovary shields.

(D) Shadow shields.

(E) Protective aprons for dental use.

The latter group of protective devices is intended to be used during radiological examinations
to minimize the effects of irradiation on the reproductive organs, particularly with regard to
genetic damage.

This document is identical with, and has been reproduced from, IEC 61331-3:2014 (ED.2.0), Protective
devices against diagnostic medical X-radiation — Part 3: Protective clothing, eyewear and protective
patient shields.

As this document has been reproduced from an International document, a full point substitutes for a
comma when referring to a decimal marker.

Australian or Australian/New Zealand Standards that are identical adoptions of international
normative references may be used interchangeably. Refer to the online catalogue for information on
specific Standards.

The terms “normative” and “informative” are used in Standards to define the application of the
appendices or annexes to which they apply. A “normative” appendix or annex is an integral part of a
Standard, whereas an “informative” appendix or annex is only for information and guidanc@ocuments
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INTERNATIONAL ELECTROTECHNICAL COMMISSION

PROTECTIVE DEVICES AGAINST
DIAGNOSTIC MEDICAL X-RADIATION -

Part 3: Protective clothing, eyewear and protective patient shields

FOREWORD

1) The International Electrotechnical Commission (IEC) is a worldwide organization for standardization comprising
all national electrotechnical committees (IEC National Committees). The object of IEC is to promote
international co-operation on all questions concerning standardization in the electrical and electronic fields. To
this end and in addition to other activities, IEC publishes International Standards, Technical Specifications,
Technical Reports, Publicly Available Specifications (PAS) and Guides (hereafter referred to as “IEC
Publication(s)”). Their preparation is entrusted to technical committees; any IEC National Committee interested
in the subject dealt with may participate in this preparatory work. International, governmental and non-
governmental organizations liaising with the IEC also participate in this preparation. IEC collaborates closely
with the International Organization for Standardization (ISO) in accordance with conditions determined by
agreement between the two organizations.

2) The formal decisions or agreements of IEC on technical matters express, as nearly as possible, an international
consensus of opinion on the relevant subjects since each technical committee has representation from all
interested IEC National Committees.

3) IEC Publications have the form of recommendations for international use and are accepted by IEC National
Committees in that sense. While all reasonable efforts are made to ensure that the technical content of IEC
Publications is accurate, IEC cannot be held responsible for the way in which they are used or for any
misinterpretation by any end user.

4) In order to promote international uniformity, IEC National Committees undertake to apply IEC Publications
transparently to the maximum extent possible in their national and regional publications. Any divergence
between any IEC Publication and the corresponding national or regional publication shall be clearly indicated in
the latter.

5) IEC itself does not provide any attestation of conformity. Independent certification bodies provide conformity
assessment services and, in some areas, access to IEC marks of conformity. IEC is not responsible for any
services carried out by independent certification bodies.

6) All users should ensure that they have the latest edition of this publication.

7) No liability shall attach to IEC or its directors, employees, servants or agents including individual experts and
members of its technical committees and IEC National Committees for any personal injury, property damage or
other damage of any nature whatsoever, whether direct or indirect, or for costs (including legal fees) and
expenses arising out of the publication, use of, or reliance upon, this IEC Publication or any other IEC
Publications.

8) Attention is drawn to the Normative references cited in this publication. Use of the referenced publications is
indispensable for the correct application of this publication.

9) Attention is drawn to the possibility that some of the elements of this IEC Publication may be the subject of
patent rights. IEC shall not be held responsible for identifying any or all such patent rights.

International Standard IEC 61331-3 has been prepared by subcommittee 62B: Diagnostic
imaging equipment, of IEC technical committee 62: Electrical equipment in medical practice.

This second edition cancels and replaces the first edition of IEC 61331-3, published in 1998. It
constitutes a technical revision. This second edition has been adapted to apply to the present
technology. It includes a requirement to use a better method for the determination of
attenuation properties over a broader and more clinically relevant range of RADIATION
QUALITIES appropriate to the use of the devices. It also covers three additional protective
devices, THYROID COLLARS, PROTECTIVE EYEWEAR and PROTECTIVE APRONS FOR DENTAL
USE.

Documents

Document Sharing Hub
© Standards Australia Limited/Standards New Zealand 2022

Full document details: AS NZS IEC 61331.3-2022


http://www.avadocuments.com/doc/as-nzs-iec-61331-3-2022
http://www.avadocuments.com/doc/as-nzs-iec-61331-3-2022

AS/NZS1EC 61331.3:2022

-6 -

The text of this standard is based on the following documents:

FDIS Report on voting

62B/938/FDIS 62B/944/RVD

Full information on the voting for the approval of this standard can be found in the report on
voting indicated in the above table.

This publication has been drafted in accordance with the ISO/IEC Directives, Part 2.

In this standard, the following print types are used:

— requirements and definitions: roman type;

— informative material appearing outside of tables, such as notes, examples and references: in smaller type.
Normative text of tables is also in a smaller type;

— TERMS DEFINED IN CLAUSE 3 OF THIS STANDARD OR AS NOTED: SMALL CAPS.

The verbal forms used in this standard conform to usage described in Annex H of the ISO/IEC
Directives, Part 2. For the purposes of this standard, the auxiliary verb:

“shall” means that compliance with a requirement or a test is mandatory for compliance with
this standard;

— “should” means that compliance with a requirement or a test is recommended but is not
mandatory for compliance with this standard;

— “may” is used to describe a permissible way to achieve compliance with a requirement or
test.

A list of all parts of the IEC 61331 series, published under the general title Protective devices
against diagnostic medical X-radiation, can be found on the IEC website.

The committee has decided that the contents of this publication will remain unchanged until the
stability date indicated on the IEC web site under "http://webstore.iec.ch” in the data related to
the specific publication. At this date, the publication will be

* reconfirmed,

« withdrawn,

* replaced by a revised edition, or
+ amended.
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