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Resistivity of Electrical Conductor Materials
This standard is issued under the fixed designation B193; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilon (&) indicates an editorial change since the last revision or reapproval.
This standard has been approved for use by agencies of the U.S. Department of Defense.
1. Scope

1.1 This test method covers the determination of the elec-
trical resistivity of metallic electrical conductor material. It
provides for an accuracy of +0.30 % on test specimens having
a resistance of 0.00001 Q (10 uQ) or more. Weight resistivity
accuracy may be adversely affected by possible inaccuracies in
the assumed density of the conductor.

1.2 This standard does not purport to address all of the
safety concerns, if any, associated with its use. It is the
responsibility of the user of this standard to establish appro-
priate safety, health, and environmental practices and deter-
mine the applicability of regulatory limitations prior to use.

1.3 This international standard was developed in accor-
dance with internationally recognized principles on standard-
ization established in the Decision on Principles for the
Development of International Standards, Guides and Recom-
mendations issued by the World Trade Organization Technical
Barriers to Trade (TBT) Committee.

2. Referenced Documents

2.1 ASTM Standards:*

AT111 Specification for Zinc-Coated (Galvanized) “Iron”
Telephone and Telegraph Line Wire

A326 Specification for Zinc-Coated (Galvanized) High Ten-
sile Steel Telephone and Telegraph Line Wire (Withdrawn
1990)°

B1 Specification for Hard-Drawn Copper Wire

B2 Specification for Medium-Hard-Drawn Copper Wire

B3 Specification for Soft or Annealed Copper Wire

B9 Specification for Bronze Trolley Wire

B33 Specification for Tin-Coated Soft or Annealed Copper

! This test method is under the jurisdiction of ASTM Committee BO1 on
Electrical Conductors and is the direct responsibility of Subcommittee B01.02 on
Methods of Test and Sampling Procedure.

Current edition approved Nov. 1, 2020. Published November 2020. Originally
approved in 1944. Last previous edition approved in 2019 as B193 — 19. DOI:
10.1520/B0193-20.

2 For referenced ASTM standards, visit the ASTM website, www.astm.org, or
contact ASTM Customer Service at service @astm.org. For Annual Book of ASTM
Standards volume information, refer to the standard’s Document Summary page on
the ASTM website.

*The last approved version of this historical standard is referenced on
www.astm.org.

Wire for Electrical Purposes

B47 Specification for Copper Trolley Wire

B105 Specification for Hard-Drawn Copper Alloy Wires for
Electric Conductors

B227 Specification for Hard-Drawn Copper-Clad Steel Wire

B230 Specification for Aluminum 1350-H19 Wire for Elec-
trical Purposes

B298 Specification for Silver-Coated Soft or Annealed Cop-
per Wire

B355 Specification for Nickel-Coated Soft or Annealed Cop-
per Wire

B396 Specification for Aluminum-Alloy 5005-H19 Wire for
Electrical Purposes (Withdrawn 2003)*

B398 Specification for Aluminum-Alloy 6201-T81 Wire for
Electrical Purposes [Metric](Discontinued 1999-Replaced
by B 398/B398M) B0398_B0398M

B415 Specification for Hard-Drawn Aluminum-Clad Steel
Wire

B498/B498M Specification for Zinc-Coated (Galvanized)
Steel Core Wire for Use in Overhead Electrical Conduc-
tors

B502 Specification for Aluminum-Clad Steel Core Wire for
Use in Overhead Electrical Aluminum Conductors

B566 Specification for Copper-Clad Aluminum Wire

B606 Specification for High-Strength Zinc-Coated (Galva-
nized) Steel Core Wire for Aluminum and Aluminum-
Alloy Conductors, Steel Reinforced

B609 Specification for Aluminum 1350 Round Wire, An-
nealed and Intermediate Tempers, for Electrical Purposes

B800 Specification for 8000 Series Aluminum Alloy Wire
for Electrical Purposes—Annealed and Intermediate Tem-
pers

B802 Specification for Zinc-5% Aluminum-Mischmetal
Alloy-Coated Steel Core Wire for Aluminum Conductors,
Steel Reinforced (ACSR)[Metric](Discontinued 1998-
Replaced by B 802/B802M) B0802_B0802M

B803 Specification for High-Strength Zinc—5 % Aluminum-
Mischmetal Alloy-Coated Steel Core Wire for Use in
Overhead Electrical Conductors

B941 Specification for Heat Resistant Aluminum-Zirconium
Alloy Wire for Electrical Purposes
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B957 Specification for Extra-High-Strength and Ultra-High-
Strength Zinc-Coated (Galvanized) Steel Core Wire for
Overhead Electrical Conductors

B958 Specification for Extra-High-Strength and Ultra-High-
Strength Class A Zinc—5% Aluminum-Mischmetal Alloy-
Coated Steel Core Wire for Use in Overhead Electrical
Conductors

2.2 NIST Document:

NBS Handbook 100 —Copper Wire Tables*

3. Resistivity

3.1 Resistivity (Explanatory Note 1) is the electrical resis-
tance of a body of unit length, and unit cross-sectional area or
unit weight.

3.2 Volume Resistivity is commonly expressed in ohms for a
theoretical conductor of unit length and cross-sectional area; in
inch-pound units in Q-cmil/ft and in acceptable metric units in
Q-mm?*m. It may be calculated by the following equation:

p, = (A/L)R
where:
p, = volume resistivity, Q-cmil/ft or Q-mm?/m,
A = cross-sectional area, cmil or mm?,
L = gage length, used to determine R, ft or m, and
R = measured resistance, Q.

3.3 Weight Resistivity is commonly expressed in ohms for a
theoretical conductor of unit length and weight. The method
for calculating weight resistivity, based on resistance, length,
and weight measurements, of a test specimen is given in
Explanatory Note 2.

4. Apparatus

4.1 Resistance shall be measured with a circuit configura-
tion and instrumentation that has a resistance measurement
capability of =0.15 % accuracy.

5. Test Specimen

5.1 The test specimen may be in the form of a wire, strip,
rod, bar, tube, or shape. It shall be of uniform cross section
throughout its length within =0.75 % of the cross-sectional
area. Wherever possible it shall be the full cross section of the
material it represents, if the full cross section is such that the
uniformity of the cross-sectional area can be accurately deter-
mined.

5.2 The test specimen shall have the following characteris-
tics:

5.2.1 A resistance of at least 0.00001 Q (10 pQ) in the test
length between potential contacts,

5.2.2 A test length of at least 1 ft or 300 mm,

5.2.3 A diameter, thickness, width, or other dimension
suitable to the limitations of the resistance measuring
instrument,

5.2.4 No surface cracks or defects visible to the unaided
normal eye, and substantially free from surface oxide, dirt, and
grease, and

4 Available from National Institute of Standards and Technology (NIST), 100
Bureau Dr., Stop 1070, Gaithersburg, MD 20899-1070, http://www.nist.gov.
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5.2.5 No joints or splices.

6. Procedure

6.1 Make all determinations of the dimensions and weight
of the test specimen using instruments accurate to £0.05 %. In
order to assure this accuracy in measuring the length between
potential contacts, the surface in contact with the test specimen
shall be a substantially sharp knife-edge when using a Kelvin-
type bridge or a potentiometer.

6.2 The cross-sectional dimensions of the specimen may be
determined by micrometer measurements, and a sufficient
number of measurements shall be made to obtain the mean
cross section to within +0.10 %. In case any dimension of the
specimen is less than 0.100 in. and cannot be measured to the
required accuracy, determine the cross-section from the weight,
density, and length of the specimen.

6.3 When the density is unknown, determine the density by
weighing a specimen first in air and then in a liquid of known
density at the test temperature, which shall be room tempera-
ture to avoid errors due to convection currents. Exercise care in
removing all air bubbles from the specimen when weighing it
in the liquid. Calculate the density from the following equa-
tion:

5= (W, xd)/(W,— W)

where:

S
|

= density of the specimen, g/cm?;

W, = weight of the specimen in air, g;

weight of the specimen in the liquid, g; and

= density of the liquid at the test temperature, g/cm®.
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6.4 When potential leads are used, make sure the distance
between each potential contact and the corresponding current
contact is at least equal to 1'2 times the cross-sectional
perimeter of the specimen. Make sure the yoke resistance
(between reference standard and test specimen) is appreciably
smaller than that of either the reference standard or the test
specimen unless a suitable lead compensation method is used,
or it is known that the coil and lead ratios are sufficiently
balanced so that variation in yoke resistance will not decrease
the bridge accuracy below stated requirements.

6.5 Make resistance measurements to an accuracy of
*0.15 %. To ensure a correct reading, allow the reference
standard and the test specimen to come to the same temperature
as the surrounding medium. (If the reference standard is made
of manganin it is possible to obtain correct readings with the
test specimen at reference temperatures other than room
temperature). In all resistance measurements, the measuring
current raises the temperature of the medium. Therefore, take
care to keep the magnitude of the current low, and the time of
its use short enough so that the change in resistance cannot be
detected with the galvanometer. To eliminate errors due to
contact potential, take two readings, one direct and one with
current reversed, in direct succession. Check tests are recom-
mended whereby the specimen is turned end for end, and the
test repeated. Surface cleaning of the specimen at current and
potential contact points may be necessary to obtain good

electrical contact. Documents
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