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original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.

1. Scope must meet certain criteria for assay, isotopic composition, and

1.1 These test methods cover procedures for the chemicdMpurity content. These methods are designed to show whether
mass SpectrometriC, and Spectrochemica| ana|ysis of nuc|e£r not a glven.materlgl_me.ets the SpeCIflcatlonS for these items
grade boron carbide powder and pellets to determine compl@s described in Specifications C 750 and C 751.
ance with specifications. 3.1.1 An assay is performed to determine whether the

1.2 The analytical procedures appear in the following ordermaterial has the specified boron content. _
3.1.2 Determination of the isotopic content of the boron is

Sections . .. . .
Total Carbon by Combustion and Gravimetry 7-17 made to establish whether the content is in compliance with the
Total Boron by Titrimetry 18-28 purchaser’s specifications.
Isotopic Composition by Mass Spectrometry 29-38 : f ;
Chloride and Fluoride Separation by Pyrohydrolysis 39-45 3':,"'3 Impurity con_tent_ls' determm.ed_ to e_nsure that t_he
Chloride by Constant-Current Coulometry 46-54 maximum concentration limit of certain impurity elements is
Fluoride by lon-Selective Electrode 55-63 not exceeded.
Water by Constant-Voltage Coulometry 64-72
Impurities by Spectrochemical Analysis 73-81
Soluble Boron by Titrimetry 82-95 4. Reagents
Soluble Carbon by a Manometric Measurement 96-105 4.1 Purity of Reagents-Reagent grade chemicals shall be
Melallc Impurities by a Direct Reader Spectiometic 106-114 used in all tests. Unless otherwise indicated, it is intended that
all reagents shall conform to the specifications of the Commit-
2. Referenced Documents tee on Analytical Reagents of the American Chemical Society,
2.1 ASTM Standards: where such specifications are availabl®ther grades may be
C 750 Specification for Nuclear-Grade Boron Carbide Powused, provided it is first ascertained that the reagent is of
der sufficiently high purity to permit its use without lessening the
C 751 Specification for Nuclear-Grade Boron Carbide Pelaccuracy of the determination. S
let? 4.2 Purity of Water—Unless otherwise indicated, references
D 1193 Specification for Reagent Water to water shall be understood to mean reagent water conforming

E 115 Practice for Photographic Processing in Opticato Specification D 1193.
Emission Spectrographic Analy$is

E 116 Practice for Photographic Photometry in Spectro-5‘ Safety Precautions

chemical Analysi$ 5.1 Many laboratories have established safety regulations

E 130 Practice for Designation of Shapes and Sizes ofioverning the use of hazardous chemicals and equipment. The

Graphite Electrodés users of these methods should be familiar with such safety
practices.

3. Significance and Use

3.1 Boron carbide is used as a control material in nuclea‘f‘" Sampling

reactors. In order to be suitable for this purpose, the material 6.1 Criteria for sampling this material are given in Specifi-
cations C 750 and C 751.

1 These test methods are under the jurisdiction of ASTM Committee C-26 on
Nuclear Fuel Cycle and are the direct responsibility of Subcommittee C26.03 on
Neutron Absorber Materials Specifications. —
Current edition approved Feb. 28, 1983. Published April 1983. Originally °“Reagent Chemicals, American Chemical Society Specifications,” Am. Chemi-

published as C 791 — 75. Last previous edition C 791 — 80. cal Soc., Washington, D.C. For suggestions on the testing of reagents not listed by
2 Annual Book of ASTM Standardgl 12.01. the American Chemical Society, see “Reagent Chemicals and Standards,” by Joseph
2 Annual Book of ASTM Standardgol 11.01. Rosin, D. Van Nostrand Co., Inc., New York, N.Y., and the “United States
4 Annual Book of ASTM Standardéyl 03.05. Pharmacopeia.”
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TOTAL CARBON BY COMBUSTION AND
GRAVIMETRY

7. Scope

10.6.3 Flowmeter (C}*—The total system has two flowme-

ters, one located before the furnace (Fig. 3) and one after the
absorption bulb (Fig. 2). This arrangement helps to detect leaks
in the system.

7.1 This method covers the determination of total carbon in 10.7 Oxygen Purification SystemThe letters in parenthe-
nuclear-grade, boron carbide in either powder or pellet form.ses refer to the components shown in Fig. 3.

8. Summary of Test Method

10.7.1 Gas Regulator (A)for oxygen.
10.7.2 Drying Tube$*—The three tubes are filled as fol-

8.1 The sample mixed with a flux material is burned in anlows: the first B,) with magnesium perchlorate to dry the
oxygen atmosphere at a temperature not lower than 1400°©@xygen; the secondBg) with anhydrous calcium sulfate to
The carbon dioxide product is passed through a gas-treatmetfdicate when trajB, is spent; the third tubeBg) with sodium
train to ensure that any carbon monoxide formed is converteflydrate-asbestos to remove carbon dioxide.
to carbon dioxide and to remove dust, sulfur dioxide, and 10.7.3 Gas Flow-Regulating Valve (C}°

moisture. The carbon dioxide is absorbed and weighe®).¢

9. Interferences
9.1 At the specification limits usually established for

10.7.4 Flowmeter (D) 8
10.8 Sieve No. 100 (150-um), U.S. Standard Sieve Series,

3-in. diameter, brass or stainless steel.

nuclear-grade boron carbon, interferences are insignificant. 11- Reagents

10. Apparatus

10.1 Analytical Balancecapable of weighing ta- 0.1 mg.
10.2 Crucible, zircon ceramic.

11.1 Calcium Sulfate, Anhydrous* indicating.

11.2 Coppet granules, 30 mesh.

11.3 Copper rings°

11.4 Cupric Oxide reagent grade, used in the catalyst

10.3 Crucible Coversporous, ceramig. furnace (Fig. 1) to assure that any carbon monoxide formed

10.4 Mortar, diamond (Plattner), or boron carbide mortar. during combustion is converted to carbon dioxide.
10.5 Combustion SystermThe letters in parentheses refer 11.5 Iron, chips®
to the components shown in Fig. 1. 11.6 Magnesium Perchlorateanhydrous.
10.5.1 Induction Furnace (A)—Caution: Contact with the 11.7 Manganese Dioxide??
high-frequency induction coil will produce severe electrical 11.8 Oxygen ultra high purity grade or equivalefit.
shock and may cause burns. 11.9 Sodium Hydrate-Asbesto¥ 8 to 20 mesh.
10.5.2 Combustion Tube (B)° fused silica. 11.10 Tin, Granular*
10.5.3 Dust Trap (C) 1*
10.5.4 Catalyst Furnace (D)*?
10.5.5 Drying Tubed®*—The first tube E,) is filled with 12.1 Care should be taken to avoid carbon contamination of
magnesium perchlorate and the second tihg i€ filled with reagents and laboratory equipment. Prior to making the initial
anhydrous calcium sulfafé. These tubes prevent water re- analysis, condition the furnace tube and absorption bulb by
leased from the sample from entering the absorption bulb. taking a sample from 15.1-15.13 without making any measure-
10.5.6 Sulfur Trap (F) *° ments (omit 15.2, for example).
10.6 Gravimetric SystemThe letters in parentheses refer
to components shown in Fig. 2. 13. Sample Preparation

10.6.1 Nesbitt Absorption Bulb (A}° may be modified with 13.1 Crush a pellet with a mortamportant:when using the

12/5 socket joints on both the entrance and exit port. The bulliamond (Plattner) mortar, crush with a few, light hammer
is filled as shown in Fig. 2. blows.

10.6.2 Drying Tube (B) ** filled with magnesium perchlo-
rate, anhydrous calcium sulfate, and sodium hydrate-asbésto
to prevent any back-diffusion of water and carbon dioxide int
the absorption bulb.

12. Precautions

S Note 1—Do notcrush and grind the boron carbigetensivelyin the
diamond mortar because significant iron contamination can occur, which
Qill require an iron correction in the analysis.

13.2 Pass the crushed sample through a metal No. 100 sieve.
13.3 Repeat 13.1 and 13.2 until the whole pellet has passed

hrough the sieve.
® The boldface numbers in parentheses refer to the list of references appendedtto oug the sié El ix th . |
these methods. 13.4 Thoroughly mix the sieved sample.

“Leco No. 528-035 or equivalent.
8Leco No. 528-042 or equivalent.
9 Leco No. 521-000 or equivalent.
19Leco No. 550-122 or equivalent.
1 Leco No. 501-010 or equivalent.
12 Leco No. 507-000 or equivalent.
13Kimble No. 46010 or equivalent.
14 Drierite has been found satisfactory for this purpose.
15 Leco No. 503-033 or equivalent.
16 Kimble No. 16010 or equivalent.
17 Ascarite has been found satisfactory for this purpose.

8 Manostat No. 1044B or equivalent.

19 Matheson No. 32 or equivalent.

29Leco No. 550-184 or equivalent.

21Leco No. 501-077 or equivalent.

22 Leco No. 501-060 or equivalent.

23 Matheson Gas Data BooKhe Matheson Co. Inc., East Rutherford, N. J.,

Fourth Edition, 1966.
Documents

24Leco No. 501-076 or equivalent.
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14. Blank 15.14 Close the absorption bulb and remove it from the
14.1 Ablank should be determined at least once in each 8-APparatus. _ _

shift in which total carbon analyses are made. The long-term 15.15 Weigh the bulb usingxactlythe same technique used

average blank less than 1.5 % of the long-term average amoulht 15.16.

of carbon dioxide weighed in the analyses. If any individual 15-16 Weighing Absorption Bulb
blank varies from the long-term average by more tha20 %, 15.16.1 Wipe theclosed absorption bulb thoroughly and

investigate and correct the cause before continuing the analysg/enly with a moist chamois, being careful not to touch the
of samples. Use the long-term average blank in calculating thBulb with the hands.
concentration of carbon in samples. Note 12—Wiping the absorption bulb with a moist chamois minimizes
the adverse effects on weighing produced by static charges.

15.16.2 Place the bulb on the balance pan with the balance
door open.

15. Procedure

15.1 Add 2 g oftin, 3 copper rings (m1.8 g), and 1.2 g of
copper granules (30 mesh) to a crucible.

Note 13—If a single-pan balance with two doors is used, open both

Note 2—To determine a blank, perform 15.1-15.15, omitting 15.2 anddoors

15.3.

Note 3—Prefiring of the crucibles is recommended to minimize blanks. 15.16.3 Wait 3 min and close the door.

Note 4—These quantities of flux and coupler, including thg ofiron . .
chips added in 15.4, have been found satisfactory. Since furnaces mayNOTE 14—Leaving the balance door open decreases the amount of time
have different power outputs and coupling characteristics, the quantities §fauired for the absorption bulb to come to equilibrium after it has been
flux and coupler and iron chips required may differ among furnaces. wiped with the moist chamois. The length of time required to reach

] ] . equilibrium depends upon the relative humidity in the laboratory.
15.2 Weigh the crucible and its contentst00.1 mg.

; ; 15.16.4 Weigh the bulb ta 0.1 mg.
15.3 Add 200 mg of sample in powder form to the weighed . .
crucible and reweigh ta- 0.1 mg. 15.16.5 Repeat 15.16.1-15.16.4 until constant weight

(£ 0.1 mg) is obtained.
Note 5—If a sample is in pellet form, crush to a powder using the
procedure given in Section 13. 16. Calculation

15.4 Cover the sample wit3 g ofiron chips. 16.1 Calculate the grams of carbon, C, weighed as follows:
15.5 Cover the crucible with a porous ceramic cover.

15.6 Load the crucible into the induction furnace. C = [(W; — Wy)s — (W, — Wy)] (0.2729 1)
15.7 Purge the crucible and its contents with oxygen for 2where:

min. W, = weight of absorption bulb after combustion
Note 6—The flow rate of the gas s.,hould be abo.ut 0.5/min. o W, - \(/\:}-Si.gll?t),of absorption bulb before combus-
15.8 Weigh theclosedabsorption bulb, using the weighing tion (15.8),

technique given in 15.16. (W, = W) weight of CQ, from sample, g, and

Note 7—Before taking the initial weight of the absorption bulb, (Wo = W)y blank mgasurement.
condition it by purging with oxygen fol h at0.5/min. 16.2 Calculate the weight percent of carbon, @ the

Note 8—Important—After obtaining the initial weight of the absorp- Sample as follows:
tion bulb, do not touch it with the hands until all analyses have been

completed. Lintless nylon gloves or their equivalent should be used to Ca = [CI(S, ~ $)] x 100 @)
handle the absorption bulb. where:

15.9 Place the absorption bulb into position in the appara-C = amount of carbon weighed from the sample, g,
tus. = weight of crucible plus sample (15.3), g, and

. . weight of crucible (15.2), g.
Note 9—Use dry (no grease) ball and socket joints. Greased joints add

to the problem of reproducing weighings. 17. Precision and Accuracy (3)
15.10 Open the absorption bulb to the system and readjust

the oxygen flow to 0.5/min, if necessary.
15.11 Turn on the induction furnace. 17.1 Precision—The relative standard deviation is 0.50 %.

] ) o . 17.2 Accuracy—The average percent recovery obtained

Note 10—The induction furnace should be preset at its highest g”dfrom the analysis of boron carbide control standards over a
current setting so that the maximum temperature can be obtained. Follo iod 100.2 %. Th tandard d
the manufacturer’'s recommended procedure for operating the furnace. o-year perlo was - 70 O_Se ?_an aras were prepare

and certified by the Los Alamos Scientific Laboratory (LASL).

15.12 Burn the sample.

Note 11—If the combustion is incomplete after 8 min by visual TOTAL BORON BY TITRIMETRY
inspection, investigate the flux and coupler conditions to determine
conditions that will give complete combustion. 18. Scope

15.13 Turn off the furnace and wait an additional 22 min, 18.1 This method covers the determination of total boron in
allowing the oxygen to continue flowing through the entiresamples of boron carbide powder and pellets. The recom-

system. mended amount of boron for each titrme uihents
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19. Summary of Method 23.2 The periodic determination of a blank to check for
19.1 Powdered boron carbide is mixed with sodium carbonboron contamination is advisable, particularly whenever a new

ate and this mixture is fused to decompose the boron carbid€0ttle of any reagent is used. Titrating reagents alone does not

The melt is dissolved in water, filtered to remove the insolubledive @ true blank, howeve#d. A given amount of boric acid

residue, acidified, and heated to remove carbon dioxide. Thehould be titrated with and without reagents; the difference, if

boron as boric acid is titrated with standardized sodium@NY: represents the true blank.

hydroxide solution, using the mannitoboric acid procedure24_ Standardization of Titrant

(4.59. 24.1 Standardize the 0.28 NaOH solution by dissolving
20. Interferences 560 to 700 mg of boric acid standard weighec:t6.1 mg in
leO mL of cooled, freshly boiled water. Adjust the pH to 3 with
1 M HNO; and titrate with the 0.25N NaOH solution,
beginning at 26.2.1.

21. Apparatus 24.2 Calculate the normality of the NaOH solution as

21.1 Balance analytical, with a sensitivity of at least 0.05 described in 27.6.1.

mg. 25. Blank

21.2 Beakers 400 and 600-mL, low-boron glass. : i :
21.3 Burners bunsen and Meker (alternative to muffle 25.1 Add 2 g of sodium carbonate to a 30-mL platinum

20.1 Metals that form hydrous oxides may distort the en
point of the titration.

crucible.
furnace). ; : ; ;
L 25.2 Take this crucible through the analysis, starting at 26.2
21.4 Combination Electrodeglass-calomel. and omitting 26.4 and 26.5.

21.5 Filter Paper, open-textured, very rapid filtering, for
coarse and gelatinous precipitates.

21.6 Muffle Furnace capable of maintaining a temperature 26. Procedure
of at least 1000°C.

21.7 pH Meter.

21.8 Platinum Crucible 30-mL, standard form with close-
fitting cover.

21.9 Polyethylene Funnel

21.10 Recording Titratoy capable of a precision of titration
of 100 ng of boron of at least 0.15 %.

21.11 Temperature Programmeosed with muffle furnace Note 16—See Section 11 for instructions on crushing pellets into

25.3 Calculate the reagent blank as described in 27.4.

26.1 Sample Preparation

26.1.1 Adl 2 g of sodium carbonate to a 30-mL platinum
crucible. Allow it to equilibrate with room atmosphere until
constant weight is obtained.

26.1.2 Weigh into the crucible from 0.13 to 0.15 g of sample
in powder form, weighed to the nearest 0.05 mg.

(optional). powder.
26.1.3 Weigh into the crucible 106 10 mg of potassium
22. Reagents nitrate.

22.1 AVO'P' purchasing reagents Coma_meq in glass to elimi- Note 17—Omit this step if the sample is to be fused using a burner
nate a possible source of boron contamination. Store reagents 3).

in plastic containers.
22.2 Barium Carbonatepowdered.
22.3 Boric Acid, NBS SRM 951 or its replacement.
22.4 Hydrochloric Acid concentrated (sp gr 1.19).
22.5 Methyl Red SolutiarDissolve 0.1 g in 100 mL of 60 %

26.1.4 Thoroughly mix the materials in the crucible with a
small-diameter plastic rod or a short length of wire.

26.1.5 Add an additiona2 g of sodium carbonate to the
crucible, covering the mixture completely.

ethyl alcohol and dilute to 250 mL with 60 % alcohol. NoTe 18—The sample is ready for fusion by using either a muffle
22.6 Nitric Acid, concentrated (sp gr 1.42). furnace (26.2) or burner (26.3).
22.7 Nitric Acid (1 M)—Add 32 mL of concentrated HNO 26.2 Fusion by Muffle Furnace

to 400 mL of water and dilute to 500 mL. 26.2.1 Place a lid on the crucible and put it in the muffle
22.8 Nitric Acid (0.1 M)—Pipet 50 mL of INHNO; intoa  furnace.

500-mL flask and dilute to volume with water. 26.2.2 Do one of the following steps if a programmable
22.9 Potassium Nitratecrystals. furnace is used:
22.10 Sodium Carbonatepowder. 26.2.2.1 Use a 150°C/h heating rate until 900°C is reached,;

22.11 Sodium Hydroxide Solutiof0.25 N), standardized hold 900°C fo 2 h and remove the crucible immediately,

against NBS SRM 951. This solution should be carbonate-freetting it cool to room temperature.
) 26.2.2.2 Increase the temperature to 1000°C using the

23. Precautions 150°C/h heating rate and hold at 1000°C for 20 min; remove

23.1 Consideration should be given to boron contaminatiorthe crucible immediately and let it cool to room temperature.
that can come from reagents, glassware, and perhaps from26.2.3 Do the following steps if a manually controlled
other sources. If care is used in procuring reagents and {fnonprogrammable electronic control) furnace is used:
lowboron glassware is used, boron contamination should be 26.2.3.1 Preheat the furnace to 300°C before putting in the

negligible. crucible. Documents
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26.2.3.2 Reset the temperature controller to 600°C and ldilank and stir the solution to dissolve the boric acid; add a
the temperature reach 600°C. second similarly weighed portion of the standard to another

26.2.3.3 Increase the temperature 50°C every 20 min unttbeaker containing 100 mL of cooled, freshly boiled water to
1000°C is reached and keep the crucible at this temperature farhich nitric acid has been added to give a pH of 3.

20 min. 26.4.11.2 Analyze each solution as described in 26.4.12 and
26.2.3.4 Remove the crucible immediately and let it cool t026.4.13.

room temperature. 26.4.12 Titrate slightly beyond the first potentiometric end
26.2.4 Proceed to 26.4.1. point with the standardized 0.2 NaOH solution.

ggg ]l?ulilohn' b]}/ B.umer hni . d . . . Note 21—If the end-point inflection on the titration curve is distorted
:3.1 If this fusion technique Is used, potassium Nitrate I, it there are multiple inflections that are severe enough to prevent a clear

not needed and 26.1.3 can be Qmitted- . determination of the end point, carbonate or hydrolyzable metals are
26.3.2 Place a lid on the crucible and heat with a low flameprobably present. The best procedure at this point is to start the analysis
of a bunsen burner for 15 min. over with a new sample. The titrated solution can be salvaged, however,

26.3.3 Continue heating for another 75 min while graduallyPy adjusting the pH to 3.0 with dilute acid and then following the barium

increasing the temperature for the flame until the mixture i§arbonate separation procedure (26.5). Once mannitol has been added at
completely molten 26.4.13, the titrated solution can not be salvaged and a new sample must

. be started.
26.3.4 Replace the bunsen flame with a full Meker flame ¢ starte

and continue heating until decomposition of the boron carbide 26-4-13 Add 20 g of mannitol and continue the titration past
is completed. Most samples require about 20 min for dissoluth® second end point.

tion. 26.4.14 Refer to Section 27 for calculation of results.
26.3.5 Allow the melt to cool to room temperature. 26.5 Barium Carbonate Separation
26.4 Titration of Boron 26.5.1 Place the crucible and lid into a 400-mL, low-boron

26.4.1 This subsection includes a precipitation of hydrolyz-912ss beaker and add enough water to cover the crucible and

able metals from a basic solution containing sodium carbonatée'” i i

This separation is adequate for boron carbides having metallic 26-5-2 Add 6.5 mL of 1M hydrochloric acid and 3 drops

impurity contents no greater than those found in most nucleai@f methyl red.

grade materials. For “dirtier” boron carbide, precipitation using Nore 22—If the sodium carbonate from 26.1 and theMydrochlo-

barium carbonate provides a better separation (26.5). For thi acid were measured carefully, the solution will be slightly acidic when

sodium carbonate separation, proceed as follows: the melt has dissolved. If not acidic, add LR hydrochloric acid until
26.4.2 Place the crucible and lid into a 400-mL, low-boronacidic and add 4 drops excess.

glass beaker and add enough water to cover the crucible and26.5.3 Remove the crucible and lid from the beaker; rinse

lid. both carefully with water, adding the rinses to the beaker.
26.4.3 Allow the melt to dissolve. Use heat and stirring to

. . . . N 23—If the melt has not dissolved completely, gently heat the
reduce the time required for dissolution. ore pietely, gently

solution.

Note 19—An alternative approach is to let the melt dissolve overnight 2654 Add 1.3 g of barium carbonate to the solution.
while the beaker sits in a warm location. If this is done, go from
26.4.4-26.4.6, omitting 26.4.5. Note 24—The 1.3 g of barium carbonate can be added only if the

. . . .._.sodium carbonate and hydrochloric acid were carefully measured (see
26.4.4 Remove the crucible and lid from the beaker; rInse‘ZG.S.Z). Otherwise, the barium carbonate is added until the solution is

both carefully with water, adding the rinse to the beaker.  pagic and then an excessbg is added.

26.4.5 Stir the solution and allow it to stand for at least 2 h. 26.5.5 Cover the beaker with a watch glass and bring the

Note 20—The solution can be warmed and then allowed to stand forsplution to a boil.
several hours to improve the filtering characteristics of the precipitate.

After the precipitate settles, the supernate should be colorless. Note 25—Let the precipitate digest for 30 min at a temperature just

26.4.6 Separate the precipitate by filtration through anb6|0W the boiling point of the solution.

open-textured, very rapid, filter paper using a polyethylene 26.5.6 Continue with 26.4.5.
funnel and collect the filtrate in a 600-mL low-boron glass

beaker. 27. Calculations
26.4.7 Rinse the filter paper and precipitate thoroughly with 27.1 Calculate the weight percent of boron in the samples
hot water and collect the rinses with the filtrate. and control standards, determine the reagent blank, calculate
26.4.8 Acidify the filtrate with nitric acid to a pH of 3.&  the normality of the sodium hydroxide, and calculate the
0.1. percent recovery of the calibration standard using the appro-
26.4.9 Cover the beaker and boil the solution gently for 15priate equations as follows:
min to remove dissolved carbon dioxide. 27.2 End Points—Calculate the end points from the two

26.4.10 Allow the solution to cool. If a blank is being potentiometric breaks using the second derivative technique by
determined, proceed to 26.4.11; otherwise, continue at 26.4.180ting the pH changes for equal increments of titrant near the
26.4.11 Determine the blank as follows: end point. Subtract the pH change preceding the largest pH
26.4.11.1 Add 560 to 700 mg of the NBS SRM 951 standarcchange from the largest. Subtract the pH change following the
weighed to the nearest 0.1 mg to the beaker containing thiargest from the largest. Divide the Dgeuq'mntsnd
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derivatives by their sum. Multiply the quotient obtained by the

increment of titrant. This fraction of an increment is then addedT,
to the millilitres of titrant noted at the beginning of the largest
pH change to determine the end point as given as follows: M

milligrams of the NBS standard titrated,
millilitres of NaOH solution used in the titration of
the standard, and

B—-A

Titrant at end point, ml= [m

where

A = pH change preceding largest pH change,

B = largest pH change,

C = pH change following largest pH change,

D = increment of titrant used, and

E = millilitres of titrant added at the beginning of the

largest pH change.

27.3 Volume of NaOH Solution UsedCalculate the vol-

ume of NaOH solution as follows:
T=S-F

where:
T millilitres of NaOH solution used,

S millilitres of NaOH solution used at the second end
point, and
F = millilitres of NaOH solution used at the first end point.

27.4 Reagent Blank-Calculate the reagent blank as fol-

lows:
W,
R=T, Tc(WQ) (%)
where
R = millilitres of sodium hydroxide reagent blank,
T, = millilitres of NaOH solution used in the titration of
the standardvith reagents,
W, = grams of the standard titratedth reagents,
T, = millilitres of NaOH solution used in the titration of
the standardvithout reagents, and
W, = grams of the standard titratedthout reagents.

27.5 Concentration of Boron in the SampieCalculate the

concentration of boron in the sample as follows:

) (Ts — RNA
Boron, weight %= —w. X 100
S

T. = millilitres of NaOH solution used in the titration of

the sample,
R = reagent blank,
N = normality of the NaOH solution,
A =

atomic weight of the boron computed for the sample

(4)

(6)

molecular weight of the boric acid.

]+ E (3  28. Precision and Accuracy

28.1 Precision—The relative standard deviation is 0.25 %
28.2 Accuracy—The average percent recovery obtained
from the analysis of boron carbide control standards over a
2-year period was 100.2 %. Those standards were prepared and

certified by LASL.

ISOTOPIC COMPOSITION BY MASS
SPECTROMETRY

29. Scope

29.1 This method covers the determination of the isotopic
composition of boron in nuclear-grade boron carbide, in
powder and pellet form, containing natural to highly enriched
boron.

30. Summary of Method

30.1 Boron isotopic ratios are measured in boron carbide by
thermal ionization mass spectrometry without prior chemical
separation of boron. Boron is converted to sodium borate by
fusion of the boron carbide with sodium hydroxide or sodium
carbonate directly on the tantalum filament of the mass
spectrometer. The loaded filament is transferred to the mass
spectrometer where boron isotopic ratios are measured using
the NgBO,"* ion. When mixing the boron carbide and sodium
hydroxide or sodium carbonate, a Na to B ratio of 1:1 is
maintained, which gives a stable ion emission within a few
minutes after operational vacuum is attained. There is no
apparent bias caused by selective volatilization ‘0B
(7,8,9,10,11,12).

31. Interferences

31.1 Impurity elements, at the specification limits usually
established for nuclear-grade boron carbide, do not interfere.
Strontium is a potential interference and it is an impurity
element in the tantalum filament material. At the temperature
used to ionize sodium borate, however, the strontium impurity
in the filament does not volatilize to cause a high bias at mass
88.

32. Apparatus
32.1 Mass SpectrometerCommercial instruments are

based upon the measured isotopic composition, andavailable that meet or exceed the following requirements:

W, = sample weight, mg.

32.1.1 Source thermal ionization using single filaments. A

27.6 Normality of NaOH Solutior-Calculate the normality  yacuum lock is recommended to maintain source vacuum,

of the sodium hydroxide solution as follows:

— WX
N=TMm
where:
N = normality of the NaOH solution,
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which increases sample throughput.

32.1.2 Analyzer with a vacuum system capable of produc-
ing a resolving power of at least 400 and an abundance
sensitivity at mass 100 of at least 20 000. Resolving power is
defined asvl/AM, whereAM is the width, in atomic mass units,
of a peak at madi§l at 5 % of its height. Abundance sensitivity
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is defined as the ratio of total ion current at madso its 36. Procedure

contribution at mas#/-1. o _ 36.1 Filament Cleaning-Filament assemblies are made in
~ 32.1.3 Detector, Faraday Cup, Electron Multiplier, or Scin- accordance with a procedure that is appropriate for the mass
tillatory Photomultiplier—Data acquisition can be accom- gpectrometer used.

plished by a potentiometric recorder or a pulse counting 36.1.1 Clean the filament assembly by sequentially dipping

system. _ o it in toluene, isopropyl alcohol, and distilled water.
32.2 Mass Spectrometer Accessorieshe following items 36.1.2 Rinse the assembly twice with acetone.
are required: 36.1.3 Dry the assembly under a heat lamp.

32.2.1Filaments tantalum ribbon, nominally 0.001 in.  36.2 Filament Loading-Steps 36.2.1-36.2.5 are instruc-
thick, 0.030 in. wide, with optional V-groove. Filaments should tions for fusing the sample with NaOH and 36.2.6-36.2.9 are
be prepared and stored in a manner to minimize contamination,structions for an alternative fusion with MNEO,.
and they should be cleaned before use. 36.2.1 Weigh 25+ 2 mg of sample in powder form and
32.2.2 Forming Jig used to form filaments into the configu- transfer it to a plastic vial.
ration required by the mass spectrometer used and to hold the _ _
filaments in place for welding. < No_TE 26—For pellet sam_ples, crush to a powder using the procedure in.
. . ection 13. Sample materials prepared for other analyses can be used if
32.2.3 Spot Welderused to weld the filament ribbons to the care s taken to prevent cross contamination between samples, particularly
support posts. Welds should be made carefully to ensure goattween samples of differing boron isotopic compositions.
electrical contact, which is necessary for beam stability. Note 27—To obtain a representative sample if the original sample is in
32.2.4 Sample-Loading Unjtused to heat filaments to at powdered form, thoroughly blend the bulk sample before taking the
least 800°C. A system permitting an electrical current to pasg5-mg aliquot.

through the filament is required. Note 28—A quantitative transfer is not required because isotopic ratios
32.3 Mixer Mill. 25 only are being determined.
32.4 Plastic Pipet 5-ul, with a changeable plastic barfél. 36.2.2 Add 72+ 2 mg of pulverized NaOH from the
Use a pipet only once and then discard it. desiccator to the vial containing the sample.

32.5 Plastic Vial and Ba#—12.7-mm (0.5-in.) outside di- 36.2.3 Add a plastic ball and immediately close the vial.

ameter by 25.4-mm (1-in.) long vial and 9.52-mm (0.375-in.) . 59 Avoid atmospheric moisture pickup; moisture interferes
diameter ball. with good mixing.

36.2.4 Mix for 1 min on the mixer mill.

33. Reagents . '
g 36.2.5 Transfer about 0.1 mg of the mixture to a filament.

33.1 Acetone Proceed to 36.2.10 for the fusion.

33.2 Distilled Water 36.2.6 Weigh 5+ 0.2 mg of sample in powder form and
33.3 Isopropyl Alcohol transfer it to a plastic vial (Note 25 and Note 26).

33.4 Sodium CarbonatgNa,CO;) Solution,0.14 M. 36.2.7 Add 1.25 mL of 0.1 Na,CO; solution to the vial

33.5 Sodium Hydroxide(NaOH)—PuIverize in stainless Containing the Samp|e_
steel containers with stainless steel balls in a mixer mill and 36.2.8 Slurry the mixture with the tip of a plastic pipet until

store in a desiccator. a uniform suspension is obtained.
33.6 Toluene 36.2.9 Transfer about 5 pl of the slurry to a filament.
Proceed to 36.2.10 for the fusion.
34. Precautions 36.2.10 Heat the filament gradually just to the point where

34.1 Consideration should be given to boron contaminatiohe filament glows brightly.
from reagents and other sources. Sources of natural boronnore 30—The bright glow is caused by the exothermic reaction of
contamination can be checked by using NB®-enriched  tantalum with NaOH or N&CO,. The fusion produces sodium borate and

boric acid (SRM 952) as an internal stand&®jl. the melt tightly adheres to the filament.
i i 36.3 Mass Spectrometric Measurement
35. Calibration 36.3.1 Insert the filament assembly into the mass spectrom-

35.1 Periodic attention should be given to bias and linearityeter.

and to counting dead time when an ion-counting technique is 36.3.2 Evacuate the system to about 30" torr (66 pPa).

used. These factors should be determined when the mass36.3.3 Heat the sample by passing an electrical current

spectrometer is first used and they should be checked whenewbrough the filament until a stable beam of B&®," ions is

a calibration result is obtained that significantly deviates fronobtained.

the accepted value. These factors should also be checked at36.3.4 Scan the spectrum repeatedly in both directions over

intervals of not greater than 3 months. the mass range desired until at least nine spectra have been
obtained.

37. Calculation
25 A Spex Industries mixer mill, Model 5100, has been used for this method. . h . . . f h
26 A Kimble automatic pipet, No. 56300, with disposable polypropylene tips has 37.1 Determine the boron Isotopic composition from the

been used for this method. mass spectra recorded. Calculate the ggwmmyatio
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