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Standard Practice for
Firing Refractory Concrete Specimens

This standard is issued under the fixed designation C 865; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.

This standard has been approved for use by agencies of the Department of Defense.

1. Scope C 704 Test Method for Abrasion Resistance of Refractory

1.1 This practice covers the firing of specimens made from _Materials at Room Temperatdre _
refractory concretes (castable refractories) in accordance with € 862 Practice for Preparing Refractory Concrete Speci-
Practice C 862 for cast specimens. The procedure is also _Mens by Castify
recommended for heating rates to be used for high-temperature E 220 Method for Calibration of Thermocouples by Com-
test methods such as Methods C 16, C 583, etc., when these Parison Techniqués
methods are used to test refractory concretes. P

1.2 The values stated in inch-pound units are to be regardesd Significance and Use

as the standard. The values given in parentheses are for3-1 This practice is used to standardize the firing conditions
information only. of refractory concrete specimens prepared in accordance with

1.3 This standard does not purport to address all of thePractice C862. The standards are set down to minimize
safety concerns, if any, associated with its use. It is thdaboratory-to-laboratory variation and do not attempt to dupli-
responsibility of the user of this standard to establish appro-cate any particular field applications.

priate safety and health practices and determine the applica,
- R . 4. Apparatus
bility of regulatory limitations prior to use. i ) o _
4.1 Kiln, equipped with instruments capable of controlling
2. Referenced Documents the heating rate of the kiln at 100 to 700°F (55 to 380°C)/h (see
21 ASTM Standards: 6.5) and holding the soak temperaturett@0°F (5.5°C) of the

C 16 Method of Load Testing Refractory Brick at High nominal soak temperature. For temperatures up to 2500°F
Temperaturés (1370°C) an electrically heated kiln is preferred, but gas- or

C 20 Test Methods for Apparent Porosity, Water Absorp_oil-fir_ed kilns can b_e_ used for all temperatures, provided the
tion, Apparent Specific Gravity, and Bulk Density of heating rates spe_cn‘le_d can_be maintained, thg flame of the
Burned Refractory Brick and Shapes by Boiling Water burners does not impinge dlrectl_y on any specimen, and t_he

C 113 Test Method for Reheat Change of Refractory Brick furnace atmosphere contains a minimum of 0.5 % oxygen with

C 133 Test Methods for Cold Crushing Strength and Modu{ % combustibles. _
lus of Rupture of Refractorids 4.2 Balances—For 9 by 42 by 2 or 3-in. (228 by 114 by 51

C 210 Test Method for Reheat Change of Insulating FireO" 76-mm) samples, a balance with a capacity of 15 Ib (6.8 kg)
brick? and a sensitivity of 0.01 Ib (4.5 g) is recommended; for smaller

C 288 Test Method for Disintegration of Refractories in anSPecimens (for example, 6 by 1 by 1-in. (152 by 25 by 25-mm)
Atmosphere of Carbon Monoxide bars), a 2-kg balance with a sensitivity of 0.1 g is recom-

C 401 Classification of Alumina and Alumina-Silicate Mmended. _ _
Castable Refractorids 4.3 Caliper or Steel Ruleto measure the dimensions of the

C 546 Method of Load Testing Refractory Brick at High specimens. For large specimens, a 12-in. (305-mm) steel rule
Temperatures, Long-Tirde with 0.01-in. (0.3-mm) divisions is recommended. For smaller

C 583 Test Method for Modulus of Rupture of Refractory specimens, a 250-mm caliper with 0.1-mm divisions is recom-
Materials at Elevated Temperatufes mended. Other measuring devices of the same or better

precision may also be used.

5. Preparation of Samples

1 This practice is under the jurisdiction of ASTM Committee C-8 on Refractories 5.1 Samp|e5 are prepared by Casting in accordance with

and is the direct responsibility of Subcommittee C08.09 on Monolithic Refractories ; ; ;
Current edition approved July 15, 1991. Published September 1991. Orig:jinall)ilvlethOdS C 862. If the sample size of the cast Specimen IS the

published as C 865 — 77. Last previous edition C 865 — 87.
2 Annual Book of ASTM Standardgol 15.01. —_—
2 Discontinued. See 198&nnual Book of ASTM Standardgol 15.01. 4 Discontinued. See 1994nnual Book of ASTM Standardgol 14.03.
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same as that specified for the test, it can be used directly. Note 3—Different heating rates are specified for various samples to
However, cutting samples of the required size from larger castnsure that the difference in temperature between the center and the

blocks will often be necessary. In this case, it is recommendegt/face of the specimen does not exceed 45°F (25°C). Experimental
! évidence indicates that cracking may occur when a castable sample is

that the samples be cut with a diamond saw. After cutting, th ; : . . .
samples should be dried at 230°F (110°C) for a minimum of 1 iizt.ed too rapidly. The safe heat-up rate increases with decreasing sample
h. All cut samples should have sharp edges and corners and ] -~
should not show pull-out of grains on the cut surfaces. For 6:6 Hold the specimens at the specified temperature for 5 h.
some low-strength castables, drying prior to cutting may bduring the holding period a furnace atmosphere containing a
needed to increase their strength and resistance to pull-outsMinimum of 0.5 % oxygen with 0 % combustibles should be
5.2 Some types of castables, especially those containin aintained. _For_spemal h|gh—tem_perature tests a longer or
aggregates of a relatively low hardness (such as lightweighthorter holding time may be required, that i$7 1h for the
castables), may be cut on a dry saw. This procedure igefractoriness-under-load test (Method C 16), or 12 h for the
acceptable provided that specimens with sharp corners artPt modulus of rupture test (Test Method C 583).
edges, which show no signs of grain pull-out at the cut 6.7 Measure the temperature within the kiln by means of a

surfaces, are obtained. platinum-rhodium/platinum type thermocouple, calibrated in
accordance with Method E 220, and a potentiometer, prefer-

6. Procedure ably of the recording type for temperatures up to 2700°F
6.1 Label all specimens with ceramic ink or crayons. (1480°C). For temperatures in the 2700 to 3100°F (1480 to

6.2 Measure all dimensions of the specimens using a stedi’05°C) range, either a platinum-rhodium/platinum or a plati-
rule or caliper. Make the measurement at the center of eadhum 6 % rhodium-platinum 30 % rhodium (Type B) thermo-
side and to the nearest 0.01 in. (0.3 mm) or 0.1 mm, dependin%llpIe can be used. For temperatures over 3100°F, a Type B
on the instrument used and the sample size. When using dRermocouple must be used. The hot junction of the thermo-
indentation mark in accordance with 7.3 in Practice C 862couple should be placed in close proximity to the specimens.
remeasure the distance between the reference marks to detéf alternative method is the use of a calibrated optical
mine the total linear change from the as-cast state (Note 1).Pyrometer where applicable. Make temperature readings at

6.3 Measure the We|ght of the Specimens to the nearest O_Oﬂ_tervals of 15 min or less when the temperature is not recorded
Ib (4.5 g) for samples weighing approximately 4 Ib (1.8 kg) orand controlled automatically. The use of cone plaques is
more, or to the nearest 0.1 g for samples weighing less than@dvised as a guide to temperature uniformity within the kiln.
Ib. 6.8 After completion of the firing, cool the specimens in a

I kiln at ling rate not ex in °F (280°C)/h.
Note 1—Linear change measurements based on the initial cast speccl:- osed at a cooling rate not exceeding 500°F (280°C)/

men cannot be determined when specimens are cut from larger sections.6-9 Within 2 h after the fired specimens reach room tem-
erature, remeasure their dimensions and weight in accordance
ith 6.2 and 6.3 if density change or dimensional change, or
oth, data are required. Adhering loose setting materials and
small blisters must be removed prior to such measurement.
6.10 When room temperature strength measurements (Test
ethods C 133) are to be made after firing, store the fired

6.4 Place the specimens in the kiln so that each specim
will rest on the surface formed by its longest and smallesb
dimension (that is, the 9 by¥2 -in. (230 by 65-mm) surface for
9-in. straight, or the 6 by 1-in. (152 by 25-mm) surface for 6 by
1 by 1in. samples). Support each specimen on a flat supporti
brick, which does not soften or shrink at the intended soaéﬁecim
temperature. Place between the test specimens and the suppdft=.; . . . .
ing brick a layer of suitable refractory material that is nonre-2t 230°F (110°C), to prevent moisture pick up from the air
active under the test conditions and passes a No. 16 (1.18-m 5
sieve and is retained on a No. 40 (425-um) sieve.

Note 2—Specimens tested for refractoriness under load or creep must NOTE 4—Refractory concrete specimens exposed to room air after
be placed in a furnace as indicated in Methods C 16 and 0546?"|rmg have shown stre_ngth decreases_as exposure time in room air
respectively. increases when tested in accordance with Test Methods C 133 or other

. . . strength test methods.

6.5 The following maximum heating rates at temperatures

ior to testing. Strength measurements should be made within
h after removal from the desiccator or drying oven.

below 1500°F (815°C) are recommended: 7. Use of Recommended Firing Practices
Cross Section of Specimen Ma"im‘;{";tg'ea“”g 7.1 Refractory concrete specimens required for the '
methods listed in 7.1.1 through 7.1.6 should be fired in
in. mm °F/h °Ch accordance with this practice. If the specimens are tested at
414/12/b§gy13/2 ﬁj g Zg igg gg temperature, the firing procedures described in this practice
2by2 228 by 64 300 170 should be used to heat the specimens to the required test
lby1 25by 25 700 380 temperature and to cool them after the test is completed (the

At temperatures over 1500°F a heating rate up to 700°Hatter is necessary only if subsequent measurements are made
(390°C)/h is permissible. Generally, a slower heating rate doedt room temperature). The most frequently used tests are:
not affect the properties of the specimens adversely. Thus, 7.1.1 Methods C 16 and C 546In these methods, the
when smaller and larger specimens are fired together, thieeat-up schedule should follow the procedure described in this
heating rate applicable to the larger specimens should be usqaractice. Documents

Document Sharing Hub

Full document details: ASTM C865-91(1995)


http://www.avadocuments.com/doc/astm-c865-91-1995
http://www.avadocuments.com/doc/astm-c865-91-1995

