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ﬁplw Designation: D 1508 — 01

<’
INTERNATIONAL
Standard Test Method for
Carbon Black, Pelleted Fines and Attrition  *
This standard is issued under the fixed designation D 1508; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.
1. Scope variables that influence dispersion and handling, the signifi-
1.1 This test method covers the determination of the fine§ance of fines content must be determined by the user.
and attrition of pelleted carbon black. 4.2 Method B, Attrition—BYy comparing the percent fines

1.2 This standard does not purport to address all of the@nd attrition, an indication can be obtained of pellet stability
safety concerns, if any, associated with its use. It is thénd the amount of fines that may be created by pellet
responsibility of the user of this standard to establish appro-dégradation in conveying, handling or transit.
priate safety and health practices and determine the applicaz

o o . 5. Apparatus
bility of regulatory limitations prior to use. ) )
5.1 Mechanical or Vibratory Sieve ShakKer.

2. Referenced Documents 5.2 Sieves six 125-uym (U.S. Standard No. 120) having a
2.1 ASTM Standards: 200-mm (8-in.) diameter and 25-mm (1-in.) height, or equiva-
D 1511 Test Method for Carbon Black—Pellet Size Distri- |€nt, conforming to Specification E 11.

butior? 5.3 Sieve Separator Receivefs/e required.
D 1799 Practice for Carbon Black—Sampling Packaged 9-4 Sieve Cover

Shipment? 5.5 Bottom Receiver Pan
D 1900 Practice for Carbon Black—Sampling Bulk Ship- 5-6 Riffie Sample Splitter

ment< 5.7 Small Scoop or Large Spoon

D 5817 Practice for Carbon Black, Pelleted-Reduction and -8 Balance, 0.1-g sensitivity
Blending of Gross Samplés

E 11 Specification for Wire Cloth and Sieves for TestingG' Sampling

Purpose 6.1 Samples shall be taken in accordance with Practice
D 1799 or Test Method D 1900.
3. Summary of Test Method 6.2 Practice D 5817 shall be used for reduction and blend-

3.1 Method A, Fines-A sample of carbon black is placed ing of samples.
on a 125-um sieve and shaken in a mechanical or vibrator¥ Procedure
sieve shaker for 5 min. The pellets, pellet fragments, dust, and’ ) -
unpelletized black that pass through the sieve are defined as/-1 Method A, FineandMethod B, Attrition _
carbon black fines. The fines are expressed in percent. 7.1.1 Stack up to six sets of sieves and receivers with a
3.2 Method B, Attritior—The same test sample is shaken for "€Ceiver beneath each sieve. . . _
an additional 15 min to determine the amount of pellet 7-1.2 Weigh 25.0 g portions, being careful to dip approxi-
degradation or attrition created during this additional shakénately 25 g of black from the riffle splitter.

interval. The attrition is expressed in percent. Note 1—It is not good practice to weigh the sample by pouring it
L directly out of the black container since the fines and smaller pellets will
4. Significance and Use tend to remain in the container while the larger pellets pour out first.

4.1 Method A, Fines-The fines content of carbon black is Dipping the black from the container is the preferred technique.

related to the bulk flowability, dustiness, and, in some in- 7.1.3 Transfer each sample to an individual 125-pm sieve.

stances, the level of dispersion. Due to the many other L ) )
P y Note 2—Six different materials or samples may be tested when all six

sets of sieves are used. In some labs the position of the sieve may affect
results with the higher sieves yielding higher fines data. For this reason the
1 This practice is under the jurisdiction of ASTM Committee D24 on Carbon
Black and is the direct responsibility of Subcommittee D24.51 on Carbon Black———————

Pellet Properties. 4 A Ro-Tap sieve shaker is satisfactory for this purpose. For a description of this
Current edition approved Dec. 10, 2001. Published February 2002. Originallyapparatus refer to Test Method D 1511. The Fritsche Analysette 3 Pro vibratory

published as D 1508-57 T. Last previous edition D 1508-99. sieve shaker has also been found suitable for this purpose (variable amplitude at
2 Annual Book of ASTM Standardgol 09.01. 3600 vpm) and is available from Gilson Company, P.O. Box 200, Lewis Center, OH
3 Annual Book of ASTM Standardéol 14.02. 43035-0200.
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center position, sieves 3 and 4, should be used for referee testing. 10.3 A Type 1 interlaboratory precision program was con-

7.1.4 Assemble up to six sets of sieves and receivers into @icted in May 1998. Both repeatability and reproducibility
stack. Place a cover on top and transfer to the shaker. TightégPresent short term testing conditions. Seven laboratories
the shaker to eliminate any looseness. Refer to the user mandgpted four carbon blacks twice on two different days. A test
for operation of the vibratory sieve shaker. A vibratory ampli-result is the value obtained from a single determination.
tude of 1.3 mm should be selected with the vibratory sieveAcceptable difference values were not measured. The between

shakers operating at 3600 vpm. operator component of variation is included in the calculated
7.1.5 Start the shaker and allow to shake for 5 min with thevalues forr andR. . _ _
hammer operating. 10.4 The results of the precision calculations for this test are

7.1.6 Remove the sieve assembly from the shaker and weighiven in Table 1 and Table 2 respectively. The materials are
the carbon black retained in each receiver to the nearest 0.1 g.

Note 3—To test only attrition, discard the fines without weighing. TABLE 1 Test Method Precision-Type 1: Five Minute Fines (%)

. Materials Mean Within Laboratories Between Laboratoies
7.2 Method A, Fines Level %
.7.2.1_ If testing pnly fines, empty and clean thoroughly all o , 0 R A )
sieves in preparation for the next test. ,

Material C 15 0.31 0.9 60.2 051 15 98.9
Note 4—If attrition is to be tested, retain the pellets on the sieve and mafer-'afé ig 8-23 ;g 223 (l)-gg ;-g 23-2

. 3 . s ateral . . . . . . .
discard the fines on the receiver. Proceed to Method B, Attrition. Material B o8 087 g %2 0ol e 264

7.3 Method B, Attrition
7.3.1 Reassemble the sieves and transfer the stack backg22/ed values
the shaker. Shake for an additional 15 min with the hammer

4.5 0.70 2.0 43.8 0.81 2.3 51.1

operating. _ .
7.3.2 Remove the sieve assembly and weigh the carbo@franged in ascending “mean level” order. .
black retained on each receiver to the nearest 0.1 g. 10.5 Precision is dependent upon the amount of fines or
7.3.3 Empty and clean thoroughly all sieves in preparatiorfttrition. It can be_ estlmateo_l by s_el_ectlng a material frorr_1 Table
for the next test. 1 and Table 2 with properties similar to the test material and
reading the corresponding precision figures.
8. Calculation 10.6 Repeatability—The test repeatability of fines, or
8.1 Calculate the fines content to the nearest 0.1 % gattrition (r) has been established as any appropriate value in
follows: Table 1 or Table 2 Two single test results that differ by more
F = (WF/Sx 100 ) than the tabulated value must be considered suspect. Appro-
priate action should be taken.
8.2 Calculate attrition to the nearest 0.1 % as follows: 10.7 Reproducibility—The test reproducibility of fines or
A = (WA/Sx 100 2 attrition, (R) has been established as any appropriate value in
Table 1 or Table 2. Two single test results that differ by more
where: than the tabulated value must be considered suspect. Appro-
é = ﬁ:}tggocr:)'not/;m % priate action should be taken.
WF = mass of carbon black in receiver after 5 min shake, g. 10.8 Bias—Reference values do not exist for fines and

attrition since the levels of the test properties are defined

WA mass of carbon black.m receiver after additional 15 exclusively by the test method. Therefore bias cannot be
min shake, total 20 min g. determined
S = mass of black tested, g. :
9. Report TABLE 2 Test Method Precision-Type 1: Attrition (%)
9.1 Report the following information: NoTe 1—
9.1.1 Proper identification of the sample. Sr = repeatability standard deviation, in measurement units.
9.1.2 Time duration of shaking. r = repeatability, in measurement units.

9.1.3 Results obtained, reported to the nearest 0.1 %. () = repeatability, (relative) percent.
SR= reproducibility standard deviation, in measurement units.

10. Precision and Bias R = reproducibility, in measurement units.

. R) = reproducibility, (relative) percent.
10.1 These precision statements have been prepared Q“) P . { )P

. . . . Material M Within Laboratori Bet Laboratoi
accordance with Practice D 4483. Refer to this practice for oo o0 | oo, T oooraones eween mehoratores
terminology and _o'_[her statlsn_cal o_letalls._ _ _ _ o ; 0 R s )

10.2 The precision results in this precision and bias section e B P S VR vy e ——
give an estimate of the precision for fines and attrition testing. yaoral A 0o o015 04 472 023 06 696

The precision parameters should not be used for acceptance orwmaterial D 18 025 07 397 054 15 852
rejection testing of any group of materials without documen- Material C 23 019 06 240 o061 17 754
tation that they are applicable to those particular materials antbypeqg vaes 15 019 05 367 0.44pm 12 8438
the specific testing protocols of the test method. | v nts
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