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Standard Test Method for
1
Rubber Property—Durometer Hardness
This standard is issued under the fixed designation D 2240; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonej indicates an editorial change since the last revision or reapproval.
This standard has been approved for use by agencies of the Department of Defense.
1. Scope D 1349 Practice for Rubber—Standard Temperatures For

1.1 This test method describes twelve types of rubber Testind _
hardness measurement devices known as durometers: Types AD 1415 Test Method for Rubber Property—International
B, C, D, DO, E, M, O, 00, 000, 000-S, and R. The ~_HardnesS N N
procedure for determining indentation hardness of substancesD 4483 Practice for Determining Precision for Test Method
classified as thermoplastic elastomers, vulcanized (thermoset) Standards in the Rubber and Carbon Black Industries
rubber, elastomeric materials, cellular materials, gel-like ma- F 1957 Test Method for Composite Foam Hardness-
terials and some plastics is also described. Durometer Hardness

1.2 This test method is not equivalent to other indentations

: o Summary of Test Method
hardness methods and instrument types, specifically those . )
described in Test Method D 1415. 3.1 This test method permits hardness measurements based

1.3 This test method is not applicable to the testing ofo" either initial indentation or indentation after a specified
coated fabrics. period of time, or both. Durometers with maximum reading
1.4 The values stated in Sl units are to be regarded dgdicators used to determine maximum hardness values of a

standard. The values given in parentheses are for informatiofaterial may yield lower hardness when the maximum indi-
only. Many of the stated dimensions in Sl are direct converSalor is used. .
sions from the U. S. Customary System to accommodate the 3-2 The procedures for Type M, or micro hardness durom-

instrumentation, practices and procedures that existed prior @{€rS, @ccommodate specimens that are, by their dimensions or
the Metric Conversion Act of 1975. configuration, ordinarily unable to have their durometer hard-

1.5 All materials, instruments, or equipment used for the€SS determined by the other durometer types described. Type
determination of mass, force or dimension shall have traceabilM durometers are intended for the testing of specimens having
ity to the National Institute for Standards and Technology, or® thickness or cross sectional diameter of 1.25 mm (0.050 in.)

other internationally recognized organization parallel in nature®" 9reater, although specimens of lesser dimensions may be

1.6 This standard does not purport to address all of thesuccessfully accommodated under the conditions specified in
safety concerns, if any, associated with its use. It is the>€ction 6, and have a Type M durometer hardness range of
responsibility of the user of this standard to establish appro-2&tween 20 and 90. Those specimens which have a durometer

priate safety and health practices and determine the app|icahardness range other_ than specified shall use another suitable
bility of regulatory limitations prior to use. procedure for determining durometer hardness.

2. Referenced Documents 4. Significance and Use

2.1 ASTM Standards: 4.1 This test method is based on the penetration of a specific
D 374 Test Methods for Thickness of Solid Electrical Insu-tyPe of indentor when forced into the material under specified
latior? conditions. The indentation hardness is inversely related to the

D 618 Practice for Conditioning Plastics for Tesfing penetration and is dependent on the elastic modulus and

D 785 Test Method for Rockwell Hardness of Plastics and//Scoelastic behavior of the materialhe geometry of the
Electrical Insulating Materiafs indentor and the applied force influence the measurements

such that no simple relationship exists between the measure-
ments obtained with one type of durometer and those obtained
with another type of durometer or other instruments used for

1 This test method is under the jurisdiction of ASTM Committee D11 on Rubbel’measuring hardnessThis test method is an empirica| test
and is the direct responsibility of Subcommittee D11.10 on Physical Testing.
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FIG. 1 (a) Type A and C Indentor

intended primarily for control purposes. No simple relationship (a) Durometers having a presser foot configuration other
exists between indentation hardness determined by this tetan that indicated in 5.1.1.3 shall not use the Tyge
method and any fundamental property of the material testedlesignation, and it is recommended that their presser foot
For specification purposes it is recommended that Test Methocbnfiguration and size be stated in the Hardness Measurement
D 785 be used for materials other than those described in 1.Report (see 10.2.4).
5.1.1.4 Presser Foot, Type Mwith a centrally located
5. Apparatus orifice (to allow for the protrusion of the indentor), having a
5.1 Hardness measuring apparatus, or durometer, and ardiameter as specified in Fig. 1 (d), with the center a minimum
operating stand Type 1, Type 2, or Type 3 (see 5.1.2) of 1.60 mm (0.063 in.) from any edge of the flat circular
consisting of the following components: presser foot. The Type M durometer shall be used in a Type 3
5.1.1 Durometer operating stand (see 5.1.2.4).
5.1.1.1 Presser Foaqtthe configuration and the total area of 5.1.1.5 Indentor, formed from steel rod and hardened to 500
a durometer presser foot may produce varying results wheHV10 and shaped in accordance with Fig. 1 (a, b, c, d, e, or g),
there are significant differences between them. It is recompolished over the contact area so that no flaws are visible under
mended that when comparing durometer hardness determin20Xx magnification, with an indentor extension of 2.500.04
tions of the same type (see 4.1), that the comparisons bemm (0.098+ 0.002 in.).
between durometers of similar presser foot configurations and 5.1.1.6 Indentor, Type OOO-Sormed from steel rod and
total area, and that the presser foot configuration and size beardened to 500 HV10, shaped in accordance with Fig. 1 (f),
noted in the Hardness Measurement Report (see 10.2.4 apalished over the contact area so that no flaws are visible under
5.1.1.3). 20X magnification, with an indentor extension of 5.600.04
5.1.1.2 Presser Foqt Types A, B, C, D, DO, E, O, OO, mm (0.198= 0.002 in.).
000, and O0OO0-S, with an orifice (to allow for the protrusion 5.1.1.7 Indentor, Type Mformed from steel rod and hard-
of the indentor) having a diameter as specified in Fig. 1 (a, bened to 500 HV10 and shaped in accordance with Fig. 1 (d),
¢, d, e, f, and g), with the center a minimum of 6.0 mm (0.24polished over the contact area so that no flaws are visible under
in.) from any edge of the foot. When the presser foot is not 0650x magnification, with an indentor extension of 1.250.02
a flat circular design, the area shall not be less than 506hm (0.049+ 0.001 in.).
mnv (19.7 irf).6 5.1.1.8 Indentor Extension Indicatpmanalog or digital elec-

Note 1—The Type 00O and the Type 0OO-S, designated herein{fONiC, having a display that is an inverse function of the
differ in their indentor configuration, spring force, and the resultsindentor extension so that:
obtained. See Table 1 and Fig. 1 (e and g). (a) the display shall indicate from 0 to 100 with no less than

5.1.1.3 Presser Foot-flat circular designs designated as 100 equal divisions throughout the range at a rate of one
Type xR, wherex is the standard durometer designation &d hardness point for each 0.025 mm (0.001 in.) of indentor
indicates the flat circular press foot described herein, foffovement, o
example, TypaR dR etc. The presser foot, having a centrally  (P) the display for Type OOO-S durometers shall indicate
located orifice (to allow for the protrusion of the indentor) of a from O to 100 with no less than 100 equal divisions throughout
diameter as specified in Fig. 1 (a through g). The flat circulath€ range at a rate of one hardness point for each 0.050 mm
presser foot shall be 1& 0.5 mm (0.71+ 0.02 in.)) in  (0.002 in.) of indentor movement,

diameter. These durometer types shall be used in an operating(C) the display for Type M durometers shall indicate from 0
stand (see 5.1.2). to 100 with no less than 100 equal divisions at a rate of one

hardness point for each 0.0125 mm (0.0005 in.) of indentor
movement, and

¢ The Type OOO-S, manufactured by the Shore Instrument Company, Division (d) in the (_:ase. Of'an‘?IIOg dial indicators haVing a display of
of Instron Corporation, Canton, MA, was previously designated as Type 000. 360°, the points indicating 0 and 100 may g @ QtHATE bd
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FIG. 1 (c) O, DO, and oo Indentor (continued)
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FIG. 1 (d) Type M Indentor (continued)

on the dial and indicate 0, 100, or both. plays electronically indicating and maintaining the maximum
5.1.1.9 Timing Device (optional)capable of being set to a value hardness valued achieved until reset by the operator.
desired elapsed time, signaling the operator or holding the 5.1.1.11 Analog maximum indicating pointers have been
hardness reading when the desired elapsed time has beslmown to have a nominal effect on the values attained,
reached. The timer shall be automatically activated when theowever, this effect is greater on durometers of lesser total
presser foot is in contact with the specimen being tested, fomainspring loads, for example, the effect of a maximum
example, the initial indentor travel has ceased. Digital elecindicating pointer on Type D durometer determinations will be
tronic durometers may be equipped with electronic timingless than those determinations achieved using a Type A
devices that shall not affect the indicated reading or determidurometer. Analog style durometers may be equipped with
nations attained by more than one-half of the calibratiormaximum indicating pointers. The effect of a maximum
tolerance stated in Table 1. indicating pointer shall be noted at the time of calibration in the
5.1.1.10 Maximum indicators (optional)maximum indicat- calibration report (see 10.1.4), and when reporting hardness
ing pointers are auxiliary analog indicating hands designed tdeterminations (see 10.2.4). Analog Type OOO, Type OOO-S,
remain at the maximum hardness value attained until reset bgnd Type M durometers shall not be equipped with maximum
the operator. Electronic maximum indicators are digital dis-indicating pointers. ocuments
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FIG. 1 (e) Type OOO Indentor (continued)
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FIG. 1 (f) Type OOO-S Indentor (continued)

5.1.1.12 Digital electronic durometers may be equippedn a manner that minimizes shock.
with electronic maximum indicators that shall not affect the 5.1.2.3 Operating Stand, Type Zindentor to specimen
indicated reading or determinations attained by more than onype), shall be capable of controlling the rate of descent of the
half of the spring calibration tolerance stated in Table 1. indentor to the specimen at a maximum of 3.20 mm/s (0.125
5.1.1.13 Calibrated Springfor applying force to the inden- in/s) and applying a force sufficient to overcome the calibrated
tor, in accordance with Fig. 1 (a through g) and capable okpring force as shown in Table 1.
applying the forces as specified in Table 1. 5.1.2.4 Operating Stand, Type Jindentor to specimen
5.1.2 Operating StandFKig. 2): type), hydraulic dampening, pneumatic dampening or electro-
5.1.2.1 Type 1, Type 2, and Type 3, shall be capable omechanical (required for the operation of Type M durometers)
supporting the durometer presser foot surface parallel to thehall be capable of controlling the rate of descent of the
specimen support table (Fig. 3) throughout the travel of eactindentor to the specimen at a maximum of 3.2 mm/s (0.125
The durometer presser foot to specimen support table paralleiih/s) and applying a force sufficient to overcome the calibrated
ism shall be verified each time the test specimen support tabkgpring force as shown in Table 1. Manual application, Type 1
is adjusted to accommodate specimens of varying dimensionsr Type 2 operating stands are not acceptable for Type M
This may be accomplished by applying the durometer pressaturometer operation.
foot to the point of contact with the specimen support table and 5.1.2.5 The entire instrument should be plumb and level,
making adjustments by way of the durometer mounting assenand resting on a surface that will minimize vibration. Operating
bly or as specified by the manufacturer. the instrument under adverse conditions will negatively affect
5.1.2.2 Operating Stand, Type Ispecimen to indentor the determinations attained.
type), shall be capable of applying the specimen to the indentor 5.1.2.6 Specimen Support Tahl€Fig. S)BGM ments
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