QH”) Designation: D 2361 — 95

Standard Test Method for
Chlorine in Coal ?

This standard is issued under the fixed designation D 2361; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonej indicates an editorial change since the last revision or reapproval.

1. Scope solution noted in 4.1.1 or extracted from the incinerated Eschka
1.1 This test method pertains to the determination of totaMixture noted in 4.1.2 are determined by potentiometric
chlorine content in a coal sample. titration.

1.2 The values stated in Sl units are regarded as thg Significance and Use

standard. The values shown in parentheses are for information . )
only. 5.1 The purpose of this test method is to measure the total

1.3 This standard does not purport to address all of thechlorine content of coal. The chlorine content of coals may be
safety concerns, if any, associated with its use. It is thdiseful in the evaluation of slagging problems, corrosion in

responsibility of the user of this standard to establish appro-€ngineering processes, and in the total analysis of coal and

priate safety and health practices and determine the applicatoke. When coal specimens are combusted in accordance with
bility of regulatory limitations prior to useFor specific hazard this test method, the chlorine is quantitatively retained and is

statements, see Note 2 and Section 8. representative of the total chlorine content of the whole coal.
2. Referenced Documents 6. Apparatus
2.1 ASTM Standards: 6.1 Balance analytical, with a sensitivity of 0.1 mg.
D 121 Terminology of Coal and Coke 6.2 Apparatus for Bomb Combustion of the Specimen
D 1193 Specification for Reagent Water 6.2.1 Combustion Bombcpnstructed of materials that are
D 2013 Test Method of Preparing Coal Samples for Analy-”Ot affected .by the combusthn process or products. The bomb
sig shall be designed so that all liquid combustion products can be
E 144 Practice for Safe Use of Oxygen Combustioncompletely recovered by washing the inner surfaces. There
Bomb¢ shall be no gas leakage during a test. The bomb shall be
E 832 Specification for Laboratory Filter Paper capable of withstanding a hydrostatic pressure test of 20 MPa
(300 psig) at room temperature without stressing any part
3. Terminology beyond its elastic limit.
3.1 For definitions of terms used in this test method, refer to 6-2.2 Combustion Crucible-An open crucible of platinum,
Terminology D 121. quartz, or acceptable base-metal alloy. Base-metal alloy cru-
cibles are acceptable, if after a few preliminary firings, the
4. Summary of Test Method weight does not change significantly between tests.

4.1 The s_,pec_:imen is oxigiized b}’ combustion ?—nd the con- Nore 1—Stable crucible weight may be obtained by heat treating
tained chlorine is absorbed in alkaline reagents using one of thgase-metal crucibles in a muffle furnace foh at atemperature of 500°C.
following two procedures:

411 Aweiahed ) is b di bustion b 6.2.3 Ignition Wire, nickel-chromium (Chromel C) alloy or
-1.1 Aweighed specimen Is burned in a combustion bom,, 190’ mm length, 0.16-mm diameter (No. 34 B&S gage).
containing oxygen under pressure and a small amount

) ) latinum or palladium wire, 0.10-mm diameter (No. 38 B&S
ammonium carbonate solution.

4.1.2 A weighed specimen is mixed with Eschka mixturegage)’ may be used.

dh d ified . idizi 6.2.4 Ignition Circuit, for ignition purposes, capable of
2Sher:ate at a specilied temperature in an oxidizing atrncb’roviding 6 to 16-V ac or dc to the ignition wire. The ignition

4.2 The chlorid ined in th _ b circuit shall be controlled with a momentary switch to avoid
-2 The chlorides contained In the ammonium carbonat@ e rrical shock to the operator. An ammeter or pilot light is
required in the circuit to indicate when current is flowing. A

* This test method is under the jurisdiction of ASTM Committee D-5 on Coal step-down transformer, connected to an ac lighting circuit or
Coke and is the direct responsibility of Subcommittee D05.21 on Methods Ofbatteries may be used

Analysis. .
Current edition approved Sept. 10, 1995. Published November 1995. Originally 6.2.5 V_Vater Bath—A container larg_e enouqh to hold the
published as D 2361 — 65 T. Last previous edition D 2361 — 91. combustion bomb with enough cooling water to cover the
?Annual Book of ASTM Standardebl 05.05. bomb and dissipate the heat generated during the combustion

2 Annual Book of ASTM Standardgol 11.01.

4 Annual Book of ASTM Standarddol 14.02. process. The container shall be designed to allow a constant
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b D 2361
flow of water around the combustion bomb. Replace the cracked or significantly worn parts. Return the
6.3 Apparatus for Eschka Combustion of Specimen bomb to the manufacturer occasionally for inspection and

6.3.1 Crucibles porcelain, 30-mL capacity, high or low- proof testing.
form, or platinum or silica crucibles of similar size, for igniting  8.1.3 The oxygen supply cylinder should be equipped with
the specimen with the Eschka mixture. an approved type of safety device, such as reducing valve, in
6.3.2 Muffle Furnace electrically heated, capable of main- addition to the needle valve and pressure gage used in
taining a uniform hot zone at 67% 25°C, and with good regulating the oxygen feed to the bomb. Valves, gages, and

circulation of air. gaskets shall meet industry safety cdd@heck the pressure
6.4 Apparatus for Potentiometric Titration gage periodically for accuracy.
6.4.1 Potentiometric Titration Assemblysing silver and 8.1.4 During ignition of a specimen, the operator shall not
silver-silver chloride electrodes. permit any portion of his body to extend over the combustion
bomb or its container.
7. Reagents 8.1.5 Exercise extreme caution when combustion aids are

7.1 Purity of Reagents-Reagent grade chemicals conform- employed so as not to exceed the bomb manufacturer's
ing to the specifications of the Committee on Analytical recommendations and to avoid damage to the bomb.
Reagents of the American Chemical Society shall be used in all 8.1.6 Admit oxygen slowly into the bomb to avoid blowing
tests? powdered material from the crucible.

7.2 Purity of Water—Unless otherwise indicated, references 8.1.7 Do not fire the bomb if it has been filled to greater than
to water shall be understood to mean reagent water conformir@-MPa (30 atm) pressure with oxygen, if the bomb has been
to Type Il of Specification D 1193. dropped or turned over after loading, or if there is evidence of

Note 2—Warning: Some reagents used in this test method are hazard® 935 leak when the bomb is submerged in the water bath.

ous. Follow the precautions listed in the Material Safety Data Sheet of th@ Sample

manufacturer for each reagent. ) .
9.1 The sample shall be the material pulverized to pass a

7.3 Ammonium Carbonate SolutierDissolve 10 g of am- : . .
monium carbonate (NB,CO.-H,0) in 100 mL of water. Use 250-um (No. 60) sieve in accordance with Method D 2013.

only a freshly prepared solution. 10. Procedure

74 Eschk_a Mixture—Th_orough!y mix two parts by weight 10.1 Procedure for Bomb Combustion Method
of light calcme_d magnesium oxide (GMgO) with one part of 10.1.1 Thoroughly mix the analysis sample of coal. Care-
anhydrous sodium carbonate (JT&,).° The Eschka mixture fully weigh approximately 1 g+ 0.1 mg into a previously

shall be. as fre_e as posablg from chiorides. ignited crucible in which it is to be combusted.
7.5 Nitric Acid (1 + 1)—Mix equal volumes of concentrated 10.1.2 Transfer 5 mL of ammonium carbonate solution into

nit;i%ag:id (HN(%_,hsp gr 1.42) ar:jdfwater.b " hall be f the combustion bomb. Attach the fuse wire to the bomb
-0 DXygenr—Iine oXygen used for combustion shall be Wee€q 0 - q4as  place the crucible with the specimen into the

of combustible matter. Oxygen manufaciured from liquid alhglectrode support of the bomb, and insert the fuse wire so that

?:(?Jﬁg:ﬁggt to be greater than 99.5% pure, will meet thlTctjust touches the surface of the specimen.
. Co . 10.1.3 Assemble the bomb in the normal manner and charge
7'?} Silver Nlllt'rate,ll Stangjard Solutlon(0.02°5 I\fl)—Heat it with oxygen to a pressure between 2.5 to 3 MPa (25 to 30
ﬁrugises?)lsreyztg 4"716 Séfvg]reng:iee‘tg é\Agl\ghgw)av:[/ alti? a$1 doéilzu ttg t?) atm). Admit oxygen slowly to avoid blowing coal from the
1-L Store in .an ar%ber glass bott?e crucible. Ifthe_oxygen should_exceed t_he specified pressure, do
) ' not proceed with the combustion. In this case, detach the filling
8. Hazards connection, exhaust the bomb in the usual manner, and discard

8.1 Precaution—The following precautions are recom- the specimen.

mended for safe operations in the use of the oxygen combus-Note 3—Precaution: See Section 8.

tion bomb. Additional precautions are given in Recommended 10.1.4 Place the bomb in a Coo"ng water bath with water
Practice E 144, for use of oxygen combustion bombs. flowing around the bomb. Attach the ignition wires from the
8.1.1 The weight of the coal specimen and the pressure afring circuit, and ignite the specimen by pushing the momen-
the oxygen admitted to the bomb must not exceed the bomyry switch on the firing circuit. Allow the bomb to remain in
manufacturer's recommendation. the cooling water for 15 min to allow cooling and absorption of
8.1.2 Inspect the bomb parts carefully after each usespjuble vapors within the bomb.
Frequently check the threads on the main closure for wear. 10.1.5 Remove the bomb and release the pressure at a
uniform rate, such that the operation will require not less than
2 min. Examine the bomb interior and discard the test if

5 Reagent Chemicals, American Chemical Society Specificatimerican &nburned or sooty deposits are found.

Chemical Society, Washington, DC. For suggestions on the testing of reagents n
listed by the American Chemical Society, sAealar Standards for Laboratory
Chemicals BDH Ltd., Poole, Dorset, U.K., and th@nited States Pharmacopeia ————
and National FormularyU.S. Pharmaceutical Convention, Inc. (USPC), Rockville, 7 Suitable reducing valves and adaptors for 3 to 5-MPa (300 to 500-psi)
MD. discharge pressure are available from commercial sources for compressed gas

8 Eschka mixture is also available commercially. equipment. Docu ments

Document Sharing Hub

Full document details: ASTM D2361-95


http://www.avadocuments.com/doc/astm-d2361-95
http://www.avadocuments.com/doc/astm-d2361-95

