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Pyridine Bases in Cresylic Acid by Direct Titration
This standard is issued under the fixed designation D 4471; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.
1. Scope 4. Summary of Test Method

1.1 This test method covers the determination of pyridine 4.1 This test method is a direct, nonaqueous titration tech-
and other basic nitrogen impurities in crude and refinechique utilizing perchloric acid in acetic acid as titrant and the

cresylic acids streams, including mixtures. cresylic acid itself as titration solvent. Endpoints may be
1.2 This test method is applicable for pyridine base levels oestablished potentiometrically as well as by indicator so that
0.001 % to 0.5 %. the method is applicable to highly colored as well as lighter

1.3 The following applies to all specified limits in this colored materials. This test method will detect basic compo-
standard: For purposes of determining conformance with thisents other than pyridine bases should they be present. All
standard, an observed value or a calculated value shall Hmsic compounds detected by this procedure are calculated and
rounded off “to the nearest unit” in the last right-hand digit expressed as percent pyridine.
used in expressing the specification limit, in accordance with =
the rounding-off method of Practice E 29. 5. Significance and Use

1.4 This standard does not purport to address all of the 5.1 The pyridine base content of cresylic acids is important
safety concerns, if any, associated with its use. It is then certain applications. This test method may be used as a tool
responsibility of the user of this standard to establish appro-for quality control and specification purposes by producers and
priate safety and health practices and determine the applicausers.
bility of regulatory limitations prior to usef-or specific hazard

statements, see Section 8. 6. Apparatus

6.1 Titrimeter or pH meterequipped with glass and calomel

2. Referenced Documents electrodes. The pair of electrodes shall be mounted to extend
2.1 ASTM Standards: well below the liquid level. Storage in water between titrations
D 3852 Practice for Sampling and Handling Phenol ands essential because prolonged immersion in nonagueous me-

Cresylic Acic? dium significantly deadens response.
D 4790 Terminology of Aromatic Hydrocarbons and Re- 6.2 Buret 50-mL capacity.

lated Chemicafs 6.3 Magnetic Stirrer with TFE-fluorocarbon or glass cov-
E 29 Practice for Using Significant Digits in Test Data to ered stirring bar.

Determine Conformance with Specificatiéns 6.4 Autotitration Equipmentmay be used if available.

2.2 Other Document:
OSHA Regulations29 CFR, paragraphs 1910.1000 and /- Reagents

1910.1200 7.1 Purity of Reagents-Reagent grade chemicals shall be
) used in all tests. Unless otherwise indicated, it is intended that
3. Terminology all reagents shall conform to the specifications of the Commit-
3.1 For definitions of terms used in this test method sedee on Analytical Reagents of the American Chemical Society,
Terminology D 4790. where such specifications are availab®ther grades may be

used, provided it is first ascertained that the reagent is of
sufficiently high purity to permit its use without lessening the
L This test method is under the jurisdiction of ASTM Committee D16 on accuracy of the determination.
Aromatic Hydrocarbons and Related Chemicals and is the direct responsibility of

Subcommittee D16.02 on Oxygenated Aromatics. —
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7.2 Perchloric Acid Titrant (0.02N in glacial acetic acid)— 10.3 Repeat 10.1 through 10.2, but with no specimen to
Add 1.8 mL of 70 % perchloric acid (HCIQto 1 L of glacial  obtain a reagent blank when titration solvent is used.
acetic acid and mix well. To standardize, weigh accurately i
0.0800 to 0.0950 g of primary standard potassium acid-l- Calculation
phthalate in glacial acetic acid and titrate potentiometrically or 11.1 Results are calculated as weight percent pyridinas
to the indicator endpoint, as described in 10.2. Calculate théollows:

normality, N, of the perchloric acid solution as follows: o_ 7.91X N X (Vs — V)
w - W
N=Vx02041
where

where: N = normality of the perchloric acid titrant,

W = weight of potassium acid phthalate, g, and Vs = ftitrant consumed for the sample, mL,

V = volume of perchloric acid titrant consumed, mL. Vg = titrant consumed for the reagent blank, mL, and

7.3 Potassium Acid PhthalatéKH CgHgO,), primary W = specimen weight, g.

standard—Dry fo 2 h at 1.0°C. 12. Report
7.4 Quinaldine Red Indicator Solutier Dissolve 0.2 g of - e o

quinaldine red indicator in 100 g of glacial acetic acid. 12.1 Report the percent of pyridine bases to the nearest
7.5 Titration Solvent—Glacial acetic acid (CECO,H) may 0.001 %.

be used as an additional titration solvent in order to decreans_ Precision and Bias

the viscosity of a particular sample or to keep it from freezing. o . o
13.1 Precision—The following criteria shall be used for

8. Hazards judging the acceptability of results.
8.1 Consult current OSHA regulations and supplier's Mate- 13.1.1 Intermediate Precision (within laboratory) When

. . .~ using the visual endpoint in this test method, results obtained
rial Safety Data Sheets, and local regulations for all material : X

. . y different analysts in the same laboratory should be suspect
used in this test method.

within 95 % confidence limits if they differ by more than 2.8 %

of the average of values determined. When using the potentio-
) . metric endpoint in this test method, results obtained by
9.1 Samples of the material shall be taken in accordancgifferent analysts in the same laboratory should be supsect

9. Sampling

with Practice D 3852. within 95 % confidence limits if they differ by more than 2.2 %
of the average of values determined.
10. Procedure 13.1.2 Reproducibility (between laboratories)\When us-

10.1 Weigh an appropriate amount of cresylic acid sampléng the visual endpoint in this test method, results obtained by
into the titration beaker. (A sample size of 100 g is suggestednalysts in different laboratories should be suspect within 95 %
if the expected pyridine base content is in the range of 0.001 teonfidence limits if they differ by more than 6.8 % of the
0.070 %.) Place a stirring bar in the beaker and, if desired, addverage of values determined. When using the potentiometric
about 100 mL of titration solvent. endpoint in this test method, results obtained by analysts in

10.2 The specimen is titrated with perchloric acid titrant anddifferent laboratories should be suspect within 95 % confidence
the endpoint determined by either of the following methods: limits if they differ by more than 13.9 % of the average of

10.2.1 Indicator—A few drops of quinaldine red indicator is values determined.
added to the solution. The titration is terminated when the red 13.1.3 Bias—The bias of this test method cannot be deter-
color disappears and the color of the sample returns to itmined because no referee method is available to determine the
original hue. true value.

10.2.2 Potentiometrie—The electrodes are inserted into the
specimen and the observed potentials are plotted as a functid#t- Keywords
of the titrant volume consumed. The point whatg/AV is the 14.1 cresols; cresylic acids; nitrogen bases; phenol; pyridine
greatest is taken as the endpoint. bases; tar acids
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