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QHW Designation: D 4821 — 01

Standard Guide for
Carb?n Black—Validation of Test Method Precision and
Bias

This standard is issued under the fixed designation D 4821; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilone] indicates an editorial change since the last revision or reapproval.

1. Scope ducibility Using ASTM Reference Blacks

1.1 This guide covers a procedure for using ASTM Standard D 3493 Test Method for Carbon Black—Oil Absorption
Reference Blacks(SRBSs) to continuously monitor the preci- ~_ Number of Compressed Sample .
sion of those carbon black test methods for which standard D 3765 Test Method for Carbon Black—CTAB (Cetyltrim-

values have been established. It also offers guidelines for _ethylammonium Bromide) Surface Area

1.2 This guide establishes the limits within which the ~ Multipoint B. E. T. Nitrogen Adsorptioh
statistical calibration procedure of Practice D 3324 shall be D 5816 Test Methods for Carbon Black—External Surface

applied and establishes the limits for an out-of-calibration ~ Aréa by Multipoint Nitrogen Adsorptich

condition beyond which the statistical calibration procedure o% Significance and Use
Practice D 3324 shall not be applied. ' . L

1.3 This guide uses statistical control chart methodology as 3-1 One of the major causes of poor test precision is the lack
discussed in STP-15Dto determine if a laboratory's test of calibration or standardization of instruments, apparatus,
results differ significantly from the accepted values of the'®@gents, and technique among laboratories.

SRBs and provides a format for reporting test data for specified 3-2 In addition to the calibration of a test method by
tests on the SRB blacks. physicochemical means, Practice D 3324 describes a statistical

1.4 The values stated in SI units are to be regarded as tHgethod for achieving calibration of a test method.

standard. The values given in parentheses are for information 3-3 This guide outlines the use of control charts to graphi-
only. cally present calibration test data determined for the ASTM

1.5 This standard does not purport to address all of the SRBs for those test methods given in Section 2. These control
safety concerns, if any, associated with its use. It is th&harts shall be used to validate the testing precision and bias of
responsibility of the user of this standard to establish appro-2" individual laboratory.

priate safety and health practices and determine the applicaZL Procedure

bility of regulatory limitations prior to use. , i

4.1 Select six SRBs from the SRB 4 and SRB 5 series to

2. Referenced Documents cover the range of interest, being sure to include one each of
2.1 ASTM Standards: the A, B, C, D, E, and F (see Note 1) SRBs.

D 1510 Test Method for Carbon Black—Ilodine Adsorption  Nore 1—F-5 will not be available for purchase until F-4 is depleted.

Numbef
. . 4.2 Prepare a control chart for each of the selected SRBs for
Dﬁjﬁ}te—;%t Method for Carbon Black—Oil Absorption each test method as presented by Part 3 of ASTM STP 15D.
4.3 The target values given in Table 1 and Table 2 are the
DSSS? Tezt dMetilpdﬁs for Carbon Black—Surface Area bynominal SRB values reported in Practice D 3324. Values are
itrogen Adsorptio used as control chart limits plus or minus three single test

D 3265 Test Method for Carbon Black—Tint Strenfth o - : : L
. : repeatability standard deviations as given in the precision
D 3324 Practice for Carbon Black—improving Test ReF’ro_section of each applicable test method for the SRB 4s or as
determined during the validation of the SRB 5s.

1 This guide is under the jurisdiction of ASTM Committee D24 on Carbon Black 4.4 Plot the uncorrected values for the selected six SRBs
and is the direct responsibility of Subcommittee D24.61 on Carbon Black Samplinq'mt” a repeatability control limit is exceeded (see Note 2)

and Statistical Analysis. . . .
Current edition approved May 10, 2001. Published July 2001. Originally Perform a retest |mr_ne_d|ately. If th.e retest falls outside _the
published as D4821 — 88. Last previous edition D4821 — 99. repeatability control limits, then begin a search for an assign-

2 Standard Reference Blacks are available from Titan Specialties, P. O. Boxble cause. (See Section 5 for a list of assignab|e Causes_) If the
2316, Pampa, TX 79066-2316.
3 Symposium on Manual on Presentation of Data and Control Chart Analysis;

ASTM STP 15DASTM, 1976. S Discontinued 2000; replaced by Test Method D 6556;1999 Annual Book of
4 Annual Book of ASTM Standardgol 09.01. ASTM Standardsvol 09.01.
Copyright © ASTM, 100 Barr Harbor Drive, West Conshohocken, PA 19428-2959, United States. Doc u m ents
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@y D 4821
TABLE 1 Control Chart Limits  # should be made of the test method until corrective action brings
Tost ASTM s Target CRt;nt;c;It ;)?lirt the SRBs back |n3|de the three standard deviation repeatability
Property Standards Value 3’; Limits Yy COﬂtI’O| Chal’t |ImItS
y 4.8 Apply this procedure only to the interpretation of SRB
lodine D 1510 A-4 82.7 +0.86 ; ;
Adsorption B4 703 097 test data. If problems exist, correct them before making further
Number, c-a 1213 +151 use of the test method.
a/kg D-4 26.5 +156 4.9 This procedure prescribes only the minimum action
- =+ - . .. .
e 29 R needed to continuously monitor test precision. Additional SRB
testing may be done and correction equations regularly recal-
REP ' D 2414 A-4 70.8 *0.95 culated at individual discretion.
- + .. . .
Aosarpion > o e 4.10 An example of determining a correction equation for
1075 m3kg (cm?/100 g) D-4 64.8 +1.31 SRBs A-4, B-4, C-4, D-4, E-4, and F-4 for DBP Absorption
E-: 128-; fi;z‘ Number is as follows:
' o The correction equation i¥ = Ax+ B or
DBP Number D 3493 A-4 68.3 +1.94 Corrected Valug¢CV)
Compressed B-4 86.6 +2.03 = A(actual valug + B (1)
Sample, C-4 108.9 +1.64
107° m3/kg (cm3/100 g) D-4 58.9 +1.67 .
where
E-4 75.7 *+1.79 .
F-4 88.0 +2.00 B = Y intercept, and
A = slope.
e D 3765 o 823 o 4.11 Examples of control charts for the six SRBs are shown
Area, c-4 120.5 +4.07 in Fig. 1 and Fig. 2.
10% m?/kg (m?/g) D-4 24.9 +2.61
E-4 36.6 +1.70 H
c4 “0e 15 5. Assignable Causes
. 5.1 The following lists suggest several assignable causes as
airegen b 3037 o s o possible reasons for a test to be out of statistical control.
Area, c-4 124.2 164 5.1.1 Test Method D 1510 lodine Adsorption Number
10° m?/kg (m?/g) D-4 24.1 +0.37 5.1.1.1 Incorrect normality of iodine and sodium thiosulfate
E-4 34.6 +0.81 solutions
F-4 38.5 +0.62 ! . .
5.1.1.2 Volumetric glassware not calibrated correctly,
Tint Strength D 3265 A4 110.8 *1.76 5.1.1.3 Purity of water insufficient,
- + . .
> e oo 5.1.1.4 Incorrect pipet size, and
D-4 41.2 +1.20 5.1.1.5 Incorrect cleaning and rinsing of glassware with
E-: g:g ii-gi dirty water.
- + .
: — 5.1.2 Test Method D 2414 DBP Absorption Number
ASingle point nitrogen surface area (D 3037) targets determined by multipoint 5.1.2.1 Incorrect cooling time between samples

it i D 4820). . .
nitrogen surface area ( ) 5.1.2.2 Incorrect setting of torque spring and collar,

. . 5.1.2.3 Incorrect setting of torque limit switch,
search for an assignable cause and the subsequent action takeg 1.2.4 Excessive blade and bowl clearance

9 or correction equation shail be caiculated g 1 5 6 |ncorrect dashpot oil level,

as described in Practice D 3324. 5.1.2.7 Incorrect rate and volume of DBP delivery,

Note 2—Selected SRBs from SRB 4 and SRB 5 may be plotted on 5.1.2.8 Air bubbles in the DBP delivery tube, and
separate charts. Do not plot SRB 4 and SRB 5, for example D-4 and D-5, 5,1.2.9 Improper cleaning and lubrication of the area be-
on the same chart. tween the blades and the backplate.

4.5 Continuously monitor the selected SRBs and use the 5.1.3 Test Method D 3493 DBP Absorption Number, Com-
most current six data for each selected SRB to construct theressed Sample
correction equation. Otherwise, the correction equation will not 5.1.3.1 Same as in 5.1.2,
be comparable to the corrections made for other instruments 5.1.3.2 Hydraulic press system pressure not properly cor-
and other laboratories. rected for diameter of piston, and

4.6 Use the correction equation to obtain corrected values 5.1.3.3 Incorrect number of compressions.
for the selected SRBs and plot the corrected values until the 5.1.4 Test Method D 3265 Tint Strength
repeatability control limit is again exceeded. When a test value 5.1.4.1 Incorrect or contaminated ITRB,
exceeds the control limit, perform a retest immediately, and if 5.1.4.2 Incorrect number of mullings,
the average of the two remains outside the control limit, then 5.1.4.3 Muller glass plates excessively scratched or scored,
recalculate the statistical correction equation using the mostnd

recent six test data for each selected SRB. 5.1.4.4 Reflectance meter not properly calibrated.
4.7 If the corrected data using the new correction equation 5.1.5 Test Methods D 3037 Nitrogen Surface Area
still fall outside the repeatability limits, then no further use 5.1.5.1 Leaks in apparatus,.and ocuments
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