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QH”) Designation: D 4937 — 96 <!

Standard Test Method for

p-Phenylenediamine Antidegradants Purity by Gas

Chromatography *

This standard is issued under the fixed designation D 4937; the number immediately following the designation indicates the year of

original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.

€' Note—Paragraph 1.3 was added editorially in August 1996.

1. Scope 3.1.2 lot sample n—a production sample representative of a

1.1 This test method covers the determination of the purityptandard production unit, normally referred to as the sample.
of Class 1, I, and lllp-phenylenediamine (PPD) antidegradants 3.1.3 spemmenn—th_e actual material used in the analysis.
as described in Practice D 4676 by gas chromatography (Gc} must be representative of the lot sample. .
detection and area normalization for data reduction. 3.2 Abbreviations—The following abbreviations are in ac-

1.2 This standard does not purport to address all of thecordance with Terminology D 3853 and ISO 6472:
safety concemns, if any, associated with its use. It is the 3-2.1 77PD—N,N'bis-(1,4-dimethylpentylpp-
responsibility of the user of this standard to establish appro-Phenylenediamine. o
priate safety and health practices and determine the applica- 3-2-2 DTPD—N,N'-ditolyl-p-phenylenediamine.

bility of regulatory limitations prior to use. 3.2.3 IPPD—N-isopropylN'-phenylp-phenylenediamine.
1.3 The values stated in S| units are to be regarded as the 3.2.4 PPD—p—phenernedmmme.
standard. The values given in parentheses are for information 3-2:5 6PPD—N-(1,3 dimethylbutyl)N’-phenylp-
only. phenylenediamine.
2. Referenced Documents 4. Summary of Test Method
2.1 ASTM Standards: 4.1 The analysis is performed by temperature programmed

D 3853 Terminology Relating to Rubber and RubberGC utilizing either a packed column (Procedure A) or a
Latices—Abbreviations for Chemicals Used in Com- capillary column (Procedure B). Quantification is achieved by
pounding area normalization using a peak integrator or laboratory data

D 4483 Practice for Determining Precision for Test MethodSYyStem.

Standards in the Rubber and Carbon Black Indugtries

D 4676 Classification for Rubber Compounding 5. Significance and Use

Materials—Antidegradars 5.1 This_ test method is designe_d_ to assess t_he r_elative purity
E 260 Practice for Packed Column Gas Chromatography of productlon PPp’s. These additives are prlmar!ly used as
2.2 1SO Standard: antiozonants for tires and other rubber or polymeric products.
ISO 6472 Rubber Compounding Ingredients— 5.2 Since the results of this test method are based on area
Abbreviationé normalization, it assumes that all components are eluted from
the column and each component has the same detector re-
3. Terminology sponse. Although this is not strictly true, the errors introduced
3.1 Definitions: are relatively small and much the same for all samples; thus,

3.1.1 area normalization n—a method of calculating the they can be ignored since the intent of the test method is to
percent composition by measuring the area of each observé&$tablish relative purity. ) . _
peak and dividing each peak area by the total area. This 2-3 Although trace amounts of “low boilers” are present in

assumes that all peaks are eluted and that each component [48duction samples, they are disguised by the solvent peak
the same detector response. when using packed columns (Procedure A).

6. Interferences
1 This test method is under the jurisdiction of ASTM Committee D-11 on Rubber

and is the direct responsibility of Subcommittee D11.11on Chemical Analysis. 6.1 Ut”iZing_ the chromatographic conditions prescribe_d
Current edition approved June 10, 1996. Published July 1996. Originallythere are no significant co-eluting peaks; however, degradation
published as D 4537 = 89, L ast previus editon D 4337 ~31. of column performance could result in interference problems.
nnual BOOK O anaak .01, . P .
3 Annual Book of ASTM Standardéol 14.02. Thus, when using the packed column it is essential that the

4 Available from the American National Standards Institute, 11 W. 42nd St., 13thtotal system be capable of 5000 theoretical plates before being
Floor, New York, NY 10036.
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b D 4937
used for this analysis. The evaluation of system efficiency is TP = 5.5[X(R/Y(0/5)]? 1)
described in 7.4.
where:
7. Apparatus X(R) = retention time measured from the injection point

to the apex of the 6PPD peak (adjust the

7.1 Gas Chromatograph attenuation to keep peak on scale), mm, and
7.1.1 Procedure A: Packed ColumnAny high-quality tem- Y (0.5) = 6PPD band width at half-height, mm.

perature programmed gas chromatograph equipped with a

thermal conductivity detector (see Note 1) is sufficient for this8. Calibration and Standardization

analysis Refer to Practice E 260 for general gas chromatog- g1 \When using the conditions described for Procedure A

raphy practices. (packed column), the detector response of 6PPD for injections
Note 1—Although a thermal conductivity detector is recommended, a0f 500 to 5000 pg was found to b_e somewhat nonlinear (see

flame ionization detector can be used if appropriate adjustment is made fof1.3). However, over the more limited range, 750 to 2500 pg,

flow rate and specimen size. Since this probably would involve using @he response was nearly linear (see X1.4). As a result, it is

smaller diameter column, the adjustment in flow and injection V0|Umesuggested that the samples be prepared so that 1250 to 1500 pg

should be proportional to the cross-sectional area of the column. %jections are made

procedure for this calculation is included at the end of Section 9. 8.2 Chromatograr.ns from typical specimens run on the
7.1.2 Procedure B: Capillary Columa-A temperature pro- packed columns according to the prescribed procedure are

grammable unit with flame ionization detector (FID) equippedgiven in Appendix X1.

for capillary columns. When utilizing the full capillary col-

umns (0.25 mm), a split injection system is required; however- Procedure _ N

a “cold on-column” injector is preferred for the wide bore (0.53 9.1 Procedure A—Chromatographic Conditions:

mm) capillaries. The FID should have sufficient sensitivity to  Helium flow rate 50 cm3/min
give a minimum peak height response of 30 pV for 0.1 mass % !niection port temperature 300°C
f 6PPD wh ted at th tated diti Back d Initial column temperature 100°C
of when operated at the stated conditions. Background pezing rate 8°C/min
noise at these conditions is not to exceed 3 V. Final Temperature 350°C
7.2 Gas Chromatographic Columns Detector temperature 350°C

Detector: TC attenuation 8

7.2.1 Packed Column for Procedure-Al1.828 mXx 6.35
mm (6 ft X ¥4 in.) outside diametex 4 mm (0.16 in.) inside 9.1.1 Integrator/data system parameters are presented in
diameter glass columns packed with 10 % methyl silicone fluidX1.2.

(100 %} on 80/100 mesh acid washed and silanized diatomite 9.1.2 Specimen PreparatierTo ensure specimen homoge-

support’ The column should be conditioned with a helium neity, lot samples of 6PPD should be ground with a mortar and
flow of approximately 20 criimin by programming from pestle prior to weighing the test unit. In the case of liquid 6PPD
ambient temperature to 350°C at the rate of 2 to 3°C/min antvhere partial crystallization may have occurred resulting in
holding at 350°C overnight with the detector disconnected. fractionation, the lot sample should be melted in a 50°C to

7.2.2 Capillary Column for Procedure B-(1) 30 mx 0.25  60°C oven with occasional stirring, prior to weighing the test
mm ID fused silica capillary, internally coated to a film unit.
thickness of 0.25 um (bonded) with methy! silicong) (5 9.2 Procedure A—Analysis
m X 0.53 mm fused silica (megabore) capillary with 3.0 um 9.2.1 Weigh 2.5 to 3.0 g specimen (to the nearest milligram)
bonded film of 5 % phenyl silicone, HP-5 or equivalent. into a 10 cnf volumetric flask, dilute to volume with methyl-

7.3 Integrator/Data Systemcapable of determining the ene chloride, and shake well to dissolve.
relative amount of each component by means of integration of 9-2.2 When the instrument has equilibrated at the initial
the detector output versus tii&hen using capillary columns conditions described in 9.1, inject 5.0 mrtuL) of sample
(Procedure B) the device must integrate at a sufficiently fasgolution and initiate the temperature program and data collec-
rate so that narrow peaks (one second peak width) can B&n.
accurately measured. 9.2.3 When the run is complete, inspect the chromatogram

7.4 When using a packed column, a minimum of 5000and output data for proper appearance and peak identification
theoretical plates, as measured from the 6PPD peak, with tHsee X1.1).
chromatographic conditions stated in 9.1 is required for analy- 9.2.4 Repeat the run described in 9.2.2 on the same speci-
sis. Theoretical platesTP) are determined by the following men.

formula: Note 2—Specimen size and carrier gas flow rates should be adjusted in
accordance with the cross-sectional area of the column utilized. For
example, if a nominals in. outside diameter column (1.87 mm inside

5 A HP 5890A 6C, available from Hewlett-Packard, P.O. Box 3640, Sunnyvale,didmeter) is used rather than’a in. outside column (3.54 mm inside

CA 94088, was used for the work reported in their document. ‘diameter), the adjustment would be as follows: The ratio of cross-sectional
5 0V-101, available from Supelco, Bellefont, PA, has been found satisfactory forareas is [3.54/1.87] squared, which equals 3.6. Thus, the sample size and

this material. helium carrier flow rate should be decreased by this factor; that is, the flow
” Chromosorb W-HP has been found satisfactory for this material. rate of 50/3.6 or 14 cri/min and sample size to 5/3.6 or 1.4 rhuL).

8 The HP 5890A gas chromatograph which has an output of 0 to 1 V is interfaced . . .
with an HP 3353E Laboratory Automation System (LAS) for the work reported 9.3 Procedure B: Chromatographlc ConditionsThe Sug-

here. gested operating conditions for the analem@ﬂlﬁg
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b D 4937
column are given in Table 1. Column (1) is for a standardaccordance with Practice D 4483. Refer to Practice D 4483 for
capillary and Column (2) is for a megabore capillary. terminology and other statistical details.
9.4 Procedure B—Sample Analysis 12.1.1 The precision results in this precision and bias
9.4.1 Prepare the sample as in 9.1.2 and the test specimegction give an estimate of the precision of this test method
according to Table 1. with the materials (antidegradants) used in the particular

9.4.2 When the instrument has equilibrated at the initiainterlaboratory programs as described below. The precision
conditions described in Table 1, inject the indicated amount oparameters should not be used for acceptance/rejection testing
diluted test specimen and immediately start the recordeigf any group of materials without documentation that they are
integrator, and column temperature programming sequence. applicable to those particular materials and the specific testing

9.4.3 When the run is complete, inspect the chromatograrprotocols that include this test method.
and_ output data for proper appearance and peak identificatiqn. 12.2 A Type 1 (interlaboratory) precision was evaluated in
Typical chromatograms on the 0.53 mm megabore capillary i§gg7. Both repeatability and reproducibility are short term. A

shown in Figs. X2.1-X2.4 (6PPD) respectively. period of a few days separates replicate test results. A test result
9.4.4 Repeat the run described in 9.4.2 on the same spegk the mean value, as specified by this test method, obtained on
men. two determinations or measurements of the property or param-
10. Calculation eter in question.
10.1 Calculate the relative area percent of 6PPD and the 12.3 Four different materials were used in the interlabora-
other identified components as follows: tory program. These were tested in four laboratories on two
A = (AJA ) X 100 % @ different days.

T 12.4 The results of the precision calculations for repeatabil-
where: ity and reproducibility are given in Table 2, in ascending order
A = area of 6PPD, %, of material average or level, for each of the materials evalu-
Ac = area of component, and ated.

Ar = total area. 12.5 The precision of this test method may be expressed in
11. Report the format of the following statements which use an “appro-

priate value” om, R, (r), or (R), that is, that value to be used in
11.1.1 The combined area of all unidentified peaks aéjecisions about test rgsults (obtained with th‘? test ”.‘Eth"d)-
percent other, The appropriate value is that valuerobr R associated with a
11.1.2 All results to the nearest 0.1 % and mean level in Table 2 closest to the mean level under
' fconsideratiqn at any.given time, for any given material, in
Joutine testing operations.

11.1 Report the following information:

11.2 The final report should include proper identification o
the specimen and the data from the two individual injection

plus their average. 12.6 Repeatability— The repeatability;, of this test method
. . has been established as the appropriate value tabulated in Table
12. Precision and Bias—Procedure A 1. Two single test results, obtained under normal test method

12.1 This precision and bias section has been prepared jfirocedures, that differ by more than this tabulatedor any
given level) must be considered as derived from different or

TABLE 1 Procedure B—Chromatographic Conditions . ; )
nonidentical sample populations.

Column (1)30m x 025 mm  (2) 15 m X 0.53 mm o o .

Stationary Phase bonded methyl silicone bonded 5 % phenyl 12.7 Reproducibility— The reproducibility,R, of this test
o silicone method has been established as the appropriate value tabulated

Film thickness 0.25 pm 3.0pm in Table 2. T inale test It btained in t diff t

Carrier gas (helium) (helium) in Table 2. Two single test results obtained in two differen
Linear velocity at 100°C  0.34 m/sec NA laboratories, under normal test method procedures, that differ
Flow rate 1.0 cm?/min 300 cm*min by more than the tabulated (for any given level) must be
Head pressure 60 kPa, gauge (9 psig) NA considered to have come from different or nonidentical sample

Detector FID FID

:Dt_atec_tor ;emrfrerature .’;‘88°g 300°C . populatlons.

njection Port Temperature ° oven tracking H e _

Hydrogen Flow Rate” 20 emimin 20 cmPlmin 12.8 Repeatability and reproducibility gxpressed as a per

Air Flow Rate” 300 cm®min 300 cm®min cent of the mean levelrand (R), have equivalent application

Mateup Glas R glgrogg‘? or Helium N(i)trog§? or Helium statements as above foandR. For the () and R) statements,

Makeup Flow Rate cm®/min 10 cm®/min : f : :

Split Ratio 1801 (no split) the difference in .the tvyo single test results is expressed as a

Column Temperature Ramp A Ramp B percent of the arithmetic mean of the two test results.

Program ; ; H H H _
Initial temperature 42 . 240°C 12.9 Bias—In test method terminology, bias is the differ
Program rate 9°C/min 15°C/min 8°C/min ence between an average test value and the reference (or true)
Final temperature 300°C 240°C 290°C test property value. Reference values have not been evaluated
T"t“e;‘;tefri;‘;‘l're 22 min 3 min 17 min for this test method. Bias, therefore, cannot be determined.

Sample Size 0.4 mm3(uL) 1 mm3(uL)

Solvent methylene chloride methylene chloride 13. Keywords

Sample Concentration 10 mg/cm® 3 mg/cm®

AConsult the manufacturer's manual for optimum selection of flow rates on 13.1 antidegrqdant; antiOXidant; antiozanant; gag chroma-
different instruments. tOQraphy; N-|sopropyI—Nphenyl-p-pIB@erum@ﬁts
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