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Standard Practice for

Abrasion Resistance of Printed Matter by the GA-CAT
Comprehensive Abrasion Tester1

This standard is issued under the fixed designation D5181; the number immediately following the designation indicates the year of

original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A

superscript epsilon (´) indicates an editorial change since the last revision or reapproval.

1. Scope

1.1 This practice covers the procedure for determining the

abrasion resistance of printed matter using a GA-CAT Com-

prehensive Abrasion Tester.

1.2 This practice is applicable to packaging labels, book,

catalog, and magazine covers, bar codes, corrugated boxes, and

other containers having applied graphics on any flat substrate.

It is not recommended for powder coatings.

1.3 The values stated in SI units are to be regarded as the

standard. The values given in parentheses are for information

only.

1.4 This standard does not purport to address all of the

safety concerns, if any, associated with its use. It is the

responsibility of the user of this standard to establish appro-

priate safety, health, and environmental practices and deter-

mine the applicability of regulatory limitations prior to use.

1.5 This international standard was developed in accor-

dance with internationally recognized principles on standard-

ization established in the Decision on Principles for the

Development of International Standards, Guides and Recom-

mendations issued by the World Trade Organization Technical

Barriers to Trade (TBT) Committee.

2. Referenced Documents

2.1 ASTM Standards:2

E171/E171M Practice for Conditioning and Testing Flexible

Barrier Packaging

3. Terminology

3.1 Definitions of Terms Specific to This Standard:

3.1.1 abrasion resistance, n—resistance against the act of

scraping, smudging, or rubbing off.

3.1.2 abrasiveness, n—the degree to which a product tends

to cause abrasion by the act of rubbing or scraping.

3.1.3 receptor, n—film or paper of standard abrasiveness

onto which material removed from the specimen is deposited

during the abrasion testing process.

4. Summary of Practice

4.1 The test print and a receptor are sandwiched in the panel

holder of the GA-CAT Comprehensive Abrasion Tester,

clamped together with a known force, and made to slide over

each other at a known frequency and over a known distance for

a predetermined time period.

4.2 The test specimen is examined for degree of print

degradation and the receptor for amount of ink or other

material transferred from the specimen surface.

5. Significance and Use

5.1 Abrasion resistance during transport and storage is

essential to prevent marring of type matter, designs, or protec-

tive coatings on the exterior of labels and other printed

materials. Recognizing that the actual amount of abrasion

occurring in the field depends on relative humidity,

temperature, tightness of packing, and a host of other variables,

this practice provides a rapid means for comparing the abrasion

resistance of test surfaces under laboratory conditions. It is

useful for specification acceptance between the supplier and

the customer.

5.2 This practice can also be used to evaluate the relative

abrasion resistance of printed inks, varnishes, laminates and

substrates, and the abrasiveness of inks.

6. Apparatus

6.1 GA-CAT Comprehensive Abrasion Tester.

7. Materials

7.1 Receptors, can be an unprinted sheet of the same

substrate or a printed sheet of the identical substrate for

face-to-face testing cut to approximately 102 mm by 114 mm

(4 in. by 41⁄2 in.).

7.2 Foam Sheeting, 2 pieces, each approximately 2 mm in

thickness and cut to 102 mm by 114 mm (4 in. by 41⁄2 in.).
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NOTE 1—Use of foam sheeting as a backing for the test specimen and
the receptor is recommended to provide uniform pressure over the test
surfaces and to prevent ink, varnish, or other particles from becoming
imbedded in the sensitive surface of the panel holders.

7.3 Comparative Control, a production or laboratory print

preferably having known abrasion resistance. The comparative

control must have the same substrate, color(s), and subject

matter as the test print.

8. Test Specimen and Conditioning

8.1 The specimen size in the grain direction (or flute in the

case of corrugated board) must not exceed 114 mm (41⁄2 in.).

The specimen size in the cross-grain direction is less critical;

102 mm (4 in.) is recommended. Care should be taken to avoid

contaminating the test surface with fingerprints during speci-

men cutting and handling.

8.2 Condition the specimens at 23 °C 6 2 °C (73.5 °F 6

3.6 °F) and 50 % 6 5 % relative humidity in accordance with

Specification E171/E171M.

9. Preparation of Apparatus

9.1 Set the abrasion tester on a sturdy bench, preferably in

a room conditioned at the temperature and relative humidity

prescribed in 8.2. Make sure that the three-prong power cord is

correctly connected.

9.2 Periodically, check the liquid level in the hydraulic

pressure system. If not full, follow the instructions in the

manufacturer’s manual.

9.3 If test conditions have not been specified, select an

appropriate receptor by running the reference standard for the

length of time required to achieve a visible level of degrada-

tion. Start with receptor. If the test time exceeds 2 min, use a

receptor with a higher level of abrasiveness.

NOTE 2—Excessively long rubbing times are to be avoided because
they introduce uncontrollable heat development that can alter the results.

10. Procedure for Abrasion Testing

10.1 Loading the Instrument:

10.1.1 Move the tray containing the four panel holders to

the front black support shelf. Make sure that the inscribed “L”

appears on the upper left side of the left panel holder and the

“R” in the upper right side of the right panel holder (see Fig. 1).

There should be space of at least 1⁄2 in. between the two center

panel holders.

10.1.2 Face the test specimen on the receptor (selected in

9.3) and sandwich between the foam sheets. Place the sand-

wich between the two center panel holders so that the grain

direction of the specimen is vertical. Take care that the

sandwich does not extend below the bottom of the panel

holders.

10.1.3 Push the four panel holders together into an upright

parallel position. Make sure that the sandwich is not pinched at

the bottom of the panel holders; otherwise, it will tend to slide

down during the test. Grab the pins and move the tray inside

the instrument so that the two retaining pins drop into the

carriage holes. If the pins do not drop into their respective

holes, recenter the panel holders on the sample tray.

10.1.4 Apply side pressure by turning the lower black

spindle until the corresponding dial reads 20 pounds per square

inch (psi). Do not apply top pressure at this time.

10.1.5 The carriage inside the instrument is meant to move

between two limit switches (used for centering) approximately

50.8 mm (2 in.) apart. If the carriage is not situated between

these limits, manually center the carriage.

10.2 Testing Under the Preset Mode:

10.2.1 Turn the power switch on by pressing the upper side

of the flip switch at the right side of the instrument.

10.2.2 After the control box window (LCD) displays “GA-

CAT ready,” press CNTR; the LCD will read “check limits” to

make sure the carriage is within the range of the limit switches.

Press CNTR again and the LCD will read “release top

pressure.” Press CNTR once more and the carriage will move

to the extreme right (limit switch) and then back to stop exactly

in the center. At this point, the LCD will show that the carriage

has been centered by showing a flashing square after “GA-CAT

READY.”

10.2.3 After the instrument is centered, apply the top

pressure of 40 psi.

10.2.4 Push the “STRT” button. The LCD will read “com-

puting” and after 3 s, the instrument will run under the

following default values:

Time 5.0 s

Frequency 2.0 Hz

Span 1.0 in.

Offset 0.0 in.

10.2.5 When the instrument stops, release the top pressure,

making sure that the top pressure plate is high enough to clear

the panel holders. Push CNTR to re-center the carriage.

Release the side pressure and pull the panel holders out of the

carriage. Remove the sandwich and examine the test specimen

and the receptor.

10.2.6 To continue running the test with the same settings,

reload the instrument as in 10.1, apply the top pressure as in

10.2.3, and push STRT. When the instrument stops, follow the

procedure in 10.2.5. Turn the switch off only at the conclusion

of testing.

10.3 Changing the Default Values:

10.3.1 The default values may be changed to any of the

following settings:FIG. 1 Panel Holders
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