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QHIp Designation: D 5191 — 01 An American National Standard

Standard Test Method for

Vapor Pressure of Petroleum Products (Mini Method) *

This standard is issued under the fixed designation D 5191; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilone} indicates an editorial change since the last revision or reapproval.

This standard has been approved for use by agencies of the Department of Defense.

1. Scope * D 2892 Test Method for Distillation of Crude Petroleum

1.1 This test method covers the use of automated vapor _(15-Theoretical Plate Columf)
pressure instruments to determine the total vapor pressure D 4057 Practice for Manual Sampling of Petroleum and
exerted in vacuum by air-containing, volatile, liquid petroleum _ Petroleum Products _
products. This test method is suitable for testing samples with D 4953 Test Method for Vapor Pressure of Gasoline and
boiling points above 0°C (32°F) that exert a vapor pressure _Gasoline-Oxygenate Blends (Dry Methéd)
between 7 and 130 kPa (1.0 and 18.6 psi) at 37.8°C (100°F) at D 5190 Test Mgthod for Vapor Pressure of Petroleum Prod-
a vapor-to-liquid ratio of 4:1. Measurements are made on liquid ~ UCts (Automatic Method)
sample sizes in the range from 1 to 10 mL. No account is mad

: ) . Terminol
for dissolved water in the sample. 5. Te ology

3.1 Definition of Terms Specific to This Standard

NoTe l—Samp|eS can also be tested at other VapOI’-tO-|iquid I’atiOS, 311 absolute pressu*:e_the pressure Of the alr_free Sample
temperatures, and pressures, but the precision and bias statements needlpqr5 calculated from the total pressure of the sample by
apply. ) subtracting out the partial pressure of the dissolved air.

1.1.1 Some gasoline-oxygenate blends may show a haze3 1 2 dry vapor pressure equivalent (DVRER value cal-
when cooled to 0 to 1°C. If a haze is observed in 8.5, it shalkylated by a correlation equation (see 13.2) from the total
be indicated in the reporting of results. The precision and biagressure.
statements for hazy samples have not been determined (se€3.1.2.1 Discussior-The DVPE is expected to be equivalent
Note 10). o _ to the value obtained on the sample by Test Method D 4953,

1.2 This test method is suitable for calculation of the dryprgocedure A.
vapor pressure equivalent (DVPE) of gasoline and gasoline- 3 1 3 total pressure-the observed pressure measured in the

oxygenate blends by means of a correlation equation (segxperiment that is the sum of the partial pressure of the sample
13.2). The calculated DVPE very closely approximates the drgnd the partial pressure of the dissolved air.

vapor pressure that would be obtained on the same material
when tested by Test Method D 4953. 4. Summary of Test Method

1.3 The values stated in Sl units are regarded as standard.4.1 A known volume of chilled, air-saturated sample is
The inch-pound units given in parentheses are provided foihtroduced into an evacuated, thermostatically controlled test
information only. chamber, the internal volume of which is five times that of the

1.4 This standard does not purport to address all of thetotal test specimen introduced into the chamber. After injection
safety concerns, if any, associated with its use. It is thento the test chamber, the test specimen is allowed to reach
responsibility of the user of this standard to establish approthermal equilibrium at the test temperature, 37.8°C (100°F).
priate safety and health practices and determine the applicaThe resulting rise in pressure in the chamber is measured using
bility of regulatory limitations prior to use.For specific g pressure transducer sensor and indicator. Only total pressure
warning statements, see 7.2 through 7.7. measurements (sum of the partial pressure of the sample and
the partial pressure of the dissolved air) are used in this test
method, although some instruments can measure the absolute
2.1 ASTM Standards: pressure of the sample as well.

4.2 The measured total vapor pressure is converted to a dry

2. Referenced Documents

1 This test method is under the jurisdiction of ASTM Committee D02 on
Petroleum Products and Lubricants and is the direct responsibility of Subcommittee
D02.08 on Volatility. I —
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vapor pressure equivalent (DVPE) by use of a correlatiorbetter, at the same elevation relative to sea level as the

equation (see 13.2). apparatus in the laboratory.

5. Significance and Use 6.5.1 When a mercury manometer is_ not used as the
: ressure measuring device, the calibration of the pressure
5.1 Vapor pressure is a very important physical property olneasuring device employed shall be periodically checked

volatile liquids. _ _ (with traceability to a nationally recognized standard) to ensure
5.2 The vapor pressure of gasoline and gasoline-oxygenatfat the device remains within the required accuracy specified
blends is regulated by various government agencies. in 6.5.

5.3 Specifications for volatile petroleum products generally 6.6 McLeod Vacuum Gagéo cover at least the range from
include vapor pressure limits to ensure products of suitabl@ to 0.67 kPa (0 to 5 mm Hg). Calibration of the McLeod gage

volatility performance. is checked in accordance with Annex A6 of Test Method
5.4 This test method is more precise than Test Methogh 2892.

D 4953, uses a small sample size (1 to 10 mL), and requires
about 7 min to complete the test. 7. Reagents and Materials
6. Apparatus 7_.1 Purity of_ Reagents-Use chemicals of_at least 99 %
' ~ purity for quality control checks (see Section 10). Unless
6.1 Vapor Pressure ApparatusThe type of apparatus suit- otherwise indicated, it is intended that all reagents conform to
able for use in this test method employs a small volume tesfe specifications of the Committee on Analytical Reagents of
chamber incorporating a transducer for pressure measuremeRé American Chemical Society where such specifications are
and associated equipment for thermostatically controlling thyajlable* Lower purities can be used, provided it is first
chamber temperature and for evacuating the test chamber priggcertained that the reagent is of sufficient purity to permit its

to sample introduction. _ _ use without lessening the accuracy of the determination.
6.1.1 The test chamber shall be designed to contain between o ) _ _
5 and 50 mL of liquid and vapor and be capable of maintaining Note 4—The chemicals in this section are suggested for use in quality

a vapor-to-liquid ratio between 3.95 to 1.00 and 4.05 to 1.00(.:0"”(" procedures (see 11.2) and are not used for instrument calibration.

_ 7.2 Cyclohexang (Warning—Cyclohexane is flammable
Note 2—The test chamber employed by the instruments used iNnd a health hazard)

generating the precision and bias statements were constructed of stainles . .
steel or aluminum. 7.3 Cyclopentang (Warning—Cyclopentane is flammable

Note 3—Test chambers exceeding a 15 mL capacity can be used, b@nd & hea“h hazard). _ _ .
the precision and bias statements (see Section 14) are not known to apply. 7.4 2,2-Dimethylbutane(Warning—2,2-dimethylbutane is

6.1.2 The pressure transducer shall have a minimum opergf"mm"jlble qnd a health hazard). . .
tional range from 0 to 177 kPa (0 to 25.7 psi) with a minimum_ /-2 2,3-Dimethylbutane(Warning—2,3-dimethylbutane is
resolution of 0.1 kPa (0.01 psi) and a minimum accuracy of/@mmable and a health hazard). .
+0.8 kPa (-0.12 psi). The pressure measurement system shall /-6 2-Methylpentang(Warning—2-methylpentane is flam-
include associated electronics and readout devices to displé?able and a health _hazard). .
the resulting pressure reading. 7.7 Tolueng (Warning—Toluene is flammable and a health

6.1.3 A thermostatically controlled heater shall be used td'22ard)-
maintain the test chamber at 37:80.1°C (100+ 0.2°F) for g sampling
the duration of the test. 8.1 General Reguirements

6.1.4 A platinum resistance thermometer shall be used for 8.1 1 The extreqme sensitivity of vapor pressure measure-
measuring the temperature of the test chamber. The minimum ~"" Y por p

temperature range of the measuring device shall be frorents to losses through evaporation and the resulting changes

ambient to 75°C (167°F) with a resolution of 0.1°C (0.2°F) and'tﬂgorrr:]g;S'rt:%Tiéilzla(;h Se?réo irneqtlrj]'éeJ?aewlfgmo:;gri;?%ﬁ'i?ln agfd
an accuracy of 0.1°C (0.2°F). 9 9

- samples.

. 6.1.5 The vapor pressure apparatug shall have provisions for8.1.2 Obtain a sample and test specimen in accordance with
introduction of the test specimen |nt0_ an evacuated teslsractice D 4057, except do not use the “Sampling by Water
chamber and for the cleaning or purging of the Chambebisplacement“ section for fuels containing oxygenates. Use a 1

following the test. : : : X
6.2 Vacuum Pumpcapable of reducing the pressure in theL (1 qt) sized container filled between 70 and 80 with sample.

test chamber to less than 0.01 kPa (0.001 psi) absolute. Note 5—The present precision statement was derived using samples in
6.3 Synnge (OptionaL depending on Samp|e introduction 1 L (1 gt) containers. However, samples in containers of other sizes, as
mechanism employed with each instrument) gas-tight, 1 to o@rescribed in Practice D 4057, can be used, with the same ullage
mL capacity with a+1 % or better accuracy and a1 % or requirement, if it is recognized that the precision can be affected.
better precision. The capacity of the syringe should notexceed
two times the volume of the test specimen being dispensed. 4Reagent Chemicals, American Chemical Society Specificatiomerican
6.4 lced Water Bath or Air Bathfor Chilling the samples Chemical Society, Washington, DC. For suggestions on the testing of reagents not
; o o listed by the American Chemical Society, sAealar Standards for Laboratory
and Syringe to tempera_tures b_etween 0to1°C (32.t0 34 F)' Chemicals BDH Ltd., Poole, Dorset, U.K., and thanited States Pharmacopeia
6-_5 Pressure Me_asu”ng Deviceapable of measuring IOC:aI and National FormularyU.S. Pharmacopeial Conver'Dn In& ﬁi?ﬁ) Rﬁl{%,
station pressure with an accuracy of 0.20 kPa (0.03 psi), avp. (o) e
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