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Standard Test Method for

Measurement of Soil Potential (Suction) Using Filter Paper 1

This standard is issued under the fixed designation D 5298; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonej indicates an editorial change since the last revision or reapproval.

1. Scope (Moisture) Content of Soil and Rotk

1.1 This test method covers laboratory filter papers as D 2325 Test Method for Capillary-Moisture Relationships
passive sensors to evaluate the soil matric (matrix) and total for Coarse and Medium-Textured Soils by Porous-Plate
potential (suction), a measure of the free energy of the Apparatu$ _ _ _ _
pore-water or tension stress exerted on the pore-water by the D 3152 Test Method for Capillary-Moisture Relationships
soil matrix (1, 2. The term potential or suction is descriptive for Fine-Textured Soils by Pressure-Membrane Appafatus
of the energy status of soil water. D 4542_ Test Method for Pore-Water Extraction and Deter-

1.2 This test method controls the variables for measurement Mination of the Solute Salt Content of Soils by Refracto-
of the water content of filter paper that is in direct contact with metef - _ _ _
soil or in equilibrium with the partial pressure of water vapor D 4753 Specification for Evaluating, Selecting, and Speci-
in the air of an airtight container enclosing a soil specimen. The ~ fying Balances and Scales for Use in Testing Soil, Rock
filter paper is enclosed with a soil specimen in the airtight _and Related Construction Materidls
container until moisture equilibrium is established; that is, the E 337 Test Method for Measuring Humidity With a Psy-
partial pressure of water vapor in the air is in equilibrium with ~ chrometer (the Measurement of Wet- and Dry-Bulb Tem-
the vapor pressure of pore-water in the soil specimen. perature$ o _

1.3 This test method provides a procedure for calibrating E 832 Specification for Laboratory Filter Paplrs
different types of filter paper for use in evaluating soil matric
and total potential. o

1.4 The values stated in SI units are to be regarded as the 3-1 Definitions: _ o
standard. The inch-pounds units given in parentheses are 3-1.1 Refer to Terminology D 653 for standard definitions of
approximate. terms. B _

1.5 This standard does not purport to address all of the 3-2 Definitions of Terms Specific to This Standard:
safety concerns, if any, associated with its use. It is the 3-2-1atmosphere-a unit of pressure equal to 76 cm Mer-
responsibility of the user of this standard to establish appro-cury or 101 kPa at 0°C.

priate safety and health practices and determine the applica- 3-2-2 matric (matrix) suction, hm (kPaythe negative pres-
bility of regulatory limitations prior to use. sure (expressed as a positive value), relative to ambient

atmospheric pressure on the soil water, to which a solution

3. Terminology

2. Referenced Documents identical in composition with the soil water must be subjected
2.1 ASTM Standards: in order to be in equilibrium through a porous permeable wall
C 114 Test Methods for Chemical Analysis of Hydraulic With the soil water; pressure equivalent to that measured by
Cement Test Methods D 2325 and D 3152. Matric suction is a function
D 653 Terminology Relating to Soil, Rock, and ContainedO©f the relative humidity due to the difference in air and water
Fluid< pressure across the water surface; the relative humidity or
D 1125 Test Method for Electrical Conductivity and Resis-Water vapor pressure decreases as the radius of curvature of the
tivity of Water® water surface decreases. The term “matric” is grammatically
D 2216 Test Method for Laboratory Determination of Water:?to”eft’ while matrix is commonly used in the civil engineering
iterature.

3.2.3 molality, moles/1000 -g-number of moles of solute
1 This test method is under the jurisdiction of ASTM Committee D-18 on Soil per 1000 g of solvent.

and Rock and is the direct responsibility of Subcommittee D18.04 on Hydrologic 3.2.4 mole—molecular Weight of a substance in grams

Properties. . > .
Current edition approved Sept. 15, 1994. Published November 1994. Originally 3.25 OSI‘_ﬂOtIC (solute) suction, hs (kPathe negatlve pres-
published as D 5298 — 92. Last previous edition D 5298 — 92. sure to which a pool of pure water must be subjected in order

2 The boldface numbers given in parentheses refer to a list of references at the
end of the text.
3 Annual Book of ASTM Standagdgol 04.01. —_—
4 Annual Book of ASTM Standardgol 04.08. ¢ Annual Book of ASTM Standardgol 11.03.
S Annual Book of ASTM Standardgol 11.01. 7 Annual Book of ASTM Standardéol 14.02.
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to be in equilibrium through a semipermeable membrane witlprocesseg(1)® and to evaluate the potential for heave or

a pool containing a solution identical in composition with the shrinkage, shear strength, modulus, in situ stress and hydraulic

soil water; decrease in relative humidity due to the presence afonductivity of unsaturated soils.

dissolved salts in pore-water. 5.4 The filter paper method of evaluating suction is simple
3.2.6 pF_a unit of negative pressure expressed as th@nd economical with a range from 10 to 100 000 kPa (01 to

logarithm to the base ten of the height in centimeters that 4000 bars).

column of water will rise by capillary action or negative gage

pressure (Mg/r) divided by the unit weight of water (Mg/fh 6. Apparatus

times 1000. pF~ 3 + logarithm to the base ten of the negative 6.1 Filter Paper—The paper used must be ash-free quanti-

pressure in atmospheres. Refer to capillary head or capillari@tive Type Il filter paper, see Specification E 832; for example,
rise in Terminok)gy D 653. Whatman No. 42, Fisherbrand 9-796ASChIeiCher and

3.2.7 soil relative humidity, R—the ratio of the vapor Schuell No. 589 White RibbohA suitable diameter is 5.5 cm

pressure of pore water in the soil to the vapor pressure of frefé-2 In.)-
pure water. Relative humidity in the soil is defined as relative Nore 1—Filter papers may be treated by dipping each paper in a 2 %
humidity measured by Test Method E 337. concentration of formaldehyde prior to use to prevent organism growth on

. s _or biological decomposition of the filter paper. Biological decomposition
3.2.8 total potential (kPaj—the sum of gravitational, pres may be significant when filter papers are subject to a moist, warm

_sure,_ _osmOt_iC and _eXtemal gas p_ote_ntials. Potential may b&wironment for more than 14 days. Appropriate precautions should be
identified with suction when gravitational and external gasiaken when preparing formaldehyde solutions and treating filter paper.

potentials are ngglect(_ad. _ 6.2 Specimen Container120 to 240 mL (4 to 8 0z)
3.2.9total soil suction, h (kPaj-the negative pressure, capacity metal or glass (rust free) container and lid (for
relative to the external gas pressure on the soil water, to WhiCBxampIe, coated with zinc chromate to retard rusting) to
a pool of pure water must be subjected to be in equilibriumontain the specimen and filter papers. The inside of these
with the soil water through a semipermeable membrane that isgntainers may also be coated with wax to retard rusting.
permeable to water molecules only. Total soil suction (ex- 6.3 Filter Paper ContainerThis container holds filter
pressed as a positive value) is the sum of osmotic (solute) anghper following the equilibration of suction and removal from

matric (matrix) suctions. the specimen container.

3.2.10 vapor pressure of free pure water (kPa)he satura- 6.3.1 Metal Container Alternate-Two nominal 70 mL (2
tion vapor pressure of free pure water at a given dry-bullbz) capacity metal moisture containers (aluminum or stainless)
temperature. with lids to dry the filter paper. The containers should be

3.2.11 vapor pressure of pore water in soil (kRathe numbered by imprinting with a metal stamp. The containers
partial pressure of water vapor that is in equilibrium with should not be written on with any type of marker or labelled in

pore-water in soil at a given dry-bulb temperature. any manner. Throw-away vinyl surgical non-powdered or
similar gloves should be used anytime the small containers
4. Summary of Test Method designated for filter paper measurements are handled to prevent

. . . ) . body oils from influencing any mass measurements made prior
4.1 Filter papers are placed in an airtight container with g, handling.

specimen for seven days to allow _sufﬁcient time for the vapor g 3 5 pjastic Bag Alternate-Plastic bag large enough to
pressure of pore-water in the specimen, vapor pressure of poig.commodate the filter paper disks (approximately 50 mm in
water in the filter paper, and partial vapor pressure of water "Eiimension) capable of an airtight seal.

the air inside the container to reach equilibrium. The mass of g 4 |nsulated Chest-A box of approximately 0.03 Al ft°)

the filter papers is subsequently determined and the suction @Gpacity insulated with foamed polystyrene or other material

the specimen is determined from a calibration relationship Of:apable of maintaining temperature within 1°C when
the filter paper water content with suction applicable to the typgyternal temperatures vary 3°C.

of filter paper and the test procedure of this test method. 6.5 Balance—A balance or scale having a minimum capac-
o ity of 20 g and meeting the requirements of 4.2.1.1 of
5. Significance and Use Specification C 114 for a balance of 0.0001 g readability. In

5.1 Soil suction is a measure of the free energy of theaddition, balances for performance of Test Method D 2216,

pore-water in a soil. Soil suction in practical terms is a measur8€eting requirements of Specification D 4753.
of the affinity of soil to retain water and can provide informa- 6.6 Drying Over—Thermostatically-controlled, preferably
tion on soil parameters that are influenced by the soil water; fopf the forced-draft type, and capable of maintaining a uniform

example, volume change, deformation, and strength charactd@mperature of 11G- 5°C throughout the drying chamber and
istics of the soil. meeting requirements of Test Method D 2216.

5.2 Sail suction is related with soil water content through 6.7 Metal Block—A metal block > 500 g mass with a flat

water retention characteristic curves (see Test Method D 2325).
Soil water content may be found from Test Method D 2216.
. . . 8 The boldface numbers in parentheses refer to the list of references at the end of
5.3 Measurements of soil suction may be used with othefs standard.
soil and environmental parameters to evaluate hydrologic ° Available from Thomas Scientific Supply, P.O. Box %eremg
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