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QHny) Designation: D 5796 — 99

Standard Test Method for

Measurement of Dry Film Thickness of Thin Film Coill-
Coated Systems by Destructive Means Using a Boring
Device*

This standard is issued under the fixed designation D 5796; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonejf indicates an editorial change since the last revision or reapproval.

1. Scope measurement as compared with nondestructive means.

1.1 This test method covers the measurement of dry film 3.2 Constituent coats of an overall thickness of a coating
thickness (DFT) of coating films by microscopic observation ofSystem can usually be measured individually by this test
a precision-cut shallow-angle crater in the coating film. method. (This can be difficult in cases where the primer and

1.2 The substrate may be any rigid, metallic material, fortoPcoat have the same, or very similar, appearance.)
example, cold-rolled steel, hot-dipped galvanized steel, alumiz1

num, etc. The substrate should be planar. Apparatus

4.1 Dry Film Thickness Devicgjs an apparatus consisting
Note 1—Variations in the surface pl’Ofile of the substrate may result |nof a Carblde_tlpped borlng deV|Ce (d””) that |S automated by a

nonrepresentative organic coating thickness readings. This condition m ; ; ; ;
exist over substrates such as hot-dipped, coated steel sheet. This is tru;}%}/er that raises and lowers the boring tip perpendicular to the

all “precision cut” methods that are used to determine dry film thickneséurf""ce to be te:Sted,’ and a \,/'deo iImaging SYStem’ which is
of organic coatings. attached to an illuminated microscope that views the crater

6ormed by the boring device.
4.2 Carbide Borer Bit this configuration shall be designed
to provide a very smooth circular incision in the paint film at

1.3 The range of thickness measurement is 0 to 3.5 mils (
to 88 pum)?

_1.4 Measurements may be made on coil-coated sheet, Ceé'precise angle to the surface (see Figf 1).
tain formed products, or on test panels.

1.5 The values stated in inch-pound units are to be regarded 4.3 Video Cameraattached to an illuminated microscope,

as the standard. The values aiven in parentheses are fgenVeYS the image onto a closed-circuit television (CCTV)

. ) : 9 P ﬂ{onitor, so that it is an easy matter to line-up the cross hair on

information only. the enlarged image. This very effectively minimizes any error
1.6 This standard does not purport to address all of the g ge. Y y y

safety concerns, if any, associated with its use. It is th or lack of consistency on the part of the operator in lining-up

L X ; She cross hair.
responsibility of the user of this standard to establish appro- 4.4 The measurement is performed by first boring a

Eirlli?)t/eo??gztm;Z?yr}srﬁ:zgti%ﬁl:tgﬁ)sr ?gisdeetermme the appllcal'shallow-angle crater of known configuration through the coat-

ing(s) film into the substrate and then viewing the crater with

2. Referenced Documents an illuminated microscope with a measuring reticle. The
oo o i o B, o
D 3794 Guide for Testing Coil Coatingjs National Standards Institutidh.

3. Significance and Use

3.1 Measurement of dry film thickness of organic coatings————
by physically cutting through the film and optically observing “The sole source of supply of the dry film thickness device known to the
and measuring the thickness offers the advantage of direegmmntee at this time is DJH Designs, 2366 Wye_croft Rd". Unit D4, Oakwllg, Ont..,
Canada L6L 6ML1. If you are aware of alternative suppliers, please provide this
information to ASTM Headquarters. Your comments will receive careful consider-
ation at a meeting of the responsible technical committehich you may attend.
1 This test method is under the jurisdiction of ASTM Committee D-1 on Paint  ° The angle formed between the surface of the coating and the substrate is set by
and Related Coatings, Materials, and Applications and is the direct responsibility othe manufacturer at 5° 438’ and the resulting crater is circular.

Subcommittee D01.53 on Coil Coated Metal. © The sole souce of supply of the standard (silver-plated, copper substrate) known
Current edition approved Dec. 10, 1999. Published February 2000. Originalljto the committee at this time is DJH Designs. If you are aware of alternative
published as D 5796 — 95. Last previous edition D 5796 — 95. suppliers, please provide this information to ASTM Headquarters. Your comments

2 For DFT measurements of films greater than 3.5 mils (88 um), but less than 6@iill receive careful consideration at a meeting of the responsible technical
mils (1575 pm), a 45° borer may be purchased and used in accordance with this testmmittee! which you may attend. Another acceptable standard (copper and
method, with the exception of 6.8, where the micrometer reading would provide &hromium coating on steel, SRM 1357) may be obtained from NIST, Standard

direct read-out, and division by ten would be unnecessary. Reference Materials Program, Building 202, Room 204, Gaithersburg, Maryland
2 Annual Book of ASTM Standardgol 06.02. 20899.
Copyright © ASTM, 100 Barr Harbor Drive, West Conshohocken, PA 19428-2959, United States. Doc u m ents
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immediately return it to its full rest position. Do not allow the
borer head to rest in the “down” position; raged edges or
smeared coating may result, rendering accurate film measure-
ment more difficult. Do not make a second stroke into the same
crater; do not allow the borer head to penetrate a previously
tested crater.

6.7 Place the test panel on the measure stage, and locate the
crater on the monitor by moving the panel either with your
hands, or with the two micrometers that control the movement
of the stage.

5. Test Specimens 6.8 Adjust the zoom lens to 4.5, re-center the crater, and
gcus. Align the cross hair in the center of the crater, and, using

e)‘

NoTte 1—0 = 5° 42 38
Tan6 = A/B =0.1
A =0.1B
FIG. 1 Typical Crater Formed by Boring Device

5.1 If multiple coats of paint are to be measured, successiv . t diust ts that trol th tical d
contiguous coats should be of contrasting colors to aid shar € micrometer adjustments that control the vertical an
orizontal movement of the stage, move the cross hair to the

d|3502mG|r:::]t:aor|;"c;/f I?(;gfas(;eesci(rieeis?’g\.all be prepared (as te'g’tner edge of the paint film for which the film thickness needs

panels) or chosen (as sites on a coil-coated sheet) to 58 be mteasure_(tjr.] chero t_he mlctromzt_er.tThert\ movti t?tehmlcro-
representative of localized coating thickness and variability. SCOpe stage wi € micrometer adjustments so that the cross

5.3 If test panels are to be laboratory-prepared, this shouIB"’.Iirs are aligned qt _the ou_tside nge of the paint film. Rgad the
be done using accepted industry practices, in accordance wi icrometer and divide this reading by ten (10) to obtain the

; IIm thickness of the paint film (see Fig. 2 and Fig. 3).
Guide D 3794. 6.9 The reading on the micrometer will be the total film
6. Procedure thickness (DFT). Repeat this procedure on the other side of the
6.1 Select a test panel or choose a site for thicknes§rater, and average the two readings. .
measurement. 6.10 It may be possible to read both the primer and the

6.2 Using an appropriate surface mafkef contrasting topcoat film thicknesses (or any of the constituent Iayer's of a
color, mark a line on the surface about 1-in. long gadn. ~ Multicoat system) separately, as long as each coat is well
wide (25.4-mm long and 12.7-mm wide). In most cases, the us@dhereq to the others, and there is a definite, visible delineation
of a marker is not necessary, but for certain colors, usuall?f the film layers.
whites, its use may be desirable. Depending upon the pai
coating and the type of marker used, however, it is possible fof- Report
the marker to be absorbed into the coating, up to 0.2-mils 7.1 Report the following information:

(5-um) deep. This effect can make it difficult to determine the 7.1.1 Results of a Thickness Determinatieff more than

position of the top edge of the crater. The type and condition§ne measurement is made and specific results for each location
of use of such a marker must therefore be agreed upon betwe@fe not needed, report the average thickness of all readings. It
the user and customer. is not necessary to drill more than one crater, but it is suggested

6.3 Place the test panel on the borer stage and align tH8at at least two readings be taken in each crater measured.
marked line so that it is positioned under the bit. Clamp the
panel into place.

6.4 With a small brush, clean the borer bit and the" depth
stop surface.” Debris in this area will result in a smaller crater,
with consequent inaccurate results. Be sure to clean the surface
of the panel prior to each test bore.

6.5 Adjust the depth control wheel so that the carbide borer
bit just penetrates the metallic substrate, to avoid undue wear
on the borer tip. This can only be done by trial and error due
to substrate thickness variation.

6.6 If the boring device is automated, follow the instructions
in 6.6.1; if the boring device is manually operated, follow the
instructions in 6.6.2.

6.6.1 Automated Boring DevieePush button to activate
boring device.

6.6.2 Manual Boring Device-Move the borer head down
in a smooth, slow action to its full travel position, and

” The source of supply of the marker used by the committee at this time for this
test method is Sanford Corp., Bellwood, IL 60104. If you are aware of alternative
suppliers, please provide this information to ASTM Headquarters. Your comments
will receive careful consideration at a meeting of the responsible technical

committee* which you may attend. FIG. 2 Cross-Hair at Bottom (Inner Edge) D‘er ments
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