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METRIC

Standard Test Method for

Determination of Non-Methane Organic Compounds (NMOC)
in Ambient Air Using Cryogenic Preconcentration and Direct
Flame lonization Detection Method (Metric)

This standard is issued under the fixed designation D 5953M; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonej indicates an editorial change since the last revision or reapproval.

1. Scope 2. Referenced Documents

1.1 This test methddcovers a procedure for sampling and 2.1 ASTM Standards:
determining concentrations of non-methane organic com- D 1193 Specification for Reagent Wdter
pounds (NMOC) in ambient, indoor, or workplace atmo- D 1356 Terminology Relating to Sampling and Analysis of
spheres. Atmospheres
1.2 The test method describes the collection of cumulative D 1357 Practice for Planning the Sampling of the Ambient
samples in passivated stainless steel canisters and subsequent Atmospheré
laboratory analysis. D 5466 Test Method for the Determination of \olatile
1.2.1 This test method describes a procedure for samplingin Organic Chemicals in Atmospheres (Canister Sampling
canisters at final pressures above atmospheric pressure (re- Methodology¥y
ferred to as pressurized sampling). .
1.3 This test method employs a cryogenic trapping proce3: Terminology
dure for concentration of the NMOC prior to analysis. 3.1 Definitions— For definitions of terms used in this test
1.4 This test method describes the determination of thénethod, refer to Terminology D 1356.
NMOC by the simple flame ionization detector (FID), without 3.2 Definitions of Terms Specific to This Standard:
the gas chromatographic columns and complex procedures3.2.1 cryoger—a refrigerant used to obtain very low tem-

necessary for species separation. peratures in the cryogenic traps of the analytical system.
1.5 The range of this test method is from 20 to 10 000 ppbC 3.2.1.1 Discussior—Liquid argon (bp — 185.7°C at stan-
(1, 2).2 See 13.4 for procedures for lowering the range. dard pressure) is recommended for this test method. Cryogens

1.6 The test method may yield less accurate results for somaith lower boiling points, such as liquid nitrogen, should not
halogenated or oxygenated hydrocarbons emitted from nearldye used because of possible trapping of oxygen from the
sources of industrial air pollutants. This is especially true ifsample air, which might lead to the possibility of an explosion
there are high concentrations of chlorocarbons or chloroflucer fire. In addition, methane would be trapped.

rocarbons present. 3.2.2 dynamic calibratior—calibration of an analytical sys-
1.7 The values stated in Sl units are regarded as thtem with pollutant concentrations that are generated in a
standard. dynamic, flowing system, such as by quantitative, flow-rate

1.8 This standard does not purport to address all of thedilution of a high-concentration gas standard with zero gas.
safety concerns, if any, associated with its use. It is the 3.2.3 NMOG—non-methane organic compounds.
responsibility of the user of this standard to establish appro- 3.2.3.1 Discussior—Total non-methane organic compounds
priate safety and health practices and determine the applicaare those compounds measured by a flame ionization detector,
bility of regulatory limitations prior to use. excluding methane and compounds with vapor pressure above

1072 kPa, recovered from the canister.

1 This test method is under the jurisdiction of ASTM Committee D-22 on ,3,'2'4 ppm C and pp.b_G—concentr;.atlon units of parts per
Sampling and Analysis of Atmospheres and is the direct responsibility of SubcomMillion and parts per billion of organic carbon as detected by
mittee D22.03 on Ambient Atmospheres and Source Emissions. the FID.

Current edition approved May 10, 1996. Published July 1996. ; ; ; ; ; ;
2This test method is based on EPA Method TO-12: “Determination of Non- 3.2.4.1 Discussior—During calibration with propane, for

Methane Organic Compounds (NMOC) in Ambient Air Using Cryogenic Pre- example, they are equ_l\(alent to parts per million by V(_)Iume
Concentration and Direct Flame lonization Detection (PDFImtmpendium of  (ppm (V)) or parts per billion by volume (ppb (v)), respectively,

Methods for the Determination of Toxic Organic Compounds in Ambient BRA multiplied by the number of carbon atoms in propane.
600 4-89-017, U.S. Environmental Protection Agency, Research Triangle Park, NC,

March 1990.
3 The boldface numbers in parentheses refer to the list of references at the end of 4 Annual Book of ASTM Standardgol 11.01.
this standard. 5 Annual Book of ASTM Standard¢ol 11.03.
Copyright © ASTM, 100 Barr Harbor Drive, West Conshohocken, PA 19428-2959, United States. D 0 c u m ents
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4. Summary of Test Method (2-6) 5.3 Conventional test methods that depend on gas chroma-
4.1 An air sample is extracted directly from the ambient air’tography and qualitative and quantitative species evaluation are

collected in a precleaned sample canister and transported toe¥cessively difficult and expensive to operate and maintain
laboratory. when speciated measurements are not needed. The test method
4.2 Afixed-volume portion of the sample air is drawn from described here involves a simple, cryogenic preconcentration

the canister at a low flow rate through a glass-bead filled traprocedure with subsequent direct detection with the FID. The
that is cooled to approximately —186°C with liquid argon. Thetest method is sensitive and provides accurate measurements of

cryogenic trap simultaneously collects and concentrates thambient ltotal NMOC concentrations where speciated data are
NMOC using condensation, while allowing the nitrogen, NOt required. _ o
oxygen, methane, and other compounds with boiling points 5.4 An _appllcatlon qf the test method is the monitoring of
below —186°C to pass through the trap without retention. Thdn€ cleéanliness of canisters. _ _
system is dynamically calibrated so that the volume of sample -5 Another use of the test method is the screening of
passing through the trap does not have to be quantitativelf@NiSter samples prior to analysis.

measured, but must be precisely repeatable between the cali->-8 Collection of ambient air samples in pressurized canis-
bration and the analytical phases. ters provides the following advantages:

4.3 After the fixed-volume air sample has been drawn °-6:1 Convenient integration of ambient samples over a
through the trap, a helium carrier gas flow is diverted to pasSPECific time period, o
through the trap, in the opposite direction to the sample flow, 5.6.2 Capablhty of remote sampling with subsequent central
and into an FID. When the residual air and methane have beéﬂboratory analyss, i i
flushed from the trap and the FID baseline restabilizes, the 2-6-3 Ability to ship and store samples, if necessary,

cryogen is removed and the temperature of the trap is raised to >-6-4 Unattended sample collection, _ _
80 to 90°C. 5.6.5 Analysis of samples from multiple sites with one

nalytical system,

5.6.6 Collection of replicate samples for assessment of
easurement precision, and

5.6.7 Specific hydrocarbon analysis can be performed with
e same sample system.

4.4 The organic compounds previously collected in the trar?
revolatilize due to the increase in temperature and are carried
into the FID, resulting in a response peak or peaks from th&"
FID. The area of the peak or peaks is integrated, and th
integrated value is translated to concentration units using
previously obtained calibration curve relating integrated pealg
areas with known concentrations of propane. '

4.5 The cryogenic trap simultaneously concentrates th
NMOC while separating and removing the methane from ai
samples. The technique is thus direct reading using FID fof
NMOC and, because of the concentration step, it is mor .
sensitive than conventional continuous NMOC analyzers. or calculating the area of the NMOC peaks.

4.6 The sample is injected into the hydrogen-rich flame of (.3'2 With helium as a carrier gas, FID response is quite
the FID, where the organic vapors burn, producing ionizeol,mlform for most hydrocarbon compounds, but the response

molecular fragments. The resulting ion fragments are theff@n Vary considerably for other types of organic compounds.

collected and detected. Because this test method employs—za Apparatus
helium carrier gas, the detector response is nearly identical for

h fi . Th he historical : . .
many hydrocarbon compounds of interest. Thus, the historica 7.1.1 Sample Canister(s)stainless steel, Sumfpolished

short-coming of varying FID response to aromatic, olefinic, : . ;
and paraffinic hydrocarbons is minimized. The FID is muchvessel(s) of 4 to 6 L capacity, used for automatic collection of
integrated field air samples.

less sensitive to most organic compounds containing functionéﬁ'7 111 Mark h <t ith . dentificati
groups such as carbonyls, alcohols, halocarbons, etc. o ark each canister with a unique identification
number stamped on its frame.

5. Significance and Use 7.1.2 Sample Pumpstainless stgel, metal bellows type.
] ) ) o 7.1.2.1 Ensure that the pump is free of leaks, and uncon-
5.1 Many industrial processes require determination o%;minated by oil or organic compounds.

NMOC in the atmosphere. _ _ 7.1.2.2 Shock mount the pump to minimize vibration.
5.2 Accurate measurements of ambient concentrations of 7 1 3 pressure Gage0 to 210 kPa (0 to 30 psig).

NMOC are important for the control of photochemical smog 7 1 4 Solenoid Valvecontrols the sample flow to the canis-
because these organic compounds are primary precursors gk \ith negligible temperature rise.
atmospheric ozone and other oxida(its 8) 7.1.5 Flow Control Device mass flowmeter, critical orifice,

sites may range up to 1 to 3 ppm C or higher. In order tosampling period.

determine transport of precursors into an area, measurement of

NMOC upwind of the area may be necessary. Rural NMOC

Concemratlons originating from areas free from NMOC sthe symma process is a trademark of Molectrics, Inc., 4000 E. 89th St.,
sources are likely to be less than a few tenths of 1 ppm C. Cleveland, OH 44105. Documents

Interferences

6.1 In laboratory evaluations, moisture in the sample has
een found to cause a positive shift in the FID baseline. The
ffect of this shift is minimized by carefully selecting the

tegration termination point and adjusting the baseline used

7.1 Sample Collection SystergFig. 1).
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SAMPLE TIMER PRESSURE taining a stable flame throughout all phases of the analytical
LINE PARTICULATE » GAUGE cycle.
'* MATIER ,/ 7.3.2 Data Reduction Devigesuch as a computer, equipped
O with data acquisition hardware and software and a laser printer,
/ i O or an electronic integrator, with chart recorder, capable of
integrating the area of one or more FID response peaks and
calculating peak area corrected for baseline drift.
O/ 7.3.2.1 If a separate integrator and chart recorder are used,
/ \ exercise care to ensure that these components do not interfere
i } FLOW SOLENOID with each other electrically or electronically.
CONTROL VALVE 1 7.3.2.2 Range selector controls on both the integrator and
DEVICE the FID analyzer may not provide accurate range ratios, so
AREIARY prepare individual calibration curves for each range.
PUMP f 7.3.2.3 The integrator must be capable of marking the
SAMPLE beginning and ending of peaks, constructing the appropriate
PuMP w7 baseline between the start and end of the integration period,

SAMPLE CANISTER(S)

FIG. 1 Sample System for Automatic Collection of Integrated Air
Samples

and calculating the peak area.

7.3.3 Cryogenic Trap constructed from a single piece of
chromatographic-grade stainless steel tubing (3 mm outside
diameter, 2 mm inside diameter), as shown in Fig. 4.

7.1.6 Particulate Matter Filter inert in-line filter, 2u m or ~ 7-3-3.1 Pack the central portion of the trap (70 to 100 mm)
less, or other suitable filter, used to filter the air sample. ~ With silanized 180 to 250 pum (60/80 mesh) glass beads, with
7.1.7 Auxiliary Vacuum Pump or Blowedraws sample air small silanized glass wool plugs, to retain the beads. .
through the sample inlet line to reduce inlet residence time to /-3-3-2 The arms of the trap must be of such length to permit
no greater than 10 s. the beaded portion of the trap to be submerged below the level

7.1.7.1 Shock mount the pump to minimize vibration. of cryogen in the Dewar flask. _

7.1.8 Timer, programmable, and electrically connected to 7333 Conne(_:t the trap directly to the six-port valve (7.3.4)
the solenoid valve (7.1.4) and pumps (7.1.2 and 7.1.7), capabl@ Minimize the line length between the trap (7.3.3) and the

of controlling the pumps and the solenoid valve. FID (7.3.2).
7.1.9 Sample Inlet Lingtransports the sample air into the 7.3.3.4 Mount the trap to allow clearance so the Dewar flask

sample system, consisting of stainless steel tubing component§@y be applied and withdrawn to facilitate cooling and heating

7.2 Sample Canister Cleaning Systeffig. 2). the trap (see 7.3.12). _
7.2.1 Vacuum Pumpcapable of evacuating sample canis- /-3-4 Six-Port Valve— Locate the six-port valve and as
ter(s) to an absolute pressuresf2 Pa (15 um Hg). much of the interconnecting tubing as practical inside an oven

or otherwise heat it to 80 to 90°C to minimize wall losses or
for simultaneously cleaning several canisters. adsorption/desorption in the connecting tubing. All lines must

7.2.3 Shut-off Valve(s)nine required. be as short as practical. _

7.2.4 Pressure Gage0 to 350 kPa (0 to 50 psig)-monitors 7.3.5 Multistage Pressure Regulator@ required), standard
zero-air pressure. two-stage, stainless steel diaphragm regulators with pressure

7.2.5 Cryogenic Trap (2 required), U-shaped open tubular 929€S, for helium, air, and hydrogen cylinders. _
trap cooled with liquid argon used to prevent contamination -3:6 Auxilliary Flow or Pressure Regulator¢2 required),
from back diffusion of oil from vacuum pump, and providing © Maintain constant flow rates, within 1 mL/min for the helium
clean, zero-air to the sample canister(s). carrier and the hydrogen. . .

7.2.6 Vacuum Gagecapable of measuring vacuum in the 7.3.7Fine Needie Valve(2 required)—One adJUSt.S the
manifold to an absolute pressure of 15 Pa (0.1 mm Hg) or les§2MPple flow rate through the trap, and the other adjusts the
with scale divisions of 0.1 Pa (0.5 pm Hg). sample flow rate from the canister.

7.2.7 Flow Control Valve regulates flow of zero-air into the ~_ /-3-8 Dewar Flask holds cryogen used to cool the trap,
canister(s). sized to contain the submerged portion of the trap.

7.2.8 Humidifier, water bubbler or other system capable of /-3-9 Absolute Pressure Gage to 60 kPa (0 to 450 mm
providing moisture to the zero-air supply. Hg), with scale divisions of 0.25 kPa (2 mm Hg), monitors

7.2.9 Isothermal Ovenfor heating canisters, not shown in repeatable volumes of sample ar through the cryogenic trap.
Fig. 2. 7.3.10 Vacuum_F_{eservqnl tp 2 L capacity, typically 1 _L._

7.3 Analytical System(Fig. 3). 7.3.11 Gas Purifiers (3 required), gas scrubbers containing

7.3.1 FID Systemincludes flow controls for the FID fuel Driérite or silica gel and 5A molecular sieve to remove
and combustion air, temperature control for the FID, and signdin?isture and organic impurities in the helium, air, and hydro-
processing electronics. Set the FID combustion air, hydroger€n 9as flows.
and helium carrier flow rates as defined by the manufacturer’s Note 1—Check the purity of the gas purifiers prior to use by passing
instructions to obtain an adequate FID response while maingero-air through them and analyzing the gas a@@eﬂm@m

7.2.2 Manifold, stainless steel manifold with connections

3 Document Sharing Hub

Full document details: ASTM D5953M-96


http://www.avadocuments.com/doc/astm-d5953m-96
http://www.avadocuments.com/doc/astm-d5953m-96

il D 5953m

3-PORT
VENT VALVE,a GASVALVE ZERO-AIR
; SUPPLY

N
4\—~—§Q—C {

CRYOGENIC  CHECK VALVE
TRAP |\
VACUUM PUMP
oM. SHUT-OFF VALVE. h SHUT-OFF VALVE, b
PUMP
{ VENT VALVE, i \X
» D*q 4 HUMIDIFIER
PRESSURE \
GAUGE

: VACUUM GAUGE \
ZERO-AIR \

SUPPLY \ J |
ZERO SHUT-OFF X

CRYOGENIC
VENT SHUT-OFF TRAP VALVE,c ——p»

VALVE,
9 VACUUM SHUT-OFF

el VAR FLOW
OW CONTROL
/X VALVE —’X

VACUUM GAUGE
SHUT-OFF VALVE, d

VENT

4—% MANIFOLD

CANISTER VALVES
VENT SHUT-OFF
VALVE, e

SAMPLE CANISTERS
FIG. 2 Canister Cleaning System

purifiers are clean if the NMOC concentration of the emitted gas is belon2 min. This is not shown in Fig. 3.

the detection limit of ”_‘e test method. _ 7.3.13 Toggle Shut-Off Valve$4 required), must be leak
7.3.12 Trap Heating Systenthromatographic oven, hot tap free. Two are positioned on each side of the vacuum reservoir
water, or other means to heat the trap to 80 to 90°C. (7.3.10), one at the absolute pressure gage (7.3.9), and one at

7.3.12.1 Asimple heating source for the trap is a beaker Ofhe zero air cylinder (8.4) used for the analytical system leak
Dewar flask filled with tap water maintained at 80 to 90°C asiggt (10.1).
required for the duration of the test.

7.3.12.2 More repeatable types of heat sources are recoms- .
mended, including a temperature-programmed chromatogra;)a‘@phra_gm pump must be capable_ of evacuating the vacuum
oven, electrical heating of the trap itself, or any type of heatef€S€rvoir (7.3.10) to allow the desired sample volume to be
that brings the temperature of the trap up to 80 to 90°C in 1 t&lrawn through the trap. Documents
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7.3.14 Vacuum Pumpgeneral purpose laboratory oil-less
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