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Standard Test Method for
Percent Volume Nonvolatile Matter in Clear or Pigmented
Coatings Using a Helium Gas Pycnometer *

This standard is issued under the fixed designation D 6093; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.

1. Scope Methods for Analysis and Testing of Industrial Chemicals

1.1 This test method covers the determination of the percent 2-2 Other Documents: o .
volume nonvolatile matter of a variety of clear and pigmented 2-2.1 Directions for obtaining appropriate instruction manu-
coatings. The approach used should provide faster and more als on the use, care, and operation of the instruments and
accurate results than the use of the liquid displacement €duipment are listed in Section 5, (Apparatus).
techniqgue in Test Method D 2697, particularly for coatings that
are difficult to wet or that contain voids, cracks or other defects3- Summary of Test Method
The improvement in accuracy stems from the superior ability 3.1 This procedure measures the volume of nonvolatile
of helium gas under pressure to penetrate very small pores amaaterial in a dried or baked coating film. A helium gas
surface irregularities in dried films. This provides a morepycnometer is used to determine the volume occupied by a film

accurate determination of void volumes than can be obtainelly measuring the reduction of gas capacity in the pycnometer

via liquid displacement. sample chamber caused by the presence of the test specimen.
1.2 The technique will provide results under the following (The actual measurement is accomplished with a pressure

constraints: transducer that measures the difference in pressure between the
1.2.1 The stability of the helium gas pycnometer is greatempty sample compartment and when loaded. The volume

than =0.005 cm® occupied by the coating sample is then calculated from the
1.2.2 Test specimen weights are greater than 1 g. Ideal Gas Law.) The weight of the specimen is also measured

1.3 The values stated in inch-pound units are to be regardedld the two values are used to calculate the dry film density.
as the standard. The values given in parentheses are for3-2 The percent volume nonvolatile content of a coating is
information only. calculated using the dry film density, liquid coating density,

1.4 This standard does not purport to address all of the@nd the weight percent nonvolatile content of the coating.

safety concerns, if any, associated with its use. It is the

responsibility of the user of this standard to establish appro—4' Significance and Use

priate safety and health practices and determine the applica- 4.1 This test method measures the volume of dry coating

bility of regulatory limitations prior to use. obtainable from a given volume of liquid coating. This value is
useful for calculating the volatile organic content (VOC) of a
2. Referenced Documents coating and could be used to estimate the coverage (square feet
21 ASTM Standards: of surface co_vered at a s_pecified dry_ film thickness per unit
D 1475 Test Method for Density of Paint, Varnish, LacquerV0|ume) obtainable with difierent coating products.
and Related Products NoTe 1—In Practice D 3960 paragraph 10.3.1, the equation for calcu-
D 2369 Test Method for Volatile Content of Coatin%]s lating the VOC content using the percent volume nonvolatile is given.

D 2697 Test Method for Volume Nonvolatile Matter in Prior to this method a satisfactory procedure for measuring percent
Clear or Pigmented Coatinés volume nonvolatile did not exist (see Note 11 in Practice D 3960).

. s . . . Note 2—Since the actual coverage of a coating includes the void
D 3960 Practice for Determlr.]mg Volatile Organic Com- volume and the porosity of the film, the coverage value calculated from
pound (VOQ) Content of Pa.'ms and Related Coat_r'hgs this method will be inaccurate by that amount, that is, the actual coverage
D 4708 Practice for Preparation of Uniform Free Films of will be greater. The higher the pigment to binder ratio (P/B) of a coating
Organic Coating$ or the higher content of void containing material (latices, hollow beads,

E 180 Practice for Determining the Precision of ASTM etc.) or both, the greater will be the deviation of the coverage calculation
(This is also true to a lesser degree with Test Method D 2697).

4.2 For various reasons the volume nonvolatile value ob-

1 This test method is under the jurisdiction of ASTM Committee D-1 on Paint __. . . .
and Related Coatings, Materials, and Applications, and is the direct responsibility ot‘amed for a coating is often not equal to that pred|cted from

Subcommittee D01.21 on Chemical Analysis of Paints and Paint Materials.
Current edition approved March 10, 1997. Published August 1997. -
2 Annual Book of ASTM Standardgol 06.01. 2 Annual Book of ASTM Standardgol 15.05.
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simple linear addition of the weights and volumes of the raw 5.11 Polyethylene Gloveand Plastic Tweezers.
materials in a formulation. One reason is that the volume
occupied by a solution of resin in solvent may be the same§. Procedure
greater, or less than the total volume of the separate ingredi- 6.1 Determine the wet coating density (pounds per gallon)
ents. Such contraction or expansion of resin solutions i$n accordance with Test Method D 1475.
governed by a number of factors, one of which is the extent and 6.2 Determine the weight percent nonvolatile content of the
direction of spread between solubility parameters of the resifiquid sample in accordance with Test Method D 2369.
and solvent. 6.3 Wrap 4 by 12-in. panels (102 by 305-mm), (two per
4.3 The spatial configuration of the pigment particles andsample) with sheetingand tape the sheeting to the back of the
the degree to which the pigment particles are filled with thepanels with masking tape. Do not overlap the sheeting on the
binder also affect the volume of a dry coating film. Above thepacks of the panels.
critical pigment volume concentration, the apparent volume of o ) _ _ _
the dry film is significantly greater than theoretical due to the 'N°T® 4—The objective of this procedure is to obtain the coating free of
. . . . . . substrate. Other collection methods, such as scraping the coating from
increase in unfilled .VO'dS between pl_gment Pa”'c'es- The us lass plates or using release paper instead of shéatingaicceptable. See
of volume nonvolatile matter values in such instances shoul@so Practice D 4708 for other film preparation techniques.
be carefully considered as the increased volume is largely due
to air trapped in these voids.
4.4 For thin films, the issue of critical pigment volume
effects is usually not a concern. With high poly(vinyl chloride)

(PVC) films, however, liquid displacement of air voids takes 6.5 Prepare a thin, uniform, bubble-free film on the wrapped

place with difficulty even under high pressures. Helium solves anels either by spraying or with a drawdown blade, to obtain
this problem since, as a gas, it readily penetrates and displacgs ’

. . .~a"dry film thickness of 1.0 to 1.8 mils (25 to 46 um). Thinner
air, water, and volatile solvents even at low pressures. PurglnﬁI

. . ms of 1.0 to 1.2 mils (25 to 31 um) have fewer potential
the gas pycnometer flushes these materials from the film. problems with entrapped solvents.

5. Apparatus and Reagents 6.6 Bake the coated panels for 60 min at 110°C in a forced

5.1 Gas Pycnometerequipped with a suitably sized cup. draft oven, the_n cool at room temperature for 20 to 30 min.
6.7 Cut a slit across the top or bottom, ab&uin. from the

~ Nore 3—The data from the round robin was obtained using a 5-mL Cuhedge of the film. Separate a small portion of the film from the

instrument* sheetin§ with a scalpel or razor blade. Work a thin narrow
5.2 Panels steel or aluminum, 4 in. by 12 in. (102 mm by spatula blade (about % in.-long (115—-mm)) under the sepa-

305 mm) rated portion of the file then remove the film by working the
5.3 Sheeting, approximately 1.5—-mils (38-um) thick. spatula blade between the film and substrate along and across
5.4 Doctor Blades5 to 8 mils (127 to 203 um), appropriate each side and end of the panel.

to give 1.0 to 1.8 mils (25 to 46 um) dry film thickness). A3-in. 6.8 Place the film on a piece of sheefiry plain paper that

(76-mm) wide, multiple clearance applicator is recommendedhas been treated with the anti-static device. Treat the film with
5.5 Standard Spray Equipmentapable of obtaining a the device in accordance with the manufacturer’s instructions.

uniform film of 1.0 to 1.8 mil (25 to 46 um) dry film thickness

after baking.

6.4 Place the wrapped panels on a panel rack and bake at
160°C, for 10 to 15 min. Baking will tighten the sheettrand
remove any wrinkles. After baking, allow panels to cool at
room temperature for at least 15 min.

Note 5—Using metal lab benches helps reduce static problems.

5.6 Forced Draft Ovencapable of maintaining 116 5°C. 6.9 Cut the film into strips, approximate¥ by 4 in. (6 by
5.7 Single Edge Razor Blades Scalpels, 19 mm).
5.8 Anti-Static Instrument: Note 6—Alternatively, if the film does not cut well or crumbles, the

5.9 Analytical Balancecapable of weighing ta- 0.0001 g.  film may be loosely packed into the cup.
5.10 A Paper/Thin Film Cutter equipped with a rolling

blade, available from most office supply centers. 6.10 Weigh the dried, empty cup and record.

6.11 Place the film strips vertically into a sample cup until
there is between 1.0 to 2.0 g of film in the 5-mL cup (If a

“The sole source of supply of the 5-mL cup, Model 1305 known to thed"crerent Size cup Is ljlsed'_ use a proportlonal amount of film
committee at this time is the Micromeritics Instrument Corp., One Micromeritics Sample). Use the anti-static device as often as necessary. The
Drive, Norcross, GA 30093-1877. If you are aware of alternative suppliers, pleas§ilm strips should not be protruding from the cup.
provide this information to ASTM Headquarters. Your comments will receive 6.12 Weigh the sample Stl’ipS and cup to verify there is at
careful consideration at a meeting of the responsible technical committee, whicl ) X .
you may attend. eas'g 1.0 g of the test specimen. Samples should be run in

5 The sole source of sheeting, TedlaPC105M3, known to the committee at this dupl|cate.

time is the Dupont Company. If you are aware of alternative suppliers, please G 13 Conduct the experiment in accordance with the Gas
provide this information to ASTM Headquarters. Your comments will receive Pycnometer Instruction Manual.

careful consideration at a meeting of the responsible technical comrhittbigh . . . .
you may attend. 6.14 Take at least five consecutive readings, in accordance
® The sole source of supply of the anti-static instrument, Zerostat 3, known to theyith instrument instructions. Variation in readings should be
committee at this time is the Aldrich Chemical Co., Inc., (address). If you are awargandom. A consistent volume increase indicates loss of trapped

of alternative suppliers, please provide this information to ASTM Headquarters. .
Your comments will receive careful consideration at a meeting of the I’eSpOﬂSib|§0|Vent and results should be considered suspect. Refer to the

technical committee! which you may attend. instrument instruction manual. Docu ments
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