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Standard Test Method for
Determination of the Total Pore Volume of Catalysts and
Catalyst Carriers 1!

This standard is issued under the fixed designation D 6761; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.

1. Scope 3.1.3 Other definitions and terms used in this test method

1.1 This test method covers the determination of the totafif€ defined in Terminology D 3766.
pore volume of catalysts and catalyst carriers, that is, the 3.2 Symbols for Mercury Intrusion
volume of pores having pore diameter between approximately
14 pm and 0.4 nm (4 A). W

1.2 This test method involves hazardous materials, operayy
tions, and equipmentThis standard does not purport to WF
address all of the safety concerns, if any, associated with itsy,
use. It is the responsibility of the user of this standard to w'g

mass of sample

mass of sealed empty sample cell

mass of sealed sample cell filled with mercury
mass of sealed sample cell with sample

mass of sealed sample cell with sample filled

establish appropriate safety and health practices and to with mercury
determine the applicability of regulatory limitations prior to Vﬁg = volume of mercury in empty sample cell (volume
use.Specific hazard statements are given in Section 8. Warning of sample cell)
statements are given in 9.1.7 and 9.1.11. Vf,g = volume of mercury in cell with sample
2. Referenced Documents VHo sample volume, cih
2.1 ASTM Standards? Vig specific sample volume

particle volume

D 3766 Terminology Relating to Catalysts and Catalysis Vp
weight mercury reservoir after filling burette with

E 177 Practice for Use of the Terms Precision and Bias inWy

ASTM Test Methods sample _ N
E 456 Terminology Relating to Quality and Statistics Wy, = mass of mercury reservoir after filling burette
E 691 Practice for Conducting an Interlaboratory Study to without sample

Determine the Precision of a Test Method 3.3 Symbols for Helium Pycnometry

3. Terminology

3.1 Definitions

3.1.1 particle volume—the volume of a particle including
pores into which mercury cannot penetrate at ambient pressurgHe
(smaller than approximately 14 um diameter pore mouth). s

Ve volume of sample cell and associated tubing®cm
Vi reference volume, cin

sample volume, cf
volume of calibration cylinder, cth

Vey Ibrati
volume of calibration standard, ém

3.1.2 true volume—the volume of a particle, including

; . . STb —
pores, into which helium cannot penetrate (smaller than abouty, = specific sample volume
approximately 0.4 nm (4 A) diameter pore mouth). P’, = pressure in empty sample cell, psig or pascals
P, = pressure in empty sample cell, after the reference
volume has been included in the system, psig or
1 This test method is under the jurisdiction of ASTM Committee D32 on pascals
Catalysts and is the direct responsibility of Subcommittee D32.02 on Physical-P; = pressure in sample cell with sample or calibration
Mechanical Properties.
Current edition approved July 1, 2004. Published July 2004. Originally approved .Staln%aig .be];]ore the reference V0|um|e has been
in 2002. Last previous edition approved in 2002 as D 6761-02. Included in t e system, psig 9r pe}sca S .
2 For referenced ASTM standards, visit the ASTM website, www.astm.org, or P» = pressure with sample or calibration standard in
contact ASTM Customer Service at service@astm.org.Afoual Book of ASTM the Sample cell, after the reference volume has
Standards/olume information, refer to the standard’s Document Summary page on been included in the system psig or pascals

the ASTM website.
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W, tare weight of sample cup, g Burstte for mercury displacament

W, = mass of sample + tare weight of sample cup, g —_— _:——__(Q;—__—:(;L‘r—————- —3 v
W, = mass of sample, g A B
PV. = pore volume ( D Spiash bulb

4. Summary of Test Method

4.1 The total pore volume of a catalyst or catalyst carrier is
determined as the difference between the particle volume and =
the true volume, measured by mercury intrusion and helium
pycnometry, respectively. The particle volume is determined
by mercury intrusion at ambient pressure and the true volume

is determined by helium displacement at pressures above H Burette
ambient. 1 i
— 23
5. Significance and Use en
5.1 This test method provides for the measurement of 1 \{
volume of pores that are in the range of catalytic importance Sampie cell

and possibly for adsorption processes.

6. Apparatus

6.1 For Mercury Intrusion c
6.1.1 Chambey capable of holding the sample cell (com-
monly referred to as a penetrometer), which contains the

sample. This chamber must be capable of being evacuated and Mercury reservolr
contain enough mercury to fill the penetrometer. H
6.1.2 Glass Sample Cell (penetrometdnaving a wide base FIG. 1 Schematic Diagram of Burette

and narrow bore stem. If the sample is powder, the penetrom-
eter should have a provision in the base to prevent fine particles
from passing into the stem when the cell is evacuated. Thahile the tip of the sample cell valve is still submerged in

penetrometer must have the capability of being sealed. mercury. A weighing bottle of 5 cm diameter and 3 cm height
6.1.3 Vacuum Pumpcapable of attaining pressures of lessis suitable.

than 0.05 torr. 6.2.5 Vacuum Pumpcapable of attaining pressures of 0.05
6.1.4 Valve for choosing vacuum and vent, for evacuationtorr.

of the sample cell and filling the sample cell, respectively. 6.2.6 Cold Trap or other method or device to prevent
6.1.5 Valve for rapid evacuation or venting of the system. mercury vapor from being vented into the laboratory through
6.1.6 Valve for controlled evacuation or venting. the vacuum pump and to prevent contaminants from entering

6.1.7 Cold Trap or other method or device to prevent the vacuum pump.
mercury vapor from being vented into the laboratory through 6.3 For Helium Pycnometr-A schematic diagram of the
the vacuum pump and to prevent contaminants from enteringycnometer apparatus is shown in Fig. 2. It should be con-

the vacuum pump. structed from metal and have the following features:
6.1.8 Pressure-Measuring Deviceapable of reading in the  6.3.1 Sample Cellhaving a volume suitable for the desired
range 0 to 1000 torr or higher. sample size and calibrated to the nearest 0.1 @imis volume
6.1.9 Balance measuring to the nearest 1 mg.001 g). is indicated in Fig. 2.
6.2 For Mercury Intrusion with a Burette-A schematic 6.3.2 Reference Volume Y, a precisely calibrated volume
diagram of the burette is shown in Fig. 1. It has the followingknown to the nearest 0.02 ¢m
features: 6.3.3 Pressure Transduce(0 to 25 psig or 0 to 172.3 kPa)

6.2.1 Glass Sample Cellwith a needle valve suitable for with minimum volume displacement and linear within 0.1 %.
handling mercury. The tip, which is submerged in the mercury 6.3.4 Pressure Relief Valvyeset to 25 psig (172.3 kPa), to
reservoir, should be narrow enough so as to prevent drops @fvoid overpressurization of the transducer.
mercury from becoming lost if the reservoir is removed for

weighing.
6.2.2 Burgtte a calibrated narrow bore fcube en_dlng N @ [ yrated Sample Calibrated
curved tip in the sample cell to prevent fine particles from | cait Volume Valve Expansion Volume
passing into the burette. There is a clear mark on the burette at Veas Vexp
23 cm above the curved tip. ®
6.2.3 Manifold, with a splash bulb and appropriate needle
valves for choosing either vacuum or vent. m
6.2.4 Mercury Reservoir with Lidcapable of containing the
amount of mercury necessary to fill the sample cell and burette FIG. 2 Pycnometer Apparatocu ments
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