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INTERNATIONAL
Standard Test Method for
Total Water in Liquid Butane by Liquefied Gas Sampler and

. . . A 1

Coulometric Karl Fischer Titration
This standard is issued under the fixed designation D7995; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilon (¢) indicates an editorial change since the last revision or reapproval.

1. Scope

1.1 This test method describes the use of a specialized
liquefied gas sampler coupled to a coulometric Karl Fischer
(KF) titrator for the determination of water in liquid butane
with water concentrations from 1 mg/kg to 100 mg/kg.

Note 1—Other liquefied petroleum gases described in Specification
D1835 including propane, propene (propylene), butylenes and mixtures of
these materials and other light hydrocarbons, and dimethyl ether described
in Specification D7901, can be analyzed by this method but the precision
has not been studied and therefore the stated precision has not been
validated for these materials.

1.2 The values stated in SI units are to be regarded as
standard. The values given in parentheses after SI units are
provided for information only and are not considered standard.

1.3 This standard does not purport to address all of the
safety concerns, if any, associated with its use. It is the
responsibility of the user of this standard to establish appro-
priate safety, health, and environmental practices and deter-
mine the applicability of regulatory limitations prior to use.
See Section 10 for specific warning statements.

1.4 This international standard was developed in accor-
dance with internationally recognized principles on standard-
ization established in the Decision on Principles for the
Development of International Standards, Guides and Recom-
mendations issued by the World Trade Organization Technical
Barriers to Trade (TBT) Committee.

2. Referenced Documents

2.1 ASTM Standards:*

D1265 Practice for Sampling Liquefied Petroleum (LP)
Gases, Manual Method

D1835 Specification for Liquefied Petroleum (LP) Gases

D2713 Test Method for Dryness of Propane (Valve Freeze
Method)

! This test method is under the jurisdiction of ASTM Committee D02 on
Petroleum Products, Liquid Fuels, and Lubricants and is the direct responsibility of
Subcommittee D02.HO on Liquefied Petroleum Gas.

Current edition approved July 15, 2019. Published August 2019. DOI: 10.1520/
D7995-19.

2 For referenced ASTM standards, visit the ASTM website, www.astm.org, or
contact ASTM Customer Service at service@astm.org. For Annual Book of ASTM
Standards volume information, refer to the standard’s Document Summary page on
the ASTM website.

Copyright © ASTM International, 100 Barr Harbor Drive, PO Box C700, West Conshohocken, PA 19428-2959. United States

D3700 Practice for Obtaining LPG Samples Using a Float-
ing Piston Cylinder

D5623 Test Method for Sulfur Compounds in Light Petro-
leum Liquids by Gas Chromatography and Sulfur Selec-
tive Detection

D6299 Practice for Applying Statistical Quality Assurance
and Control Charting Techniques to Evaluate Analytical
Measurement System Performance

D6300 Practice for Determination of Precision and Bias
Data for Use in Test Methods for Petroleum Products and
Lubricants

D6304 Test Method for Determination of Water in Petro-
leum Products, Lubricating Oils, and Additives by Cou-
lometric Karl Fischer Titration

D7901 Specification for Dimethyl Ether for Fuel Purposes

E177 Practice for Use of the Terms Precision and Bias in
ASTM Test Methods

E203 Test Method for Water Using Volumetric Karl Fischer
Titration

2.2 Occupational Safety and Health Administration Docu-

ment:

OSHA Regulations—29 CFR paragraphs 1910.1000 and
1910.1200°

2.3 Other Standards:

UOP 163 Hydrogen Sulfide and Mercaptan Sulfur in Liquid
Hydrocarbons by Potentiometric Titration*

3. Terminology

3.1 Definitions:

3.1.1 liquefied petroleum gas, (LP Gas, LPG), n—a narrow
boiling range mixture of hydrocarbons consisting of propane,
propylene, butanes and butylenes, individually or in specified
combinations, with limited amounts of other hydrocarbons and
naturally occurring non-hydrocarbons.

3.1.2 dimethyl ether (DME), n—the chemical compound
CH,;OCHs,,.

3.2 Definitions of Terms Specific to This Standard:

3 Available from U.S. Government Printing Office, Superintendent of
Documents, 732 N. Capitol St., NW, Washington, DC 20401-0001, http://
WWW.access.gpo.gov.

4 Available from https://www.astm.org/
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3.2.1 coulometric Karl Fischer titration (coulometric
titration), n—in reference to Karl Fischer titration methods, a
process of measuring the water content of a sample using an
electrolytic process to generate iodine in situ.

3.2.2 mass flow meter, n—a device used to measure the flow
of gases.

3.3 Abbreviations:
3.3.1 DME—dimethyl ether

3.3.2 H,S—hydrogen sulfide

3.3.3 KF—Karl Fischer (titration)
3.3.4 LPG—Iliquefied petroleum gas
3.3.5 MFM—mass flow meter

3.3.6 QA—quality assurance

3.3.7 QC—quality control

4. Summary of Test Method

4.1 An aliquot of pressurized liquid butane sample is
introduced into the liquefied gas sampler, where the sample is
totally volatilized and passes through a heated chamber (typi-
cally 60 °C to 80 °C) to ensure the sample is in a gaseous state.
The gas then flows through a calibrated mass flow meter
(MFM) or a fixed volume sample loop and bubbles into the
electrolytic cell of a coulometric Karl Fischer (KF) titrator. The
MFM is calibrated to the sample composition analyzed and a
calibration factor is used to calculate the mass of pressurized
sample. Alternatively, when a fixed volume sample loop is
used, the temperature and the pressure are measured to
calculate the volume of the volatized sample gas. The gas flow
is stopped when a suitable amount of sample is introduced to
the coulometric KF titrator. The water in the gas is absorbed by
the anode reagent and titrated automatically by the coulometric
KEF titrator. The concentration of water in the original pressur-
ized sample is calculated by the amount of water measured (ug)
and the sample size (g) introduced by the MFM or sample loop.

4.1.1 General Descriptions of Volumetric Liquefied Gas
Sampler—There are two types of liquefied gas sampler. The
first utilizes a mass flow meter to accurately measure the mass

or volume of liquefied gas is introduced into a KF titration cell,
see Fig. 1. Once the specified mass or volume of sample is
delivered, the sampler automatically stops the flow into the
titration cell. The second type of sampler uses a fixed volume
sample loop to accurately deliver an aliquot of liquefied gas
into the titration cell, see Fig. 2. The fixed volume is carefully
delivered into the KF titration cell by means of a restrictor
valve.

4.2 In the coulometric KF titration technique, the sample is
introduced into an electrolytic cell where the iodine required
for the reaction with water is produced by an anodic oxidation
of iodide. With the coulometric KF titration technique, no
standardization of reagents is required.

5. Significance and Use

5.1 High water concentrations can have a detrimental effect
on the many uses of liquefied petroleum gas (LPG). Wet
butane, propane, and other low molecular weight hydrocarbon
products can cause operational issues in customer equipment
and downstream processes. Water can cause corrosion prob-
lems and create safety hazards during the storage, distribution
and use of liquefied petroleum gas (LPG) and pressurized low
molecular weight hydrocarbon samples.

5.2 While the dryness of propane may be monitored with a
“functional” test such as the valve freeze Test Method D2713,
this test method provides an analytical method to directly
measure water content in LPG and pressurized low molecular
weight hydrocarbons and their mixtures.

6. Interferences

6.1 Certain compounds or classes of compounds interfere
with the accurate determination of water by the Karl Fischer
test method; including aldehydes, ketones, free halogens, ferric
salts, and strong oxidizing and reducing agents.

6.2 In LPG, the most common interferences are mercaptan
sulfur and hydrogen sulfide by means of the reactions in Eq 1
and 2. In commercial butane, propane, and LPG, ethyl mer-
captan is commonly used as an odorant. For propane, the
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FIG. 1 Typical Block Flow Diagram of Liquefied Gas Sampler Using Mass Flow Meter DOCUMeENts
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FIG. 2 Typical Block Diagram of Liquefied Gas Sampler With Fixed Volume Sample Loop

standard practice is to add 1.5 1b of ethyl mercaptan to 10 000
gal of propane which equates to 25 ppm by volume or
35 mg/kg ethyl mercaptan.

2R-SH+1,—RS-SR+2HI (1)

needle valve and monitored with a built-in MFM calibrated to
the sample matrix being analyzed (see Section 14). The flow of
sample into the titration vessel is stopped when the set amount
of sample has been introduced into the titration vessel and is
then analyzed.

where: 7.1.2 Liquefied Gas Sample Utilizing a Fixed Sample
R-SH = mercaptan, and Loop—The pressurized sample is introduced into the sample
RS-SR = organic disulfide. and vaporized at 60 °C to 80 °C and flows into the fixed sample

H,S+1,—>S+2HI (2)

6.2.1 If the concentration of mercaptans in the samples is
expected to be above 35 mg/kg or the interference from
mercaptan concentrations in the sample will result in signifi-
cant interference relative to the expected amount of water in
the samples being analyzed, refer to Appendix X2 for handling
of mercaptan interference.

6.3 Free halogens can oxidize the iodide in the KF reagent
to form iodine and cause erroneously low water values.

6.4 A more detailed discussion of KF interferences can be
found in Test Method E203 and other sources.’

7. Apparatus

7.1 Liquefied Gas Sampler—An apparatus that automati-
cally controls the introduction of liquefied sample (3.1.1) from
a sample cylinder into the electrolytic titration cell of a
coulometric Karl Fischer (KF) titrator as specified in 7.3. The
amount of the volatilized sample introduced into the titration
cell is based on the type of liquefied gas sampler being used. A
typical block flow diagram of the types two of liquefied gas
samplers are shown in Fig. 1 and Fig. 2.

7.1.1 Liquefied Gas Sample Utilizing a Mass Flow Meter—
The pressurized sample is introduced into the sampler and
vaporized at 60 °C to 80 °C. Sample flow is controlled with a

3 Mitchell, J. Jr. and Smith, D. M., Aquametry; A treatise on Methods for the
Determination of Water, Part III-The Karl Fischer Reagent, 2nd ed., J. Wiley and
Sons, Inc., New York, NY, 1977.
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loop. The sample loop is filled and is introduced into the
titration vessel. The amount of sample introduced into the
titration vessel is automatically calculated based on the volume
of the built-in sample loop, temperature, and pressure at the
time of analysis.

7.1.3 The liquefied gas sampler may be programmed to
automatically sample and analyze multiple replicates from the
same pressurized sample cylinder with no operator intervention
(see 7.3).

7.2 Balance—A balance is required to determine the cali-
bration factor of each type of gas passing through the mass
flow meter. To achieve a sufficient level of accuracy, the sample
weight difference should have at least three significant figures
for calibration. It is recommended the balance have accuracy to
one hundredth of a gram.

7.3 Coulometric Automatic Titrator, consisting of a control
unit, titration vessel, dual platinum sensing electrode, generator
electrode assembly, and magnetic stirrer. The instrument is
designed to coulometrically generate iodine that reacts stoi-
chiometrically with the water present in the sample solution.
The coulombs of electricity required to generate iodine are
converted to micrograms of water, which is obtained as a direct
digital readout.

8. Reagents and Materials

8.1 Purity of Reagents—Reagent grade chemicals shall be
used in all tests. Unless otherwise indicated, it is intended that
all reagents shall conform to the specifications of the commit-
tee on Analytical Reagents of the American Chemical Society,
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