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Standard Guide for
Development and Optimization of D19 Chemical Analysis

. . 1

Methods Intended for EPA Compliance Reporting
This standard is issued under the fixed designation D8272; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilon (¢) indicates an editorial change since the last revision or reapproval.

1. Scope

1.1 This guide identifies procedures for use in developing
and optimizing new or modified Subcommitees D19.05 and
D19.06 test methods intended for regulatory compliance re-
porting in EPA drinking water and wastewater programs. This
guide may also be useful for developing test methods for
emerging contaminants that may not yet have regulatory
requirements.

1.2 This guide also cites statistical procedures that are
useful in the single laboratory characterization and optimiza-
tion and in the inter-laboratory studies (ILSs).

1.3 The values stated in SI units are to be regarded as
standard. No other units of measurement are included in this
standard.

1.4 This guide offers an organized collection of information
or a series of options and does not recommend a specific
course of action. This document cannot replace education or
experience and should be used in conjunction with professional
Jjudgment. Not all aspects of this guide may be applicable in all
circumstances. This ASTM standard is not intended to repre-
sent or replace the standard of care by which the adequacy of
a given professional service must be judged, nor should this
document be applied without consideration of a project’s many
unique aspects. The word “Standard” in the title of this
document means only that the document has been approved
through the ASTM consensus process.

1.5 This standard does not purport to address all of the
safety concerns, if any, associated with its use. It is the
responsibility of the user of this standard to establish appro-
priate safety, health, and environmental practices and deter-
mine the applicability of regulatory limitations prior to use.

1.6 This international standard was developed in accor-
dance with internationally recognized principles on standard-
ization established in the Decision on Principles for the
Development of International Standards, Guides and Recom-

! This guide is under the jurisdiction of ASTM Committee D19 on Water and is
the direct responsibility of Subcommittee D19.02 on Quality Systems, Specification,
and Statistics.
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mendations issued by the World Trade Organization Technical
Barriers to Trade (TBT) Committee.

2. Referenced Documents

2.1 ASTM Standards:*

D1129 Terminology Relating to Water

D1141 Practice for the Preparation of Substitute Ocean
Water

D2777 Practice for Determination of Precision and Bias of
Applicable Test Methods of Committee D19 on Water

D4841 Practice for Estimation of Holding Time for Water
Samples Containing Organic and Inorganic Constituents

D5847 Practice for Writing Quality Control Specifications
for Standard Test Methods for Water Analysis

E178 Practice for Dealing With Outlying Observations

E691 Practice for Conducting an Interlaboratory Study to
Determine the Precision of a Test Method

E1169 Practice for Conducting Ruggedness Tests

E1488 Guide for Statistical Procedures to Use in Developing
and Applying Test Methods

E1601 Practice for Conducting an Interlaboratory Study to
Evaluate the Performance of an Analytical Method

E2857 Guide for Validating Analytical Methods

E2935 Practice for Conducting Equivalence Testing in
Laboratory Applications

E3080 Practice for Regression Analysis

2.2 Code of Federal Regulations (CFR) Standard:®

40 CFR Part 136, Appendix B Definition and Procedure for
the Determination of the Method Detection Limit

3. Terminology

3.1 Definitions:
3.1.1 For definitions of terms used in this standard, refer to
Terminology D1129.

2 For referenced ASTM standards, visit the ASTM website, www.astm.org, or
contact ASTM Customer Service at service @astm.org. For Annual Book of ASTM
Standards volume information, refer to the standard’s Document Summary page on
the ASTM website.

3 Available from U.S. Government Printing Office, Superintendent of
Documents, 732 N. Capitol St., NW, Washington, DC 20401-0001, http://
WWW.access.gpo.gov.
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3.2 Definitions of Terms Specific to This Standard:
3.2.1 technical change, n—modification to a test method,
that could affect the outcome of a result.

3.2.2 certified reference material, n—reference material,
accompanied by a certificate, having a value, measurement
uncertainty, and stated metrological traceability chain to a
national metrology institute.

3.2.3 characterization, n—a combination of the distinctive
things that make up a test method.

3.2.4 development (of a method), n—an empirical series of
steps that determine how to set up and run a chemical
operation.

3.2.5 formulation, n—defined mixture or blend of reagents
used to perform a chemical test.

3.2.5.1 Discussion—It often happens that two analysts, after
preparing the same mixture, will get different results. This is
due to variability of raw materials, or intricacies of technique.
Small modifications of a formulary that seem insignificant but
could have a significant impact on results.

3.2.6 optimization (of a method), n—a series of experiments
consisting of systematic variations in an attempt to define
critical steps of a new or modified test method in which
important errors can be made.

3.2.6.1 Discussion—Optimization helps define the exact
steps an analyst should take to ensure data obtained meets the
accuracy and precision requirements of the test method.

3.2.7 validation (of an analytical method), n—confirmation,
by the provision of objective evidence and examination, that a
test method meets performance requirements and is suitable for
its intended use.

3.2.7.1 Discussion—Test method validation is a practice
performed by laboratories to demonstrate their capability of
obtaining results that meet the specifications of the test method.
In environmental testing, test method validation usually con-
sists of establishing the calibration range, determination of
minimum detectable concentration, and determination of pre-
cision and bias.

4. Significance and Use

4.1 The ASTM guidance manual, Form and Style for ASTM
Standards,* Section A21, requires a precision and bias state-
ment in all ASTM test methods. Section A21.2.2 states:

Precision shall be estimated in accordance with the interlaboratory test
program prescribed in Practice E691, Conducting an Interlaboratory Study
to Determine the Precision of a Test Method, or by an interlaboratory test
program that yields equivalent information, for example, a standard prac-
tice developed by an ASTM technical committee.

4.2 Practice D2777, Section 1.1, states:

This practice establishes uniform standards for estimating and expressing
the precision and bias of applicable test methods for Committee D19 on
Water. Statements of precision and bias in test methods are required by
the Form and Style for ASTM Standards, “Section A21. Precision and Bias
(Mandatory).” In principle, all (ASTM Committee D19) test methods are
covered by this practice.

+ ASTM guidance manual, Form and Style for ASTM Standards (the “Blue
Book”), available from ASTM International Headquarters, 100 Barr Harbor Drive,
PO Box C700, West Conshohocken, PA 19428-2959.
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4.3 Practice D2777, Section 1.2, requires a task group
proposing a new test method to carry out a collaborative study
from which concentration limits, repeatability and reproduc-
ibility precision and bias statements are developed.

4.3.1 This guide describes options for developing and opti-
mizing chemical test methods for Committee D19, not imple-
mentation of a test method by a laboratory. Refer to Guide
E2857 for procedures used in validating existing test methods
for your laboratory.

4.3.2 The collaborative study described in Practice D2777 is
not the test method validation. The collaborative study verifies
the new test method is reproducible among different
laboratories, different instruments/apparatus, and different ana-
lysts.

4.3.3 Practice D2777, Section 6.1, assumes the test method
has already been optimized prior to conducting the collabora-
tive study.

4.4 Practice D2777, Section 4 (Summary of Practice),
requires, a collaborative study only after the task group has
assured itself that preliminary evaluation work is complete and
the test method has been written in its final form.

4.5 Practice D2777, Section 5.2 (Significance and Use),
requires the collaborative test corroborates the test method
write up (preliminary evaluation) within the limits of the test
design.

4.5.1 The assumption is that the collaborative study is a fair
evaluation of the inter-laboratory variability when using the
test method to analyze the matrices, and concentration ranges
specified in the test method.

4.6 Practice D2777, Section 6 (Preliminary Studies), re-
quires considerable pilot work on a test method should precede
the determination of precision and bias (collaborative study).
This pilot work evaluates such variables as:

4.6.1 Representative Sampling,

4.6.2 Suitability of containers,

4.6.3 Preservation requirements,

4.6.4 Identification of interferences,

4.6.5 Holding times (Practice D4841),

4.6.6 Concentration range,

4.6.7 Quantitation ranges,

4.6.8 Concentration and preparation of reagents,

4.6.9 Reagent standardization,

4.6.10 Shelf life of reagents,

4.6.11 Calibration,

4.6.12 QC, and

4.6.13 Sample size.

4.7 Potentially significant factors are investigated in ad-
vance and are controlled in the written test method that is
distributed for the collaborative test.

4.8 Only after the proposed test method has been thoroughly
tried and proved and reduced to unequivocal written form
should a collaborative test be conducted.

4.9 The Committee D19 test method is written in two steps:
4.9.1 Step I—Single laboratory characterization or optimi-

zation (Practice D2777, Section 6.3.1.1D0cuments
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4.9.2 Step II—Collaborative study (Practice D2777, Section
6.3.1.2).

4.10 This document is a guide to Committee D19 task
groups developing chemical test methods.

5. Summary of Guide

5.1 There are two options for test method development. See
Fig. 1 for a diagram of the sequence of steps.

5.1.1 Modification of an existing test method requires proof
of equivalence, or comparability study (Practice D2777, Sec-
tion 1.3).

5.1.1.1 For the potential acceptance by EPA, the modified
ASTM test method must be the same analytical technique as
the existing approved test method.

5.1.1.2 Changes in extraction procedures, digestion
procedures, colorimetric reagent ratios, or reagent formulation
require demonstration of equivalency on non-interfering
samples, a demonstration that the change removed an
interference, and a new collaborative study.

5.1.1.3 All sample preservation, holding times, and sample
extraction for the existing test method apply to the new ASTM
test method, or the task group must collect new data to
demonstrate that the test method is equally effective on
non-interfering samples and a conduct a new collaborative
study.

5.1.1.4 If the test method is modified to overcome an
interference, updates apparatus, or comprises a technical
change as determined by the task group, a limited single

laboratory study comparing the pre- and post- modified test
method and a new collaborative study is required.

5.1.1.5 Demonstrate equivalence according to Practice
D2777, Section 7.7, or establish equivalence using Practice
E2935. Summarize results in a research report.

5.2 New Test Method Development is an empirical process
of determining how to set up and run a series of chemical
operations resulting in a numerical measurement within de-
fined precision and bias. These steps will become the standard
test method.

5.2.1 This process is used if there is currently no approved
or standardized test method, or the task group is significantly
(significance is determined by the subcommittee) modifying an
existing test method.

5.2.2 Development of new test methods requires more
extensive single laboratory studies than modification to make
equivalent test methods.

5.2.3 Most Committee D19 test methods will be new test
methods.

5.3 A summary of a sequence of four phases in test method
development is outlined below. (The sequence may be modi-
fied to adapt to specific situations. A test method may have
already passed through some of the phases prior to involve-
ment of ASTM.

5.3.1 Design Phase:

5.3.1.1 A task group consists of task group chair, who will
also serve as the technical contact, and is comprised of a small

Existing Method New Method
(5.1) (5.2)
Needs : /
Review past | modification Des"(-:'g lp)hase —
results i
Subcommittee Needs
, vote Revisions
Development and | S
Optimization
(7.0) —_—

Subcommittee vote

—

Needs more Study

Evaluation
(8.0)

r

Results
acceptable

Incorporate precision/bias

Sub/Main committee vote

Publish Standard

FIG. 1 Sequence of Steps
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number of individual experts who volunteer or are appointed
by the subcommittee to work on the specific project is
established.

5.3.1.2 The task group decides the Scope and the Signifi-
cance and Use sections of the test method.

5.3.1.3 The design phase includes the formalization of the
Scope and the Significance and Use sections.

5.3.1.4 The design phase may describe a general approach
to a test method, but does not involve any statistical studies.

5.3.1.5 The design phase is discussed further in Section 6.

5.3.2 Development Phase:

5.3.2.1 Conduct studies to determine the appropriate
operations, instruments, reagents, and variables to study or not
to study further on various matrices and concentration ranges
as defined in the Scope section.

5.3.2.2 These studies may be single laboratory studies
consisting of a series of smaller experiments in sequential
order. Or preferably, several members of the task group
laboratories study and test available options.

5.3.2.3 The draft test method is prepared in ASTM format
with sampling requirements and preliminary test results on
samples and known reference materials presented at a meeting
or during a subcommittee ballot.

5.3.2.4 Some task groups may choose to complete this
phase using the ASTM collaboration site and not take a
standard to ballot until after the validation phase.

5.3.3 Optimization Phase:

5.3.3.1 This phase includes statistically controlled proce-
dures described in references™ ¢ and Guide E1488 that sys-
tematically and progressively record and compare the outcome
of experiments to create a series of steps/operations. These
operational steps compile into a written test method. These
steps may include, but are not limited to the collection and
documentation of sample collection, preservation and preser-
vation checks, holding time, reagent preparation and shelf life,
contributions to variability, interferences, and interference
checks with and without analyte(s) present, calibration range,
and method detection limit (MDL) studies.

5.3.3.2 Perform repeatability tests consisting of seven rep-
licate injections of standards and spikes (Practice D2777,
Section 7.6.1) at a minimum of three concentrations in all
applicable matrices (Practice D2777, Section 7.6.4).

5.3.3.3 If two or more task group laboratories are available,
conduct preliminary multiple laboratory variability studies.
Fewer than seven replicates may be made by each laboratory as
long as there are at least six “degrees of freedom” for
repeatability (Practice D2777, Section 7.6.5).

5.3.3.4 Prepare provisional precision and bias statements
based on the smaller study. Perform ruggedness testing (Prac-
tice E1169), eliminating flexibility for a user to modify
significant variables in the written test method.

5.3.3.5 Use Practice D5847 and include a quality control
(QC) section with acceptance limits based on single laboratory

3 Youden, W. J., and Steiner, E. H., Statistical Manual of the Association of
Official Analytical Chemists, Association of Official Analytical Chemists,
Washington, DC, 1975.

¢ Wernimont, G. T, Use of Statistics to Develop and Evaluate Analytical
Methods, AOAC International, Gaithersburg MD, 1985.
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study data in the draft test method. Alternatively, use the ILS
data as shown in Table X1.4 to calculate matrix spike recovery
per matrix and across matrices. Table X1.4 also shows how to
calculate precision and bias using the ILS data. Compile results
in a proposal for a collaborative study.

5.3.3.6 The draft standard should now be of sufficient form
for use in an ILS. Instruct laboratories that they must meet the
QC and bias acceptance criteria.

5.3.3.7 Ballot at sub-committee level to approve the draft
standard prior to conducting an ILS. The subcommittee chair
may use an administrative negative to restrict automatic
advancement to main committee balloting.

5.3.3.8 The test method may be approved with a single
laboratory or preliminary multiple laboratory variability stud-
ies in accordance with Practice D2777, Section 1.7, and the
Form and Style for ASTM Standards,* Section A21.2.3.

5.3.4 Evaluation Phase, or Inter-Laboratory Study (ILS):

5.3.4.1 The purpose of the evaluation phase is to measure
how well the new test method operates at different laboratories/
locations and to quantify acceptable differences in different
laboratories.

5.3.4.2 The data collected provides guidance to users of the
test method on how well different instrument setups and users
function on various materials.

5.3.4.3 For some standard test methods, it may also be
useful to collect data on variation associated with day-to-day
effects or for different calibration times.

5.3.4.4 The ILS should include a wide range of matrices and
analyte concentrations. Compile the results in a research report.

5.3.4.5 Ballot the draft at subcommittee and main commit-
tee concurrently.

5.3.4.6 All ASTM test methods require an ILS by Practice
E691 or an equivalent, committee specific procedure. Commit-
tee D19 typically performs ILSs according to Practice D2777,
Section 1.2, within the first re-approval cycle.

6. Design Phase — Proposing Modified and New Test
Methods and Assignment of Task Group

6.1 Proposal of a New Test Method at Committee DI19:

6.1.1 An ASTM member, a visitor, or a task group proposes
new test methods to the appropriate subcommittee chair or at
an ASTM subcommittee meeting. The assigned technical
contact opens a work item with ASTM. If approved, ASTM
will assign a work item number.

6.1.2 The subcommittee determines whether the request is
for an equivalent test method or a new test method and creates
a task group if the test method is needed.

6.1.2.1 Prior to subcommittee approval to work on a new
standard, a rationale for the standard is prepared. The rationale
should include:

(1) The need for the standard,

(2) The intended use of the standard,

(3) A list of potential stakeholders, and

(4) An invitation to all members to join and take part in
development of the standard.

6.1.3 The ASTM task group will determine the specifica-
tions of new test methods during the desiﬁn, development, and

validation phases. ocuments
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