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QHW Designation: E 1366 — 96

Standard Practice for

Standardized Aquatic Microcosms: Fresh Water — *

This standard is issued under the fixed designation E 1366; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonej indicates an editorial change since the last revision or reapproval.

1. Scope Section
. . oy Procedure 11
1.1 Thls practice covers proce_dures for (_)btalm_ng data Experimental Design 111
concerning toxicity of a test material to a multi-trophic level procedure
freshwater community. 'goliulation ﬂg
. : ulling .
1.2 These procgdures also might be_ useful for studying the . ion of Test Material 114
fate of test materials and transformation products, although Measurements 115
modifications and additional analytical procedures might be Reinoculations 116
necessar Analytical Methodology 12
y'. : . i . . Data Processing 13
1.3 Modification of these procedures might be justified by calculations of Variables from Measurements 14
special needs or circumstances. Although using appropriate itatistici',l(?na'ﬁest 12
K . . . cceptability of Tes
procedures is more important than following prescribed pro- |y oretation of Resuits 17
cedures, results of tests conducted using unusual procedureReport 18
are not likely to be comparable to results of many other tests. Amex Annex Al
Comparison of results obtained using modified and unmodified “Poerdices
_p : g . . . Relationship of Media Appendix X1
versions of these procedures might provide useful information  Data Sheets Appendix X2
Statistical Guidance Appendix X3

concerning new concepts and procedures for conducting multi-
trophic level tests.
1.4 This practice is arranged as follows:

1.5 The values stated in Sl units are to be regarded as the
standard. The values given in parentheses are for information

Section only.

Referenced Documents 5 1.6 This standard does not purport to address all of the
Terminology 3 safety concerns, if any, associated with its use. It is the
Summary of Practice 4 responsibility of the user of this standard to establish appro-
/S\'Q”:r';ij”sce and Use Z priate safety and health practices and determine the applica-

it o1 bility of regulatory limitations prior to useSpecific hazard

Container 6.2 statements are given in Section 7.

Equipment 6.3
h”ﬂ?;ifcdssm Components ; 2. Referenced Documents

Medium _ 8.1 2.1 ASTM Standards:

'g";;’i';’:mpfepafat'on g-g D 1193 Specification for Reagent Water

Microcosm Assembly 8.4 D 3978 Practice for Algal Growth Potential Testing with
Test Material 9 Selenastrum capricornutuin

Sg;ekfgolumn g-; E 380 Practice for Use of the International System of Units

Nutrient Control 0.3 (SI) (The Modernized Metric Systerh)

Test Concentration(s) 9.4 E 729 Guide for Conducting Acute Toxicity Tests with
Te;tl C;rega”'sms 18 L Fishes, Macroinvertebrates, and Amphibfans

A,ﬂmab 102 E 943 Terminology Relating to Biological Effects and En-

Specificity of Organisms 10.3 vironmental Faté

Sources 4 104 E 1023 Guide for Assessing the Hazard of a Material to

Algal Culture Maintenance 10.5 . . .

Animal Culture Maintenance 10.6 Aquat|c Organlsms and Their U§’es

E 1192 Guide for Conducting Acute Toxicity Tests on

1 This practice is under the jurisdiction of ASTM Committee E-47 on Biological
Effects and Environmental Fateand is the direct responsibility of Subcommittee
E47.01on Aquatic Toxicology.

Current edition approved March 10, 1996. Published May 1996. Originally
published as E 1366 — 90. Last previous edition E 1366 — 91.

2 Annual Book of ASTM Standardgol 11.01.

3 Annual Book of ASTM Standardgol. 11.05.

4 Annual Book of ASTM Standardgol 14.02; excerpts in gray pages of Vol
11.04.
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Aqueous Effluents with Fishes, Macroinvertebrates, and 3.3.5 detritivore, n—an organism that feeds on detritus,
Amphibians dead organic material.
E 1193 Guide for Conducting Renewal Life-Cycle Toxicity = 3.3.6 ecosystemn—a system made up of a community of
Tests withDaphnia magna animals, plants, and bacteria and its interrelated physical and
chemical environmen(3).

) 3.3.7 gnotobiotic adi—known biota, for example, an ex-
3.1 The words “must,” “should,™ may,” “can,” and “might”

- . A Lo o perimental biological culture system to which only preselected
have very specific meanings in this practice. “Must” is used tocomponents (organisms and nutrients) are introduced.
express an absolute requirement, that is, to state that the testy 3 7 1 Discussior—An organism growing “without neigh-

ought to be designed to satisfy the specific condition, unless thg, o is ayenic (that is, free of all contaminants); growing with
purpose of the test requires a different design. “Must” is only

; : : . one organism is monoxenic (that is, the rotifers growing with
used in connection with factors that directly relate to theOne species of food bacteria): growing with two organisms is
acceptability of the test (see Section 17). “Should” is used t ixenic; growing with many o,rganisms (provided the organ-
state that the specified condition is recommended and ought g, ¢ ar,e known) is gnotobiotic. A culture or community with
be met in most tests. Although a violation of one “should” is

| ) " olati f Lwill oft der th many undefined organisms can be termed “xenic.” The aquatic
rarely a serous matter, violation of several will oflen render tN€ye qc05ms used in this practice are xenic because the bacte-

resglts qu"estion?blle. Terms SPCh as is desira_ble, IS Of_te'?ial component is undefined and contaminating organisms can
desirable,” and “might be desirable” are used in connection, iqr (Definitions are in accordance with 2))
with less important factors. “May” is used to mean “is (are) 3.3.8 grazer, n—an animal that grazes or feeds on growing

?llc_)wefi_to, can-1s “SeS' to mean 1S (”are) able to, an_d plants; in these aquatic communities, organisms that feed on
might” is used to mean “could possibly.” Thus, the Class'calgae

distinction between “may” and “can” is preserved, and “might” . .
) . N . R 3.3.9 herbivore n—an animal that feeds on plants, synony-
is never used as a synonym for either “may” or “can. .

mous with grazer.

3.2 For definitions of other terms used in this practice, refer 3.3.10 medium n—the chemical solution (for example
to Guide E 729, Terminology E 943, and Guide E 1023. For anl'82'|\/|.V) used in’the MICrOCOSMS Pi€,

explanation of units and symbols, refer to Practice E 380. 3311 mi I hat i ded
3.3 Definitions of Terms Specific to This Standard: 3.3.11 microcosmn—a small ecosystem that is regarded as
miniature or epitome of a large world.

3.3.1 algal biovolumen—an estimate of the total volume of . . .
algal cells K10 L¥/mL) (see 14.1.10). 3.3.12 primary producer, adj n—an organism capable of

3.3.2 available algaen—an estimate of the volume of algae converting inorganic chemicals and energy into organic com-

(x10* ¥/mL) presumed available to th®aphnia (see Pounds. _ _
14.1.10). 3.3.12.1Discussior—Primary producers are synonymous

3.3.2.1 Discussion—The estimate is calculated from the With autotrophs; in these microcosms they are the algae
numerical abundance of each species of algae, its nomin&ncluding the blue-greens). . _
volume, and an availability factor based on its size and growth 3.3.13 secondary producer, adjpr—an organism that re-
characteristics (see 14.1.10). Small algal cells are presumdiires organic chemicals for its energy source.
100 % available and large, filamentous forms are presumed 1 3.3.13.1 Discussior—Secondary producers are synonymous
to 20 % available. Species that attach to sediment or walls a¥ith heterotrophs; some researchers define grazers as second-
presumed to be less available than planktonic forms. ary producers, and carnivores as tertiary producers. In these
3.3.3 axenig adj—a culture of organisms growing without microcosms, all of the organisms with the exception of the
neighbors, that is, pure culture free from contaminant organalgae can be considered secondary producers.

3. Terminology

isms (see gnotobiotitl—2)). 3.3.14 semicontinuous culture, adjp—a culture that is
3.3.4 community metabolismn—the oxygen or carbon Ppartially harvested and that receives fresh nutrient from time to
balance of the entire community. time.

3.3.4.1 Discussioa—In this microcosm, community me-  3.3.14.1Discussior—Most of the stock algal cultures are
tabolism is estimated by the gain in oxygen during the lightecharvested daily to maintain them in active growth, and are thus
period (an estimate of net photosynthesR)}-and the loss of semicontinuous cultures. A true continuous culture would
oxygen during the dark period (an estimate of respirati®)— require continuous harvesting and a nutrient renewal system.
When expressed asRIR ratio, a value of >1 indicates that  3.3.15 treatment n—the (usually) six replicate microcosms
autotrophic processes are dominant; a value of <1 indicates thtitat have had the same (if any) chemical addition; the control
heterotrophic processes are dominant. If the differenéeasfd  is one treatment.
Rare considered-R), a positive number indicates autotrophic ~ 3.3.16 trophic level, adjn—refers to position in food chain;
processes are dominant, and a negative number indicateseful in analyzing energy flo(s).
heterotrophic processes are dominant. A biological community 3.3.16.1 Discussion—The first trophic level encompasses
cannot persist with a low/R or negative value because it is the primary producers; second trophic level encompasses
consuming its biomass or other storage supplies. grazers or herbivores (sometimes referred to as primary con-

sumers); third trophic level encompasses carnivores (some-
® Boldface numbers in parentheses refer to the list of references at the end of wfimes referred to as secondary consumers); the fourth trophic

practice. level encompasses top carnivores. The%mgnt@
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level is usually considered a trophic level, but not given aduced by the system. The microcosms include ecologically
numerical term. These microcosms include the first and seconchportant processes and organisms representative of ponds and
trophic levels as well as a detrital (recycling) level. lakes, but are non-site specific.

3.3.17 unialgal, adj—refers to an algal culture that contains 52 The species used are easy to culture in the laboratory
only one type (strain, species) of algae, although bacteria ofnd some are routinely used for single species toxicity tests
other non-algal species might be present. (Guide E 729; Practice D 3978, Guides E 1192 and E 1193).
Presumably acute toxicity test results with some of these
i : i species would be available prior to the decision to undertake

4.1 Rgpllcate microcosms are synth_e5|zed _fr_o_m a Che.m't’ne microcosm test. If available, single species toxicity results
cally defined medlu_m and sediment _Wh'Ch are initially Sterlle‘Would aid in distinguishing between indirect and direct effects.
On Day 0, 10 species of algae are inoculated and allowed to .

5.3 These procedures are based mostly on previously pub-

grow in competition with each other. On Day 4, grazers and. . ; ) )
detritivores are introduced. On Day 7, an appropriate numb ,,shed method#4-6), interlaboratory testing7-10), intermedi-

of the microcosms are selected as being most similar angte studie¢11-22) statistical studie®3-25)and mathematical

randomly assigned to treatments and to specific locations opfmulation result26-28) Environmental Protection Agency,
the light table. Test material is added to microcosms in thdEPA) and Food and Drug Administration, (FDA) published
appropriate treatments. If the test material is a potential sourcdmilar microcosm tests(29). The methods described here
of nutrients, for example, nitrogen, phosphate, or organi?Vere: used to determine the criteria for Acceptable Tests
carbon, another treatment should receive another material th&gection 16).
would supply equivalent nutrients. A control treatment is 5.4 Concurrent to measuring the ecological effects, it is
established and sampled simultaneously with the other treagdvisable to measure the concentration of the parent test
ments. If a solvent is used, a solvent control is also establisheghemical, and if possible, the transformation produ(@8)see

4.2 All measurements (see 11.5) are collected twice a weegection 12). The concentrations can be measured on either the
for the first 28 days (21 days after treatment). Thereaftersame microcosms or on concurrent replicates. Information on
measurements are made twice a week for organism enumertite chemical concentrations of parent material and transforma-
tions, 3-point oxygen concentratioris, vivo fluorescence, pH tion products would aid in the assessment of chemical persis-
and absorbance until the end of the experiment, usually Day 6@nce, exposure, accumulation, and in interpreting, if recovery
(56 days after treatment). After Day 28, dissolved nutrientds associated with chemical degradation or biological adapta-
(nitrate, phosphate, nitrite, and ammonia) are measured onceian. This protocol deals only with ecological effects, because
week until the end of the experiment. Carbon uptake, alkalinitythe techniques for fate studies are in general usage.
and extracted pigments (chlorophylls, phaeopigment) are mea- 5.5 |n the microcosm, as in natural ecosystems, a population
sured if results are to be compared with field studies. must be able to obtain its requirements from the products of

4.3 Organisms are reinoculated (in small numbers) eacBther trophic levels, to maintain a birth rate equal to or greater
week to allow reestablishment of populations after temporaryhan its death rate, and to support populations of organisms that
reductions (see 11.6). will remove its waste products. As in natural ecosystems,

4.4 The means of the variables are compared between th@veral organisms might be capable of fulfilling the same
control(s) and other treatment(s) to assess the effects of the t&ghction, and shifts in species dominance can occur without
material. A one-way analysis of variance of each variable withyisruption of an ecological process. However, species that are
accompanyinga priori t-tests is performed on data from each «ecological equivalents” in one function might not be “equiva-
sampling day. All quantitative data are presented in tables ofent in other functions; for example, a filamentous alga and a
means, standard deviations, and statistical differences. Selectgfgle cell alga might equally produce,@emove NQ, NHj,
data are displayed in graphics showing the control meagng pQ, but differ in the type of grazer populations they can
bordered by the “Interval of Nonsignificance” (IND), and the systain, for example, filamentous alga might support amphi-
treatment means. The findings should describe changes thgtqs whereas unicellular algae might supgaphnia

szgblzie?orsgf;m Ice):n Sggrzi?éxszlcondary, and ecosystem5_6 Results of these microcosm tests might be more likely to
’ pie, ' be indicative of natural ecosystem responses to chemicals than
5. Significance and Use single species toxicity tests because microcosm tests can
indicate the explosive population increases that might occur in
concerning toxicity or other effects of a test material on the? _co_mmunity when more sens_iti\_/e competitors or predator_s_are
interactions among three trophic levels (primary, secondar)Ze“mmat.ed or the fooq supply is increased throggh competitive
and detrital) and the competitive interactions within eachmteractlons. Also, microcosm tests are more likely to display
trophic level. As with most natural aquatic ecosystems, th he effects of (;hemlcal transformation or mcre_ased exposure to
microcosms depend upon algal production (primary produc-Certaln organisms by_ means i .Of parent or
tion) to support the grazer trophic level (secondary producd€gradation products in their food source or habitat.
tion), which along with the microbial community are primarily 5.7 Alist of potential ecological effects is provided to serve
responsible for the nutrient recycling necessary to sustaifs @ summary (see Annex Al).
primary production. Microcosm initial condition includes some 5.8 The microcosm test can also be used to obtain informa-
detritus (chitin and cellulose) and additional detritus is pro-tion on the toxicity or other effects of spmwuﬁq@nﬁ

4. Summary of Practice

5.1 A microcosm test is conducted to obtain information

3 Document Sharing Hub

Full document details: ASTM E1366-96


http://www.avadocuments.com/doc/astm-e1366-96
http://www.avadocuments.com/doc/astm-e1366-96

. . . .S,
NOTICE: This standard has either been superceded and replaced by a new version or discontinued.
Contact ASTM International (www.astm.org) for the latest information.

v £ 1366

included in the control inoculél?). Additional modifications contact stock solutions or test solutions should be chosen to

might be required. minimize sorption of test materials from water. Glass, Type
5.9 Explicit Limitations of the Aquatic Microcosm Protocol 316 stainless steel, nylon, and fluorocarbon plastics should be
5.9.1 The scope of the test is limited in the following used whenever possible to minimize leaching, dissolution, and

respects: sorption, except that stainless steel should not be used for tests
5.9.1.1 No fish or other vertebrates are included, on metals.
5.9.1.2 Predation oaphniais extremely limited or ab- 6.2.2 One-gal (3.8-L) Glass Jarsrecommended for micro-
sent, cosms; soft glass is satisfactory if new containers are used for
5.9.1.3 The ecosystem becomes nutrient limited, each test. The jars should measure approximately 16.0 cm wide

5.9.1.4 The inocula are not gnotobiotic and aseptic techat the shoulder and be 25 cm tall with a 10.6-cm opening. Jars
nique is not used (except in maintaining stock cultures oshould be rinsed with 10 % HCI and glass-distilled water
microorganisms). Contaminating microorganisms are likely tdbefore use.
be introduced with the larger organisms and during sampling, 6.3 Major Equipment Items
and 6.3.1 Autoclave (large enough to sterilize several micro-
5.9.1.5 Most detrital processing is carried out by the sedicosm containers, media carboys, glassware, and solutions).
ment microbial community, but this community is not clearly 6.3.2 Standard Laboratory Facilitiesfor preparing solu-
described or measured by this protocol. tions, including balances for weighing to tenths and hundredths
5.9.2 Extrapolation to natural ecosystems should considesf a gram; volumetric flasks, pipettes, and graduated cylinders.
differences in community structure, limiting factors, and water 6.3.3 Compound Microscopeavith a 40x water immersion

chemistry (see Section 17). objective and an 8 ocular are recommended.
6.3.4 Stereomicroscopewith magnification of 1& to
6. Apparatus 100X .
6.1 Facilities: 6.3.5 Fluorometer (for in vivo fluorescence).

6.1.1 Temperature Contre-An incubator or temperature  6.3.6 Oxygen Meterwith exchangeable electrodes. (New
controlled room is required that provides an environment of 2@lectrodes should be used with each new chemical; control
to 25°C with the minimal dimensions of 2.6 by 0.85 by 0.8 melectrodes from previous experiments can be reused.)
high. Short periods of temperatures outside this range would 6.3.7 Spectrophotometer
not invalidate a test if controls behave normally (see Section 6.3.8 pH Meter, with sensitivity to at least 0.1 pH units.

16). Temperature around microcosms should be continuously 6.3.9 Apparatus for Analysis of Nitrate, Nitrite, Ammonia,
recorded with a device that will continue to function during aand Phosphate
power failure. 6.3.10 Refrigerator with freezer for storage of medium

6.1.2 Work Surface-The table should be at least 2.6 by component solutions and samples.
0.85m (8 ft 9 in. by 2 ft 9 in.) and have a white or lightcolored 6.3.11 Computey to process the data.
top or covering.

6.1.3 lllumination—80 PE m? photosynthetically active ) .
radiation $%(850 to 1000 fc) of warm white light should be /-1 Material safety data sheets should be reviewed for test

provided at the top of the tabfeA period of 2 to 3 weeks of use Substances and reagents to evaluate the safety hazard. Appro-
should be allowed after the installation of new tubes andPriate protective clothing such as laboratory coats, aprons, and
ballasts to avoid the initially higher light output. Tubes usuallyglasses and equipment should be used when conducting this
are stable for about six months and ballasts for about two yearfeSt- _ . _

Declining light output might occur in older tubes and ballasts. /-1.1 Special precautions, such as covering test chambers
Light intensity should be measured weekly and recorded. Thand ventilating the area surrounding the chambers, should be
light meter should be moved over the table top to establish taken yv_hen conducting tests on volatile materl_als. Information
light isobar where values are10 %. The microcosm contain- ©On toxicity to human¢31), recommended handling procedures
ers should be placed within this area in an oval configuratiort32) and chemical and physical properties of the test material
(see Fig. 1). A light cycle of 12 h OFF and 12 h ON should beshpuld be studied befpre a t'est is begun. Special procedures
established. Unless the table is enclosed care should be takBHght bé necessary with radio-labeled test matelf@® and
that other room lights are off when lights over the table are off With materials that are, or are suspected of being carcinogenic

6.2 Containers (34). _ _ _

6.2.1 All containers that might contact stock solutions, test /-2 Although disposal of stock solutions, test solutions, and
solutions, or any water into which test organisms will be placed®st organisms poses no special problems in most cases, health
should not contain substances that can be leached or dissolv@fd safety precautions and applicable regulations should be
by aqueous solutions in amounts that can adversely effe@onsidered before beginning a test. Removal or degradation of

aquatic organisms. In addition, equipment and facilities that€St m?tgrial might be desirable before disposal of stock and
test solutions.

7.3 If microorganisms are used as test material, precautions
might need to be taken to prevent contamination of the

8 Fluorescent light tubes such as GE F96PG17WW, or equivalent, (8-ft, high‘ . .
intensity warm white “power groove”) mounted 51 cm above the top of the table aboratory and of the controls. If the organisms are genetlcally

have proven satisfactory. engineered, appropriate containment pm@m«ﬁl@mge
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FIG. 1 Position of Microcosms under Lights (6.2.3 and 12.3.1)

used(35). The microcosms can be autoclaved at the conclusion (3) Prepare final basal medium (8.2.3), autoclave and cool,

of the test. . _ . (4) Add sterile solutions to final basal medium (8.2.4), and
7.4 Cleaning of equipment with a volatile solvent such as (5) Adjust pH (8.2.5)

acetone should be performed only in a well-ventilated area in o

which no smoking is allowed and no open flame, such as a pilat 8.2.2 Maste_r Squuons—Non—_sterlIe master solutions can
light, is present. be prepared in 1-L bottles with ground glass stoppers and

7.5 To prepare dilute acid solutions, concentrated acidefrigerated prior to use. Sterile master solutions can be stored

should be added to water, not vice versa. Opening a bottle dff Serum-capped or screw-top containers in the refrigerator.
concentrated acid and mixing it with water should be per_Master solutions are stable and can be used for up to a year if
formed only in a fume hood. prepared and stored satisfactorily. Cloudiness or precipitation

7.6 Because test solutions are usually good conductors dfdicates the need for replacement.
electricity, use of ground fault systems and leak detectors 8.2.2.1 Each of the master solutions (Athrough K, MV;<10

should be considered to help avoid electrical shocks. Silicate and (optional) Keating’s metals) should be prepared
) and stored separately (see Tables 2-4).
8. Microcosm Components 8.2.2.2Silicate  Solution (1&6)—Add 45.95 g

8.1 Microcosm Medium-Medium T82MV (Table 1), is Ng,SiO;-9H,0 to distilled water in a 1-L volumetric flask,
recommended on the basis of interlaboratory teffa§j0).An filter through a 0.22-u membrane filter, and store in a sterile
alternative microcosm medium (T86MVK) with additional ngontoxic plastic bottle.
trace metals is also described (Appendix X1), but has not been 8.2.2.3HCI Solution—Add 100 mL of concentrated HCI
as extensively tested. Thesg media are des'gfﬁe" to hgve lOV.V Rfith 900 mL of distilled water in a volumetric flask, transfer
buffer and low metal chelation capacity. Media used in ear“elihe solution to a glass container and autoclave
studies are described in Appendix X1. Related media are ) L . ) .
recommended for maintenance of stock cultures (described in 8-2-3 Preparation and Sterilization of Final Basal Medium
Section 10). All of these media can be made by adding various 8.2.3.1 Place 16 L of distilled water in a clean 20-L (5-gal)
quantities of master solutions to distilled water, such as Type Ifarboy. Add the solutions listed at the end of this paragraph and

or Il (Specification D 1193). dilute with distilled water to 18 L. A nontoxic stopper or top
8.2 Medium Preparation equipped with a serum stopper and a clamped-off dispensing
8.2.1 The medium should be prepared as follows: tube is added. Six carboys of medium are needed for a
(1) Read instructions through 8.2.5, microcosm experiment (if 30 microcosms are initiated) (see
(2) Prepare master solutions (8.2.2); sterilize if so indicatedX2.1 for data sheet). Documents
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Vaster Concentration 8.2.4 Addition of sterile solutions to the final basal medium
Solution Salt mLL mu18L mM to prepare the medium T86MV and medium T86MVK are as
(Final Solution) follows:
A NaNO, 5 90 0.5 :
B MgSO,-7H,0 1 18 0.1 Sterile Master Solution mL/L mL/18 L
D CaCl,-2H,0 10 180 1.0 c 0.4 7.2
E NaCl 15 270 15 K 0.05 0.9
H Al,(SO,);-18H,0 1 18 0.0048 MV 1.0 18.0
I Na,SiO-9H,0 5 90 0.080 Silicate Solution (10x) 5.0 90.0
. . . . Keating’s Metal Solution 14 18.04
8.2.3.2 The final basal medium should be dispensed into thgg, to pH 7 to pH 7

microcosm jars and sterilized with the sediment and allowedto
cool (see 8.4). Alternately, the final basal medium can be # Use only for medium T86MVK.
autoclaved in the carboys (121°C, 60 min), allowed to cool,

and be dispensed aseptically into sterile microcosm jars. The TABLE 2 Master Solutions
final bas_al medium is stable and should not p'reC|p|tate during . crer ot Molecular Concentration
autoclaving or storage. The final basal medium lacks phos- solution & Weight gl Iy
phate, trace metals, and vitamins, which are added in the A NaNG o0 py o1
individual test chambers. The pH is also adjusted in the test MgSO.-7H,0 2465 24.65 o1
containers. cA KH,PO, 136.0 13.6 0.1
8.2.3.3 If the medium is being used for the nutrient reservoir o o o o 9935
of the algal semicontinuous cultures, the final basal medium g Naol 58.5 5.84 0.1
should be autoclaved in the carboy. Fe FeSO,-7H,0 278.0 24.9 0.0895
EDTAC 292.0 26.1 0.0895
NaOH 40.0 10.7 0.267
TABLE 1 Microcosm Medium (T82MV) and Sediment GP H3BO, 61.8 1.85 0.03
Composition (see 81) ZHSO4-7HZO 287.5 0.287 0.001
MnCl,-4H,0 197.9 1.98 0.01
Note 1—Microcosm composition is 3 L of medium and 200.1 g of Na,M00,-2H,0 242.0 0.242 0.001
sediment (see 8.2-8.4 for direction). SU(SI\?S')SHSE o ;gi-g 8-8;32 g-gggi
- i i i 0 0 3)2"0F; . . -
Note 2—pH adjusted to 7.0 with sterile 10 % HCI. H AL(SOL)--18H,0 666.5 32 0.0048
Medium T82MV Composition | Na,SiO3-9H,0 284.0 4.55 0.016
Concentration JE EDTA 292.0 29.0 0.1
Compound Molecular NaOH 40.0 12.0 0.3
Weight mM Element mg/L KF
NaNO4 85.0 0.5 N 7.0 A Solution C should be filter-sterilized through 0.22-u membrane filter or
MgSO,-7H,0O 246.5 0.1 Mg 2.43 heat-sterilized and stored in a flask with a serum stopper in a refrigerator.
KH,PO, 136.0 0.04 P 1.23 B Solution F is used to prepare Solution K.
NaOH 40.0 0.099 Na 2.27 € Ethylenedinitrolotetraacetic Acid. (Do not use di-sodium or tetra-sodium
CacCl,-2H,0 147.0 1.0 Ca 40.0 EDTA; use the ethylenedinitrolotetraacetic acid form.) EDTA is dissolved in 268 mL
NacCl 58.5 15 Na 34.5 of 1N NaOH. The FeSO,:7H,0 is added and the volume brought to 1 L. The
Al(SO,)5-18H,0 666.5  0.0048 Al 0.26 solution is aerated overnight and stored in a 1-L bottle with ground glass stopper
Na,SiO3-9H,0 284.0 0.80 Na 36.8 under refrigeration.
Si 22.4 P Solution G is used to prepare Solution K.

E Solution J is used to prepare Solution K.

Trace Metals [ mg/L F Solution K is made from Solutions F, G, and J where F is 250 mL, G is 500 mL,

FeS0,-7H,0 278.0 1.12 Fe 0.0625 J is 60 mL, and distilled H,O is 190 mL.
EDTA 292.0 142 EDTA 0.4146
H,BO 618 0.75 B 0.008 - ) i
Z;SOj-YHZO 2875 0025 7n 0.0015 . Note 1—The_ specified amount_s of the Ilste_d solutions are ad.ded to the
MnCl,-4H,0 197.9 025 Mn 0.0135 final _bgsa_l medllum aftef autoc!avmg and_coollng (_see 8.2.3). This pr_events
Na,Mo0,-2H,0 242.0  0.025 Mo 0.0024 precipitation prior to dispensing. The final medium without Keating's
CuS0,-5H,0 249.7  0.005 Cu 0.00032 metals is termed T82MV; with Keating’s metal solution, it is termed
Co(NO;),-6H,0 2910  0.0025  Co 0.00015 T86MVK (see Appendix X1 for the relationships among several similar

Murphy’s Vitamins uM mg/L media that were used in the development of the test or are used in
Calcium pantothenate 476.5 1.47 0.70 organism cultures—see Section 10).
%{?“OFOF;'?’“'” (B12) 1223‘3‘ 8-220022 8-82003 8.2.5 pH Adjustment-A known volume of medium should

lamin . . . . . .
Riboflavin (B.) 3764 011 0.04 be removed and titrated with HCl to pH 7. Given the volume
Nicotinamide 1221 1.06 0.13 of the medium remaining, the volume of HCI necessary to
Folic acid 4414 075 0.33 adjust the pH to 7 should be added aseptically, and the final pH
Biotin 244.3 0.12 0.03 hecked
Putrescine 1611 0.19 0.03 checked.
Choline 1817 275 0.50 8.3 Sediment
:;‘Or?gglme o omvdrechioride 5323 2-22 (1)-51)8 8.3.1 The sediment of each microcosm is composed of the
Y Y _ : : ' : silica sand (200 g), ground, crude chitin (0.5), and cellulose
Sediment g/microcosm powder (0_5 g)_
é'r'::a sand 208-2 8.3.1.1 Silica Sane~Approximately 4 kg (four 2-Ib bags) of
Itn . . . . .

Cellulose powder 05 sand are emptied into a large container, covered with 10 %

concentrated HCI and mixed. After 2 h, PreUingesrries
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and the sand rinsed with distilled water until rinse water 9.1.1 Identities and concentrations of major ingredients and

reaches pH 7. Sand is then oven-dried, cooled, and weighednajor impurities, for example, impurities constituting more
8.3.1.2 Chitin—A small amount of crude chitin is rinsed than 1 % of the material,

well in distilled water and air dried. Itis then ground for 10 min  9.1.2 Solubility and stability in the water.

in a blender or grinder, then filtered through a 0.4-mm sieve. 9.1.3 An estimate of the lowest concentration of test mate-

Larger pieces are reground. rial that is acutely toxic to some of the microcosm species, for
8.3.1.3 Cellulose PowderWeighed directly. example,D. magnaandS. capricornutum
8.4 Microcosm Assembly 9.1.4 Accuracy and precision of the analytical method at

8.4.1 To assemble microcosms, 200 g of silica sand arplanned test concentration(s), and
weighed into a beaker, 0.5 g of chitin and 0.5 g of cellulose 9.1.5 Estimate of toxicity to humans and recommended
powder are added, then the sediment is placed in the rinsdthndling procedures (see 7.1).
microcosm containers. At least 6 extra microcosms with sand, 9.2 Stock Solution
chitin, and cellulose should be prepared in case of breakage 9.2.1 In some cases the test material can be added directly to
during autoclaving and to allow culling of outliers (see 11.3).the microcosm, but usually it is dissolved in a solvent to form
Six carboys of unsterilized final basal medium (see 8.2.3) ara stock solution that is then added to the microcosm. If a stock
made if 30 microcosms are to be prepared. Five hundred mL cfolution is used, the concentration and stability of the test
media from each carboy are added to each container; thizaterial in it should be determined before the beginning of the
ensures that each microcosm receives medium from eadkst. If the test material is subject to photolysis, the stock

carboy to provide uniform initial conditions. solution should be shielded from light.
TABLE 3 Modified Murphy’s Vitamin Solution ~ # TABLE 4 Keating’s Metal Solution (Optional, for use in T86MVK
Molecular Concentration or T85MVK*)
Name ; -
Weight mg/L mMm Molecular Concentration
Name h
Calcium pantothenate 476.5 700.0 1.47 Weight mg/L mM
Cyanocobalamin (B,,) 1355.4 0.03 0.000022 NaBr 102.89 64.4 0.626
Thiamin (B,) 337.3 60.0 0.18 SrCl,-6H,0 266.52 304.00 1.141
Riboflavin (B,) 376.4 40.0 0.11 RbCI 120.92 141.5 117
Nicotinamide 122.1 130.0 1.06 LiCl 42.39 611.0 14.41
Folic Acid 441.4 330.0 0.75 Kl 166.00 6.5 0.0392
Biotin 244.3 30.0 012 Se0, 110.96 1.41 0.0127
Putrescine 161.1 30.0 0.19 NH,VO, 116.94 1.15 0.00984
Choline 181.7 500.0 2.75 - - - —
Inositol 216.2 1100.0 5.09 A Add ingredients and bring volume to 1 L with distilled water. Autoclave and
Pyridoxine (Bg) monohydrochloride 205.7 500.0 2.43 store in a refrigerator in glass container. Modified from (37). This solution includes

- - - - only those trace metals in Keating’s medium that were not already in T82MV.
A Ingredients are added to 1 L of an alkaline solution that can be made by adding

2 pellets (approximately 100 mg each) of NaOH to 1 L of distilled water,

filter-sterilized through 0.22u -filter and stored in a flask with a serum stopper in a 922 EXCth possibly for tests on hydrolyzable oxidizable

refrigerator. This modification omits the calcium acetate, antibiotics, serum, and T . . ! . ’

trace metal solution used by Murphy (36); reduces the vitamins to 1/10 concen- and reducible materials, the preferred solvent is medium or

tration in the final medium and substitutes pyridoxine (Bg) for the pyridoxal (listed distilled water. Sterilization of the stock solution might be

by Murphy on a typed erratum). necessary if the test material is subject to microbial transfor-
_ _ _ mation. Several techniques have been specifically developed

8.4.2 Containers are then covered with foil and autoclaved or preparing agueous stock solution of slightly soluble mate-
few atatime at 121°C (15-lb steam pressure) for 45 min. Whenials (38). The minimum necessary amount of a strong acid or
the medium is cool, sterile solutions (see 8.2.4) are added, arishse may be used in the preparation of an aqueous stock
pH is adjusted to 7.0 with 10 % HCI, then foil covers are solution, but such reagents might affect the pH of test solutions
replaced with 150 by 15-mm plastic petri dishes. A laboratoryappreciably. Use of a more soluble form of the test material,
worksheet, X2.1, documents the media preparation (see dagach as chloride or sulfate salts of organic amines, sodium or
sheets in Appendix X2.). potassium salts of phenols and organic acids, and chloride or
i nitrate salts of metals, might affect the pH more than use of the
9. Test Materia _ necessary minimum amount of a strong acid or base.

9.1 Generat—The test material should be reagent gfasle ~ 9.2.3 If a solvent other than medium or distilled water is
better, unless a test on an effluent, a formulation, commercialsed, its concentration in test solutions should be kept to a
product, or technical-grade or use-grade material is specificallshinimum and should be low enough that it does not affect
needed. Concentration should be stated as active ingredienigrvival or reproduction of any species used in the microcosm.
when possible. Before a test is begun, the following should ben spite of its low toxicity to aquatic animals, low volatility,
known about the test material: and high ability to dissolve many organic chemicals, triethyl-

ene glycol must not be used because it has caused low pH after
approximately 28 daygq5). Other water-miscible organic

”“Reagent Chemicals, American Chemical Society Specifications,” Am. Chemi—soh’emS such as methanol. ethanol. and acetone might be used
cal Soc., Washington, DC. For suggestions on the testing of reagents not listed bg L . ! K
the American Chemical Society, see “Analar Standards for Laboratory U.K.&S solvents_, but they might SthUIa.te unde§|rab|e growth Qf
Chemicals,” BDH Ltd., Poole, Dorset, and the “United States Pharmacopeia.” Microorganisms and acetone is quite vBﬁcﬁmng
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solvent is used, it should be reagent grade or better. A 10.4 Stock cultures should be examined periodically to
surfactant should not be used in the preparation of a stockerify that contamination has not occurred. Stock cultures
solution because it might affect the form and toxicity of the testshould be maintained in more than one room to minimize the
material in test solutions. risk of a total loss due to such events as a temperature control
9.2.4 If a solvent other than distilled water or medium ismalfunction. This can be done with least effort by transferring
used, &) at least one solvent control, using solvent from thethe older culture to an alternate culture room after the new
same batch used to make the stock solution, must be includexliitures have been inoculated. Stock cultures should not be
in the test andl) a medium control must be included in the maintained solely in rooms where tests are conducted, equip-
test. If no solvent other than medium or distilled water is usedment is cleaned, or toxic materials are handled. Use of volatile
only the medium control must be included in the test. chemicals should be avoided, but if paint fumes or other
9.2.4.1 The concentration of solvent should be the same inhemicals spread from other areas, this fact should be noted.
all test solutions that contain test material and in the solvenBtock cultures should be protected against exposure to mate-
control. rials to be tested to prevent adaptation or genetic selection.
9.2.4.2 If the test contains both a medium control and a 10.5 Algal Culture Maintenance-Algal cultures should be
solvent control, the variables measured in the two controlsnaintained on T82-LowSi agar slants under lights and trans-
should be compared (see Section 15, 16.2, 16.3, and Appendigrred at appropriate intervals. Aseptic technique should be
X3). If statistically significant differences are detected betweemsed with the maintenance of the stock cultures.
the two controls, only the solvent control may be used for 10.5.1 T82-LowSi Agar Slants
a§s§§sing the effects of the test material. If no statistically Note 2—This differs from the microcosm medium T82MV by (1) the
SIgnlflcant differences are d.eteCted’ the data from both Cont.r0|§mission Murphy’s vitamins, (2) the silicate concentration isyo.((n)i! m
should be used for assessing the effects of the test mate”al'instead of 0.8 rivl, and (3) the pH adjustment is unnecessary (see Table 5).

9.3 Nutrient ControlIf the test material might serve as a ) ] ) ]
source of nutrientN, P, or organic carbon), a similar concen- 10.5.2 The mixture is heated in a steamer or on a heater with

tration of nutrient, possibly as part of a nontoxic chemical,Stifing to boiling, dispensed in aliquots of 10-mL into 150 by

should be one of the treatment groups. Alternatively, thel6-mm screw-cap culture tubes, capped, and autoclaved at

nutrient supply may be considered a direct effect of the test21°C (15-Ib steam pressure) for 15 min. After autoclaving,
compound. but before the tubes have cooled, 0.004 mL Solution C and

0.01 mL Solution K are added by syringe. Tubes are then laid
10. Test Organisms at a slant and allowed to solidify. Alternately, the C and K
10.1 Algae (added on Day 0 at initial concentration of 10 Solutions can be added to the other solutions before autoclaving
cells for each algae species) are as follows: (see Fig. 2). but prior to dispensing, provided that the mixture is well mixed

10.1.1 Anabaena cylindrica during the dispensing processes. The phosphate (Solution C) is
10.1.2 Ankistrodesmusp., likely to precipitate with the calcium (Solution D) when
10.1.3 Chlamydomonas reinhardd0, warmed. Provided that the precipitate is dispensed into the
10.1.4 Chlorella vulgaris tubes, it will be available for algal growth.
10.1.5 Lyngbyasp., 10.5.3 Monthly transfers are usually adequate; the health
10.1.6 Nitzschia kutzigiana(Diatom 216), can usually be estimated by the color of the colonies. Occa-
10.1.7 Scenedesmus obliqyus sional microscopic checks should be made to ensure that
10.1.8 Selenastrum capricornutum cultures are unialgal. If cultures are suspected of being con-
10.1.9 Stigeocloniumsp., and taminated with another algae, they should be streaked on agar
10.1.10 Ulothrix sp. plates made from T82-LowSi Agar.
10.2 Animals (added on Day 4 at the initial numbers 10.5.4 Culture of Algae for Inoculation into MicrocosmA
indicated in parentheses) are as follows: (see Fig. 3). separate culture should be established for each spefies.
10.2.1 Daphnia magna(16/microcosm), baena cylindrica, Ankistrodesmp., Selenastrum capricor-
10.2.2 Hyalella azteca(12/microcosm), nutum, Lyngbyasp., Chlamydomonas reinhard0, Chlorella
10.2.3 Cypridopsisor Cyprinotus incongruens or similar vulgaris, Scenedesmus obliqusi., Stigeocloniumsp., Ulo-
species (vidua) (6/microcosm), thrix sp., and Nitzchia kutzingiana(D216) are grown in
10.2.4 Hypotrichs [protozoa] (0.1/mL) (optional), and semicontinuous cultureAnabaena cylindrica, Lyngbyand
10.2.5 Philodina acuticornis (rotifer) (0.03/mL). Nitzschiaare not aerated\itzchia kutzingianagrows best on

10.3 Whenever possible, the species just listed should bagar plates, transferred to liquid culture in T82MV 1 week
used. These species were selected on the basis of past succgg#r to use. Temperature and light conditions should be similar
ful use. The scientific name of the species used should b® those used for the microcosms (6.113)ngbyagrows best
verified using an appropriate taxonomic key. Cultures of algaavith about 25 % of the light the other cultures receive.
may be obtained from the Starr Culture CollectioRaphnia 10.5.4.1 Container for Mass Cultures-A 2-L bottle, stop-
magnamay be obtained from EPA. per, tubing, drying tube, aerating tube, media inlet, and vent
(see Fig. 4) is autoclaved with 1 L of final basal medium (see
8.2.3). Solutions C, K, and Murphy’s Vitamins are added after

8 Cultures of algae may be obtained from the Starr Culture Collection, Culture toclavi 824
Collection of Algae, Department of Botany, University of Texas, Austin, TX 78712. autoclaving ( S ) .
9 Daphnia magnamay be obtained from EPA (Corvellis, OR; Duluth, MN). 10.5.4.2 Semicontinuous CultureTo stenw{fmms
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from the slant are inoculated into 10 mL of T82MV in a test 10.5.4.4 The slower growing specidsitzschia kutzigiana,
tube on a light table. The 10-mL culture is allowed to grow for Stigeoclonium, Ulothrix, Anabaerend Lyngbya will require
3 to 5 days prior to addition to the culture container (Fig. 3).somewhat longer (about a week) between draining and replen-
The cultures are aerated excepnhabaena, Lyngbyaand ishment than the more rapidly growing species.
Nitzschia(noted previously). Aeration with 2 % CQs either 10.6 Animal Culture Maintenanee-Stock cultures should
by 100 % CQ(cylinder) mixed with room air using an air-GO be started at least 3 to 4 weeks before the microcosm test.
mixer, or purchased cylinders of 98 % breathing air and 2 % 10.6.1 Daphnia Cultures—Daphniaised in the micro-
CO.. cosms should be the third or fourth generation started from at
10.5.4.3 When cell number (as determined by Palmer celeast 4 to 6 females. All animals should come from healthy
counter) reaches $Gells/mL, 500 mL is drained out of the stocks that have received sufficient food to prevent ephippia
culture container and 500 mL new medium is added. This igormation and carapace abnormalities. Guide E 1193 has addi-
done 2 to 3 times weekly or at intervals that will maintain thetional information on rearing.
culture at 16> cells per mL or exponential growth as indicated 10.6.1.1 Containers are 3.5-L bottles (1-gal jars) half filled
by graphed counts (see X2.2, suggested record form). with medium T85MV (see Table 6) or a satisfactory natural

SCENEDESMUS

SELENASTRUM

ULOTHRIX

@ —

10 u
CHLORELLA ©

STIGEOCLONIUM
FIG. 2 Algae Used in the Standardized Aquatic Microcosm (10.1)

Documents

Document Sharing Hub

Full document details: ASTM E1366-96


http://www.avadocuments.com/doc/astm-e1366-96
http://www.avadocuments.com/doc/astm-e1366-96

. . . .S,
NOTICE: This standard has either been superceded and replaced by a new version or discontinued.
Contact ASTM International (www.astm.org) for the latest information.

v £ 1366

water such as autoclaved lake water or well water. The qualitfpaphniaculture becomes densely populated, it is subcultured.
of the water is important in producirigaphniathat fulfill the  Subculture is recommended if few adults are carrying parthe-
quality control criteria (Section 17Paphniareared in inad- nogentic eggs or if ephippia are present. It is recommended that
equate water do not survive and reproduce adequdd@gh-  medium replacement not be more than 50 %. To obtain enough
niareared in the microcosm medium T82MV are not as healthyanimals to initiate a test, weekly subcultures are recommended.
as those reared in lakewater or reared in a medium to which 10.6.1.3 If a satisfactory water source is not available,
Keating's trace metals are added such as T85MWKphnia  T85MVK may be used to cultur®aphnia It differs from
rearing medium should have low algal nutrients or be mainT82MV (microcosm medium) by having 1/10 the nitrate and
tained in relatively low light to prevent excess photosynthesigphosphate and the addition of some of Keating's trace metals
and high pH. (37). Only differences from T82MV are noted (see Table 6).

DAPHNIA MAGNA

1000 u

HYPOTRICHA

PHILODINA —_—
100 u

FIG. 3 Animals Used in the Standardized Aquatic Microcosm (10.2)

10.6.1.2 To begin a culture, 4 to 6 females with eggs, are 10.6.1.4 The major salt solution should be prepared as in
added to a containeRaphniaare fed approximately 250 mL of Table 7.
unicellular algae (19 cell/mL) in log phase from semicon-  10.6.2 Amphipods Hyalella azteeaContainers may be
tinuous culture apparatus about every other day. When &.5-L (1-gal) glass jars containing medium.J82MV and the ten
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algal species inoculated approximately 14 days before the 10.6.4.2 For tests, bottles containing 200 mL of wheat grass
amphipods. (Old control microcosms—the complete culture—medium are inoculated witk. aerogenesand after 48 h are
from experiments may make excellent amphipod cultures.jnoculated with a few millilitres of Hypotrich culture. Five
Amphipods do best when not disturbed. New amphipodottles should be inoculated about 72-h before addition of the
cultures (3 to 5 containers) may be started with 3 or more pairsrganisms to the microcosms.
every 3 months. Cultures may be kept in diffused light and 10.6.5 Rotifers Philodina—Cultures of E. aerogenesare
every week fed 100 mUIlothrix sp. orStigeocloniumor both,  grown for 48-h in 30 mL of wheat grass medium (see Table 8).
from continuous culture described in 10.5.4. The algal culturélThen a few rotifers are added to the bacterial culture using a
including medium may be poured into the containers. For test$asteur pipet. New cultures are started every seven to 10 days.
amphipod cultures may be maintained as usual and test 10.6.5.1 For tests, 2 to 3 large (about 200-mL) bottles of
organisms may be removed from cultures using wide-mouthvheat grass medium are inoculated wihaerogeneand 48-h
bulb suction devices or small nets, or filters. later with Philodina about 30 days before addition to the
microcosms.

TABLE 5 T82-Low Si Solid Medium for Algal Cultures 11. Procedure

Master

Solution Salt mL/L Concentration 11.1 Experimental Desiga-Decisions concerning such as-
(defined in 8.2.2.3) (Final Solution) pects of experimental design as the number of treatments and
A NaNO, 5 0.5 mM number of test chambers per treatment should be based on the
B MgSO,-7H,0 1 0.1 mM purpose of the test and the statistical procedure that is to be
° cacl2ro b o used to calculate results (see Section 15 and Appendix X3).
H Al,(SO,)5-18H,0 1 0.0048 mM The minimum desirable number of test Chamb_ers per treatment
! Na,SiO,-9H,0 5 0.080 mM should be calculated froma) the expected variance between
Bacto-Agar Distilled Water ‘1"519000 mt test chambers within a treatment arij €ither the minimum

difference that is desired to be detectable using hypothesis
testing or the maximum acceptable confidence interval on a

10.6.2.1 Alternative rearing methods may be used. Amphi—pOint estimate(39). If such calculations are not made, 24

. L . S microcosms (6 test chambers for each of 4 treatments) are
pods may be reared in aquaria with sediments similar to th?ecommended4-9 22-24),although 25 microcosms (5 test
microcosm. If amphipods have been recently collected from a ' '

) . . chambers for each of 5 treatments) have also been used
natural environment, gradual exchange of their water with the __. . : . S

. . ) Satisfactorily. The microcosms can receive equal lighting in an

microcosm medium (T82MV) over a period of weeks may be X i ; i

. P val (Fig. 1). Typical designs are as follows:
necessary for survival. Bottom-feeding fish food may be used Desian A
as an alternative to algae as food. Light levels of 5000 to 7500 9
lux with a 18:6 light:dark cycle may be used for rearing.
Weekly exchange of medium may be necessary. Co-culture
with ostracods (10.6.3) may be feasible.

10.6.3 Ostracods (Cypridopsis sp. or Cyprinotus sp.)
Containers should be 3.5-L (1-gal jars) as per the amphipod
cultures with 50 to 100 mL of any algae from semicontinuous
culture added weekly. (Old control microcosms made excellent
ostracod cultures.) No special culture is required for tests.
Ostracods for microcosms should be removed using a pipet or
syringe. Alternatively, the ostracods may be reared with the
amphipods as in 10.6.2.1.

10.6.4 Protozoa Hypotrichs-Protozoa should be main-
tained in 2 to 7-day cultures dEnterobacter aerogeneshat
have been grown in wheat grass medifiisee Table 8). Other

types of protozoa may be substituted. ?ufﬁcient microcosms should be prepared and inoculated to

10.6.4.1 To prepare 1 L of culture medium, add 2.5 g whea : ) . .
grass powder (or substitute) and the volumes of stock solution%rovlde about 6 more than required for the experimental design

(see Table 8) to 1 L of distilled water, swirl, and bring to a full S0 that elimination by breakage or culling on Day 7 leaves

boil for at least 5 min. Filter through high-porosity filter paper Zgggggtefor the test. For most tests, 30 microcosms are

fver fers. Make up volume to 1 L with distlled watar and ., 11:2:1 Algae-—The day algae are added is designated Day 0.
dispense 30 mL into large test tubes then autoclave If a _smgle test is being c.onducted, Day 0 should be a Friday to
' avoid weekend work. Microcosms are numbered 1 through X.

Each alga is inoculated into microcosms to provide an initial

19Wheat Grass Powder, available from Cerophyl Labs, 4722 Broadway, Suit concentration of ]ﬁce”S/mIT' Stocks of algal cultures should .
259, Kansas City, MO 64112, or its equivalent, has been found suitable for thizJe removed from the continuous culture apparatus and their

purpose. concentration is determined by Palmtmgéumériw
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11.1.1 Control,

11.1.2 Low concentration (single addition),

11.1.3 Medium concentration (single addition),

11.1.4 High concentration (single addition),
Design B

11.1.5 Control,

11.1.6 Solvent control,

11.1.7 Solvent and low concentration (single addition),

11.1.8 Solvent and high concentration (single addition),
Design C

11.1.9 Control,

11.1.10 Low concentration (single addition),

11.1.11 High concentration (single addition), and

11.1.12 Low concentration (multiple additions).

11.2 Inoculation of MicrocosmgSee X2.3 Data Sheet)—
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