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QHW Designation: E 1506 — 97

Standard Test Methods for

Analysis of Acid-Grade Calcium Fluoride (Fluorspar) !

This standard is issued under the fixed designation E 1506; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilone} indicates an editorial change since the last revision or reapproval.

1. Scope whether it is suitable for this use.

1.1 These test methods cover the chemical analyses Qlf

. ; . R n
acid-grade calcium fluoride (fluorspar). These test methods eagents

appear in the following sections: 4.1.Purity of Reagent&Reaggnt .gra}de che.m_icqls shall be
Sections used in all tests. Unless otherwise indicated, it is intended that

Volatiles as Moisture 6-13 all reagents shall conform to the specifications of the Commit-

Silica . . 14-22 tee on Analytical Reagents of the American Chemical Society,

Assay as caldum Fivorde (Ca) 23-32 where such specifications are availabt®ther grades may be

oluble Chloride as NaC1 33-50 . . . X K

Calcium Carbonate 5159 used, provided it is first ascertained that the reagent is of

Phosphorus 60-69 sufficiently high purity to permit its use without lessening the

Arsenic 70-78 f :

Mixed Oxides (R,0x) 70.87 accuracy of the determination. o

Sulfide Sulfur 88-96 4.2 Purity of Water—Unless otherwise indicated, references

1.2 The values stated in Sl units are to be regarded as tﬁtg water shall be understood to mean Type I or Type Il

standard. The values given in parentheses are for informatiorr‘?agent water conforming to Specification D 1193.

only. 5. Sampling
1.3 This standard does not purport to address all of the 5.1 Sampling of calcium fluoride is not within the scope of

safety concerns, it any, assquated with its use. It is th(?hese test methods. See the appropriate sections of Practice
responsibility of the user of this standard to establish appro- 290 for sampling procedures

priate safety and health practices and determine the applica-

bility of regulatory limitations prior to use. VOLATILES AS MOISTURE
1.4 Review the current Material Safety Data Sheet (MSDS)

for each chemical used in this standard for detailed informatio®. Scope

concerning toxicity, first-aid procedures, handling, and safety 6.1 This test method covers the determination of volatiles as

precautions. percent moisture.

2. Referenced Documents 7. Summary of Test Method
2.1 ASTM Standa_rds: 7.1 The sample is dried in an air oven at 105 to 110°C, and
D 1193 Specification for Reagent Water the weight loss is calculated as percent moisture.

E 180 Practice for Determining the Precision of ASTM
Methods for Analysis and Testing of Industrial Chemiéals 8. Apparatus
E 300 Practice for Sampling Industrial Chemicals 8.1 Top-Loading Balancecapable of weighing 1000 g to
S the nearest 0.01 g.
3. Significance and Use 8.2 Sample Panstainless steel or borosilicate glass, 152 by
3.1 Calcium fluoride is available in nature in various forms 152 by 51 mm (6 by 6 by 2 in.) deep.
and purities. A major use for it is in the manufacture of 8.3 Cooling Rackwood or metal, able to allow circulation
hydrofluoric acid. The test methods listed in 1.1 provideof air around the entire sample pan (for example, a “baker’s
procedures for analyzing calcium fluoride to determinerack”).

1 These test methods are under the jurisdiction of ASTM Committee E15 om——————
Industrial and Specialty Chemicals and are the direct responsibility of Subcommit- 4 Reagent Chemicals, American Chemical Society Specificatismerican

tee E15.02 on Product Standards. Chemical Society, Washington, DC. For suggestions on the testing of reagents not
Current edition approved September 10, 1997. Published June 1998. Originalljsted by the American Chemical Society, s@ealar Standards for Laboratory
published as E 1506 — 94. Last previous edition E 1506 — 96a. Chemicals BDH Ltd., Poole, Dorset, U.K., and thénited States Pharmacopeia
2 Annual Book of ASTM Standardéol 11.01. and National FormularyU.S. Pharmacopeial Convention, Inc. (USPC), Rockville,
2 Annual Book of ASTM Standardgol 15.05. MD.
Copyright © ASTM, 100 Barr Harbor Drive, West Conshohocken, PA 19428-2959, United States. Doc u m ents
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iy E 1506
8.4 Forced Air Oven capable of maintaining temperatures TABLE 2 Volatiles as Moisture
of 105 to 110°C. Repeatability Reproducibility
Volatiles 95 % 95 %
Standard Degrees of | .~ Standard Degrees of T,
9. Hazards Level,% Deviation Freedom Limit, % Deviation Freedom Limit, %
Absolute Absolute
9.1 See 1.3 and 1.4. 6 0.0238 9 0.067  0.0807 8 0.226
9 0.0666 9 0.186 0.0865 8 0.242

10. Procedure

10.1 Tare a clean, dry sample pan to the nearest 0.01 g. o )
10.2 Add approximately 1000 g of representative sample télegrees of freedom. The 95 % limit for the difference between
the pan and spread evenly. Wipe all external surfaces of the pdW0 such averages is the value shown in Table 2.

free of sample. Weigh again to the nearest 0.01 g. 1313 Reproducibility (Multilaboratory)—T_he standardlde—
10.3 Place the pan containing the sample in an air oven iation of results (each the average of duplicates) obtained by

105 to 110°C for a minimum of 12 h. analysts in different laboratories has been estimated to be the
10.4 Remove the pan from the oven and place on a coolinj@lue shown in Table 2 at the indicated degrees of freedom.

rack for 1 h. he 95 % limit for the difference between two such averages is
10.5 Weigh the cooled pan to the nearest 0.01 g. the value shown in Table 2.

1(_3-_6 Return _the pan to th_e cooling rack and cool for an Nore 1—These precision estimates are based on an interlaboratory
additional 30 min. Then reweigh the pan to the nearest 0.01 gtudy performed in 1992 in which samples of fluorspar from two lots, one
10.7 Repeat 11.6 until consecutive weights agree withirtontaining about 6 % volatiles as moisture and the other about 9 %
0.05 g. volatiles as moisture, were each analyzed in duplicate by one analyst on
10.8 Once a consistent weight has been obtained, dump tﬁéch of two days in each of ten laboratories for a total of 120
: L : etermination$. Practice E 180 was used in developing these precision
sample ona flatz dry surface and spread it with a spatulg. If_th ~timates.
fluorspar is dry, it will appear dusty, powdery, and flour-like in ) . _
consistency. If the fluorspar does not appear as such, repeat thet3-2 Bias—The bias of this test method has not been

analysis using fresh sample. determined due to the unavailability of suitable reference
materials.
11. Calculation
. . SILICA
11.1 Calculate percent volatiles as moisture as follows:
olatiles as moisture, weight % (B~ C)x 100 14. Scope
vorat Isiuire, weig B-A) ( 14.1 This test method covers the determination of percent
Where: silica.
A = weight of empty pan, g (10.1), _ 15. Summary of Test Method
B = weight of pan plus sample before drying, g (10.2), and . . . .
C = weight of pan plus sample after drying to consistent 15.1 The sample is treated with 10 % acetic acid to remove
weight, g (10.7). carbonates and soluble salts, the residue is ignited in a 650°C
’ muffle furnace, treated with 48 % hydrofluoric acid (HF), and
12. Report then heated again at 650°C. The weight loss after the HF
12.1 Report the percent volatiles as moisture to the nearefatment is calculated as percent silica.
0.01 %. 16. Apparatus
13. Precision and Bias 16.1 Analytical Balancecapable of weighing to the nearest
13.1 Precision—The following criteria should be used for 9-1 Mg.
judging the acceptability of results (see Note 1): 16.2 Beaker 150-mL glass, unscratched, and watchglass

13.1.1 Repeatability (Single AnalystjThe standard devia- ©OVe' _
tion for a single determination has been estimated to be the 16-3 Graduated Cylinder25-mL glass.
value shown in Table 1 at the indicated degrees of freedom. 16-4 Graduated Cylinder10-mL polypropylene.
The 95 % limit for the difference between two such runs is the 16-2 Platinum Crucible 30-mL capacity with lid.
value shown in Table 1. 16.6 Platinum Wire 4 cm by 2 mm.

13.1.2 Laboratory Precision (Within-Laboratory, Between-  16-7 Stirring Rod borosilicate glass, unscratched.
Days)—The standard deviation of results (each the average of 16-8 M“fﬂf Furnace capable of maintaining a temperature
duplicates) obtained by the same analyst on different days h&{ 650 = 10°C or higher.

been estimated to be the value shown in Table 2 at the indicated 16-9 Desiccator with desiccant.
16.10 Steam Bath

16.11 Glass Filter Funnel

TABLE 1 Volatiles as Moisture Checking Limits for Duplicates . . .
9 P 16.12 Bunsen Burnerringstand, ring, and heating mesh.

Volatiles Level, Standard Degrees of 95 % Limit, %
% Deviation Freedom Absolute
6 0.0257 18 0.072
9 0.0822 18 0.230 ° Supporting data are available from ASTM Heaﬁuarters. R'gﬁjest R}i E15-
1027. ocuments
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16.13 Disposable Pipets Note 2—The solution must be heated below boiling. Excess heat will

16.14 Mortar and Pestle 102-mm (4-in.) diameter, agate. cause erratic results. If unable to control heating using a bunsen burner,

16.15 Ton latinum-tioped. heat the solution on a hot plate at 60°C or below. Evaporation of the 6 mL
gsp PP of HF used in this procedure should take approximately 2 h.

17. Reagents 19.15 Cool the crucible, then repeat 19.13 and 19.14.
17.1 Acetic Acid Solution(100 mL/L)—Dilute 10 mL of 19.16 Cover the crucible with a platinum lid; then carefully
glacial acetic acid to 100 mL with water; mix well. place it into a muffle furnace maintained at 6%010°C.
17.2 Hydrofluoric Acid (HF), 48 %. 19.17 Heat the crucible for 5 min; then place it into a
17.3 Ashless Cellulose Filter AjdWhatman accelerator desiccator to cool.
powder® or equivalent. 19.18 Weigh the crucible, cover, and residue to 0.0001 g.
17.4 Filter Paper, 9-cm diameter, low-ash, acid-washed,
medium-porosity, able to retain 8-pm particles. 20. Calculation
17.5 Filter Paper, 9-cm diameter, low-ash, acid-washed, 20.1 Calculate percent silica as follows:
fine-porosity, able to retain 2.5-um particles. (B - C) X 100
17.6 Ethanol pure or denatured. silica, weight %= ———7—— )
17.7 Filter Pulp Slurry (40 g/L)—Slurry 10 g of cellulose
filter aid with 250 mL of water. where:
A = weight of sample, g (19.2),
18. Hazards B = weight of crucible, cover, and residue before HF
18.1 See 1.3 and 1.4. treatment, g (19.12), and
C = weight of crucible, cover, and residue after HF treat-
19. Procedure ment, g (19.18).

19.1 Transfer 8 to 10 g of sample (previously dried to
constant weight at 105 to 110°C) into a mortar. Grind with a21. Report

pestle until the particle size is 100 to 500 mesh. 21.1 Report the percent silica to the nearest 0.01 %.
19.2 Weigh 1.0 g of the ground sample to the nearest 0.0001
g, and transfer it to a 150-mL beaker. 22. Precision and Bias
19.3 Wet the sample with 1 mL of ethanol, then add 15 mL 22 1 precision—The following criteria should be used for
of 10 % acetic acid to the beaker. ~ judging the acceptability of results (see Note 3):
19.4 Add a glass stirring rod to the beaker, cover with a 2211 Repeatability (Single Analyst)The standard devia-
watchglass, and place on a steam bath. _ tion for a single determination has been estimated to be
19.5 Heat for 30 1 min, stirring every 5 min. 0.0319 % absolute at 50 df. The 95 % limit for the difference

19.6 Remove from the steam bath, add 5 mL of filter pulppetween two such runs is 0.09 % absolute.
slurry to the beaker, cover, and allow to sit for approximately 22 1.2 | aboratory Precision (Within-Laboratory, Between-

12 h. o ] ) _ Days)}—The standard deviation of results (each the average of
19.7 Gravity filter the solution through medium-porosity qyplicates) obtained by the same analyst on different days has
filter paper. been estimated to be 0.0362 % absolute at 25 df. The 95 %

19.8 Rinse the beaker several times with minimal portiongimit for the difference between two such averages is 0.10 %
of hot water (total wash water approximately 35 mL), filtering gpsolute.
each wash through the same filter paper. Save the filtrate for the 2 1.3 Reproducibility (Multilaboratory)—~The standard de-
determination of Mixed Oxides (Section 79). ~viation of results (each the average of duplicates) obtained by
19.9 Wipe the beaker clean with one fourth of a fine-analysts in different laboratories has been estimated to be
porosity filter paper, and transfer the wipe paper and the filtep 0529 % absolute at 11 df. The 95 % limit for the difference

paper with the residue into a 30-mL platinum crucible. between two such averages is 0.15 % absolute.
19.10 Place a platinum wire across the top of the platinum

crucible. Rest the crucible lid on the wire and place the crucible NOoTe 3—These precision estimates are based on an interlaboratory
into a cool muffle furnace study performed in 1992 in which samples of fluorspar from two lots, one

o containing about 0.5 % silica and the other about 1 % silica, were each
19.11 Heat the furnace slowly (1-h Cyfle) to 65010°C. _analyzed in duplicate on each of two days by one analyst in each of 14
Once the temperature has reached 650°C, check the crucillgoratories for a total of 112 determinatichBractice E 180 was used in

every 10 min until the paper is entirely burned off. developing these precision estimates.
19.12 Cool the crucible to room temperature in a desiccator, 55 5 Bias—The bias of this test method has not been
then weigh the crucible, cover, and residue to 0.0001 9. getermined due to the unavailability of suitable reference

19.13 Using a 10-mL polypropylene graduate cylinder, jaierials.
carefully pour 3 mL of 48 % HF into the crucible.

19.14 Gently heat the crucible over a Bunsen burner in a ASSAY AS CALCIUM FLUORIDE (CaF )
hood until dry (see Note 2).

23. Scope
6 Avai : 23.1 This test method covers the dejermination of assay as
Available from Whatman LabSales, P.O. Box 1359, Hillsboro, OR, 97123-
9981. percent calcium fluoride (CaJ ocuments
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24. Summary of Test Method filter aid with 250 mL of water.

24.1 The residue remaining after the determination of silica 27-10 pH Paper—Litmus.

(see 19.18) is treated with,80O,, dried, then dissolved in HCI. 28. Hazards

Amr_nonium oxalate is added to 'ghg HCI_squFion to precipitate 28.1 See 1.3 and 1.4.

calcium oxalate, then the precipitate is dried and weighed.

Percent Cakis calculated from the weight of the calcium 29. Procedure

oxalate collected. 29.1 Add 5 mL of concentrated sulfuric acid to the residue

remaining in the crucible from 19.18.

25. Interferences 29.2 Partially cover the crucible and gently heat over a
25.1 Iron causes a positive interference. If iron is suspectegunsen burner in a hood until all,BO, is driven off (see Note

to be present, its effect can be minimized by adding 1 mL ofs).

concentrated HNQto the solution described in 29.8 before ) )
Note 4—Do not heat directly with the flame.

boiling.
25.2 Strontium precipitates, as the oxalate, along with 29.3 Repeat 29.1 and 29.2 using 3 mL of concentrated
calcium oxalate to produce erroneously high results. sulfuric acid.

25.3 A small amount of CaFis lost in the acetic acid 29.4 Cool the crucible and transfer the crucible, cover, and

treatment used in 19.3, resulting in an erroneously low resultesidue into a 400-mL beaker. _
To correct for this loss, the term 0.15 is included in the 29.5 Add 10 mL of concentrated hydrochloric acklg of

calculation in 30.1. ammonium chloride, and 200 mL of hot water to the beaker;
mix well.

26. Apparatus 29.6 Warm the solution to between 70 and 80°C on a hot
26.1 Analytical Balancecapable of weighing to the nearest plate in a hood; keep at this temperature for 2 h.

0.1 mg. 29.7 Remove the crucible and lid from the solution using
26.2 Beakers borosilicate glass, 800-mL, 400-mL, and platinum or nickel-tipped tongs. Rinse each with warm water,

watchglass covers. collecting the washings in the beaker. Scrape any remaining
26.3 Graduated Cylindersborosilicate glass, 10-mL, 25- residue from the crucible into the solution with a rubber

mL. policeman.
26.4 Platinum Crucible 30-mL capacity with lid. 29.8 Cover with a watchglass, then boil the solution for 10
26.5 Platinum Wirge 4 cm by 2 mm. min to dissolve any solid matter (see Note 5 and 25.1).

26.6 Stirring Rod borosilicate glass.

S N 5—If insolubles are still present after the 10-min boil, filter the
26.7 Muffle Furnace capable of maintaining a temperature ore P

solution through medium-porosity filter paper, then return the residue and

of 1200 + 10°C or higher. paper to the crucible. Place platinum wire across the top of the crucible,
26.8 Desiccator with desiccant. rest the lid on the wire, and place the crucible into a cool muffle furnace.
26.9 Funnel borosilicate glass. Heat the furnace slowly to 650°G-(L0°C, 1-h cycle). At 650°C, check the
26.10 Bunsen Burner crucible every 10 min until the paper burns off. Repeat 29.1 to 29.8 using

1 mL of concentrated sulfuric acid. Combine the filtrates in one beaker,
then continue with 29.9.

29.9 Allow the solution to cool, then add ammonium

26.11 Ringstand equipped with ring and heating gauze.
26.12 Tongs platinum- or nickel-tipped.

27. Reagents hydroxide dropwise while mixing, until the solution tests basic
27.1 Sulfuric Acid(sp gr 1.84)—Concentrated sulfuric acid (blue) to Litmus paper.
(H,SO,). 29.10 Mix well, cover, and then boil for 1 min.
27.2 Hydrochloric Acid(sp gr 1.19)—Concentrated hydro- 29.11 Allow the solution to cool slightly. If necessary, add
chloric acid (HCI). ammonium hydroxide dropwise while mixing until the solution

27.3 Hydrochloric Acid Solutior{1 + 1)—Wearing goggles, tests basic (blue) to Litmus paper.
carefully add 250 mL of concentrated HCI (sp gr 1.19) to 250 29.12 Gravity filter this solution through medium-porosity

mL of water. Mix well. filter paper, into an 800-mL beaker.
27.4 Ammonium Chloridg(NH,CI). 29.13 Wash the filter paper and residue several times with
27.5 Ammonium Hydroxidésp gr 0.90)—Concentrated am- hot water, collecting the filtrates in the 800-mL beaker (see
monium hydroxide (NHOH). 29.12).

27.6 Ammonium Oxalate Solution (Saturateehdd 30 g of 29.14 Wash the filter paper and residue with 20 mL of hot
ammonium oxalate to a 1-L polyethylene bottle. Add 1000 mL1 + 1 HCI solution, then four 20-mL portions of hot distilled
of hot water to the bottle and mix well. Allow the solution to water, collecting the filtrates in the 400-mL beaker.
cool. Add additional ammonium oxalate if necessary to keep 29.15 Adjust the pH of the solution in the 400-mL beaker

crystals present at the bottom of the bottle at all times. with ammonium hydroxide until it tests basic (blue) to Litmus
27.7 Ammonium Oxalate Solutiofl g/L)—Add 0.1 g of paper.

ammonium oxalate to 100 mL of water and mix well. 29.16 Boil this solution for 1 min, then allow to cool slightly
27.8 Filter Paper, 9-cm diameter, low-ash, acid-washed, just below boiling.

medium-porosity, able to retain 8-um particles. 29.17 Filter through the original filter paper. Wash with hot

27.9 Filter Pulp Slurry (40 g/L)—Slurry 10 g of cellulose water and collect the filtrate in the 80 cumentsne
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filter cake for the determination of Mixed Oxides (Section 79). 32.1.2 Laboratory Precision (Within-Laboratory, Between-
Bring the filtrate to a boil. Add 100 mL of saturated ammonium Days)}—The standard deviation of results (each the average of
oxalate solution, then add 5 mL of filter pulp slurry and stir to duplicates) obtained by the same analyst on different days has
mix. been estimated to be 0.1169 % absolute at 15 df. The 95 %

29.18 Boil the solution for 30 s, then allow it to cool until limit for the difference between two such averages is 0.33 %
precipitate settles. The sample can sit overnight before filterabsolute.

ing, if necessary or convenient. 32.1.3 Reproducibility (Multilaboratory3—The standard de-
29.19 Gravity filter the solution through medium-porosity viation of results (each the average of duplicates) obtained by
filter paper. analysts in different laboratories has been estimated to be

29.20 Rinse the beaker with 10 to 15 mL of cold 0.1 %0.3559 % absolute at 6 df. The 95 % limit for the difference
ammonium oxalate solution. Transfer the washings into thdetween two such averages is 1.00 % absolute.

filter, using them to wash the precipitate. N - . _
. ote 6—These precision estimates are based on an interlaboratory
29.21 Repeat 29'20_ two more times. . study performed in 1992 on two samples (one a commercial sample, the
29.22 Wash the residue with three 10 to 15-mL portions Ofyther a reference material) each containing approximately 98 % calcium
0.1 % ammonium oxalate solution. fluoride. One analyst in each of eight laboratories performed duplicate
29.23 Wash the residue with three 10 to 15-mL portions ofdetermination of a sample of NIST Standard Reference Material 79a on
cold water. each of two separate days for a total of 32 determinations. The same

29.24 Weigh a 30-mL platinum crucible and cover to 0.000 protocol was used on a sample of commercial material except that seven
9 (Wéight B) ’ j‘laboratories participated for a total of 28 determinatid®sactice E 180

. . . . d in developi isi timates.
29.25 Transfer the filter paper and residue into the platlnurr\{vaS use _m eveloping precision estimates ] ]
crucible. 32.2 Bias—An average of 97.71 % calcium fluoride was
29.26 Place a platinum wire across the top of the platinunpbtained on NIST Standard Reference Material 79a which has

crucible, rest the lid on the wire, and place the crucible into & certified value of 97.39 %. This certified value, with a
cool muffle furnace. standard deviation of 0.06 % absolute for a single determina-

20.27 Heat the furnace slowly to 1200°C. Check to see if alfion, was obtained using the U.S. Customs Laboratory Method
paper is burned off. (volumetric permanganate) as given in the certificate.

29.28 Keep crucible at 1200°C for 20 min.
29.29 Remove crucible and place in a desiccator containing
fresh desiccant; allow to cool to room temperature. 33. Volumetric Procedure, Scope
29.30 Immediately weigh the crucible, cover, and residue to
0.0001 g (Weigh©C).

SOLUBLE CHLORIDE AS NacCl

33.1 This test method covers the volumetric determination
of trace quantities of soluble chloride as percent NaCl.

30. Calculation

34. Summary of Test Method
30.1 Calculate assay as percent CaF follows:

34.1 Soluble chloride is extracted from fluorspar with hot
(€~ B) x'1.3923X 100 water; the extract is filtered, then titrated to a colorimetric end

i 0=
assay as CaFweight % A e point with standardized silver nitrate solution.

where: 35 A
A = weight of fluorspar sample, g, (see 19.2), - Apparatus
B = weight of crucible and cover, g, (see 29.24), 35.1 Analytical Balancecapable of weighing to the nearest
C = weight of crucible, cover, and residue, g (see 0.1 mg.

29.30), 35.2 Pipets 1-mL, 10-mL glass.
1.3923 = conversion factor for CaO (molecular weight 35.3 Graduated Cylinder100-mL glass.

(MW) = 56.08) to Cag(MW = 78.08), and 35.4 Beakers 150-mL, 250-mL.
0.15 = correction for amount of calcium fluoride lostin 355 Burets 10-mL, 25-mL glass.

the acetic acid treatment, considered to be 0.0015 35.6 Volumetric Flask 1-L glass.

g CaF,/g sample.

36. Reagents
31. Report 36.1 Potassium Chromate Indicator Solutiofs0 g/L)—
31.1 Report the percent calcium fluoride to the nearesbDissolve 50 g K,CrO, in 500 mL of water. Add silver nitrate
0.01 %. solution (see 36.3) until a definite red precipitate is formed.
o _ Allow to stand 12 h, filter through fine-porosity filter paper and
32. Precision and Bias dilute the filtrate to 1 L with water.
32.1 Precision—The following criteria should be used for  36.2 Sodium Chloride Standard Solutiof®.0141 N)—

judging the acceptability of results (see Note 6): Dissolve 0.8241 g of NaCl (previously dried to constant weight

32.1.1 Repeatability (Single Analyst)The standard devia- at 105 to 110°C) in water and dilute to 1 L; mix well.
tion for a single determination has been estimated to be 36.3 Silver Nitrate Standard Titran{0.0141N)—Dissolve
0.1778 % absolute at 30 df. The 95 % limit for the difference2.395 g of ANQ(previously dried to cqnstant weight at 105
between two such runs is 0.50 % absolute. to 110°C) in water and dilute to 1.1 ecuments

Document Sharing Hub

Full document details: ASTM E1506-97


http://www.avadocuments.com/doc/astm-e1506-97
http://www.avadocuments.com/doc/astm-e1506-97

