. . . .S,
NOTICE: This standard has either been superceded and replaced by a new version or discontinued.
Contact ASTM International (www.astm.org) for the latest information.

[lIM) Designation: E 1792 _ 02 An American National Standard
i’

INTERNATIONAL

Standard Specification for
Wipe Sampling Materials for Lead in Surface Dust ?*

This standard is issued under the fixed designation E 1792; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonej indicates an editorial change since the last revision or reapproval.

1. Scope 3.2.1 wipe, n—a disposable towellette that is moistened

1.1 This specification covers requirements for wipe materiWith a wetting agent. _
als that are used to collect settled dusts on surfaces for the 3-2.1.1 Discussior—The towellette is used to collect a
subsequent determination of lead. sample of settled dust on a surface for subsequent lead
1.2 This standard does not purport to address all of the@nalysis.
safety concerns, if any, assguated with its use. It is the4_ Manufacture
responsibility of the user of this standard to establish appro- i i i
priate safety and health practices and determine the applica- 4-1 The wipes shall be made from materials using methods

bility of regulatory limitations prior to use. that ensure compliance with the requirements of Sections 5 and
7, and shall be clean and free of imperfections that would affect
2. Referenced Documents their performance.

2.1 ASTM Standards: ;

E 105 Practice for Probability Sampling of Materfals 5. General Requirements . . .

E 691 Practice for Conducting an Interlaboratory Study to °-1 Testdatamustbe provided to assure compliance with all
Determine the Precision of a Test MetRdd the following requirements. Test procedures for each require-

E 1605 Terminology Relating to Abatement of HazardsMent are found in Section 7.
from Lead-Based Paint in Buildings and Related Struc- °-1.1 Background Leae-The mean background lead con-
tured centration per wipe shgll be less than 1.Q Hg.

E 1613 Test Method for Analysis of Digested Samples for °-1.2 RuggednessWipes shall be sufficiently rugged so as
Lead by Inductively Coupled Plasma Atomic Emission to b_e used on a 2000 ¢narea of a vinyl tile surface without
Spectrometry (ICP-AES), Flame Atomic Absorption t€arng.

(FAAS), or Graphite Furnace Atomic Absorption (GFAAS) 5.1.3 Moisture Content-Each wipe, when examingd, must
Technique$ be fully wetted upon removal from the package. Wipes shall

E 1644 Practice for Hot Plate Digestion of Dust Wipe have a moisture content such that the coefficient of variation

Samples for Determination of Lead by Atomic Spectrom-for a random sampling of the lot of wipes be no greater than

etry* 25%. _
E 1728 Practice for Field Collection of Settled Dust ©2-1-4 Sizes—The mean area of wipes shall not be less than

Samples Using Wipe Sampling Methods for Lead Deter-200 cnt and shall not be greater than 625 Trithe mean

mination by Atomic Spectrometry Technigdes length of either side shall not be less than 10 cm or larger than
25 cm.
3. Terminology 5.1.5 Thickness-The dry wipes shall have a mean thick-
3.1 For definitions of terms not listed here, see Terminology€ss of at least 0.005 cm but no greater than 0.05 cm.
E1605. 5.1.6 Mass—The coefficient of variation in mass of dry
3.2 Definitions: wipes in a lot shall not exceed 10 %.

5.1.7 Lead RecoveriesThe mean lead recoveries from
wipes spiked with Certified Reference Materials (CRMS)

*This specification is under the jurisdiction of ASTM Committee E06 on having 20 pg, 100 pg, and 500 pt;10%) of lead per sample
Performance of Buildings and is the direct responsibility of Subcommittee E06.235h3]| be 100 %+ 20 %, 95 % confidence level, of the lead

on Lead Paint Abatement. . . .
Current edition approved Dec. 10, 2002. Published January 2003. Originall)yecovery from the CRM alone, that Isanswipe material, as

published as E 1792 — 96. Last previous edition E 1792 — 01. per 7.21).
2 Annual Book of ASTM Standardéol 14.02. . . . ) )
3 ASTM Standards on Precision and Bias for Various Applicatidts Ed., Note 1—It is not imperative that the wipe be completely dissolved
ASTM, West Conshohocken, PA, 1997. when extracted in accordance with Practice E 1644 or an equivalent
4 Annual Book of ASTM Standardgol 04.11. procedure to meet the recovery criterion. However, the solution that is to

5 Annual Book of ASTM Standardgol 04.12.
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be analyzed (after extraction) should be free of suspended particulates agd 7.3.2). A minimum of seven wipes, randomly selected from
gelatinous material. Referend@) describes a specific procedure and the |ot in accordance with Practice E 105, shall be tested for
criteria for the evaluation of the extractability of wipe materials. each lead level in this manner.

5.1.8 Collection Efficiency-Collection efficiency of an in- 7.3.4 For the measurement of lead content, the wipes shall
dividual wipe, using an initial wipe on a given test surface,be extracted and the lead content determined in accordance
shall be determined using aerosolized lead oxide as pe{3Ref with Practice E 1644 and Test Method E 1613, or NIOSH
or lead-containing CRMs as per R&f). The mass of lead- Method 7105, or an equivalent procedure. Determine the
containing material (particulate or dust) loaded per surface aregollection efficiency for each wipe and compare with the
unit to be sampled shall be 0.5 4 0.05 g. The minimum  requirements of 5.1.8.
collection efficiency of at least 95% of the individual wipe shall 7.4 Ruggedness-Using the procedure described in Practice
be 75 %, as measured against the known mass of lead load&d1728, wipe the vinyl tile test surface (minimum area 2000
on the test surface prior to wiping (1000 €minimum surface  cn?). Examine the wipe for the presence of tears. Follow this
area). See Section 7 for procedural details. procedure for a minimum of seven wipes, randomly selected

o from the lot in accordance with Practice E 105. If at least 95 %
6. Significance and Use of the wipes tested reveal no tears, then the ruggedness test is

6.1 This specification is intended for use by suppliers todeemed successful.
evaluate the performance of wipe sampling materials for lead 7.5 Moisture Contert-Moisture content (5.1.3) of wipes
in surface dust. shall be determined by weighing the wipe before and after

6.2 This specification may also be employed by users ofjuantitative drying (to the nearest 0.01 g), and calculating the
wipe materials in order to compare the performance of candidifference. A minimum of seven wipes, randomly selected from
date wipes for the sampling of lead in surface dust. the lot in accordance with Practice E 105, shall be tested.

Calculate the coefficient of variation about the mean value for
7. Procedure moisture content and compare with requirement of 5.1.6.

7.1 Described tests shall be conducted on wipes selected in 7.6 Dimensions-Determine the linear dimensions of a
accordance with the random sampling procedure described ifinimum of seven individual wipes to the nearest 1 mm and
Practice E 105, using wipes sampled after packaging, angalculate the means and coefficient of variations. Compare with
representative of each lot. requirements of 5.1.4.

7.2 Background and RecoveryRecoverability of lead from 7.7 Thickness-Determine the thickness of a minimum of
spiked wipes (5.1.7) shall be measured in accordance witBeven individual wipes using a micrometer or other appropriate
Practice E 1644 and Test Method E 1613, or NIOSHdevice to the nearest 25 um. Calculate the mean and coefficient
Method 7105, or an equivalent procedure. Background lead igf variation. Compare with requirements of 5.1.5.
unspiked wipes (5.1.1) shall be measured in accordance with 7.8 Mass—Determine the mass of a minimum of seven
the same procedure. A minimum of 7 samples per eackhdividual wipes to the nearest 0.1 mg. Calculate the mean and
concentration level (unspiked, 26 2 pg, 100= 10 g, and  coefficient of variation. Compare with requirement of 5.1.6.
500 = 50 pg) shall be tested (5.1.1 and 5.1.7), using wipes .
randomly selected from each lot in accordance with Practice . Retesting
105. See Ref(2) for additional guidelines on the spiking, 8.1 If any of the requirements (5.1.2-5.1.8) are not met, then
digestion, and analysis procedure. retesting is allowed. Complete retesting of each section is

7.2.1 Compute the mean and coefficient of variation forrequired. All data obtained shall be used in determining
each set of samples. See Practice E 691 for details regardinghether the requirement has been met.
statistical computations. Compare with the requirements of

5.1.1 and 5.1.7. 9. Packaging and Package Marking
7.3 Collection Efficiency—Collection efficiency of lead 9.1 Wipes shall be wrapped individually. Wipes shall be
shall be measured in the following manr(&r 4). wrapped and packaged according to trade custom.

7.3.1 A delineated area of the vinyl tile test surface (mini- 9.2 Each package shall be marked with the supplier’'s name,
mum area 1000 cfb.1.8]) is loaded with a known mass (0.5 date of manufacture, lot number, and recommended shelf life.
*+ 0.05 g) of aerosolized particulate or dust (e.g., lead oxide) 9.3 The statement “meets ASTM E 1792” shall be marked
and then wiped in accordance with Practice E 1728 or amwn individual packaging. Also, on general packaging, it shall be
equivalent procedure. stated that the material meets the specifications delineated in

7.3.2 An equivalent alternative procedure to that describethis specification, and that supporting performance data are
in Ref (3) consists of manually distributing a known amount available upon request.

(mass) of lead-containing CRM uniformly onto the vinyl tile )
test surface, of 1000 chminimum area, and then wiping the 10. Recordkeeping
surface in accordance with E 1728 or an equivalent procedure. 10.1 All supporting data from tests conducted for each lot

7.3.3 The collection efficiency is determined by comparingshall be kept by the supplier for a minimum of ten years. All of
the amount of lead collected in the wipe (determined using dughis information shall be recorded in bound notebooks (with
sampling and analytical procedures described in R&fs(3), numbered pages) or on data sampling forms, or both. All test
(4)) against the total amount of lead (that is, 0.5-¢0.05 g) information shall be available for release _to users of wipe
loaded onto the area of interest on the test surface (as per 7.3raterials upon request. ocuments
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