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This standard is issued under the fixed designation E 1942; the number immediately following the designation indicates the year of

original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.

€' Note—Equation A4.1 was editorially revised in April 2000.

1. Scope 3. Terminology

1.1 The purpose of this guide is to understand and minimize 3.1 Definitions:
the errors associated with data acquisition in fatigue and 3.1.1 bandwidth [F] —the frequency at which the ampli-
fracture mechanics testing equipment. This guide is not intude response of the channel has fallen to, 12 of its value
tended to be used instead of certified traceable calibration at low frequency.
verification of data acquisition systems when such certification 3.1.1.1 Discussior—This definition assumes the sensor
is required. It does not cover static load verification, for whichchannel response is low-pass, as in most materials testing. An
the user is referred to the current revision of Practices E 4, ailustration of bandwidth is shown in Fig. 1.
static extensometer verification, for which the user is referred 3.1.2 Basic Data sample-the sampled value of a sensor
to the current revision of Practice E 83. The user is alsovaveform taken at fixed time intervals. Each sample represents
referred to Practice E 467. the actual sensor value at that instant of time.

1.2 The output of the fatigue and fracture mechanics data 3.1.2.1 Discussior—Fig. 2 shows examples of Basic Data
acquisition systems described in this guide is essentially aamples.
stream of digital data. Such digital data may be considered to 3.1.3 data rate [T]—the date rate i$4a Hertz where the
be divided into two types— Basic Data, which are a sequence dime intervals between samplestisin seconds.
digital samples of an equivalent analog waveform representing 3.1.3.1 Discussior—The data rate is the number of data
the output of transducers connected to the specimen under tesgmples per second made available to the user, assuming the
and Derived Data, which are digital values obtained from theate is constant.
Basic Data by application of appropriate computational algo- 3.1.4 Derived Data—any waveform parameter which is
rithms. The purpose of this guide is to provide methods whictderived from one or several of the Basic Data samples.
give confidence that such Basic and Derived Data describe the 3.1.4.1 Discussior—Fig. 2 illustrates examples of Derived
properties of the material adequately. It does this by settindpata.
minimum or maximum targets for key system parameters, 3.1.5 noise level-the standard deviation of the data
suggesting how to measure these parameters if their actushmples of noise in the transducer channel, expressed in the

values are not known. units appropriate to that channel.
3.1.6 peak—the point of maximum load in constant ampli-
2. Referenced Documents tude loading (see Terminology E 1823).
2.1 ASTM Standards: 3.1.7 phase difference [9-the angle in degrees separating

E 4 Practices for Force Verification of Testing Machihes corresponding parts of two waveforms (such as peaks), where
E 83 Practice for Verification and Classification of Exten-one complete cycle represents 360°.
someter$ 3.1.7.1 Discussior—The phase difference of a cyclic wave-
E 467 Practice for Verification of Constant Amplitude Dy- form only has meaning in reference to a second cyclic
namic Loads in an Axial Load Fatigue Testing System waveform of the same frequency.
E 1823 Terminology Relating to Fatigue and Fracture Test- 3.1.8 sampling rate [f]—the rate at which the analog-to-
ing? digital converter samples a waveform. This rate may not be
visible to the user of the data acquisition system.
 This guide is under the jurisdiction of ASTM Committee E-8 on Fatigue and 3.1.-8.1 Discussion-A distinction I-S made here betwggn
Fracture and is the direct responsibility of Subcommittee E08.03 on Advancet?amplmg rateanddata rate because in some data acquisition
Apparatus and Techniques. systems, the analog waveform may be sampled at a much
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FIG. 1 3dB Bandwidth of Sensor Channel FIG. 3 Sources of Error in Data Acquisition Systems
A Force stresses and strains applied to the specimen and so forth. Such
. Example of Derived Data: parameters are the Derived Data. . .
Example of Derived Data: Slope from a linear fit 4.1.1 The whole measurement system may be divided into
Apparent Peak Value through Basic Data Points  three sections for the purpose of verification: the mechanical

test frame and its components, the electrical measurement

system, and the computer processing of data. This guide is

specifically concerned only with the electrical measurement

system commencing at the output of the transducers. Before

the mechanical system is investigated for dynamic errors by the

> methods given in Practice E 467, this guide can be used to
ascertain that the electrical measurement system has adequate
performance for the measurements required for Practice E 467.
If the requirements of Practice E 467 for the mechanical

Time

Basic data points

Actual force system and the recommendations of this guide are met, then the
_ on specimen user has confidence that the Basic Data produced by the testing
FIG. 2 Basic and Derived Data system are adequate for processing by subsequent computer

algorithms to produce further Derived Data.

higher rate than the rate at which data are made available to the4.1.2 At each stage of the flow of data in the electrical
user. (Such a technigue is commonly knowmasr-samplingg ~ measurement system, errors can be introduced. These should

3.1.9 word size—the number of significant bits in a single be considered in the sequence in which these are dealt with in
data sample. this guide. The sequence includes:

3.1.9.1 Discussior—The word size is one parameter which 4.2 Errors Due to Bandwidth Limitations in the Signal
determines the system resolution. Usually it will be determinedConditioning—Where there is analog signal conditioning prior
by the analog-digital converter used, and typically may be 120 analog-to-digital conversion, there will usually be restric-
or 16 bits. If the word size isv, then the smallest step change tions on the analogandwidthin order to minimize noise and,
in the data that can be seen is 1 part ifi 2hat is the in some cases, to eliminate products of demodulation. After

guantization stegis d = 27 digital conversion, additional digital filtering may be applied to
3.1.10 valley—The point of minimum load in constant reduce noise components. These bandwidth restrictions result
amplitude loading (see Terminology E 1823). in cyclic signals at higher frequencies having an apparent

o ) . amplitude which is lower than the true value, and if the

4. Description of a Basic Data Acquisition System waveform is not sinusoidal, also having waveform distortion.

4.1 In its most basic form, a mechanical testing systenThe bandwidth restrictions also caystease shiftsvhich result
consists of a test frame with grips which attach to a testn phase measurement errors when comparing phase in two
specimen, a method of applying forces to the specimen, and&hannels with different bandwidths.
number of transducers which measure the forces and displace-4.3 Errors Due to Incorrect Data Rate-Errors can result
ments applied to the specimen (see Fig. 3). The output frorfrom an insufficientata rate where the intervals between data
these transducers may be in digital or analog form, but if theysamples are too large and intervening events are not recorded
are analog, they are first amplified and filtered and thenn the Basic Data. These result also in errors in the Derived
converted to digital form using analog-to-digital convertersData for example when the peak value of a waveform is missed
(ADCs). The resulting stream of digital data may be digitally during sampling.Data skew where the Basic Data are not
filtered and manipulated to result in a stream of output Basi@acquired at the same instant in time, can produce similar errors
Data which is presented to the user in the form of a displayetb phase shifts between channels.
or printed output, or as a data file in a computer. Various 4.4 Errors Due to Noise and Dri#t-Noise added to the
algorithms may be applied to the Basic Data to derivesignal being measured causes measurement uncertainty. Short—
parameters representing, for example, the peaks and valleys &frm noise causes variability or random error, and includes
the forces and displacements applied to the specimen, or ttealog noiseat the transducer outpmcu Ieertiisor
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mechanical pick up, and analog noise added in the amplifiehe verified even if the external rate at which samples are
together with digital noise, oquantization due to the finite presented is less than this minimum value. For a discussion of
digital word length of the ADC system. data rate, see A1.3.1.

4.4.1 Long-term effects such afifts in the transducer 5.6 Actual Data Rate- The actual data rate must equal or
output or its analog signal conditioning due to temperature ogxceed the minimum data rate. If the actual data rate is not
aging effects are indistinguishable from slow changes in th&nown, then it must be ascertained using a method such as that
forces and displacements seen by the specimen, and caus#a1.3.2.

more systematic error. 5.7 Maximum Permitted Noise LevelThe noise level is the
4.4.2 Further details of these sources of error are given igtandard deviation of the noise in the transducer channel,
Annex Al. expressed in the units appropriate to the channel. The maxi-
mum permitted noise level is 0.2 % of the expected peak value
5. System Requirements of the waveform being measured. For example, if the expected

) L . . . . peak value in a load channel is 100 kN, then the standard
5.1 How This Section is OrganizeeThis section gives the eyiation of the noise in that channel must not exceed 0.2 kN.
steps that must be taken to ensure the errors are controlled.5 8 Actual Noise LevelThe actual noise level must be

There are several Sources of efrorin the ele_cfcric_al system,_a%ual to or less than the maximum permitted noise level. If the
these may add both randomly and deterministically. To iV, ;4| noise level is not known, then it must be ascertained

reasonable assurance that these errors have a minor effect @8%ng a method such as that in Al1.4.6. Guidance on how to
overall accuracy of a system with 1 % accuracy, recommende}hvestigate sources of noise is giveﬁ i'n .A1.4.7.

tions are given, herein, which result in a 0.2 % error bound for 5.8.1 If the actual noise level exceeds the maximum permit-
each individual source of error. However, Annex Al alsoted noise level, it can usually be reduced by reducing band-

shows howr:he errtor varuTs with each [I)Iarameteri) SO tdhat t.:g(:idth, but this will require beginning again at 5.3 to verify that
user may choose to use larger or smaller error bounds Witf} "o 4 idth reduction is permissible.

appropriate adjustments to bandwidth, data rate and so forth. 5.9 Maximum Permissible Phase Difference and Maximum

5.1.1 In this section, which is intended to be used in thepgrmissible Data SkewThese terms are discussed in AL.5.1
order written, @ minimum value or a maximum valué iSanq A1.52. No value is recommended for the maximum
recommended for each parameter. If the actual value of each,missible phase difference and data skew between channels,
parameter is known, then the system requirement is that in eadice this is very dependent on the testing application. If

case either: _ typical phase shifts between displacement and force due to the
Maximum value= actual value material under test are 10 to 20°, then an acceptable value for
or the maximum phase difference might be 1°. However, if typical
Minimum value= actual value. phase shifts are 2 to 3°, the acceptable value for the maximum
However, if the actual value is not known, then help is givenphase difference might be only 0.1°.
as to how to determine it. 5.10 Actual Phase Shift and Data SkeviMethods for

5.2 Frequency and Waveshapd he first step is to deter- estimating the combined effect of phase shift and data skew in
mine the highest cyclic frequendyHz at which testing will ~a data acquisition system are given in A1.5.3.
occur, and the waveshape to be employed (for example,
sinusoidal, triangular, square). 6. Report

5.3 Minimum Bandwidth-If the waveform is sinusoidal or 6.1 The purpose of the report is to record that due consid-
square, then the minimum bandwidth isf Hx to measure the eration was given to essential performance parameters of the
peak value. If the waveform is triangular, then the minimumdata acquisition system when performing a particular fatigue or
bandwidth is 100Hz. For example, for a 10-Hz sinusoidal fracture mechanics test. Since the report should ideally be an
waveform, the minimum bandwidth is 100 Hz. For a discussiorattachment to each set of such test results, it should be
of minimum bandwidth, see A1.2.1 and A1.2.2. sufficient but succinct. The report should contain the following

5.4 Actual Bandwidth— The actual bandwidth must be information, preferably in a tabular format.
equal to or greater than the minimum bandwidth. If this 6.2 Measurement Equipment DescriptieiThis should in-
condition cannot be met, then the errors will increase as showdude the manufacturer's name, model number and serial
in A1.2.1 and A1.2.2. If the actual bandwidth is not known, number for the test hardware used.
then it can be ascertained using one of the suggested methods5.3 Waveshape and Highest Frequency Used During the
in A1.2.3, or otherwise. Test

5.5 Minimum Data Rate-For measurement of the peak 6.4 Minimum Bandwidth, Actual Bandwidth, and a Note
value of sinusoidal or square waveforms, the minimum databout its Source-The source is a note describing how actual
rate is 50 points/cycle, or 5@oints/s. For measurement of the bandwidth was ascertained, for example, from a manufactur-
peak value of triangular waveforms the minimum data rate i€r's data sheet or by a measurement.
400 points/cycle, or 4G0points/s. If the data acquisition 6.5 Minimum Data Rate, Actual DataRate, and a Note
system produces the peak value as an output, then the intern@bout Source-The source is a note describing how actual
Basic Data rate used should equal or exceed the appropriatiatarate was ascertained, for example, from a manufacturer’s
minimum data rate (depending on waveform type). This shouldlatasheet or by a measurement. Docu ments
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6.6 Maximum Permissible Noise Level, Actual Noise Level7. Keywords
and a Note About SoureeThe source is a note describing how
actual noise level was ascertained, for example, from a
manufacturer’s datasheet or by a measurement. a

6.7 (Where Applicable) Maximum Permissible Phase Dif-
ference, Actual Phase Difference, and a Note About Source.

6.8 (Where Applicable) Maximum Permissible Data Skew,
Actual Data Skew, and a Note About Source.

7.1 bandwidth; data acquisition; data rate; data skew; drift;
tigue; filter; fracture mechanics; noise; phase shift; quantiza-
tion; sample rate; signal conditioning; step response;

ANNEX
(Mandatory Information)

Al. SOURCES AND ESTIMATION OF ERRORS

Al.1 Method of Establishing Error Limits \

Al.1.1 The approach used to develop the required perfor:
mance levels for Section 5 has been to arrive at a value for
bandwidth, data rate, and so forth, at which there is a high
probability the error due to each cause will not exceed 0.2 %,
and in most cases will be much less than this. The following o L
sections provide explanations of how these values were de : ~—

. (a) Amplitude Response of low-pass Butterworth filters

Rel. ampiitude

I
i

rived. The explanations may be used to assess how rapidly oo “-\
errors might be expected to increase when the conditions set up 0 1 2 3 4
in Section 5 can not be met. A heuristic approach is necessary Frequency as fraction of 3-4B bandwidth

because there are very many variations of data acquisitiol
systems, each of which would require a complex analysis tc

>

=5

establish its actual errors. The approach taken here is conser- (b} Errorof Bummo‘,’f;",zz,ﬁsmm for sinusoidal

vative but should arrive at reasonably safe system require- o . ,

ments. Of necessity, the descriptions here are brief, more f | R

detailed discussion can be found in referent®s. % o SR 2pok

= 3% . / N — — —~ —4-pole

A1.2 Bandwidth £ ] VARV B S
A1.2.1 Amplitude Errors in Sinusoidal Waveforms Due to 1% / ny B

Insufficient Bandwidth-As shown in Fig. 1, the amplitude 0% —’/‘—"'f/'

response of a filter with sinusoidal waveform inputs falls off at 0 02 04 08 08 L

frequencies above the cutoff frequency and will cause increas- Frequency as fraction of 3-8 bandwidth

ing amplitude errors as frequency increases. The amplitud

responses of typical Butterworth filters are shown in Fig. (c) Error of low-pass Butterworth filter for triangular

Al.1(a); the amplitude response rolls off above the cut-off waveforms

frequency at a rate which depends on the number of pole-pails 5% Ry

in the filter. Thus if a sinusoidal waveform were applied to this % P ’/ ,

filter, for example for a force transducer, its amplitude would 3% Nl * Zpole|

be increasingly in error at frequencies approaching and abov
the cut-off frequency. Fig. A1.1(b) shows how these computed
errors will increase with frequency. Bessel filters are alsa
common in mechanical testing instrumentation, and the com 0 005 01 015 02
parable curves are shown in Fig. A1.2. By considering both Frequency as a fraction of 3B bandwidth

Fig. A1.1(b) and Fig. A1.2(b), it can be concluded that when|

;’;/ T Lo Capoke)
2% j oo 6-pole |
% T S p S I it Bpok|

0%

D
Error (%)

FIG. Al.1 Butterworth Filters

3 Stein, Peter K.,The Unified Approach to the Engineering of Measurement . .
Systems for Test and Evaluatie | - Basic ConceptsStein Engineering Services the actual filter type employed by the test system Is not aCtua"y

Inc., 6th ed., Phoenix, AZ, 1995. known, then a conservative assumption would be that it is
“Tovey, F.M., “Measurement Uncertainty Analysis of a Transfer Standard Forcenecessary that the frequency being measured is not |arge|— than

Calibration System,Journal of Testing and Evaluationvol. 22, No. 1, January about 0.1 of the filter bandwidth for sinusoidal waveforms

1994, pp. 70-80. ) . S )
s\Wright, Charles P.Applied Measurement Engineering: How to Design Effec- ~ A1.2.1.1 If the filter type is indeed known from vendor

tive Mechanical Measurement SysteiReentice Hall, Englewood Cliffs, NJ, 1995. supplied data, choose the characterist@iowmmtgig.
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