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INTERNATIONAL
Standard Practice for
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Full-Scale Oxygen Consumption Calorimetry Fire Tests
This standard is issued under the fixed designation E 2067; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonej indicates an editorial change since the last revision or reapproval.
1. Scope 1.9 This standard does not purport to address all of the

1.1 This practice deals with methods to construct, calibrateSafety concerns, if any, associated with its use. It is the
and use full scale oxygen consumption calorimeters to helff2SPonsibility of the user of this standard to establish appro-
minimize testing result discrepancies between laboratories. Priate safety and health practices and determine the applica-

1.2 The methodology described herein is used in a numbdiility of regulatory limitations prior to use.
of ASTM test methods, in a variety of unstandardized test, Referenced Documents
methods, and for research purposes. This practice will facilitate”
coordination of generic requirements, which are not specific to 2-1 ASTM Standards: . .
the item under test. D 5424 Test Method for Smoke Obscuration of Insulating

1.3 The principal fire-test-response characteristics obtained Materials Contained in Electrical or Optical Fiber Cables
from the test methods using this technique are those associated_When Burning in a Vertical Cable Tray Configuratfon
with heat release from the specimens tested, as a function of D 5537 Test Method for Heat Release, Flame Spread and
time. Other fire-test-response characteristics also are deter- Mass Loss Testing of Insulating Materials Contained in
mined. Electrical or Optical Fiber Cables When Burning in a

1.4 This practice is intended to apply to the conduction of ~_ Vertical Cable Tray Configuratidn _
different types of tests, including both some in which the D 6113 Test Method for Using a Cone Calorimeter to
objective is to assess the comparative fire performance of Detérmine Fire-Test-Response Characteristics of Insulat-
products releasing low amounts of heat or smoke and some in N9 Materials Contained in Electrical or Optical Fiber
which the objective is to assess whether flashover will occur. Cables ) .

1.5 This practice does not provide pass/fail criteria that can E 84 Test Method for Surface Burning Characteristics of
be used as a regulatory tool, nor does it describe a test method _Building Materials
for any material or product. E 176 Terminology of Fire Standaﬁjs

1.6 For use of the Sl system of units in referee decisions, see E 603 Guide for Room Fire Experime#its

IEEE/ASTM SI-10. The units given in parentheses are pro- E 662 Test Method for Specific Optical Density of Smoke
vided for information only. Generated by Solid Materidls

1.7 This standard is used to measure and describe the E 906 Test Method for Heat and Visible Smoke Release
response of materials, products, or assemblies to heat and flame_Rates for Materials and Produtts
under controlled conditions, but does not by itself incorporate E 1354 Test Method for Heat and Visible Smoke Release
all factors required for fire hazard or fire risk assessment of the Rates for Materials and Products Using an Oxygen Con-

materials, products, or assemblies under actual fire conditions. _SUmption Calorimetér .
E 1474 Test Method for Determining the Heat Release Rate

Note 1—This is the standard caveat described in section F2.2.2.1 of the Of Upholstered Furnlture and Mattress Components or

Form and Style for ASTM Standards manual for fire-test-response ; ; ;
standards. In actual fact, this practice does not provide quantitative Composites Using a Bench Scale Oxygen Consumption

measures. Calorimete? . _ _
. . , o E 1537 Test Method for Fire Testing of Upholstered Furni-
1.8 Fire testing of products and materials is inherently

hazardous, and adequate safeguards for personnel and property:- 1590 Test Method for Fire Testing of Mattresses

shall be employed in conducting these tests. Fire testing g 1623 Test Method for Determination of Fire and Thermal
involves hazardous materials, operations, and equipment. See pg.ometers of Materials, Products and Systems Using and
also Section 7. Intermediate Scale Calorimeter (ICAL)

E 1740 Test Method for Determining the Heat Release Rate
L This practice is under the jurisdiction of ASTM Committee EO05 on Fire
Standards and is the direct responsibility of Subcommittee E05.13 on Large Scale
Fire Tests. -
Current edition approved Sept. 10, 2002. Published November 2002. Originally 2 Annual Book of ASTM Standardgol 10.02.
published as E 2067-00. Last previous edition E 2067—00a. 2 Annual Book of ASTM Standardgol 04.07.
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and Other Fire-Test-Response Characteristics of Wallcov- 3.1.3 oxygen consumption principle&—the expression of

ering Composites Using a Cone Caloriméter the relationship between the mass of oxygen consumed during
E 1822 Test Method for Fire Testing of Stacked Chairs  combustion and the heat released. (E176)
IEEE/ASTM SI-10, International System of Units (SI) The 3.1.4 smoke n—the airborne solid and liquid particulates
Modernized Metric Systefn and gases evolved when a material undergoes pyrolysis or
2.2 I1SO Standards: combustion. (E 176)
ISO Guide 52 - Glossary of Fire Terms and Definitions 3.1.5 smoke obscuratigm—reduction of light transmission
ISO 3261 Fire Tests - Vocabulary by smoke, as measured by light attenuation. (E 176)

ISO 5660-1, Fire Tests—Reaction to Fire—Rate of Heat 3.2 Definitions of Terms Specific to This Standard:
Release from Building Products (Cone Calorimeter 3.2.1 composite n—a combination of materials, which

Method) generally are recognized as distinct entities, for example,
ISO 9705, Fire Tests - Full-Scale Room Test for Surfacecoated or laminated materials.
Products 3.2.2 continuous (as related to data acquisitiorgdj—
2.3 California Bureau of Home Furnishings and Thermal conducted at data collection intervals®s orless.
Insulation Standard§: 3.2.3 sample n—an amount of the material, product, or

CA Technical Bulletin 129 (October 1992), Flammability assembly, to be tested, which is representative of the item as a
Test Procedure for Mattresses for Use in Public Buildingsvhole.

CA Technical Bulletin 133 (January 1991), Flammability 3.2.4 specimen n—representative piece of the product,
Test Procedure for Seating Furniture for Use in Publicwhich is to be tested together with any substrate or treatment.
Occupancies 4. Significance and Use

2.4 NFPA Standardg: - =19 S

NFPA 265 Standard Methods of Fire Tests for Evaluating 4-1 The oxygen consumption principle, used for the mea-
Room Fire Growth Contribution of Textile Wall Coverings Surements described here, is based on the observation that,

NFPA 266 Standard Method of Test for Fire Characteristicgenerally, the net heat of combustion is directly related to the
of Upholstered Furniture Exposed to Flaming Ignition @mount of oxygen required for combustid).” Approxi-
Source mately 13.1 MJ of heat are released per 1-kg of oxygen

NFPA 267 Standard Method of Test for Fire Characteristics®onsumed. Test specimens in the test are burned in ambient air
of Mattresses and Bedding Assemblies Exposed to Flamgonditions, while being subjected to a prescribed external
ing Ignition Source heating source.

NFPA 286 Standard Methods of Fire Tests for Evaluating 4-1.1 This technique is not appropriate for use on its own
Room Fire Growth Contribution of Wall and Ceiling When the combustible fuel is an oxidizer or an explosive agent,

Interior Finish which release oxygen. Further analysis is required in such
2.5 UL Standards$ cases (see Appendix X2_). _
UL 1685, Standard Vertical Tray Fire Propagation and 4-2 The heat release is determined by the measurement of
Smoke Release Test for Electrical and Optical Fiberthe 0xygen consumption, as determined by the oxygen con-

Cables centration and the flow rate in the combustion product stream,
UL 1975, Standard Fire Tests for Foamed Plastics Used fd @ full scale environment. .

i and exhaust gas flow rate. Additional measurements include
3. Terminology the specimen ignitability, the smoke obscuration generated, the
3.1 Definitions—For definitions of terms used in this prac- specimen mass loss rate, the effective heat of combustion and
tice, refer to Terminology E 176 and ISO 3261. In case ofthe yields of combustion products from the test specimen.
conflict, the definitions given in Terminology E 176 shall 4.4 The oxygen consumption technique is used in different

prevail. types of test methods. Intermediate scale (Test Method E 1623,
3.1.1 heat release raten—the heat evolved from the UL 1975) and full scale (Test Method D 5424, Test Method
specimen, per unit of time. (E176) D5537, Test Method E 1537, Test Method E 1590, Test

3.1.2 ignition, n—the initiation of combustion. (E 176) Method E 1822, ISO 9705, NFPA 265, NFPA 266, NFPA 267,
3.1.2.1 Discussior—The combustion may be evidenced by NFPA 286, UL 1685) test methods, as well as unstandardized
glow, flame, detonation or explosion. The combustion may beoom scale experiments following Guide E 603, using this

sustained or transient. technique involve a large instrumented exhaust hood, where
oxygen concentration is measured, either standing alone or
4 Annual Book of ASTM Standardgol 14.02. positioned outside a doorway. A large test specimen is placed

° Available from International Standardization Organization, P.O. Box 56, either under the hood or inside the room. This practice is

CH-1211; Geneva 20, Switzerland. . . . . . -
6 Available from California Bureau of Home Furnishings and Thermal Insula- intended to address issues associated with equipment requiring

tion, State of California, Department of Consumer Affairs, 3485 Orange Grove& large instrumented hood and not stand-alone test apparatuses

Avenue, North Highlands, CA 95660-5595. with small test specimens.

7 Available from National Fire Protection Association (NFPA), 1 Batterymarch
Park, Quincy, MA 02269-9101. -

8 Available from Underwriters Laboratories (UL), Corporate Progress, 333 ° The boldface numbers in parentheses refers to the ligt of references at the gnd
Pfingsten Rd., Northbrook, IL 60062. of this standard. bocu menis
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4.4.1 Small scale test methods using this technique, such ghe wallboard is thicker, it will not affect the results of this test. Gypsum
Test Methods D 6113, E 1354, E 1474 and E 1740, as well ag\!allboard is likely to generate a measurable amount of heat or smoke
ISO 5660 internationally, are based on a stand-alone apparat§/éase at high heat inputs, due primarily to its paper facer.
wherein a small specimen is tested within the equipment. 5.1.2.1 Install an additional layer of fire rated wallboard on

4.5 Throughout this practice, test equipment is referenced tthe portions of the walls or ceiling directly adjacent to the test
provide helpful guidance to test facilities. Substitution of specimen location. Cover at least 1.22 by 1.22 m (4 by 4 ft) of
equivalent, or better, test measuring devices is permissible. the ceiling with the added wallboard, but do not place an
additional layer of wallboard under the test specimen. This
ceiling surface is the most severely exposed to flames and heat

5.1 Standard Rooms and needs frequent replacement. Replace any portion of the

5.1.1 Three standard room configurations have been ifning if cracks occur or severe burn damage is observed.
common use for many years, often designated as the “ASTM"/ 5.1 2.2 Frequently, whenever there is a single test specimen,
“ISO” room (cited in Guide E 603 and in ISO 9705), and thesych as Test Method E 1537, Test Method E 1590, or Test
“California” room (used in CATB 129 and CATB 133, as well Method E 1822, the test specimen location is the corner of the
as, Test Methods E 1537, E 1590, and E 1822), and the cabjgom furthest away from the doorway. The test specimen also
tray test room (used in Test Methods D 5424 and D 5537, ag usually placed on a weighing platform. This test room is
well as, in UL 1685). unsuitable for Test Method D 5424 or Test Method D 5537.

5.1.2 ASTM/ISO Room-The test room shall have interior The test method indicates test Specimen location.
dimensions of 2.44 mx 25 mm by 3.66 mt 25 mm by 2.44 5.1.2.3 When testing surface linings (walls or ceilings),
m = 25 mm high (8 by 12 by 8 ft high). The room shall have weighing of the test specimen during the test is usually not
no openings other than a doorway opening 0.76® mm by  practical. Mass loss during testing, if desired, must be esti-
2.03m=*= 6 mm (30 by 80 in.), located as indicated in Flg 1, mated from calculations.
and other small openings, as necessary to make test measures 1.3 California Roora—The test room shall have dimen-
ments. Construct the test room of wooden or metal studs, anglons of 3.05 m+ 25 mm X 3.66 m=+ 25 mmXx 2.44 m=+ 25
line it with gypsum wallboard, Type X, or calcium silicate mm high (10 by 12 by 8 ft high). The room shall have no
wallboard. Position a hood (see Section 6) outside of the roor8penings other than a doorway opening 0.97 & mm x 2.06
doorway, such that it collects all the combustion gases. Therg, + 6 mm (38 by 81 in.), located as indicated in Fig. 2, and
shall be no obstructions to the air supply to the test setup. other small openings, as necessary to make test measurements.

Note 2—Both Type X gypsum wallboard and calcium silicate wall- CONstruct the test room of wooden or metal studs, and line it

board with a thickness of 12.7 mm (0.5 in.) have been found acceptable.

5. Test Room Layout

¢—305m— )
076 M — ———
+—> A 0 A

+
specimen

X

TEST BURN ROOM TEST BURN ROOM

i i Smoks O i i
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El Location of Smoke Obscuration Monitor [:1 Location of Smoke Obscuration Monitor

+ Ceiling Thermocouple 4+ Ceiling Thermocouple

X 1.2 m Thermocouple X 1.2 m Thermocouple

[0 Gas Sampling Line 00 Gas Sampling Line

Note 1—See text for tolerances; room instrumentation is optional. Note 1—See text for tolerances; room instrymentation is optional.
FIG. 1 Test Room Configuration A (ASTM room) FIG. 2 Test Room Configuration B (CAﬁﬁcu ments
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with gypsum wallboard, Type X, or calcium silicate wallboard. equal. The air intakes are 559 mm by 343 mm high (22 by 13.5
Position a hood (see Section 6) outside of the room doorwayn.) either side of the door, 914 mm by 343 mm high (36 by
such that it collects all the combustion gases. There shall be nb3.5 in.) under the door, and the entire back wall length, with
obstructions to the air supply to the test set-up. a height of 305 mm (12 in.). Air intakes are not permitted in
Note 3—Both Type X sum wallboard and calcium silicate wall- either of the other two walls. . .
board with a thickr):gss ofglyzp.7 mm (0.5 in.) have been found acceptable. 5.1.4.5 The door shall be CQnStrUCted with wired gIa_ss, and
If the wallboard is thicker, it will not affect the results of this test. Gypsum Shall measure 906 25 mm wide and 210G= 25 mm high
wallboard likely is to generate a measurable amount of heat or smok&35+ 1 in. by 83* 1 in.), with an overall conductive heat flux
release at high heat inputs, due primarily to its paper facer. loss no greater than that of the walls, that is, \6/8m? K) (30
Btu/h-ft?). A steel-framed wired glass door will meet these

5.1.3.1 Install an additional layer of fire rated wallboard on . ;
y equirements. Adequately seal the sides and top of the door to

the portions of the walls or ceiling directly adjacent to the test’

g ) t drafts.
specimen location. Cover at least 1.22 by 1.22 m (4 by 4 ft) ofreven . .
the ceiling with the added wallboard, but do not place an 5.1.4.6 Construct a truncated pyramid stainless steel hood,

additional layer of wallboard under the test specimen. ThiJOrmed as shown in Fig. 3, and I_ocate iton top of the enclosure
y b talls. Make the slope on each side of the hood 40°. Form a seal

ceiling surface is the most severely exposed to flames and he " the hood and th ls: e | )

and needs frequent replacement. Replace any portion of t ween the hood an € wals, a compressible mnorganic

lining if cracks occur or severe burn damage is observed. atting as gasket is suitable. Insulate the exterior of the hood to
make an overall conductive heat loss no greater than that of the

5.1.3.2 This test room commonly is used for furniturewans Locate a cubical stainless steel collection box, 2126
testing only. Usually, the test specimen is located in a corne m (36 1 in.), on a side on top of the exhaust hood, with a

and placed on a weighing platform. This test room is unsuitabl \ . i .
for Test Methods D 5424 or D 5537. The test method indicateg'.ornlnal 410x 25-mm (16 = 1-in.) d_|ameter stainless steel
pipe exhaust duct centered in one side.

test specimen location. 5.2 Nonstandard Rooms
5133 When testing s.urface Iinings (walls_or ceilings), 5:2.1 Standardized teéts also are conducted in rooms of
weighing of the test specimen during the test is usually no.gomewhat different dimensions than the ASTM or California

practical. Mass Ioss_ during testing, if desired, must be eStIFooms, after the attainment of equivalent results has been
mated from calculations.

demonstrated.
5.1.4 Cable Tray Test Room 5.2.2 Nonstandardized tests and research experiments are

5.1.4.1 The test room shall have floor dimensions of 2.44 My, qcted in rooms of different sizes. The compartment size,
= 25 mm by 2.44 mt 25 mm, with & height of 3.35 Nt 25 gha06 “and openings shall be chosen to simulate the nature or
mm (8 ft = 1in. by 8 ft= 1in. by 11 ft= 1in. high). Ontop  ne of compartment or facility in which the subject material,
of the walls there shall be a pyramidal collection hood (Se&roqyct, or system is expected to be used in actual service. If

Section 6 for exhaust system information), with a collectioniyere is 4 range of sizes, then account shall be taken of the fact
box. The W?r:zls shall have art721aX|mum conductive heat flux 10sg5; for a given ignition exposure, the smaller compartment
of 6.8 W/(nK) (30 Btu/h-ft’), based upon an inside wall gj;65 ysyally will provide the most severe fire development

temperature of 38°C (100°F) and an outside air temperature Qlynditions. Whenever possible, a compartment shall be de-

24°C (75°F), and the interior surface of the walls shall begigneq to be symmetrical and as simple as possible for ease of
painted flat black.

) ) analysis. Space between the top of door and the ceiling is
5.1.4.2 Any materials of construction that meet the aboveyitical because of the trapping of the smoke and hot gases. The

requirements are acceptable. Two examples of acceptablgom shall be located inside a larger, carefully ventilated
construction materials are nominally 152-mm (6-in.) thick

concrete masonry blocks (density: 1700 kgrtiL06 Ib ) Guide . A Opening g 400
and thermal conductivity nominally= 1.75W/(m K), at 21°C; vanes il T R—— {
12.13 Btu in./ft h °F, at 70°F) or nominally 13 mm (0.5 in.) — AT pitot tube vanes< A 1L~ X
gypsum board, with 8% 6 mm (3.5+ 0.25in.) of standard ~ §=== pc7 S 5
fiberglass insulation, with aR value of 1.94 M K/W (which Exhaust duct & 408 A EEL
corresponds in practical units to &value of 11 h ff °F/Btu). Lamp, photo ool 0800 I c
Windows for observation of the fire test are allowed in the | —A Gas analysis ool plameam ) =
waIIs;n(%:'nsure t2that the total area of the windows does not exceed gas’ sleaning Opening 8 |4 |
1.86 (20 f ) Frame of steel/ I
5.1.4.3 Select materials of construction which withstand the B x 3.2
high temperatures and presence of open flame within the test Stesl plates” oo
enclosure and duct. An acceptable construction consists of 1000 x 2440 Dimensions in millimeters
concrete masonry blocks nominally 203 mm high by 406 mm TR
wide by 152 mm thick (8 by 16 by 6 in.). #240” | B340
5.1.4.4 Provide air intakes at the base of two opposite walls, 3octee] plates Details of exhaust system

one of which contains the access door. Ensure that the total A, = min 335°mm

. L. . Section A—A B, C = min 30mm
cross sectional area of the air intakes is 1+46.03 nf (2250+ Cross Section of Guide Vanes
50 in?), and that the intake areas are divided approximately FIG. 3 Design of Hood and Exhaust sysBOCcUMents
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enclosure to ensure minimum interference from drafts or windnmaintained between enclosure walls and the test specimen in
currents. all directions.

5.2.3 Follow the guidelines of 5.1.2 or 5.1.4 for the CON-¢ Hiood and Exhaust Collection System
struction materials, depending on the application. Be especially’ ) )
6.1 The exhaust collection system shall consist of a blower,

mindful of the use of additional fire rated wallboard if test LT
specimens are placed near walls or ceilings. steel hood, duct, bidirectional probe, thermocouple(s_), oxygen
measurement system, smoke obscuration measuring system

53 Furm_ture Calorlmetgr (Qpen Calor_lmeter) . _ (white light or laser), and combustion gas sampling and
5.3.1 This type of testing is appropriate for mtermed|ate&ma|ysiS system.

scale test methods, such as Test Method E 1623, and for testingg 1 1 The system for collecting the combustion products

individual products, such as items of furniture, or relatively gp)| have a capacity and be designed in such a way that all of
large constru_ctions, such as foam (jisp_lays (UL 1975)._Positio§he combustion products leaving the burning specimen are
the test specimen centrally on a weighing platform, which shalgo|iected. Design the capacity of the evacuation system so as to
be located centrally under the collection hood. exhaust and collect all combustion gases leaving the burning
5.3.2 The test enclosure that houses the exhaust hood shakt specimen without excessive make-up air.
be of sufficiently large dimensions that there are no spurious 6.2 Place probes for sampling of combustion gas and for
heat radiation effects from the walls or any other nearbymeasurement of flow rate in accordance with 6.3. Measure all
objects. The air flow to the test specimen shall be symmetricaiombustion product (smoke obscuration and gas concentra-
from all sides. The hood is located directly above the testions) at a position in the exhaust duct where the exhaust is
specimen (see Section 6). uniformly mixed and there is a nearly uniform velocity across
5.4 Enclosure Room the duct section. A distance of 8 to 30 duct diameters is

5.4.1 Any test room, as well as any furniture calorimeter,Satisfactory for this purpose. .
together with the corresponding hood and exhaust duct system, 6-3 Instrumentation in Exhaust DuetFurther details are

shall be positioned in a large enclosed room. The enclosuré®t out in Section 7. _
area shall be constructed of fire resistant materials, such as®-3.1 Flow Rate—Measure the flow rate in the exhaust duct

concrete, for walls and ceiling, and it shall be completelyby means of a bidirectional probe located at the center line of

isolated from neighboring rooms and facilities. The walls ofthe duct. Measure the flow rate in the exhaust duct with an

the enclosure shall be far enough away from the walls of th@ccuracy of at least. 10 %. The response time to a stepwise

test room for the enclosure room to be ventilated adequatelgh@nge of the duct flow rate shall be a maximuré e toreach

The height of the ceiling shall be sufficient to allow for 90 % of the final value. _

installation of the exhaust duct and easy access to the heat8-3.2 Combustion Gas Analysis o

release calorimetry and other instrumentation. 6.3.2.1 Sampling Line-Make the sampling line tubes of a
5.4.1.1 It is important that during each test a free ancInatenal not influencing the concentration of the combustion

sufficient flow of make-up air be available to facilitate the gas species to be analyzed. See 7.1 for the sequence of the gas

. . : . train.
combustion process, without creating any forced flow of air 6.3.2.2 Oxygen MeasuremeniMeasure the oxygen con-

into or out of the test room. The combination of exhaust hood

. ; 0
and enclosure room shall be sufficiently large to achieve thigentraﬂon with an accuracy of at Ieast(l.04 % of full scale
objective. in the output range of 0 to 21 volume % oxygen,r0.01

) volume % oxygen, in order to have adequate measurements of
5.4.1.2 Distances of at lea$ m (20 f) between the 10 of heat release. Take the combustion gas sample from the

enclosure walls and the walls of the test room and a miniMuMy of the sampling line. Calculate the time delay, including
height of 4.6 m (15 ft) are recommended, as mwmumtEa

. X . e time constant of the instrument, from the test room, which
requirements; larger enclosure rooms are even more desiralle, fnction of the exhaust duct flow rate. It shall be no more
since they will minimize any effects of the enclosure walls ony,

" . o2 an 30 s.
the test conditions. Such effects include radiative feedback 3.2.3Carbon Monoxide and Carbon Dioxide

from the heated walls and obst_ruction_ of air ;upply into theyaasurement-Measure the combustion gas species with an
room. A larger enclosure also will provide easier access to all,ct-ment having an accuracy of at leas0.1 volume % for

;ides of the test room and instrumentat_ion durin_g the tests, and, hon dioxide and: 0.02 volume % for carbon monoxide. A
in case of an emergency, and for routine repairs and maintgyitaple output range is 0 to 1 volume % for carbon monoxide
nance. See 11.2.14 for information regarding smaller enclosurgnd 0 to 6 volume % for carbon dioxide. Take the combustion
rooms. gas sample from the end of the sampling line. Calculate the
5.4.2 The enclosure shall allow for sufficient supply of freshtime delay, including the time constant of the instrument, from
air into the test room during tests and shall not create anyhe test room; it is a function of the exhaust duct flow rate. It
obstructions to the ambient air supply. Openings in the encloshall be a maximum of 30 s.
sure shall not be situated in a way that would create any forced 6.3.2.4 Smoke Obscuration Measuremeshstall an opti-
convective air flows inside the test room, and thUS, affecting th@a| System for measurement of ||ght obscuration across the
burning of the test specimen. centerline of the exhaust duct. Determine the optical density of
5.4.3 When using an open (furniture) calorimeter, it isthe smoke by measuring the light transmitted with a photom-
recommended that a minimum distancE@®@m (20 ft) be eter system consisting of a lamp,. plarid G@IMEeERtSn
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aperture, a photocell, and an appropriate power supply. Con-Note 4—lt s likely that a single system will not have the same degree

struct the system so that soot deposits on the optics during @ accuracy of heat release rate measurements over a range of heat release

; ieai osfates as high as 1 MW and as low as 10 kW. Tests designed to assess
test do not reduce the light transmission by more than 5 A, hether flashover will occur, such as NFPA 265, NFPA 286, or ISO 9705,

Alternatively, instrumentation using a laser beam system, Wltkﬁquire measurements as high as 1 MW, while tests designed to assess the

an 0.5 to 2.0 mW helium-neon laser, instead of white lightgitapility of single products, such as Test Methods E 1537 and E 1590 or
system is also acceptabﬁe- It h?-S been shown that white lighiL 1975, require accurate measurements of at levels of < 100 kW; thus,
and laser systems will give similar resu(t-6). measurement accuracy must be a function of test requirements.

6.4 Example Design of a Satisfactory Collection Hood and 6.4.5 Use of an alternative exhaust system design is limited
Exhaust Duct-The system described has been tested ing those systems shown to produce equivalent results. Equiva-
practice and proven to fulfill the requiremer{%-8) lency is demonstrated by meeting the calibration requirements.

6.4.1 The hood is located just outside the room doorway. IltExhaust system designs based on natural convection are not
bottom dimensions are 2.4 by 2.4 m (8 by 8 ft) and the heighpermitted.
is 1.0 m (3.3 ft). On all four sides steel sheets are extended 1.0 6.4.6 When using an open calorimeter the hood shall be
m (3.3 ft) downwards, making the effective height of the hoodinstalled above the mass measuring system and test specimen.
2.0 m (6.6 ft). The distance between the lower edge of the hootthe distance between the lower edge of the hood and the mass
and the floor (or the weighing platform when using a furnituremeasuring system shall range between 1.8 and 3.0 m (6 to 10
calorimeter) shall be 1.8-2.0 m (6.0-6.4 ft). The hood feedst). The hood shall be designed and manufactured such that no
into a plenum having a 0.9 by 0.9 m (3 by 3 ft) cross-sectionakpill-over occurs and all the smoke is collected.
arga, and a.height of 0.9 m (.3 f). The maximum acc_eptable Note 5—If hoods are too large, potential resulting problems are
he!ght of this F"enum area is 1.8 m (6 f), depending ONexcessive air entrainment, deposition on cold surfaces, or dilution of
building constraints. In the plenum chamber two baffle (usuallygmoke.

steel) plates approximately 0.5 by 0.9 m (1.6 by 3.0 are(? 6.4.7 Leakage of combustion products is detectable visually

located to increase mixing of the combustion gases. The hood " ) .
9 9 uring burn tests. Visually observe the collection of gases and

zziﬂrse designed and manufactured so that no SpIII_Ovesmoke through the exhaust duct. If any smoke escapes into the

. surroundings, even at high exhaust flow rates, use a skirt
6.4.2 The exhaust duct shall be connected with the plenurEapable of withstanding the high temperatures, aou (3 ft)

chamber. The inner diameter of the exhaust duct shall be in tr\ﬁide to hang around the lower edges of the exhaust hood as a
rangte 40qa760 mm %16_32 ';')' Tol fac;llgatet Som medasu][et'curtain. This curtain will assist in guiding more of the
ments, guide vanes, It needed, are located at both ends o IE%mbustion products into the exhaust hood. Note that, if such

exhaust duct. Alternatively, the rectilinear part of the exhaqsg curtain is used during burn tests, all system calibrations also
duct shall have such a length that a fully-developed flow prof|le,shall have been conducted with this curtain in place

is established at the point of measurement. 6.5 If pollution abatement equipment is present, the exhaust
~6.4.2.1 The exhaust duct shall be connected to an evacugsmoyal system shall still be capable of fulfilling the require-

tion system. The capacity of the evacuation system shall bg,ents of the test method throughout the entire test, without
designed to exhaust all combustion gases leaving the specimegecting the results. If the system affects test results, such

This requires an exhaust capacity of at least 2.7 Rgabout  results as are obtained after the effect of the abatement
8000 n? h™t at standard atmospheric conditions) correspondin%quipmem come into effect are invalid.

to a driving under pressure of about 2 kPa at the end of the
duct. A variable speed exhaust fan with a DC motor drive is’- Exhaust Duct Instrumentation
suitable for this use. Alternatively, an adjustable frequency 7.1 Agas analysis system is required to make measurements
controller also is suitable, in conjunction with a single speedf oxygen (for determining heat release), and other gaseous
exhaust fan. species, such as carbon monoxide, carbon dioxide and any
6.4.2.2 The controller generates an adjustable voltagesther species of interest, in the exhaust duct. The sequence of
frequency output for complete control of the conventionalthe gas train shall be sampling probe, soot filter, cold trap, gas
induction motor that runs the exhaust fan. The system allowpath pump, vent valve, plastic drying column and carbon
for control of the exhaust flow rate from zero to the maximumdioxide removal columns (if used), flow controller, and oxygen
capacity of the fan by adjusting the speed of the motor. It shalnalyzer. The gas train also shall include appropriate spanning
be possible to control the exhaust flow from about 0.5Rwp  and zeroing facilities. Other designs are acceptable if equiva-

to maximum flow during the test process. lency has been demonstrated.
6.4.3 The system shall be capable of measuring rates of heat7-2 To install the instruments in the duct, and for mainte-
release with sufficient accuracy (at least 6 %). nance purposes, one or more access doors shall be provided in

6.4.4 When the objective of the tests is to perform comparite exhaust duct. These exhaust duct doors shall be sealed

sons between products expected to release low amounts of hdightly during testing'®

or smoke, the system shall still be capable of measuring low /-3 Gas Sampling Probe _ .
rates of heat release (such as 10 kW) with sufiicient accuracy /-3-1 The gas sampling probe shall be located in a position
(at least 6 %). If concentration gradients are found to existvhere the exhaust duct flow is well mixed (turbulent flow).

mixing vanes are an adequate means of addressing the prob-—

lem. 19 High-temperature silicone rubber sealant is °uitablBﬂeMments
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Install the gas sampling probe at a distance of at least eight dupbsitioned at the desired location, made from a material not
diameters downstream of the last turn from the exhaust hoodinfluencing the concentration of the combustion gas species to
If the minimum straight section before the measuring system ibe analyzed. Transport combustion gases through a heated
at least eight times the inside diameter of the duct the exhaugpreferably electrically) line to prevent condensation of mois-
flow is likely to be uniformly mixed. If the measuring system ture or other combustion products in the line. Maintain the
is positioned at a distance of less than eight diameterdjeated line at a temperature of at least 110°C (230°F). Remove
equivalent results and good mixing shall be demonstrate@articulates contained in combustion gases with inert filters.
before use. Use oil-free pumps, such as diaphragm pumps, to transport

7.3.1.1 The following experiment helps to determine howsample gases from the test room to the gas analyzers. All tube
well the exhaust gases are being mixed. Position a gas burnéitfings and pipe connections throughout the length of the gas
such as the burners described in 11.2.3 or 11.2.4, at the locatidffin shall be gas tight so as to ensure that no gas leakages
of the test specimen in the test room (or under the exhaust hod&cur in the system. This is particularly crucial on the suction
if using an open calorimeter). Burn propane gas at a constagide of the gas sampling pump where outside air might be
gas flow, for example 54 L/min, which produces an 80 kW fire.drawn into the system and dilute the stream of sample gas.
Allow the gas to burn for 2-3 minutes to reach a steady statd-€akage of air into the sample gas will cause serious errors in
Use a plain L-shaped 6 mm (0.25 in.) stainless steel tube facin€ gas concentration measurements.
downstream of the exhaust duct at the sampling location of the N - . o )

ote 6—All tube fittings and pipe connections in the gas analysis

actual gas samplln_g prObe' TfaYEfS_e the tube from top tgystem shall be made of stainless steel or other corrosion resistant
bottom of the duct in 25 mm (1 in.) increments. Record thematerials to avoid corrosion. Corrosion of gas handling tubes and fittings
combustion gas concentration at each position and inspect th@tentially affects the chemical composition of the sample gas and causes
recorded values. If gas concentrations are fairly constargerious errors in the test measurements.

(within 10 %) throughout the experiment, mixing has been Nore 7—Heated lines are not necessary for the measurement of carbon
achieved. If gas concentrations vary widely throughout thénonoxide, carbon dioxide, or oxygen; however, utilization of hea@ed lines

cross sectional area of the exhaust duct, mixing vanes or bafflés necessary for the following gases: water, hydrogen chloride, and

need to be added to the exhaust system. Repeat these meas§pgdensable hydrocarbons. Moreover, even if these gases are not being
. .. . measured, the use of heated lines prevents their deposition inside the
ments until good mixing has been achieved.

sampling tube, which potentially will reduce or obstruct the free flow of
7.3.2 Sampling probes shall collect samples across the fuflases inside the line.

diameter of_the_exhqust duct, and thus,_ prefer_ably be of th? bar 7.3.4 Particulate Filter and Removal System for Condens-
type and minimize disturbance of the air flow in the duct. Rlnga les

type sampling probes also are acceptable, although they do noP i

collect gas samples across the full diameter of the duct. In /-3-4-1 The gas sample entering the gas analyzers shall be
either case turn the intake of the sampling probe downstream {5€€ ©f moisture, soot, condensable hydrocarbons, and any
prevent soot from clogging the probe. The sampling probé)the_r particulates. Use in-line filters to remove soot and other'

shall be manufactured from corrosion resistant materials, sudpg'ticulates before the gas sample enters the gas analysis
as stainless steel or polytetrafluoroethylene. Collect the conyStem. These filters shall be replaced daily; however, in some

bustion gas samples across the entire diameter of the exha§@Ses_line filters need to be replaced after each fire test,

duct. Install the gas sampling probe at the center of th&specially if the burn has been particularly intense or especially

cross-sectional area of the exhaust duct with the holes facingPCW- Soot filters shall be replaced when needed, to ensure a
downstream of the flow. ee and sufficient flow of sample gas through the gas analyzers

7.3.2.1 Inspect the sampling probe frequently and removéjurlng the test.

any particulate deposit in the holes or in the line. The frequency ,/-3-4-2 Use a removal system to remove the water content

of required cleaning of the probe depends on the frequency arff the gas sample, and condensables, continuously, as dis-

intensity of the tests conducted in any facility. When all Cussed in 7.3.4.3-7.3.4.5.

components of the gas train, such as all filters, cold bath, 7.3.4.3 One option for water removal system is a cold trap.

valves, rotameters and pump are clean, but a sufficient flowh cold trap (refrigeration system) consists of condensing unit,

cannot be maintained through the analyzers, this is an indicompressor and evaporator unit, and often also contains a

tion that the sampling probe holes are probably clogged. In thif¢mperature control unit.

case, the sampling probe shall be removed and cleaned.7.3.4.4 The concept of the cold trap is to continuously cool

Methanol or other solvents are often needed to remove harithe sample gas in order to condense the water content in the

soot deposits and other contaminants. Reinstall the gas sammixture of gases and provide a moisture-free stream of sample

pling probe after cleaning and make sure all the openings argases to the gas analyzers. An ice bath often is used as a valid

sealed and there is no leakage into the system. The samplidternative.

probe shall be cleaned with a frequency no less than monthly. 7.3.4.5 A different valid alternative to a chiller of any kind
7.3.2.2 ltis possible to install the gas sampling probe facings the use of a selective permeability membrane drier, which

upstream of the flow; however, in this condition the probehas been shown to be very effecti@®.

holes will clog more quickly and need to be cleaned more 7.3.4.6 Neither the soot filters nor the condensable removal

often. system shall introduce a large “dead” volume into the gas train.
7.3.3 Gas Sampling Line-The gas sampling line shall be A large “dead” volume is a potentia! Conmcums
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