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QH”) Designation: E 278 — 96 <*

Standard Test Method for

Phosphorus in Iron Ores (Titrimetric) *

This standard is issued under the fixed designation E 278; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonej indicates an editorial change since the last revision or reapproval.

€' Notre—Editorial changes were made throughout in June 1997.

1. Scope with compositional specifications for phosphorus content. It is
1.1 This test method covers the determination of phosphgassumed that all who use these procedures will be trained

rus in iron ores, concentrates, and agglomerates. analysts capable of performing common laboratory procedures
1.2 This test method covers the determination of ph()sphofskillfully and safely.llt is expected that work will be performed

rus in the concentration range from 0.01 to 1.00 %. in a properly eqUIppeq laboratory and that proper waste

responsibility of the user of this standard to establish appro-GU'de E 882.

priate safety and health practices and determine the applica-5

- A . . Interferences
bility of regulatory limitations prior to use. ) ) )
5.1 Vanadium and arsenic, elements commonly found in
2. Referenced Documents iron ores, coprecipitate with the phosphorus. Provisions for
2.1 ASTM Standards: their removal or elimination of their interference are included
D 1193 Specification for Reagent Watter in this test method. _ _
E 691 Practice for Conducting an Interlaboratory Study to 5-2 Titanium tends to form an insoluble compound with
Determine the Precision of a Test Metfod phosphorus and thus may cause low values for phosphorus.
Oreg 6. Reagents

E 882 Guide for Accountability and Quality Control in the

Chemical Analysis Laboratofy 6.1 Purity of Reagents-Reagent grade chemicals shall be

used in all tests. Unless otherwise indicated, it is intended that

3. Summary of Test Method all reagents conform to the specifications of the Committee on

3.1 The sample is dissolved in hydrochloric and nitric acids Analytical Reagents of the American Chemical Society where
After the addition of perchloric acid, the solution is evaporatedSuch specifications are availali©ther grades may be used,
to strong fumes to dehydrate the silica. The insoluble residue irovided it is first ascertained that the reagent is of sufficient
filtered off, ignited, and treated for the recovery of any high purity to permit its use without lessening the accuracy of
contained phosphorus. Ammonium molybdate is added té1€ determination. o
precipitate phosphomolybdate. The precipitate is filtered off 6.2 Purity of Water—Unless otherwise indicated, referencgs
and washed free from acid. It is then dissolved in an excess ¢ Water shall be understood to mean reagent water as defined

standard sodium hydroxide solution. The excess sodium hyRY Type | of Specification D 1193. o
droxide is titrated with a standard solution of nitric acid using1 6.3 Ammonium Molybdate Solution (AcidieReagent No.

phenolphthalein as an indicator. ] )
6.4 Ammonium Nitrat§NH,NO,).
4. Significance and Use 6.5 Ferric Chloride Solutior—Dissolve 0.3 g of pure iron
4.1 This test method is intended to be used for complianc&ire in 25 mL of HCI (1 +1). Oxidize by adding HNO
dropwise to the hot solution. Cool, add 25 mL of HCI, dilute to
1L and mix.
*This test method is under the jurisdiction of ASTM Committee E-1 on 6.6 Ferrous Sulfate Solutier-Dissolve 100 g of ferrous

Analytical Chemistry for Metals, Ores, and Related Materials and is the direc P i : +
responsibility of Subcommittee E01.02 on Ores, Concentrates, and Related Met;-u'fate (FeSQ7HZO) in 1 L of sulfuric acid (I‘&SO4, > 95)'
lurgical Materials.
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6.7 Hydrobromic Acid(1 + 4)—Mix 20 mL of concentrated h, cap the bottle, and cool to room temperature in a desiccator.
hydrobromic acid (HBr, sp gr 1.49) with 80 mL of water. Momentarily release the cap to equalize pressure and weigh the
6.8 Hydrochloric Acid(1 + 1)—Mix equal volumes of con- capped bottle to the nearest 0.1 mg. Repeat the drying and
centrated hydrochloric acid (HCI, sp gr 1.19) and water. weighing until there is no further weight loss. Transfer the test
6.9 Hydrofluoric Acid (sp gr 1.15)—Concentrated hydrof- sample to a 400-mL beaker and reweigh the capped bottle to
luoric acid (HF). the nearest 0.1 mg. The difference between the two weights is
6.10 Nitric Acid, Standard(0.15 N)}—Transfer 10 mL of the weight of the test sample.
clear and water white concentrated nitric acid (HN®p gr 8.2 Moisten the test sample with a few millilitres of water

1.42) to a 1-L flask, dilute to the mark, and mix. Standardize;nq add 25 mL of HCI for each gram of test sample. Cover and
this solution against the standard NaOH solution using phegjigest pelow the boiling point until all soluble minerals are in
nolp_hthaleln as indicator. If deswegl, this solutpn may b_e madegution. Add 5 mL of HNQ and 20 mL of HCIQ and
equivalent to the standard sodium hydroxide solution bys\anorate to strong fumes to dehydrate the silica. Cool, add 50
dilution V‘.”t.h water. . . mL of water, and warm until soluble salts are in solution. Filter
6.11 Nitric Acid, Wash Solut|or(1 *99)—Mix 10 mL of  oh4 cojlect the filtrate in a 300-mL Erlenmeyer flask. Wash the
concentrated HNG) (sp gr 1.42) with 990 mL of water. residue with HNQ (1 + 99), and finally with hot water until

6.12 Perchloric Acid (70 %) (HCIQ,). ) .
6.13 Phenolphthalein Indicator SolutierDissolve 0.2 g of fre:;rﬁgr;]if:rf:;o?giz.r E;:;irea;;;ze izlt:‘t?)l:tsilnnt?ma ICC;\LIJVC?S:L

phenolphthalein in 100 mL of ethanol.

6.14 Potassium Nitrate, Wash Soluti¢0 g/L)—Dissolve Cool, moisten with several drops of water and add 2 mL of
10 g of potassium nitrate (KN in water, dilute to 1 L, and HCIO, and 5 mL of HF, and evaporate to complete dryness.
mix. Fuse the residue wit3 g of NgCOs. Place the crucible in a

6.15 Potassium Permanganate Soluti(@ g/L)—Dissolve 250-mL beaker and add 100 mL of water. Heat to disintegrate

25 g of potassium permanganate (KMp@ water and dilute  the melt and to dissolve all soluble salts. Remove, wash, and
to 1 L. police the crucible. Filter the alkaline solution through a

6.16 Sodium CarbonatdNa,CO5). medium-texture paper and collect the filtrate in the 400-mL
6.17 Sodium Hydroxide, Stock SolutieDissolve 300 g of ~Peaker. Wash the residue with hot water and discard. Acidify
sodium hydroxide (NaOH) in 1 L of water. Add a slight excessthe filtrate with HCI, add 5 mL of the FeClsolution, and
of barium hydroxide (Ba(OH) to precipitate any carbon render the solution alkaline to litmus with N&H. Boil for 1

dioxide (CQ). Allow any precipitate to settle out. Store the min to coagulate the precipitate. Filter and wash the residue
solution in a polyethylene container. with hot water. Discard the filtrate. Place the flask containing

6.18 Sodium Hydroxide, Standard Solutiof@.15 N)—  the evaporated filtrate from 8.2 underneath the funnel. Dissolve
Transfer 20 mL of the clear, supernatant stock solution to a 1-ithe residue through the paper with 10 mL of warm HCI (1 + 1)
flask. Dilute to the mark with freshly boiled and cooled waterand wash with hot water. Discard the paper and evaporate the
and mix thoroughly. Standardize this solution against potassolution to fumes of HCIQ
S“.Jm acid phthalate.. It is convenient to adJESt the normality of Note 2—If the test sample is high in manganese, manganese dioxide
this _Standard solution to 0.148! (1 mL - 0.0002 g P). (MnO,) may precipitate when the solution is evaporated to perchloric acid
Confirm the phosphorus value by analyzing a standard of &mes. If this occurs, the Mngcan be redissolved by the addition of a
known phosphorus content, preferably an iron ore of similalkrystal of sodium nitrite (NaNg) when the perchlorates are dissolved in
composition. Protect the NaOH solution from €6y means of ~ water.

a soda-lime or soda-asbestos tube. Note 3—If arsenic is known to be present, concentrate the solution in
6.19 Sulfurous Acid(H,SGy). the Erlenmeyer flask to approximately 75 mL, add 20 mL of HBr (1 + 4),
. . and evaporate to strong fumes. Cool, wash down the sides of the flask with
7. Sampling and Sample Preparation 20 mL of water and again evaporate to fumes.

71 Sampling—The gross samplg shall be collected and 8.4 Cool, add 50 mL of water, and warm to dissolve the
prepared in accordancg with Practice E 877. salts. Add an excess of several drops of KMrgodlution and

7.2 Sample Preparation-The Iaboratory sample shall be boil the solution for several minutes. Add, dropwise, enough of
pulverized to pass a No. 100 (150-um) sieve. a solution of HSO; to reduce any KMnQ or precipitated

Note 1—Some ores, such as specular hematites, may require findvVInO,. Boil to expel the SQ, cool, and add NEOH until a

grinding to pass a No. 200 (75-um) sieve. small precipitate of ferric hydroxide (Fe(O}))persists on
7.3 Sample WeightWeigh approximately (within=25  shaking or stirring. Add HNQ@ until the precipitate just
mg) an amount of sample Speciﬁed as follows: dissolves on shaking, then 3 to 5 mL in excess. Add 10 g of
Content of Phosphorus, % Weight of Sample, g NH4N03 and shake to dissolve the salts.
001 16 040 - 8.5 Absence of VanadiumAdjust the volume to 150 mL
0'_11 e O_‘éo 10 and the temperature to 20°C and add 50 mL of the ammonium
0.51 to 1.00 0.5 molybdate solution. Shake vigorously for 5 min and let stand
8. Procedure 20 min or until the yellow precipitate has settled.
8.1 Transfer the test sample to a small dry weighing bottle Nore 4—If the precipitate is small it is advisable to allow it to stand 4
and place in a drying oven. After drying at 105 to 110°C for 1h or overnight. Documents
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