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Standard Test Method for
Determining the Residual Kill Activity of Hand Antiseptic
Formulations1

This standard is issued under the fixed designation E3058; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilon (´) indicates an editorial change since the last revision or reapproval.

1. Scope

1.1 This test method is designed to determine the residual
killing activity of skin antiseptics against transient microbial
skin flora on the hands .2 It may be used to evaluate products
that are used with the aid of water and rinsed off and those that
are used without the aid of water and not rinsed off.

1.2 Performance of this procedure requires the knowledge
of regulations pertaining to the protection of human subjects
(see 21 CFR Parts 50 and 56).

1.3 This test method should be performed by persons with
training in microbiology, in facilities designed and equipped
for work with potentially infectious agents at biosafety level 2.

1.4 Units—The values stated in SI units are to be regarded
as standard. No other units of measurement are included in this
standard.

1.5 This standard does not purport to address all of the
safety concerns, if any, associated with its use. It is the
responsibility of the user of this standard to establish appro-
priate safety and health practices and determine the applica-
bility of regulatory limitations prior to use. For more specific
precautionary statements see 8.1.

2. Referenced Documents

2.1 ASTM Standards:3

E1054 Test Methods for Evaluation of Inactivators of Anti-
microbial Agents

E2752 Guide for Evaluation of Residual Effectiveness of
Antibacterial Personal Cleansing Products

E1882 Test Method for Evaluation of Antimicrobial Formu-
lations by the Agar Patch Technique

E2197 Quantitative Disk Carrier Test Method for Determin-
ing Bactericidal, Virucidal, Fungicidal, Mycobactericidal,
and Sporicidal Activities of Chemicals

E2756 Terminology Relating to Antimicrobial and Antiviral
Agents

2.2 Federal Standards:4

21 CFR Part 50 Protection of Human Subjects
21 CFR Part 56 Institutional Review Boards

3. Terminology

3.1 Definitions—For definitions of terms used in this
document, see Terminology E2756.

3.2 Definitions of Terms Specific to This Standard:
3.2.1 healthcare personnel hand rub, n—an antimicrobial

gel, foam, liquid, spray, or wipe, applied by rubbing to reduce
the transient microbial skin flora on hands that are not visibly
soiled, and which does not require a post-treatment water rinse.
Such agents may also be referred to as hand rubs, hygienic
hand rubs, hand sanitizers, or hand antiseptics.

3.2.2 healthcare personnel hand wash, n—a cleanser requir-
ing rinsing or a non-rinse agent intended to reduce transient
microbial skin flora on the hands.

3.2.3 room temperature, n—temperature in the range of 20
to 25°C (68 to 77°F).

3.2.4 test bacteria, n—an applied suspension of bacteria
having characteristics that permit ready identification of colo-
nies. Test bacteria are used to simulate a transient topical
microbial contaminant. These may also be referred to as test
organisms, marker organisms, simulants, or contaminants.

3.2.5 test material, n—a product or formulation that incor-
porates an antimicrobial ingredient(s).

4. Summary of Test Method

4.1 This test method uses adult subjects who have provided
a written informed consent and whose hands have been
determined to be free from any clinical evidence of skin
disorders, dermatosis, cuts, lesions, or hangnails at the time of
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participation in the study. Subjects are to refrain from use of
any antimicrobials for at least 7 days prior to the initiation of
the test procedure (see 12.3).

4.2 Subjects’ hands are pre-treated with the test material to
load the antimicrobial onto the skin. Test material remains on
the hands for a pre-determined time (the time selected to
demonstrate the test product’s residual kill activity) prior to
contamination.

4.3 Subjects press each fingerpad onto a stainless steel disc
contaminated with approximately 7 log10 CFU of test organism
(using one disc per fingerpad), which transfers approximately 6
log10 CFU of test organism to each fingerpad (that is, approxi-
mately 10% transfer). The test organism, Staphylococcus
aureus (ATCC 6538), remains viable upon drying and is stable
on both the stainless steel discs and on the fingerpads over the
course of the experiment. The fingerpads are exposed to the
challenge organism for pre-determined times.

4.4 The test bacterium is then recovered from the fingerpads
by rubbing each fingerpad for 30 s in a Petri dish containing 10
ml neutralizer (one Petri dish per fingerpad).

4.5 Residual killing by the test material is measured by
comparing the number of test bacteria recovered from contami-
nated fingerpads at specific time intervals after contamination
to the number recovered at time zero (treated fingerpad with
zero time to allow for reduction in microorganism after
application).

5. Significance and Use

5.1 Many marketed hand antiseptics make claims of "long-
lasting protection” or “extended kill” (for example 6 hours),
which are typically based on results of testing as described in
Test Method E1882 or Guide E2752, or both. At this time there
are no standard methods for evaluating a hand antiseptic
formulation for its ability to kill microorganisms on hands
when a “dry” contamination event occurs at some time after
product use. This test method provides a method to substantiate
residual kill claims for hand antiseptics.

6. Apparatus

6.1 Aluminum bars—Discs are attached to these to avoid
movement and / or sticking of the discs to the fingerpads during
contamination (see Fig. 1). Any of several types may be used,

for example, multipurpose 6061 aluminum rectangular, 3⁄8 in. ×
1⁄2 in. × 6 in.5.

6.2 Colony Counter—Any of several types may be used; for
example, Quebec darkfield colony counters and similar de-
vices. Automated, computerized plater/counter systems may
also be used.

6.3 Discs—1 cm diam. and 0.7 mm thick made from sheets
of brushed stainless steel, AISI Type 430 (E2197).

6.4 Handwashing Sink—Sufficient in size to permit hand-
washing without the touching of hands to sink surface or other
subjects.

6.5 Humidity Chamber—Capable of maintaining 50-60%
relative humidity in the chamber for 24 h at room temperature.

6.6 Humidity Monitor (Hygrometer)—Calibrated and ca-
pable of displaying relative humidity in 1% increments

6.7 Water Faucet(s)—Located above the sink at a height to
permit hands to be held higher than the elbow during the
washing procedure.

6.8 Tap Water Temperature Regulator and Temperature
Monitor—To set and maintain the tap water temperature at
40 6 2°C

6.9 Incubator—Capable of maintaining a temperature of
35 6 2°C.

6.10 Biological Safety Cabinet.

6.11 Miscellaneous Labware—Continuously adjustable pi-
petters (1-mL and 0.2-mL capacity) and sterile pipette tips,
sterile serological pipettes (5.0-mL capacity), sterile culture
tubes, sterile disposable Petri dishes, sterile syringes, Erlen-
meyer flasks, sterile loops and beakers.

6.12 Sampling Petri dishes—Sterile dishes measuring 100
mm × 15 mm, and able to hold 10 mL sampling solution (see
7.7).

6.13 Absorbance Meter—Capable of reading at 625 nm with
a 1 cm path length.

6.14 Sterilizer—Any steam sterilizer capable of processing
culture media and reagents.

5 The sole source of supply of the apparatus known to the committee at this time
is available from McMaster Carr, part number 8975K614. http://
www.mcmaster.com/#. If you are aware of alternative suppliers, please provide this
information to ASTM International Headquarters. Your comments will receive
careful consideration at a meeting of the responsible technical committee,1 which
you may attend.

FIG. 1 Aluminum Bar
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