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QH“y) Designation: E 410 — 98

Standard Test Method for

Moisture and Residue in Liquid Chlorine 1

This standard is issued under the fixed designation E 410; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilone} indicates an editorial change since the last revision or reapproval.

1. Scope statements are given in Section 7.

11 T.h|s tgst_mgthod covers the dgtgrmmanon of MOISWUIe, pfarenced Documents
and residue in liquid chlorine. Lower limits of detection of 10
ppm (w/w) based on a 150-mL sample are achievable. 2.1 ASTM Standards: » N

1.2 This test method describes operations and special appa-E 180 Practice for Determining the Precision of ASTM
ratus for sampling liquid chlorine from cylinders. Sampling Methods for Analysis and Testing of Industrial Chemiéals
other commercial facilities such as tank cars, barges, and 2:2 Federal Standards: _ _
storage tanks require special techniques of manipulation in 49 CFR 173 Code of Federal Regulations Title 49 Trans-
filling sample cylinders for testing. If conditions and facilities portation; Shippers’ General Requirements for Shipments
are favorable, the analysis apparatus may be connected directly and Packagings, including Sections:
to these larger storage and transportation units and on-the-spot 173-304 Charging of Cylinders with Liquified Com-
tests may be completed. pressed Gas _

1.3 The analytical methods are empirical and are gravimet- ~ 173-314 Requirements for Compressed Gases in Tank
ric. They are applicable to the determination of the residue and Cars )
moisture content of commercial grades of liquid chlorine ~ 173.315 Compressed Gases in Cargo Tanks and Portable
(condensed gaseous product). Tank Containers

1.4 Residue is defined as being those substances Whi?.' Summary of Test Method

remain in the sample flask after sample volatilization under th o o
conditions of the test. Moisture is defined as the volatile 3-1 Acommon liquid sample of chlorine is recommended to

substances evolved during volatilization and purging of the?rovide the best results when determining both residue and
sample-residue flask and absorbed on the desiccant contain@isture simultaneously. ,

in the absorption tubes under the conditions of the test. Some -2, Liquid product sample is transferred from the same
of the volatile chiorinated hydrocarbons may also be evolvedYlinder into a precalibrated, 250-mL sample-residue flask and

from the sample residue flask during purge and absorbed, thirmitted to volatilize completely under prevailing environ-
contributing to the apparent moisture analysis value. mental conditions. The volatilized product (chlorine gas) is

1.5 This test method may be used for determining thdPassed through anhydrous magnesium perchlorate desiccant
moisture content only of gaseous chlorine if suitable and©r absorption of moisture. It is recommended that the exhaust

appropriate modifications are made for sample measuremefgS Pe discharged into a caustic scrubber containing an
and calculation. appropriate amount of 20 % caustic solution to neutralize all

1.6 Review the current material safety data sheet (MSDSY€ chlorine. This reaction is exothermic and care should be
for detailed information concerning toxicity, first aid proce- teken to avoid excess heating by choosing a sufficienty large
dures, and safety precautions. volume of caustic solution to serve as a heat sink.

1.7 The values stated in inch-pound units are to be regarded 3-3 Aftér complete volatilization of the sample from the

as the standard. The metric equivalents of inch-pound unitiask, residual chlorine and moisture are expelled from any
may be approximate. residue by purging with dry air through the absorption system

1.8 This standard does not purport to address all of theWhere moisture is recovered and determined gravimetrically.
safety concerns, if any, associated with its use. It is the 3.4 Residue remaining in the flask is determined by careful

responsibility of the user of this standard to establish appro-2nalytical weighing, the weight gain calculated as residue

priate safety and health practices and determine the applicacontent of the sample. Moisture is computed from the sum of
bility of regulatory limitations prior to useSpecific hazards e 9ain in weight of the two absorption tubes containing the
desiccant. Any gain in weight of the second absorber tube

1 This test method is under the jurisdiction of ASTM Committee E15 on
Industrial and Specialty Chemicals and is the direct responsibility of Subcommittee—————————

E15.02 on Product Standards. 2 Annual Book of ASTM Standardgol 15.05.
Current edition approved March 10, 1998. Published June 1998. Originally *Available from Superintendent of Documents, U.S. Government Printing
published as E 410 — 70. Last previous edition E 410 — 92. Office, Washington, DC 20402.
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should be nominal with respect to that of the first tube in thesample purge from the cylinder sample line prior to withdrawal
series. of the analytical sample for test.

3.5 The moisture content of a chlorine gas stream is 5.5 Regulator—An appropriate needle valve type shall be
determined gravimetrically as above, by passing a meteredttached to the cylinder outlet to control and regulate the flow
sample through the moisture absorption system only. of liquid chlorine from the sample cylinder. Connectidn )(

N between the outlet from this valve and the adap®rghall be
4. Significance and Use by a short length of appropriately sized TFE-fluorocarbon
4.1 This test method provides for the determination Oftubing equipped with a 12/§ground-bal| joint.

moisture and residue in liquid chlorine. The concentration g g Rubber Tubing length and size sufficient to exhaust
levels of these impurities are important factors in manychiorine vapors to the caustic soda absorber or hood system
commercial uses of liquid chlorine. during sample collection and volatilization. A ground-glass

5. Apparatus 12/5 ¥ socket joint shall be fitted to one end of the rubber
5.1 The arrangement and assembly of apparatus for coIIetEL—’bmg to make appropriate connection to the adapter during
sample collection and transferred to the exhaust connection

tion and measurement of the analytical sample and volatilizaf h d moi b : bo f disch
tion is shown in Fig. 1. rom the second moisture absorption U-tube for gas discharge

5.2 Sample-Residue Flask (HErlenmeyer-type, 250-mL to disposal during volatilization of the sample.

. iooed with 3528 d-ball ioinf A 5.7 Watch Glass small size, used to close the sample-
capacity, equipped with a ground-bail joint. residue flask during analytical weighing before and after
permanent calibration mark shall be inscribed on the flask

a§ample volatilization to prevent loss of residue or absorption of
the 150-mL volume level for sample measurement. moisture from the atmosphere.
5.3 Adapter (G) equipped with a 35/2F ground-socket 5.8 Moisture Absorption Tubes (I) (Fig. +}Schwartz
joint attached and sealed as shown in Fig. 1. In additiony-tube design, 100 mm length top of arms to center, modified

appropriate 12/§j0ints shall be sealed to the adapter. A ball and equipped with ground-g|ass ]_ﬁgocket and ball joints
joint, sealed and closed off at the end, shall be provided fosealed to the inlets and outlets. Two such absorber tubes shall
attachment to the inlet tube after collection of liquid sample inpe connected in a series arrangement.
the sample-residue flask. This shall be held in position with an 5.9 Flow Meter, capable of metering air at 4.5 L/min and
appropriate clamp during volatilization, then removed andequipped with appropriate ground glass connection.
replaced with appropriate connections from the metered dry-air 5.10 Caustic Scrubberfor chlorine disposal.
supply at the time of aeration and purge of the sample-residue
flask. 6. Reagents

5.4 A second assembly consisting of a sample-residue flask 6.1 Purity of Reagents-Unless otherwise indicated, it is
and adapter shall be used to facilitate collection and disposal dfitended that all reagents should conform to the specifications

of the Committee on Analytical Reagents of the American

. . . Chemical Society, where such specifications are avaifable.
4 The recommended sample-residue flask, equipped with a %@QOund-ball

joint and the adapter equipped with a 35§@round-socket joint and associated

12/5§ground joints shown in Fig. 1, will in all likelihood require fabrication by a 5Reagent Chemicals, American Chemical Society Specificatimerican

glass blower. Alternatively, stock apparatus from Ace Glass Company, InC.chemical Society, Washington, DC. For suggestions on the testing of reagents not
Vineland, NJ, modified slightly and possessing reversed ground neck and adaptgtieq py the American Chemical Society, sdealar Standards for Laboratory
joints, has been found satisfactory. Sample-residue flask: Ace stock No. 69753hemicals BDH Ltd., Poole, Dorset, U.K., and thenited States Pharmacopeia

Adapter: Ace stock No. 5196, modified by reversing the 90° bend of the top inlet;ng National FormularyU.S. Pharmacopeial Convention, Inc. (USPC), Rockville,

tube and attaching 1288 ground joints. MD.
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FIG. 1 Apparatus for Collection and Volatilization of Liquid Chlorine Documents
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