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Chemical Analysis of Zinc and Zinc Alloys
This standard is issued under the fixed designation E 536; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.
1. Scope E 60 Practice for Photometric and Spectrophotometric

1.1 These test methods cover the chemical analysis of zinc _Methods for Chemical Analysis of Metals
and zinc alloys having chemical compositions within the E 88 Practice for Sampling Nonferrous Metals and Alloys
following limits: in Cast Form for Determination of Chemical Composition

E 135 Terminology Relating to Analytical Chemistry for

Element Concentration Range, % )

Metals, Ores, and Related Materials
Aluminum 0.005 to 4.5 E 173 Practice for Conducting Interlaboratory Studies of
gzgpm:m P Methods for Chemical Analysis of Metals
Iron 0.001 t0 0.1 E 1601 Practice for Conducting an Interlaboratory Study to
Lead 0.001 to 1.6 Evaluate the Performance of an Analytical Method
Magnesium 0.001 to 0.1
Tin 0.001 to 0.1

3. Terminology

1.2 These test methods appear as follows: 3.1 For definitions of terms used in this test method, refer to
Sections  Terminology E 135.

Aluminum by the EDTA Titrimetric Method (0.5 to 4.5 %) 9-16 PO
Aluminum, Cadmium, Copper, Iron, Lead, and Magnesium by the 4. Slgmflcance and Use
Atomic Absorption Method 17-27 4.1 These test methods for the chemical analysis of zinc

1.3 This standard does not purport to address all of themetals and alloys are primarily intended as referee methods to
safety concerns, if any, associated with its use. It is thdest such materials for compliance with compositional specifi-
responsib”ity of the user of this standard to establish appro.Catlon.S. It is assumed that all who use -these test methods will
priate safety and health practices and determine the applicabe trained analysts capable of performing common laboratory
b|||ty of regu|atory limitations prior to useSpecifiC precau- procedures Skl”fu"y and Safely. Itis eXpeCted that work will be

tionary statements are given in Section 6. performed in a properly equipped laboratory.
2. Referenced Documents 5. Apparatus, Reagents, and Photometric Practice
2.1 ASTM Standards? 5.1 Apparatus and reagents required for each determination
E 29 Practice for Using Significant Digits in Test Data to are listed in separate sections of each test method. The
Determine Conformance with Specifications apparatus, standard solutions, and reagents shall conform to the
E 50 Practices for Apparatus, Reagents, and Safety Preca{gduirements prescribed in Practices E 50. Photometers shall
tions for Chemical Analysis of Metals conform to the requirements prescribed in Practice E 60.

E 55 Practice for Sampling Wrought Nonferrous Metals an

Alloys for Determination of Chemical Composition d6 Safety Hazards

6.1 For precautions to be observed in the use of certain
reagents in these test methods, refer to Practices E 50.

* These test methods are under the jurisdiction of ASTM Committee EO1 on .
Analytical Chemistry for Metals, Ores, and Related Materials and is the direct?. Sampllng
ibility of i EO1. Pb, Z Be, their All . .
;eslgct’:j'mtﬁﬁaéumommmee 01.05on Cu, Pb, Zn, Cd, Sn, Be, theirAlloys and 7 1 61 procedures for sampling the material, refer to
Current edition approved May 1, 2004. Published June 2004. OriginallyPractices E 55 and E 88.
approved in 1975. Last previous edition approved in 1998 as E 536 — 98. .
2 For referenced ASTM standards, visit the ASTM website, www.astm.org, or8. Roundlng Calculated Values

contact ASTM Customer Service at service@astm.org.Afotual Book of ASTM .
Standardssolume information, refer to the standard’s Document Summary page on 8.1 Calculated values shall be rounded to the desired num-

the ASTM website. ber of places as directed in Practice E 29.
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9. Interlaboratory Studies Aluminum, Sample Aliquot, EDTA

9.1 These test methods have been evaluated in accordance % Weight, g mt Additon, mL
with Practice E 173, unless otherwise noted in the precision o05tw015 10.0 50 165 to 168
section. 151025 6.0 50 103 to 106

25t045 5.0 40 7210 75
ALUMINUM BY THE EDTA TITRIMETRIC METHOD Transfer the sample to a 400-mL beaker, and cover.
15.2 Add 100 mL of HCI (1+1). Heat until dissolution is

10. Scope complete and boil for 2 to 3 min. If a residue remains, add 1

10.1 This test method covers the determination of aluminunmL of H,O, and boil the solution for at least 5 min to destroy
in concentrations from 0.5 to 4.5 %. excess HO, and expel free chlorine.

Note 1—Excess peroxide and free chlorine must be removed to

11. Summary of Test Method prevent fading of the indicators.

11.1 After dissolution of the sample in hydrochloric acid, 15.3 Transfer the solution to a 200-mL volumetric flask
the solution is buffered and disodium (ethylenedinitrilo) tet- Jilute to volume. and mix '

raacetate (EDTA) is added. The excess EDTA is titrated with

standard zinc solution. Sodium fluoride is added to decomposgoj(fﬁl_%;ggﬁgﬁﬁtiztrﬁg?;z;g‘reﬂzl;ium specifiedin 15.1 to a

:.rt]e ta(ljum_ltr;]un;-ElgT/-(\j c_omplelx,t_ and the released EDTA Is 15.5 Add the volume of EDTA solution specified in 15.1
itrated with standard zinc solution. and dilute to 200 mL.

12. Interferences Note 2—The amount of EDTA added must be sufficient to complex the

12.1 The elements ordinarily present do not interfere if the"zinc and aluminum with some excess. The amount of EDTA required is

. . - . 57 f h milli f zi d 14.0 f h milli f
concentrations are under the maximum limits shown in 1.1. alumr?r?un?r each mifigram of zinc an mg for each mifigram o

13. Apparatus 15.6 Add 5 or 6 drops of methyl red solution. Add NBH
until the color changes to orange.

15.7 Add 25 mL of sodium acetate buffer solution and boll
for 3 to 5 min. Cool in a water bath.
14. Reagents 15.8 Add 4 drops of xylenol orange solution and 5 or 6
drops of bromcresol green solution.

15.9 Using a TFE-fluorocarbon-covered stirring bar and a
magnetic stirrer, stir the solution while adding standard zinc

solution and dilute to 100 mL. :
. : L solution from a 50-mL buret to complex the excess EDTA. Add
14.2 EDTA Solution(90 g/L)—Dissolve 90.0 g of disodium the solution dropwise as the end point is approached. Continue

(ethylenedinitrilo) tetraacetate dihydrate in about 800 ml. Ofthe titration until the color changes from green to red. Refill the
warm water. Cool and dilute to 1 L. buret

14.3 Methyl Red Indicator Solutio(0.4 g/L)—Dissolve 0.1 15.10 Add 25 mL of NaF solution and boil for 3 to 5 min
g of methyl red in 3.72 mL of 0.1 N NaOH solution and dilute Cool in a water bath.

to 250 mL with water. Filter if necessary. 15.11 Titrate with standard zinc solution as directed in 15.9
14.4 Sodium Acetate Bu_ffer SOIU.“C(BZO g/L)—Dissolve and record the volume to the nearest 0.01 mL.

320 g of sodium acetate trihydrate in about 800 mL of water

and filter. Using a pH meter, adjust the pH of the solution to 5.516. Calculation

+ 0.1 with NaOH solution or acetic acid and dilute to 1 L.
14.5 Sodium Fluoride Solution (SaturatedDissolve 60 g

of sodium fluoride (NaF) in 1 L of boiling water. Cool and filter Aluminum, %= (AB/C) X 100 @)

through a coarse paper. Store in a polyethylene bottle.
14.6 Xylenol Orange Indicator Solutiofi0 g/L)—Dissolve  \yhere:

0.250 g of xylenol orange in 25 mL of water. Do not use a A standard zinc solution used in 15.11, mL,

solution that has stood more than 1 month. B aluminum equivalent of the standard zinc solution,
14.7 Zinc Standard Solution(1 mL =1.00 mg Al)— g/mL, and

Dissolve 2.423 g of zinc metal (purity: 99.99 % min) in20 mL C sample represented in the aliquot taken, g.

of HCI. Dilute to 100 mL. Add 3 drops of methyl red solution

and neutralize with NFOH. Add HCI until the color changes 17. Precision and Bias

to red. Transfer to a 1-L volumetric flask, dilute to volume, and 17.1 Precision—Eight laboratories cooperated in testing

13.1 Magnetic Stirrer with stirring bar covered with TFE-
fluorocarbon.

14.1 Bromcresol Green Indicator Solutiorf0.4 g/L)—
Dissolve 0.04 g of bromcresol green in 6 mL of 0)ldNaOH

16.1 Calculate the percentage of aluminum as follows:

mix. this test method and obtained the results summarized in Table
1.
15. Procedure 17.2 Bias—No information concerning the accuracy of this
15.1 Select and weigh a sample to the nearest 1 mg, itest method is available because certified reference materials
accordance with the following: suitable for chemical test methods were not available when the

interlaboratory test was performed. Thm‘;] mesttsuse
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