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INTERNATIONAL

Standard Practice for

Design, Manufacture and Material Grouping Classification of
Wire Image Quality Indicators (IQl) Used for Radiology’

This standard is issued under the fixed designation E747; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilon (¢) indicates an editorial change since the last revision or reapproval.

1. Scope

1.1 This practice’ covers the design, material grouping
classification, and manufacture of wire image quality indica-
tors (IQI) used to indicate the quality of radiographic images.

1.2 This practice is applicable to X-ray and gamma-ray
radiography.

1.3 This practice covers the use of wire penetrameters as the
controlling image quality indicator for the material thickness
range from 6.4 to 152 mm (0.25 to 6.0 in.).

1.4 The values stated in inch-pound units are to be regarded
as standard.

1.5 This standard does not purport to address all of the
safety concerns, if any, associated with its use. It is the
responsibility of the user of this standard to establish appro-
priate safety, health, and environmental practices and deter-
mine the applicability of regulatory limitations prior to use.

1.6 This international standard was developed in accor-
dance with internationally recognized principles on standard-
ization established in the Decision on Principles for the
Development of International Standards, Guides and Recom-
mendations issued by the World Trade Organization Technical
Barriers to Trade (TBT) Committee.

2. Referenced Documents

2.1 ASTM Standards:?

B139/B139M Specification for Phosphor Bronze Rod, Bar,
and Shapes

B150M Specification for Aluminum Bronze, Rod, Bar, and

! This practice is under the jurisdiction of ASTM Committee EO7 on Nonde-
structive Testing and is the direct responsibility of Subcommittee E07.01 on
Radiology (X and Gamma) Method.
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Shapes [Metric] (Withdrawn 2002)*

B161 Specification for Nickel Seamless Pipe and Tube

B164 Specification for Nickel-Copper Alloy Rod, Bar, and
Wire

B166 Specification for Nickel-Chromium-Iron Alloys (UNS
N06600, N06601, N06603, N06690, N06693, N06025,
N06045, and N06696), Nickel-Chromium-Cobalt-
Molybdenum Alloy (UNS NO06617), and Nickel-Iron-
Chromium-Tungsten Alloy (UNS N06674) Rod, Bar, and
Wire

E1025 Practice for Design, Manufacture, and Material
Grouping Classification of Hole-Type Image Quality In-
dicators (IQI) Used for Radiography

E1316 Terminology for Nondestructive Examinations

2.2 ISO Standards:’

ISO 19232—-1 Non-Destructive Testing—Image Quality of
Radiographs-Part 1: Image Quality Indicators (Wire-
Type)-Determination of Image Quality Value

ISO 19232-2 Non-Destructive Testing—Image Quality of
Radiographs-Part 2: Determination of the Image Quality
Value using Step/hole Type Image Quality lindicators

ISO 19232-3 Non-Destructive Testing—Image Quality of
Radiographs-Part 3: Image Quality Classes

3. Terminology

3.1 Definitions—The definitions of terms in Terminology
E1316, Section D, relating to gamma and X-radiography, shall
apply to the terms used in this practice.

4. Wire IQI Requirements

4.1 The quality of all levels of examination shall be deter-
mined by a set of wires conforming to the following require-
ments:

4.1.1 Wires shall be fabricated from materials or alloys
identified or listed in accordance with 7.2. Other materials may
be used in accordance with 7.3.

4.1.2 The IQI consists of sets of wires arranged in order of
increasing diameter. The diameter sizes specified in Table 1 are

“The last approved version of this historical standard is referenced on
www.astm.org.

5 Available from American National Standards Institute (ANSI), 25 W. 43rd St.,
4th Floor, New York, NY 10036, http://www.ansi.org.
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TABLE 1 Wire 1Ql Sizes and Wire Identity Numbers established from a consecutive series of numbers taken in
SET A SETB general from the ISO/R 10 series. The IQI shall be fabricated
Wire Diameter Wi ) Wire Diameter ' ) in accordance with the requirements specified in Figs. 1-8 and
. ire ldentity . Wire Identity N .
in. (mm) in. (mm) Tables 1-3. IQIs previously manufactured to the requirements
0.0032 (0.08)" 1 0.010 (0.25) 6 of Appendix X1 may be used as an alternate provided all other
0.004 (0.1) 2 0.013 (0.33) 7 . f thi )
0.005 (0.13) 3 0.016 (0.4) 8 requirements of this practice are met.

0.0063 (0.16) 4 0.020 (0.51) 9 4.1.3 Image quality indicator (IQI) designs other than those
g-g?g 282)5) g g-ggg Eg-gj; 1? shown in Figs. 1-8 and Annex Al are permitted by contractual
; — SETC ; ) SETD agreement. If an IQI set as listed in Table 1 or Annex Al is
Wire Diameter Wi } Wire Diameter ) ) modified in size, it must contain the grade number, set identity,
. ire ldentity . Wire Identity K ? K > )

in. (mm) in. (mm) and essential wire. It must also contain two additional wires
0.032 (0.81) 1 0.10 (2.5) 16 . .
0.040 (1.02) 12 0.126 (3.2) 17 that are the next size larger and the next size smaller as
0.050 (1.27) 13 0.160 (4.06) 18 specified in the applicable set listed in Table 1.
0.063 (1.6) 14 0.20 (5.1) 19 : : :
0.080 (2.03) 15 0.25 (6.4) 20 4.1.4 Each set must be identified using letters and numbers

0.100 (2.5) 16 0.32 (8) 21 made of industrial grade lead or of a material of similar
radiographic density. Identification shall be as shown on Figs.

A The 0.0032 wire may be used to establish a special quality level as agreed upon

between the purchaser and the supplier. 1-8 or Annex Al, unless otherwise specified by contractual
agreement.

4.1.5 ISO standard ISO 19232-1 contains similar provisions
TABLE 2 Wire Diameter Tolerances, mm (with nominal differences-see Table Al.1) for wire image
Wire Diameter (d), mm Tolerance, mm quality indicators as this standard (E747). International users of
0.000 < d= 0.125 +0.0025 these type 1QI standards who prefer the use of ISO 19232-1 for
8-;?5 < Z = 8-;5 ig.g?s their particular applications should specify such alternate
050 <d=16 +0.02 provisions within separate contractual arrangements from this

16 <d=4 +0.03 standard.

40 <d=8 +0.05

5. Image Quality Indicator (IQI) Procurement

5.1 When selecting IQI’s for procurement, the following

TABLE 3 Wire Diameter Tolerances, in. factors should be considered:

Wire Diameter (d), in. Tolerance, in. 5.1.1 Determine the alloy group(s) of the material to be
0005 < o= 0010 00002 examined.

B <ad=J0. 0. . . .

0.010 < d = 0.020 +0.0004 5.1..2 Determine thg thickness or thickness range of the
0.020 < d = 0.063 +0.0008 material(s) to be examined.

0.063 < d = 0.160 +0.0012

5.1.3 Select the applicable IQI’s that represent the required

0160 <d = 0320 =0.0020 1QI thickness(s) and alloy(s).

ENCAPSULATED BETWEEN 4 N\
CLEAR "VINYL" PLASTIC

.060" MAX. (1.52 mm) A S TM
AN

[~——1/4" MINIMUM (6.35 mm)
LEAD LETTERS

THE MINIMUM DISTANCE -200"——'
BETWEEN THE AXIS (5.08 mm) r‘-

OF WIRES IS NOT LESS
THAN 3 TIMES THE

—

=NGTH MINIMUM 1" (25.4 mm)
FORSETSA &B

WIRE DIAMETER AND
NOT MORE THAN
.200" (5.08 mm)

1/4" MINIMUM (6.35 mm) ——] \
LEAD LETTERS AND NUMBERS \\ — 6 WIRES EQUALLY SPACED
4

\ LU,
MATERIAL GROUP NUMBER —/ / \— LARGEST WIRE

IDENTITY NUMBER *
SET IDENTIFICATION LETTER

* SEE TABLE 1

FIG. 1 Set A/Alternate 1 Documents

Document Sharing Hub

Full document details: ASTM E747-18


http://www.avadocuments.com/doc/astm-e747-18
http://www.avadocuments.com/doc/astm-e747-18

E747 - 18

i’
ENCAPSULATED BETWEEN r \ /4" MINIMUM (6.35 mm)
CLEAR "VINYL" PLASTIC 35 mm
060" MAX. (1.52 mm) A S TWM :; LEAD LETTERS AND NUMBERS
MATERIAL GROUP NUMBER L1 A B
‘-._\__-
/ [~—— LARGEST WIRE
SET IDENTIFICATION LETTER —| IDENTITY NUMBER *
S 6 WIRES EQUALLY SPACED
THE MINIMUM DISTANCE
BETWEEN THE AXIS
OF WIRES IS NOT LESS
THAN 3 TIMES THE
WIRE DIAMETER AND
NOT MORE THAN
200" (5.08 mm) 200 —] |-
(5.08 mm)
(. /

* SEE TABLE 1
FIG. 2 Set A/Alternate 2

ENCAPSULATED BETWEEN s ™
CLEAR "VINYL" PLASTIC

060" MAX. (1.52 mm) ﬁ S T M

‘\—11 " MINIMUM (6.35 mm)
LEAD LETTERS

.200"
THE MINIMUM DISTANCE (5.08 mm) | |
BETWEEN THE AXIS

OF WIRES IS NOT LESS
THAN 3 TIMES THE
WIRE DIAMETER AND
NOT MORE THAN

.200" (5.08 mm)

1/4" MINIMUM (6.35 mm) =N \—s WIRES EQUALLY SPACED

LEAD LETTERS AND NUMBE

LENGTH MINIMUM 1" (25.4 mm)
l FORSETSA&B

1B 11
{ X

4 J
\— LARGEST WIRE
NUMBER *
MATERIAL GRADE NUMBER
SET IDENTIFICATION LETTER * SEE TABLE 1 FOR ACTUAL VALUE
FIG. 3 Set B/Alternate 1
6. Image Quality Levels thickness of material to which the quality level applies. Careful

6.1 The quality level required using wire peneframeters consideration of required quality levels is particularly impor-

shall be equivalent to the 2-2T level of Practice E1025 for tant.
hole-type IQI’s unless a higher or lower quality level is agreed
upon between purchaser and supplier. The conversion of
plaque identification number to the equivalent wire diameter 7.1 General:
and identity as defined in this standard is provided in Annex
Al.

7. Material Groups

7.1.1 Materials have been designated in eight groups based
on their radiographic absorption characteristics: groups 03, 02,

6.2 In specifying quality levels, the contract, purchase order, and 01 for light metals and groups 1 through 5 for heavy
product specification, or drawing should clearly indicate the  metals. Documents
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7.1.2 The light metal groups, magnesium (Mg), aluminum
(Al), and titanium (Ti) are identified 03, 02, and Ol
respectively, for their predominant alloying constituent. The
materials are listed in order of increasing radiation absorption.

7.1.3 The heavy metal groups, steel, copper-base, nickel-
base, and kindred alloys are identified 1 through 5. The
materials increase in radiation absorption with increasing
numerical designation.

Full document details: ASTM E747-18

7.1.4 Common trade names or alloy designations have been
used for clarification of the pertinent materials.

7.1.5 The materials from which the IQI for the group are to
be made are designated in each case and these IQI’s are
applicable for all materials listed in that group. In addition, any
group IQI may be used for any material with a higher group
number, provided the applicable quality level is maintained.
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