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Standard Test Method for

Carbon and Hydrogen in the Analysis Sample of Refuse-
Derived Fuel1
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superscript epsilon (´) indicates an editorial change since the last revision or reapproval.

1. Scope

1.1 This test method is for the determination of total carbon

and hydrogen in a sample of refuse-derived fuel (RDF). Both

carbon and hydrogen are determined in one analysis. This test

method yields the total percentages of carbon and hydrogen in

RDF as analyzed and the results include not only carbon and

hydrogen in the organic matter, but also the carbon present in

mineral carbonates and the hydrogen present in the free

moisture accompanying the analysis sample as well as hydro-

gen present as water of hydration.

NOTE 1—It is recognized that certain technical applications of the data

derived from this test procedure may justify additional corrections. These

corrections could involve compensation for the carbon present as

carbonates, the hydrogen of free moisture accompanying the analysis

sample, and the calculated hydrogen present as water of hydration.

1.2 This test method may be applicable to any waste

material from which a laboratory analysis sample can be

prepared.

1.3 The values stated in SI units are to be regarded as

standard. No other units of measurement are included in this

standard.

1.4 This standard does not purport to address all of the

safety concerns, if any, associated with its use. It is the

responsibility of the user of this standard to establish appro-

priate safety, health, and environmental practices and deter-

mine the applicability of regulatory limitations prior to use.

For specific precautionary statements, see Section 8.

1.5 This international standard was developed in accor-

dance with internationally recognized principles on standard-

ization established in the Decision on Principles for the

Development of International Standards, Guides and Recom-

mendations issued by the World Trade Organization Technical

Barriers to Trade (TBT) Committee.

2. Referenced Documents

2.1 ASTM Standards:2

D1193 Specification for Reagent Water

D5681 Terminology for Waste and Waste Management

E790 Test Method for Residual Moisture in Refuse-Derived

Fuel Analysis Samples

E791 Test Method for Calculating Refuse-Derived Fuel

Analysis Data from As-Determined to Different Bases

E829 Practice for Preparing Refuse-Derived Fuel (RDF)

Laboratory Samples for Analysis

3. Terminology

3.1 For definitions of terms used in this test method, refer to

Terminology D5681.

4. Summary of Test Method

4.1 The determination is made by burning the sample to

convert carbon to carbon dioxide and hydrogen to water. The

combustion is carried out using high-purity oxygen that has

been passed through a purifying train. The carbon dioxide and

water are recovered in an absorption train. Combustion tube

packing is used to remove interfering substances. This test

method gives the total percentage of carbon and hydrogen in

the RDF as analyzed, including the carbon in carbonates and

the hydrogen in water.

5. Significance and Use

5.1 This standard is intended to provide a method for

determining the weight percent of carbon and hydrogen in an

RDF analysis sample.

5.2 Carbon and hydrogen are components of RDF and,

when determined, can be used for calculating RDF combustion

characteristics.

6. Apparatus

6.1 Oxygen Purifying Train—High-purity oxygen is passed

through water and carbon dioxide absorbers prior to use for
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combustion. The oxygen purifying train consists of the follow-

ing three components in order of gas passage (see Fig. 1):

6.1.1 First Water Absorber—A container constructed such

that oxygen must pass through a column of water-removing

reagent. The container shall have a capacity for at least 45 cm3

of solid reagent, and the minimum gas distance traveled

through the reagent shall be at least 80 mm.

6.1.2 Carbon Dioxide Absorber—If solid reagents are used

for carbon dioxide absorption, the container shall be as

described in 6.1.1. If a solution is used, the container shall be

a Vanier bulb. It shall provide a column of reagent adequate to

remove carbon dioxide below the testing laboratory’s analytic

reporting limit.

6.1.3 Second Water Absorber—Same as specified in 6.1.1.

6.2 Flow Meter, used to permit volumetric measurement of

the rate of flow of oxygen during the determination. It shall be

suitable for measuring flow rates within the range from 50 to

100 mL/min. At least annual certification of the flow meter is

recommended and may be required in some applications. The

use of a double-stage pressure-reducing regulator with gage

and needle valve is recommended to permit easy and accurate

adjustment to the rate of flow.

6.3 Combustion Unit, consisting of three electrically heated

furnace sections, individually controlled, which may be

mounted on rails for easy movement. The upper part of each

furnace may be hinged so that it can be opened for inspection

of the combustion tube. The three furnace sections shall be as

follows (see Fig. 1):

6.3.1 Furnace Section 1—Furnace 1 is nearest the oxygen

inlet of the combustion tube, approximately 130 mm long and

used to heat the inlet of the combustion tube and the sample. It

shall be capable of rapidly attaining an operating temperature

of 875 6 25 °C.

NOTE 2—Combustion tube temperature shall be measured by means of
a calibrated thermocouple placed immediately adjacent to the tube near
the center of the appropriate tube section.

6.3.2 Furnace Section 2—Furnace 2 shall be approximately

330 mm in length and used to heat that portion of the tube filled

with cupric oxide. The operating temperature shall be 850 6

20 °C (see Note 2).

6.3.3 Furnace Section 3—Furnace 3 shall be approximately

230 mm long, and used to heat that portion of the tube filled

with lead chromate or silver. The operating temperature shall

be 500 6 50 °C.

6.3.4 Combustion Tube, made of fused quartz or high-silica

glass, and having a nominal inside diameter which may vary

within the limits of 19 to 22 mm and a minimum total length

of 970 mm. The exit shall be tapered to provide a tubulated

section for connection to the absorption train. The tubulated

section shall have a length of 20 to 25 mm, an internal diameter

of not less than 3 mm, and an external diameter of approxi-

mately 7 mm. The total length of the reduced end shall not

exceed 60 mm. If a translucent fused quartz tube is used, a

transparent section 190 mm long, located 250 mm from the

oxygen inlet end of the tube, will be found convenient (see Fig.

2).

6.3.5 Combustion Boat, made of glazed porcelain, fused

silica, or platinum. Boats with internal dimensions of approxi-

mately 70 by 8 by 8 mm have been found convenient to use in

this analysis.

6.4 Absorption Train, identical to the oxygen absorption

train described in 6.1. The absorption train shall consist of the

following components arranged as listed which corresponds to

the order of oxygen passage through the apparatus (see Fig. 1):

6.4.1 First Water Absorber, as described in 6.1.1.

6.4.2 Carbon Dioxide Absorber, as described in 6.1.2.

6.4.3 Second Water Absorber, as described in 6.1.3. The

second water absorber is also known as a guard tube.

7. Reagents

7.1 Purity of Reagents—Reagent-grade chemicals shall be

used in all tests. Unless otherwise indicated, it is intended that

all reagents shall conform to the specifications of the American

A = flowmeter (6.2) E, F, G, H, I = combustion unit (6.3)

B, C, D = oxygen purifying train (6.1) E = furnace 1 (6.3.1)

B = first water absorber (6.1.1) F = furnace 2 (6.3.2)

C = carbon dioxide absorber (6.1.2) G = furnace 3 (6.3.3)

D = second water absorber (6.1.3) H = combustion tube (6.3.4)

I = combustion boat (6.3.5)

J, K, L = absorption train (6.4)

J = first water absorber (6.4.1)

K = carbon dioxide absorber (6.4.2)

L = guard tube (6.4.3)

NOTE 1—C and K can substitute a Vanier bulb if liquid absorbent is used.

FIG. 1 Construction of Oxygen Purifying Apparatus
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